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1. 



PREFACE. 



The aim of the present work is to furnish the student with 
a laboratory manual of physical processes and measurements in 
which the explanation of the theory and the description of the 
method of manipulation of each experiment is so complete as to 
preclude the necessity of consulting either another book or a labor- 
atory instructor. The work is so designed that it can be begun at 
the commencement of the second college year. In the selection of 
experiments the plan has been to include only such methods as 
are strictly scientific, that have as practical a bent as possible, and 
that can be depended upon to give good results in the hands of the 
average student. This enlists the energy of the student and saves 
that of the instructor. 

Although the majority of the experiments are quantitative 
measurements, some few methods and principles which experience 
has found to give difficulty to the average college student have 
been illustrated by qualitative exercises. It has been assumed that 
the experiment is rare that is so important as to justify a student 
performing it before he understands the theory involved and the 
derivation of the formulae required. Consequently the theory of 
each experiment is given in detail and the required formula de- 
veloped at length. Since, in general, a student can appreciate 

most completely the physical significance of the various steps in 
an analytical discussion when couched in terms with which he has 
been for some time acquainted, it has appeared desirable to use as 

elementary mathematical methods as possible even though brevity 

be thereby sometimes sacrificed. 

It is hoped that the numerous illustrations, all of which have 

been made especially for this book, will assist in making the text 

clear and interesting. At the end of many of the experiments is 



pi.u . A i IV t v^ viiK\Nlk>ns dcjdgiieU to test the studtnt's understand- 
ui^.; x»i iIk^ ^uiiwiplos involved in the preceding experiment. 

\ vv»lkvUi»u ot diagrams and engravings is placed at the end 
v^ iho iHK^k so that the student can illustrate his laborator>- reports 
\vilhv>ut the labor of making drawings. 

A few pieces of apparatus, experimental methods, and proofs 
have been g^ven that may possess some novelt}*, although the fixed 
purpose has been to use the standard classical forms except in 
such cases where a trial of not less than a vear bv a class of one 
hundred or more students has demonstrated the superiority of 
the proposed innovation. 

In conclusion I desire to acknowledge my indebtedness to 
Professor Jacob Westlund, of the department of mathematics in 
Purdue University, for many scholarly suggestions throughout 
the progress of the work ; and also to Mr. Lk^yd E. King, form- 
erly instructor of physics in Purdue University, who has been so 
good as to make many suggestions the incorporation of which into 
the text has added materially to its accuracy and clearness. I am 
also indebted to Mr. F. L. Shinn of the department of physical 
chemistr\- in the University of Wisconsin for the collection and 
verification of the data on vapor densities contained in th«- tables. 

KR\TS^ S. FERRY. 
Purdue UiiiTersitT. LaFaTette. Ind. 

• - m 

September 15. 1903. 
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Chapter I. 



GENERAL NOTIONS 
REGARDING PHYSICAL MEASUREMENTS. 



Physical measurement consists in the comparison of the mag- 
tude of a quantity with the magnitude of the unit of the same 
id as the quantity to be measured. For instance, the distance 
tween two points is given in terms of the length of a certain 
r which is taken arbitrarily as the unit of length. Similarly the 
iss of a body is determined in comparison with a material stan- 
rd of mass constructed in accordance with an arbitrary defini- 
m of the unit of mass. In the same way, an interval of time 
measured in terms of a unit arbitrarily defined. These are ex- 
aples of direct measurements, but much the larger number of 
lantities must be measured indirectly. 

For instance. Young's Modulus of Elasticity of a certain ma- 
rial cannot be measured directly, but can be determined by ap- 
ying a force of F units to a wire made of it, of length L and 
dius r so as to cause ?in elongation e. Then from the laws of 

F' Li 

isticity. Young's Modulus of Elasticity M = j— . The meas 

ement of the different quantities entering into the value of Mare 
►t made with equal ease, and an inspection of the equation shows 
at errors made in measuring the various quantities affect the re- 
It in different degree. 

This leads to the consideration of the relative degree of 
curacy required in the different component measurements enter- 
g into the required result. In the above example, it is obvious 
at the same percentage error in the value of F, L or e would 
feet the result equally, but that the same percentage error in the 
lue of r would affect the result much more from the fact that 
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r appears in the equation to the second power. However, tlie 
elongation e, is a very small quantity compared with B or L,, and 
in order that it may be measured with a percentage error no 
greater than that of P or L, much greater care must be exercised 
in its accurate measurement. In addition, the fact that the two 
quantities in which small errors cause the greatest effect in the 
result are multiplied together, renders the result more affected by 
their errors than would be the case if they appeared in the 
formula in any other manner. As an additional example, con- 
sider the measurement of the specific heat of a substance by the 
method of mixtures. The specific heat of a substance can be 
determined indirectly by heating a specimen of the substance of 
mass M to a temperature T and then plunging it into a mass ni 
of water at a temperature / contained in a vessel of water equiva- 
lent Bi and observing the common temperature d attained by 
the mixture. In this case the specific heat C, of the substance is 
given by the equation 

{m + E) (6 — 
^ "" M a — e; 

It is obvious that in this equation an error in d affects the 
final result more than an equal percentage error in the value of 
either of the other temperatures, on account of the fact that, dif- 
ferent from the other temperatures, ^ occurs in both numerator 
and denominator, but with opposite signs. 

From these examples, it is apparent that before beginning 
an indirect measurement that requires the determination of sev- 
eral component quantities, the law connecting the quantities must 
be examined, and the degree of accuracy determined that is essen- 
tial in each of the component measurements. 

The methods and apparatus best suited to the various meas- 
urements can then be selected. 

Discussion oi^ Errors. — Any physical measurement is sub- 
ject to many errors, of which some are determinate and can be 
eliminated by proper selection of apparatus and experimental 
method, or whose value can be computed. But after all precautions 
have been taken, there will still be left some indeterminate sources 
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Errors 3 

of error which give rise to what are called residual errors. Thus, 
after all known determinate errors Jhave been corrected for, the 
terms in a series of observations of the same quantity will not in 
general be identical, but will vary one from another. It thus be- 
comes necessary to determine from the series of observations the 
value that has the greatest probability of approximating most 
nearly to the true value. When all the observations are taken 
with equal care under the same conditions, the arithmetical mean 
of all the observations gives the value that has the greatest pro- 
bability of approximating most closely to the true value. This 
arithmetical mean is not, in general, the true result, but is the 
best approximation attainable. The difference between any single 
observation and the mean of the series is called the deviation of 
that observation from the mean. The average deviation {or the 
deviation measure) of the single deviations from the mean, is de- 
fined as the mean of the magnitudes of the deviations taken with- 
out regard to sign. By fractional deviation {or fractional pre- 
cision) of an observation is meant the ratio of the deviation of 
the observation from the mean, to the observation itself. Per- 
centage deviation is one hundred times the fractional deviation. 
In the case of an extensive series of observations of the same 
quantity made by the same method with equal care it has been 
shown experimentally that (a) there is an equal number of posi- 
tive and negative deviations of the same magnitude, (ft) small 
deviations are more numerous than large ones {c) large devia- 
tions are few in number. In fact, in an extensive series, a devia- 
tion having a magnitude four times the mean deviation will occur, 
on the average, but once in a thousand observations. 

In a series of observations of the same quantity presumably 
taken with equal care, sometimes one term will appear that is 
widely divergent from all the others. From the laws of devi- 
ations given in the preceding paragraph, this would suggest a 
mistake due to mental confusion in making or recording the read- 
ing, or due to some accidental disturbance occuring at the time 
the reading was taken. These laws of deviations also suggest a 
rule for the rejection of observations differing widely from the 
others. Since in a series of carefully made observations it is 
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improbable that there would be more than one deviation in 
a thousand greater than foLif times the average deviation of the 
other terms of the series, one can with propriety assume that if 
an observation occurs in a short series whose deviation is greater 
than this amount, that this observation contains a mistake and 
should be neglected. 

Computation. — Computation should be so accurate 
that errors thereby introduced are certainly less than the errors 
of observation. The length to which computations should be car- 
ried depends upon the magnitude of the deviations of the observa 
tions, and can be conveniently expressed in terms of the number oi 
significant figures that should be retained in the final result. A 
significant figure is any digit other than zero. The number of 
significant figures is independent of the position of the decimal 
point. The decimal point is simply a mathematical sign to indi- 
cate the position of the units place. Thus the following numbers 
all certain two significant figures — 2100.0, 21.0, 0.00021. The 
following useful rules are taken from Holman's Precision of 
Measurements where their proof is derived. 

1. In computing deviations, retain two significant figures. 
For example d=^o,02<,, d=:;ii.o. 

2. In the single observations, retain enough significant 

figures to include the place in which the second significant figure 

of the deviation occurs. For example. 

Observations. Deviations from mean. Adjusted reading. 
46.308 — 0.095 46.308 

46.503 o.io 46.50 

46.382 — 0.021 46.382 

46.423 0.020 46.423 

46.402 0.0016 46402 
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232.018 232.015 

Mean = 46.4036 Adjusted mean = 46.403 

3. When two or more observations are to be multiplied 
together, or divided one by another, find by inspection the one 
for which the percentage deviation is the greatest. If the percent- 
age deviation of this term is between ten per cent, and one per 
cent, use four significant figures in the multiplicand, multiplier an< 
product, or in division, dividend and quotient respectively. Sim 
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larly if the percentage deviation of this term is between one per 
cent and one-tenth of one per cent., use five significant figures 
throughout. For example, suppose the observations given in tjie 
preceding paragraph are to be multiplied by tt . The percentage 
deviation of the first term .of this series is 0.20 per cent., so that 
in multiplying this term by tt we should use five figures through- 
cut, i. e, 

46.308X 3-1416=: 14548 
When logarithms are used, retain as many places in the 
niantissae as there are significant figures in the data. Above ex- 
ample becomes 

log 46.308=: 1.66566 

log 3.1416 =0.49714 

log 145.48=2.16280 
Many measurements are of such a nature that it is impossi- 
ble to obtain a number of observations of the same quantity, and 
for this reason it is impossible to determine the deviation required 
by the above rule. In this event, the product or quotient should 
contain the same number of significant figures as the quantity 
entering into the product or quotient that contains the smallest 
number of significant figures. 

In the case of an indirect measurement that involves the de- 
termination of the ratio of two quantities, it must be noted that 
it is inaccurate and usually unallowable to use the mean of a 
series of readings for the numerator of the fraction, and to divide 
this by the mean of the series of measurements made of the quan- 
tity entering into the denominator. As an example consider the 
formula already adduced for Young's Modulus by stretching 

Ordinarily, L, r and tr may be considered to be constant, and 
then a series of observations is taken of the elongation e produced 
by various forces F, And since no term of the series of observa- 
tions oi e or F will in general be the true value of that quantity, 
it follows that in general the series of ratios obtained by dividing 

the applied force, F, by the corresponding elongation produced, e, 
will not be constant. If these ratios are not constant it is clear 
that the mean value of M will be given by 
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^ " irr' n \e' ^ e" ^ e'" " " e„ ^ 
and the true mean value of M will not be expressed by / 

L_ / F' + F" +F'" Fn \ 

Trr^ \e' -\- e" + e"' en ^ 

P1.0TTING OF Curves. — When a series of simultaneous obser- 
vations of two variable quantities has been made, the relation be- 
tween the two variables is usually rendered more apparent from a 
graphical representation or "plot" of the observations on co- 
ordinate axes than from an inspection of the series. This plot is 
usually made on cross-section paper ruled into centimeters or 
inches divided into tenths. In making a plot, the following rules 
should be observed. 

1. The size of the plot should vary directly with the accu- 
racy of the observations and inversely with the accuracy of plot- 
ting. 

The error of plotting depends upon the error made in locat- 
ing the points representing the data on the cross-section paper, 
and upon the size of the plot. The fractional deviation of the 
plotting equals the ratio of the average deviation measure of locat- 
ing the points, to the length of the ordinate^ of the points. 
Usually it is not feasible to locate a point on cross-section paper 
with a smaller average deviation then half a millimeter, so that 
if the cross-section paper is 20cm long, the fractional deviation 

of the plotting will not be less than ' = 0.0025 or one 

quarter of one per cent. Consequently, since errors of plotting 
affect the third place of significant figures, it is useless and mis- 
leading to carry plotting beyond the third place of significant 
figures. If the data includes more than three places of significant 
figures, the figures beyond the third must be neglected in making 

the plot. 

2. Choose the scale of abscissas so that the largest value 

reaches across the horizontal space assigned to the plot. • Choose 
the scale of ordinates so that the largest value extends through 
the vertical distance assigned to the curve. Always choose scales 
so that each space of the cross-section paper represents a con- 
venient number of units, or a convenient fractional part of a unit. 
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In general the plot should be made on such a scale that the 
fractional precision of plotting the two co-ordinates will be equal, 
and also that the fractional precision of plotting equals the frac- 
tional precision of the data. Thus if X and Y represents one pair 
of simultaneous observations of the two variables, and x and y 
the distances proportional to the magnitude of X and Y measured 
off along the axes of abscissas and ordinates of the plot ; and if 
DX, DY, Dx, Dy represents the precision measure of the data 
X and Y, and the precision measure of plotting the lines x and y 
respectively, then, the above statement becomes 

X " "jr 

^^ r>X _, Dy DY 



whence, 



_ ,^ and _ 

X X y Y 

X D X y D y 

X ^ TTX ^~Y ^ WY ' 



V 



—^ and —y- give the number of units of plot per unit of 

data, so that these ratios give the scale of the plot for the axis 
of abscissas and ordinates respectively. Dx and Dy are equal; 
and if centimeter cross-section paper is used for the plot will 
be equal to about 0.05, while if inch paper is used Dx and Dy 
will be equal to about 0.025. The data furnishes the value of 
DXandDF. 

In an experiment in which one of the variables is determined 
with many times the precision of the other, it may not be advis- 
able to plot the two co-ordinates with equal fractional precision. 
In such a case, if the co-ordinates were plotted with equal precis- 
ion, the curve drawn through the points would make such a small 
angle with one of the co-ordinate axes that in order to keep the 
size of the plot within reasonable limits, the scale must be made 
unduly small. When this occurs, it is better to use different scales 
for plotting the two variables, even though some of the precision 
of one element of the data is thereby sacrificed in plotting. 

J. Drazv two heavy lines to represent the rectangular co- 
ordinate axes of the plot. Along the co-ordinate axes put the 
scale and names of the quantities plotted. 
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4. The points plotted should be plainly indicated by either j 
a puncture in the center of a small circle, or a small cross inter- j 
secting at the point plotted and having its arms parallel to the co- > 
ordinate axes. 

5. Draw a fine smooth curve or straight line that best fits 
all the points plotted. 

In general this line will not pass through all of the points 
plotted. This line should be drawn so that there are about a:s 
many points on one side of it as on the other side. The points 
should not be located mainly on one side of the line at any region 
throughout its entire length. 

6. Give each curve a title. This title will usually call atten- 
tion to the two variable quantities treated and the condition under 
which particular values were observed. 



Chapter II. 



LENGTH. 



Instruments for the: Measurement of Length. — The 
principle of the Micrometer Screw is of wide application in the 
accurate measurement of short lengths. A carefully made screw 
of a pitch of either one millimeter or one-half millimeter turns in 
an accurately fitting nut. Attached to one end of the screw 
is a divided head by means of which is measured the fraction of 
the distance between two threads through which the end of the 
screw advances when the screw is rotated a fraction of a turn. 
The principle of the micrometer screw is employed in 
the Micrometer Screw Gauge, the Spherometer, the Dividing En- 
gine, the Filar Micrometer Microscope. 
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Fig. 1 



The Micrometer Screw Gauge (Fig i), consists of an accu- 
rately made screw 
f^ ^ I, .1 ^ which can be ad- 

vanced toward or 
away from the 
stop A, The 
whole number of 
millimeters d i s- 
tance between A 
and B is indicated 
by the millimeter 
divisions on the shank C uncovered bv the sleeve D, while the frac- 
1 ion of a millimeter is given by the graduated circle on the edge 
of the sleeve D, If the pitch of the screw is half a millimeter 
and if the head is divided into fifty equal spaces, one division on 
the shank will be uncovered by the sleeve for every two complete 
turns of the screw, and each space on the divided head corre- 
sponds to an advance of the screw of o.oi mm. 

The Spherometer, (Fig. 2) is a micrometer screw with a 

very large divided head passing ver- 
tically through a nut mounted at the 
center of an equilateral tripod. If 
the pitch of the screw is one half 
millimeter, the head will be usually 
divided into 500 equal spaces so that 
a difference of length of o.ooi mm. 
can be read directly. The precision 
of reading the spherometer is greater 
than the precision of setting. This 
instrument is especially useful in 
measuring the radius of curvature of 
spherical surfaces — whence its nanv 
In the Dividing Engine (Fig. 3) a long micrometer screw 
with a large divided head A is mounted horizontally in a massive- 
base between a pair of tracks in such a way that it has no longitu- 
dinal movement, . but when rotated causes a nut to advance par 
alle! to the tracks. Attached to the nut B, is a carriage C which 




Fig. 2 
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slides along the tracks with the advance of the nut. Fastened to 
the base are one or two microscopes M, with cross hairs in the 
eye pieces, which can be focussed upon an object resting upon the 
sliding carriage. In making the measurement of the distance be- 
tween two points, the carriage is slid along until one point is 
undei the cross hairs of a microscope and then the micrometer 
screw is turned imtii tJie other point comes under the cross hair. 




Fin. 3. 
The difference between the reading of the micrometer screw when 
one point was under the cross hair, and the reading when the 
other point was under the cross hair gives the distance between 
the two points. 

The dividing engine receives its name from the fact that it is 
most often used to rule divided scales. Fastened to the base is a 
system of levers by which a stylus or tracing point S can be drawn 
across the sliding carriage in the direction normal to its motion. 
By this means a line can be drawn upon an object fastened to 
the top of the carriage, the carriage advanced by a definite amount, 
another line drawn parallel to the first, and so on until a scale is 
constructed. The mechanism carrying the stylus is often arranged 
with cams D which permit lines to be drawn of unequal length, 
so that in ruling a scale every fifth and tenth line may be drawn 
longer than the others. 

The Filar Micrometer Microscope is a microscope having in 
the focus of the eyepiece a reticule supporting a cross hair which 
can be moved across the field of vision bv means of a micrometer 
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screw. Attached to the inside of the tube of the microscope, in 
the focal plane in which moves the cross hair, there is usually fixed 
a serrated edge whose teeth serve as a scale to indicate the whole 
number of turns made by the micrometer screw. The distance 
on the microscope stage corresponding to one turn of the microm- 
eter must be determined by means of a standard scale. A filar 
micrometer microscope is illustrated at M Fig 3. 

The Eyepiece Micrometer is a very finely divided scale ruled 
on thin glass that can be placed in the focal plane of a microscope. 
After being put into position the eyepiece micrometer is stan- 
dardized by means of a standard scale placed on the microscope 
stage. 

Vernier's scale is a device employed for the estimation of 
fractions of the smallest divisions of a scale. It consists of a 
short auxiliary scale capable of sliding along the edge of the prin- 
cipal scale. The precision attainable with the vernier is about three 
times that attainable with the unaided eye. On the ordinary or 
direct vernier, a length equal to (n — i) divisions of the principal 
scale is divided into n equal spaces, so that the difference in length 
between a vernier division and a scale division is i~^n of a scale 
division. Suppose now that the zero line of the vernier be placed 
in coincidence with the zero line of the principal scale ; then the 
first line of the vernier will be distant l-5-» scale divisions from 
the first line of the scale, or in general, the r th line of the vernier 
will be distant r-i-n scale divisions from the rth line of the scale. 
Conversely, when the r th line of the vernier is coincident with any 
line of the scale, then the fraction of a scale division between the 
vernier zero and the next preceding line on the principal scale is 
r -i- n of a scale division. 

Obviously a vernier can be constructed for either a linear or 

circular scale and n can have whatever value is 
T I ? most convenient. In the case of a centimeter 

-*— f I I I ' I 'T' f ■ r I III 

1 1 II scale divided into millimeters, the vernier would 

usually be nine millimeters long and divided 
into ten equal spaces. (Fig 4.) This would per- 
mit readings to be made in tenths of millimeters. 

In the case of a centimeter scale divided into half millimeters. 
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I he vernier would usually be 24 scale divisions in 
length and be divided into 25 equal spaces, (Fig. 
5.) This would permit readings to be made 
directly in fiftieths of millimeters. 

In the case of a scale divided into inches and fiftieths of an 
tnch,*the vernier could conveniently be made 19 scale 
divisions long and be divided into 20 equal spaces. 
{Fig. 6.) This would permit readings to be made 
directly in thousandths of'inches. 

In the case of a circular scale divided into de- 
grees and thirds of degrees.the vernier is often made 
of a length corresponding to 59 scale divisions and 
is divided into 60 equal spaces. {Fig. 7.) This 
arrangement permits readings directly to thirds of 
minutes, i. e. to 20 seconds. The figure in the mar- 
tia. C. gif, shows such a vernier and also illustrates 
the manner in which verniers are often numbered so 
that readings can be read off directly without computation. In 
this particular case, as each 
vernier division corresponds 
to one third of a minute it is 
natural to number the fif- ' 
teenth division 5, the thirtieth 
division 10, etc., minutes. 

As an exercise the student is advised to verify the readings 
, of the vernier scales illustrated in the text. The 
reading of vernier scale in Fig. 4 is 8.6, in Fig s 
II. 10 in Fig. 6 29.111 in Fig. y 145° 48', and 
in Fig. S. ii°i4' 40". 
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The Vernier Caliper, (Fig. 9), consists of a finely divided 
tecl scale C with a fixed jaw A at one end, and a jaw B provided 
vith a vernier scale D that can slide along the length of the scale. 
The Calketometer, Fig jo, is an instrument for measuring ver- 
ical distances consisting of a rigid vertical column, accurately 
fraduated throughout its length, supported upon a heavy tripod 
furnished with spirit levels 
and leveling screws. A car- 
riage movable up and down 
the cnlmnn supports a tele- 
scope on which is a spirit 
level. The carriage can be 
clamped at any point along 
the length of the column and 
its position read by means of 
the scale on the column and a 
vernier V attached to the car- 
riage. With the column ver- 
tical and the telescope hori- 
zontal, the vertical distance 
between two points is deter- 
mined by setting the cross 
hairs of the telescope first 
upon one point, taking the 
reading of the position of the 
carriage on the column, then 
elevating or lowering the car- 
riage until the cross hairs 
come opposite the second 
point and observing the new 
reading of the position of the 
carriage. The difference be- 
tween those two readings is 
Kifi. 10. the distance required. 

For greater precision, the telescope is often provided with 
1 screw micrometer by means of which a cross hair can be moved 
cross the focal plane. 




14 FuNDAMENTAi. Me;asure:ments 



I. 



MEASUREMENT OF THE DIAMETER OF A ROD BY 

MEANS OF A MICROMETER GAUGE AND 

A VERNIER CALIPER. 



Object and Theory of Experiment. — The object of this 
experiment is to measure the diameter of the same object with 
two instruments and to compare the precision of measurement 
obtained by the two methods. The theory of the two instruments 
has been given in the preceding paragraphs. 

Manipulation and Computation. — Before using any 
measuring instrument having a divided scale, the position of the 
zero point must usually be noted. It is unusual and unneces- 
sary for the zero point to be located at the position marked. 

In using the micrometer gauge, grasp the milled head of the 
screw loosely with the finger tips and turn the screw until it just 
slips between the fingers. To find the zero point, bring the end 
of the screw into contact with the stop and observe the reading 
on the sleeve of the screw head. Take the average of five such 
readings as the zero point. Then, placing the object to be meas- 
ured between the stop and end of the screw, take ten readings. 
Find the mean of these ten observations, corrected for the zero 
point ; find the deviation of each observation from the mean, and 
the average fractional precision of the series of observations. 

In using the vernier caliper, first ascertain the correction 
for the zero point by closing the jaws and noting the reading. 
The average of five readings thus obtained is taken as the cor- 
rection for the zero. Place the same object previously meas- 
ured between the jaws of the instrument, close them gently, clamp 
the jaws by means of the set-srew, and take the reading. Re- 
peat this operation ten times and determine the average frac- 
tional precision of the series of readings. 

Compare the precision of the two methods of measurement. 
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11. 



GRADUATION OF A GLASS SCALE BY MEANS OF A 

DIVIDING ENGINE. 



Object and Theory of Experiment. — The object of this 
exercise is to construct a millimeter scale by etching fine lines 
on a strip of glass. The theory of the dividing engine has been 
given briefly in a preceding paragraph. The details of the use 
of the instrument will be best understood from an actual study of 
it. 

Manipulation. — The pitch of the screw of the dividing 
engine is first determined by observing the number of turns of 
the screw necessary to move the carriage through a known dis- 
tance.Fasten a standard scale on the carriage in a direction par- 
allel to the screw. Focus the microscope on one of the divi- 
sions of the scale, observe the reading of the head of the screw, 
rotate the screw until another division of the scale comes exact- 
ly under the cross hairs of the microscope and again observe 
the reading of the head of the screw. The distance through 
which the carriage has advanced divided by the number of turns 
of the screw is the pitch of the screw. 

Since a screw turning in a nut always has a certain amount 
of backlash, before taking the first reading the screw must be 
turned sufficiently to take up any backlash these may be, and 
then the direction of rotation of the screw must not be changed 
throughout the series of readings. 

Clean the glass strip with caustic potash, coat it evenly with 
paraffin or beeswax, and fasten it to the carriage parallel to the 
screw. Adjust the ruling mechanism to rule lines along the 
middle of the strip of glass of the required length, and regulate 
the cogged wheels of the ruling mechanism so that every 
fifth and tenth line will be longer than the others. Adjust the 
stops about the head of the screw A so that when the head is 
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turned through the distance between the two stops, the carriage 
will advance exactly one millimeter. The proper distance be- 
tween the stops is determined from the pitch of the screw already 
found.' Now the dividing engine is set ready for ruling. Draw 
the stylus or ruling point S across the glass strip, rotate the 
screw head through the distance between the stops, and make 
another mark. This operation is repeated until the required 
length of scale is divided. 

Remove the glass strip from the dividing engine, repair any 
abrasions in the wax surface with a hot iron, and number the 
divisions with a fine pointed pen. Cover the ruled surface with 
hydrofluoric acid by means of a large feather. When sufficient- 
ly etched, the plate is rinsed in running water, the wax scraped 
off, and finally cleaned with turpentine. 



III. 



VERIFICATION OF A BAROMETER SCALE BY MEANS 

OF A CATHETOMETER. 



Object and Theory of Experiment. — In the ordinary form 
of Kortin's barometer, the lower end of the tube dips into a 
reservoir filled with mercury which can be raised or lowered by 
a screw. By this means, before taking an observation, the sur- 
face of the mercury in the reservoir is always brought to the 
level of the point of an ivory pin extending downward from 
the cover of the reservoir. The barometric height is the length 
of the mercury column from this point to the horizontal tangent 
to the meniscus at the upper end of the column. A brass scale 
attached to the metal tube enclosing the barometer tube is 
adjusted so that its divisions indicate distances measured from 
the point of the ivory pin. Not infrequently this scale is inac- 
curately adjusted by the maker, or becomes out of adjust- 
ment through handling. The object of this experiment is to 
measure the barometric height by a cathetometer, to compare 
this height with the barometric reading, and if they differ, to 
adjust the scale so as to give correct readings. 
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Manipulation and Computation. — Set the cathetometer on 
a stand of adjustable height about a meter distant from the 
barometer. The adjustments now to be made on the catheto- 
meter are four in number. 

First, parallax. Set the intersection of the cross hairs of 
the telescope on the image of a dot, and draw the eye piece 
in and out until there is no relative motion of the dot and the 
cross hairs when the eye is moved from one side to the other in 
front of the eye piece. 

Second. The intersection of the cross hairs must be in the 
line of collimation of the telescope. With the eye at the eye 
piece, rotate the telescope about its axis. If the intersection of 
the cross hairs describes a circle about the image of the dot, this 
adjustment must be made. When the intersection of the cross 
hairs and the image of the dot are farthest apart, reduce the sep- 
aration half way by moving the carriage supporting the tele- 
scope vertically by means of the fine adjustment screw JS Fig. lo 
and then bring the intersection of the cross hairs into coincidence 
with the image of the dot by means of the screw of the eye piece 
micrometer. Repeat this operation until the intersection of the 
cross hairs and the image of the dot remains in coincidence 
throughout a revolution of the telescope about its axis. 

Third. The spirit level resting on the telescope must be paral- 
lel to its axis. Bring the bubble to the middle of the level tube 
by tilting the telescope. Take the telescope out of its Wyes and 
replace it reversed end for end. If the bul)ble is now not in the 
middle of the level tube, bring it half way back by tilting the tele- 
scope by means of screw Dy and the remaining distance by 
means of the adjusting screws at the ends of the spirit level. 
Repeat this operation until the bubble will remain in the middle 
of the tube when the telescope is pointing in either direction. 
The student is not to change the adjusting screws at the tnds of 
the spirit level without permission of an instructor. 

Fourth. The cathetometer column must be vertical and the 
telescope perpendicular to it. If there are spirit levels fastened 
to the base of the instrument they are used only for the coarse 
adjustment. Loosen the clamp C so that the column can be 
rotated about its axis. While the column is being rotated, note 
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the position of the bubble in the telescope level. If it does not 
remain at the middle of the tube, clamp the column at the posi- 
tion where the bubble is most displaced, and bring the bubble 
half way back by tilting the telescope and the remaining distance 
by means of the tripod leveling screws. Repeat this i^wration 
until the bubble remains in the middle of the tube throughout a 
complete revolution of the column. 

The cathetometer is now ready for use. Raise the tele- 
scope until the horizontal cross hair in the eye piece is tangent 
to the meniscus at the upper end of the barometer column. Take 
the cathetometer reading by means of the scale and vernier. 
L')wer the telescope until the horizontal cross hair coincides 
with the level of (he mercury in the reservoir and again take the 
cathetometer reading. The difference between these two read- 
ings is the barometric height. Make 
five determinations. 

Now, by means of the screw T, Rg. 
II, at the bottom of the barometer, 
bring the surface of the mercury in the 
reservoir to the level of the ivory point, 
P. Read the barometric height by 
means of the scale and vernier, V, at- 
tached to the case. Attached to the 
sliding vernier, there is a similar piece 
of metal directly back of the barome- 
ter tube. These two slides move 
together. In order to avoid parallax, 
when taking a reading the vernier is 
moved up and down until the position 
is found where the lower edge of the 
vernier, the upper surface of the men- 
iscus and the lower edge of the rear 
slide are in line. Take the mean of 
five readings. 

If the value of the barometric 
height obtained by reading the ba- 
rometric scale differs from that ob- 
tained by means of the cathetometer. 
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the barometer scale is out of adjustment. Find the error of ad- 
justment of the barometer scale by taking the difference be- 
tween the mean of five determinations of the barometric height 
by means of the barometer scale and with the cathetometer. 



IV. 



RADIUS OF CURVATURE AND SENSITIVENESS OF A 

SPIRIT LEVEL. 



Object and Theory of Experiment. — In many measure- 
ments in which a spirit level is used in connection with other phy- 
sical apparatus, it is necessary that the sensitiveness of the level 
be of the same order as that of the other apparatus. An example 
is the case of the telescope and level of an engineer's transit. When 
used in leveling or in measuring vertical angles, the least verti- 
cal motion of the telescope should make itself evident both by a 
displacement of the level-bubble and of the cross hair. It is there- 
fore important that the magnifying power of the telescope and the 
sensitiveness of the spirit level should be of the same order of 
magnitude. The suitability of a level for a particular use includes 
the determination of the uniformity of the run of the bubble in 
the vial and the sensitiveness of the spirit level. The sensitiveness 
of a spirit level may be defined as the distance the bubble moves 
for an inclination of the level of one minute. Since the sensitive- 
ness is directly proportional to the radius of curvature of the vial, 
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it is often designated by the radius of curvature. The object of 
this experiment is to make a test of a spirit level. 

In the laboratory a spirit level is usually tested by means of a 
Level Trier consisting of a base plate upon which rests a T 
shaped casting supported by two projecting steel points E and F 
Fig. 12, at the end of the arms of the T, and a micrometer screw 
M, at the foot of the T. The pitch of the micrometer screw must 




Fig. 13. 

be measured and also the perpendicular distance 
from the micrometer screw to the line connecting the 
points B and F. The level to be tested L is placed 
on the T and the position of the bubble in the vial 
is noted by means of a scale engraved upon the 
glass or by a scale, S, attached to the level trier. 
In case it is inconvenient to separate the level from a piece of ap- 
paratus of which it forms a part, the entire apparatus, e, g. a tele- 
scope or theodolite, may be mounted in the grooves ABC or DBF. 
After the level tube is in place, the micrometer reading is 
noted. The level trier is now tilted through a small angle by turn- 
ing the micrometer screw, and readings are again taken of the 
micrometer screw and the position of the bubble. 

In Fig. (13), let AB, AC represent the two positions of the 
level trier inclined at an angle to one another : let the upper face 
of the spirit level be represented by the circular arcs (BG) and 
(CF) of radius GJ=:FH. Now since a free liquid surface is 
always perpendicular to the direction of the force acting upon it 
(in this case the attraction of gravitation), the bubble 
is always at that point of the arc of the vial at which a 
plane perpendicular to the force is tangent to the arc. Whence, 
if in the diagram, GJ and BH are vertical lines, and if in the first 
position of the spirit level the bubble was at G, then in the second 
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position it would be at E, having been displaced through a dis- 
tance FB. 

From the figure, 9 = ^ / radians, and also 

e = ^4i-n^ radians. 

When 6 is small, the arc (BD) may be considered equal to SC 
For purposes of abbreviation, denote BA by x, BC by y, (EF) by 
d, and the radius of the vial FH by jR. 

36o° 
Since one radian = .^ ^ =57-296° =3437.75', we can 

transform B radians into minutes by multiplying by 3437.75. It 
follows from the definition of the sensitiveness of a level that 

Sensitiveness = -r- = ■ ^.^^ ^r — • U; 

e 3437. /5?/ 

Again, since e = - - - = -jr ' we have the radius of curvature 

R = — (2) 

?/ 

Whence it is seen that the sensitiveness of a spirit level is directly 

proportional to its radius of curvature. 

Manipulation and Computation.— Measure the perpen- 
dicular distance from the end of the micrometer screw to the line 
connecting the two pivotal points from an impression of these 
three points obtained by pressing them on a piece of paper. The 
pitch of the micrometer screw is obtained in the following man- 
ner: after placing the spirit level on the trier adjust the microme- 
ter screw until one end of the bubble is directly under a scale 
division near the middle of the vial ; then insert under the microme- 
ter screw a small piece of plate glass whose thickness has been al- 
ready measured with a spherometer or micrometer gauge, and 
again adjust the micrometer screw until the bubble rests at the 
same point as before. The number of turns of the micrometer 
screw necessary to make this adjustment divided by the thickness 
of the glass plate is the pitch of the screw. 

Again, adjust the micrometer screw until one end of the 
bubble is directly under a scale division near one end of the vial. 
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Observe the micrometer screw reading: and the scale readings a 
both ends of the bubble ; rotate the micrometer screw through n 
siKices and take readings as before. Continue this operation unti 
the bubble has been moved to the other end of its run, and the 
return step by step in the same manner. Repeat this series of reac 
ings three times. A series of such reatlings may be convenient! 
tabulatetl in the following form. 
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an engineer's transit or theodolite, the ra- 
dius of curvature of the spirit level can be 
calculated from an observed target move- 
ment /, at a given distance L, produced by 
a deflection of the telescope such that the 
bubble is displaced by an amount d. In 
this case prove that the radius of curva- 
ture of the level is 



R = 



Ld 
I 



V. 



DETERMINATION OF THE THICKNESS OF A THIN 
PLATE BY MEANS OF A SPHEROMETER AND 

AN OPllCAL LEVER. 



Object and Theory oi^ Experiment. — The object of this 
experiment is to measure the thickness of a thin microscope 
cover glass by two methods and to compare the precision of 
measurement obtained by the two methods. 

The spherometer has already been described. The theory 
of the optical lever will now be deduced. The optical lever to 
be used in this experiment consists of a piece of sheet brass 3 
cms. long and i cm. wide mounted upon four pointed legs, one 
at each end and the other two midway between the end legs and 
in a line normal to the line joining them. Fastened on the 
upper side of the optical lever, with its reflecting surface in the 
plane of the two middle legs is a small glass mirror. The 
length of the four legs may be such that when the optical lever 
rests upon a piece of plate glass all four legs are in contact with 
the glass, or the end legs may be slightly shortened so that 
the optical lever can be tilted forward and backward about the 
ends of the middle legs. From the difference in the angle 
through which the optical lever can be tilted when the middle 
legs rest directly upon a large pJane surface, and the angle 
through which it can be tilted when a thin plate is interposed 
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between the middle legs and the plane surface, the thickness of 
the thin plate can be determined. 




Fig, 15. 

Let inna be the optical lever with its mirror approximate- 
ly normal to the base mn, T a telescope and O'O'' a vertical 
scale distant about one meter from the optical lever. First as- 
sume that the ends of the feet of the lever are all in one plane. 
Imagine the thin plate x placed under the middle feet of the op- 
tical lever. When the lever is tilted forward an observer at the 
telescope sees the point of the scale at O' reflected in the mir- 
ror, and when the mirror is tilted backward the reflected image of 
the scale at O" comes opposite the cross hair of the telescope. 
Meantime the optical lever has been tilted through the angle 
, consequently the angle between the normals to the mirror 
in its two positions is also 0. And since the angle of reflect- 
ion equals the angle of incidence, the angle between o'a and oV 



equals 2 e. When 8 is very small, 



0' 0' 

oa 



= 20 radians, and also 



mm' 
m c 



= 9, consequently 



2mm' o' o' 



mc 



oa 



Let the thickness of the thin plate be denoted by h, the dis- 
tance mn between the two end feet be denoted by 2I, the dis- 
tance oa between the scale and mirror be denoted by L and 
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the scale reading o'o" be denoted by 5*. Again, since c is mid- 
way between m and n, it follows that the distance mnC is twice 
the thickness h of the thin plate. Making these substitutions 
the thickness of the plate 

^ = ^ (approx.) (1) 

This is for the case of an optical lever having the lower ends 
of all four feet in one plane. But if the end feet are shortened 
so that the lever is capable of being tilted enough to produce a 
deflection S' when placed upon a plane surface, then the above 
value of the total deflection S must be diminished by the de- 
flection y. For this case, the thickness of the thin plate 

h = ^-^=7^ (approx.) (2) 

Manipulation a^d Computation. — In using the spherome- 
ter a series of five observations of the zero point must first be 
made by placing the instrument on a piece of plate glass and 
noting the readings on the two scales when the point of the 
screw is just in contact with the glass plate. Now raise the 
screw, place under it the thin plate whose thickness is to be 
measured, lower the screw until it is just in contact with the 
thin plate and note the reading on the two scales. Repeat five 
times. The difference between the mean of these five readings 
and the mean zero reading is the thickness of the plate. 

In using the optical lever, the telescope and scale must first 
be adjusted ; that is, the telescope, scale and mirror of the optical 
lever must be placed in such relative positions that on look- 
ing through the telescope toward the mirror a reflected image 
of the scale will be visible. In making this adjustment, place 
the vertical scale facing the mirror distant about a meter from 
it, then standing behind the scale and looking at the mirror, 
move the eye about until a reflected image of the scale is seen 
in the mirror. If the telescope is now placed where the eye is sit- 
uated, it is obvious that on looking through the telescope 
toward the mirror the same image will be visible, as soon as the 
telescope is properly focused. If the position in which this 
would require the telescope to be placed is inconveniently higli 
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'I !!!vx»v.\onk'iitiy I...w. ihe :r.iiTor n^ay be tilted with respect to 
\\k' lu>c of the '^nical Icvcr un::'. the image of the scale is visi- 
i»lv in a ir.tTc o.»ii\xnicni i.*.'>iu':'n. Next adjust the eyepiece of 
ilu- i».U>c««i»c. b\ -.iiliiig ii ^ack an-i fonh, until the cross hairs 
arc iu»i unlv disiinah \-i>ibIc but also do not move with refer- 
i'uoo to the iniatrc '.f the >calc when the eve is moved. 

W hen the telescope an«l scale arc adjusted, with the optical 
lever un a piece ui plate glass, iib serve the scale reading in the 
telescope when the •jjiiical lever is tilted forward and when it is 
tilted back. The difference between these two readings is 5*. 
Now place under the middle legs of the optical lever, the thin 
plate whuse thickness is tu be measured and take two similar 
readings. The dilTerence between these readings is S. 

The distance L mav be measured with a meter stick or sted 
tape. The distance / is best obtained from the measurement 
of the distance between prick-marks made by pressing the feet 
of the optical lever on a sheet of paper. 

Make five determinations of the thickness of the thin plate 
by the oj^tical lever method, and compare the precision of the 
two methods. 

Test (Jucstunis and Problems. 

I. Discuss the approximations involved in eq. (2j, showing 
which assumptions can be easily fulfilled and under what condi- 
tions the optical lev* r nieilirxl is most accurate. 



vr. 

DKTKRMl NATION Ol- TIIK RADIUS OF CURVATURE 

OK A vSPlllCRICAT, SURFACE. 



Om.U'Vi' \m» Tiikorv oi.' IC\im:uimknt. — There are three prin- 
cipal mothoils for determiuini^ the radius of curvaure of a spherical 
surface. The\ are by means of (^lO the spherometer, (6) the 
ncal lovor. ir^ the retlection of lij^dit. The last method is ap- 
ablo only u» hij^hly polished surfaces and its consideration will 
delayed until the subject of \\^\\{ is taken up. The object of 
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Fig, 16. 



this experiment is to determine the radius of curvature of a 
spherical surface by means of the spherometer and by means of the 
optical lever, and to compare the precision of the two methods. 
The theory of the two methods will now be considered. 

(a) By means of the spherometer. The curvature of the sur- 
face is determined from the dimensions of the 
spherometer and the distance through which 
the point of the screw must be moved from 
the plane of the ends of the three legs in 
order that all four points may be brought into 
contact with the spherical surface. Let ABC 
Fig. 16 be the positions of the three fixed feet, 
and F the position of the point of the screw, 
when all four are in one plane. Let the dis- 
tance between any two legs of the tripod be 
denoted by I, and the distance between the 
points of the screw and any one of the feet be 
denoted by d. Then if 7? is the required 
radius, and h is the height of the point of the 
screw above the plane of the ends of the three feet when all four 
are in contact with the spherical surface, then from Fig. 17. 

h^ + d^ 




Fig. 17. 



R 



= ^ ^R-hy + rf^ = 



2 h 



(0 



But since / can be measured more accurately than can d, the 
value of d in terms of / is usually substituted in this equation. 
Thus from the diagram. Fig. 16. 



d^ = GF^ + 



But GF = 



GB 



= M 



13 1' 

Vt- 



Whence 



I 
d = — == 

V 3 



(2) 



Substituting value of d from eq. (2) in eq. (i) 

h P 



R = 



+ 



(3) 



2 ' (>h 

(b) By means of the optical lever. Fig. 18 and Fig. 19 rep- 
resent two views of the optical lever resting on the curved sur- 



28 



Fundamental Measurements 



face, at right angles to one another. Let the end points of the 
lever touch the spherical surface at F and D, and the middle points 





Fig. i8. Fig. 19. 

at B and H, Let R represent the required radius of curvature of 
the spherical surface, 2/, the distance between the end points, and 
26, the distance between the two middle points. From Fig. 18, 

R^={R—ACy+CD' 
2R-AC=2R (AB+BC)=AC^+CD^ 
Similarly from Fig 19 

2 R-AB=AB'+BH^ 
But since ^C is small compared with CD, and AE is small com- 
pared with EH, and CD and EH an approximately equal respec- 
tievly to / and b, the above equations may be written, 

2R (AB+BC)=P (4) 

and 2R-AE=2R'AB=b^ (6) 

since AB in Fig. 18, obviously equals AE in Fig. 19. 
From the theory of the optical lever, it has been shown (eq. 2 Ex- 
periment V) that 

( S—S') I 

4L (6) 

Substituting for AB and BC their values obtained from eqs. (5) 
and (6) eq. (4) becomes 

2 R I (S—S') 



BC'-= 



Whence 



7,2 I :^ i _ 72 

2L {l + h)(l—b) 



R = 



S—S' 



I 



(7) 



Manipulation and Computation, (a) When sphere- 
meter is used, observe the zero point of the spherometer by plac- 
ing the instrument on a sheet of plate glass and rioting the read- 
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ing on the two scales when the point of the screw is just in con- 
tact with the glass plate. Then press all four points of the sphero- 
meter on a piece of paper or tinfoil and measure / by means of a 
pair of sharp pointed dividers and a finely divided scale. Now 
rotate the screw until when placed upon the spherical surface 
whose curvature is to be determined, the point of the scr^w and 
the points of the three legs will all be in contact with the curved 
surface. Again take a reading of the two scales of the instrument. 
The difference between this reading and the zero reading is h. 
Substitute these values of / and h in eq. 3, and solve for R, Obtain 
the mean of five values of R determined in this way from five sets 
of observations. 

(b) When the optical lever is used. Press the end points 
of the lever on a piece of paper or tinfoil and measure 2/ by 
means of a pair of sharp pointed dividers and a finely divided 
scale. In the same way measure 2&. Place lever on the curved 
surface, adjust a telescope and scale, measure L, and observe the 
diflferences of scale readings S and 5" exactly as described in the 
preceding experiment. Make five distinct sets of observations, 
substitute value in eq. (7) and take mean result for the value 
of R. Compare the precision of the observations taken in the 
two methods. 

The spherometer method is especially useful for finding the 
radius of curvature of a surface of considerable extent, while the 
optical lever method is available for surfaces of limited extent 
and small curvature. 



VII 



CORRECTION FOR ECCENTRICITY IN THE MOUNT- 
ING OF A DIVIDED CIRCLE. 



Object and Theory o^ Experiment. — Angles are often 
measured by means of a divided circle and an index or vernier 
attached to an arm capable of rotation about an axis passing 
through the center of the circle. This method is subject to a source 




Fig. 20. 
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of error due to the mechanical difficulty of mounting the arm 
carrying the vernier so that its axis of rotation accurately coin-j 
cicles with the nr»rmal axis ni the diviiled circle. The object of this 
exiK-rinient is tn c^^Mistruct a correction curve for a divided circlc| 
havin;;^ an eccentrically mounted vernier. 

Ivet C Ik- the center of the divided circle, A 
and H the zero ])oints of two verniers car- 
ried r>n an arm capable of rotation about the 
p<»int P. If the line .-IB passes through D 
and /.) coincides wih C, there is no eccen- 
tricity in the moimting, and correct angu- 
lar rea< lings arc obtained by means of a 
sinj^le vernier. lUit in the general case 
where neither of these conditions is fulfilled, 
correct angular readings can only be ob- 
tained from simultaneous readings (»f the two verniers A ahd 5. 
Let A"" and /^^ Ix^ the observed readings. Draw A^ B^ 
through C parallel to .IB. If there were no eccentricity in the 
mounting, that is if the points /> and C coincide and if AB passes 
through JJ, the readings would be .1''^ and B°^. In other words 
A^^ and 7^'"', are thi* true readings corresixMiding to the observed 
readings A"" and B'\ Draw through C the lines BB and AF, 

Since ./,/^i is parallel lo .IB and AC e(|uals CB, the angle 
HCA,.^BCB,=^ABH--:BAC:=ACA,, Therefore 

XCA,=y2 (XCE+XCA) or 

\i the divisions on the divided circle be numbered as shown 
in the figure, Ii'::::zB'' — r8o°. Consefjuently the corrected reading 
of the vernier A is 

A\=y2 (H''+B°—iS(y) (1) 

This is the corrected observation of the vernier giving the numer- 
ically smaller reading. 

In precisely the same manner, since /?°,=:)/j (B°-\-P°) and 
since F°=^i8o^-^A^ we obtain for the corrected reading- of the 
vernier B, 

B\=y2 (i4**-f 5 **+i5o°) (2) 
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This is the corrected observation of the vernier giving the numer- 
ically larger reading. 

In this manner, by means of two verniers, is obtained the 
reading of either vernier corrected for eccentricity of mounting. 

Manipulation and Computation. — Starting with one 
vernier at the zero point of the circle take observations of both 
verniers. Then move the vernier ten degrees and again read both 
verniers. Repeat at intervals of ten degrees until the entire cir- 
cumference is traversed. From these data compute the corrections 
of the observed vernier readings. 

On cross-section paper lay off observed vernier readings on 
axis of abscissas and the corresponding corrections on the axis 
of ordinates. The curve drawn through the points thus obtained 
is the correction curve required. From the form of this curve de- 
cide whether the axes through C and D are coincident, and 
whether the line AB passes through D, 

Test Questions and Problems. 

I. Derive the equation analogous to eq. (i) that applies to a 
graduated circle having the scale divisions numbered from the 
zero point in both directions to 180°. 



Chapter III. 



WEIGHING, OR THE COMPARISON OF MAvSSES. 



The mass of a body is the quantity of matter it contains in 
comparison with the quantity contained in some particular body 
arbitrarily assumed to contain the unit quantity of matter. By 
definition, the unit of mass is taken as the mass of one cubic 
centimeter of water at the temperature of its maximum density. 
This unit is called the gram. In order to realize a practical 
standard of mass Borda constructed a cylinder of platinum 
which was intended to represent the mass of one thousand 
grams. This kilogram is deposited in the Archives of Paris, 
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and although its mass slightly differs from the definition of a 
kilogram, it constitutes the prototype standard in terms of 
which all scientific measurements of mass are made. 

The weight of a body is the force with which it tends to 
move toward the earth. Since the weight of a body equals the 
product of its mass and its acceleration, it follows that so long 
as the acceleration remains constant, the masses of any bodies 
are proportional to their weights. Consequently masses of 
bodies can be compared by means of a comparison of their 
weights. This method of comparing masses is called weighing. 




KiG. 21. 
The Balance. In accurate weighing, a balance is used 
having arms of equal length. The beam is capable of rotation 
at its middle point upon a knife edge which rests upon an agate 
plate. Suspended from knife edges at the ends of the beam are 
two scale pans in which are placed the masses to be compared. 
Fastened to the beam is a long pointer which swings in front of a 
graduated scale when the beam vibrates. 
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The unknown masses are compared with standard masses 
popularly through improperly called "weights." Ordinarily, 
standard masses of one gram and upwards are made of brass, 
and fractional masses are made of platinum or aluminum. As 
metallic bodies are liable to gradually become lighter by abra- 
sion through use and cleansing, standard masses are some- 
times made of quartz. As very small masses are inconvenient 
to use, they are usually not made of less than ten milligrams 
(o.oio grms.) mass. Instead of using smaller ones, a ten milli- 
gram mass is made of aluminum wire, which can be placed at 
different points along the beam of the balance by means of a 
rod extending out through the sides of the balance case. This 
bent wire is called a rider. The beam of the balance from the 
f)oint directly above the central knife edge to the point directly 
above the knife edge supporting one of the scale pans, is divid- 
ed into ten equal parts. The division directly above the central 
knife edge is marked zero, and the others are numbered in order 
I, 2, 3, etc., to the end of the arm. If now, the lo milligram 
rider is placed on the beam at the point marked i, it produces 
the same moment as would a mass of one milligram placed in 
the scale pan : if placed at the point marked 6, the lo milligram 
rider produces the same moment as would a mass of six milli- 
grams if placed in the scale pan. Naturally a rider of any other 
mass can be used if the beam be divided accordingly. Usually 
each of the numbered divisions of the balance beam is subdivid- 
ed into tenths, so that by means of the lo milligram rider, differ- 
ences of mass not greater than o.i milligram (o.oooi gms.) can 
be directly measured: and by estimating tenths of the small sub- 
divisions of the beam, differences of mass of o.oi milligrams 
(o.ooooi gms.) can be measured. 

In order to protect the knife edges of the balance when 
not in use, and while the masses in the pans are being changed, 
a balance is provided with an arrestment by which the weight of 
the beam and of the pans can be lifted off the thin knife edges. 
This arrestment is operated by means of a milled head protrud- 
ing from the front of the base of the balance case. 



34 Fundamental Measurements 

Precautions in the use of a Balance. ' 

1. Raise the arrestment whenever masses are to be 
changed. 

2. Never touch the standard masses with the fingers — use 
forceps. 

3. All substances that are liable to injure the pans must 
be weighed in appropriate vessels. 

4. Never stop the swings of a balance so suddenly as to 
cause a jerk. 

5. When the weighing is finished, raise the arrestment, 
put the standard masses in their proper places in the box, dust 
off the pans and the floor of the case with a camel's hair brush, 
and close the case. 

4. Never stop the swings of a balance so suddenly as to 

cause a jerk. 

5. When the weighing is finished raise the arrestment, put 
the standard masses in their proper places in the box, dust off the 
pans and the floor of the case with a camel's hair brush, and close 
the case. 



VIII. 



WEIGHING BY THE METHOD OF VIBRATIONS. 



Object and Theory of Experiment. — The object of this 
experiment is to determine the mass of a body in terms of the 
masses of bodies taken as standards of mass. The zero point 
of a balance is the point of the ivory scale at which the pointer 
comes to rest when the balance is not loaded. As a rule the 
zero point is not exactly at the middle of the scale. In the case 
of a balance with arms of equal length, when the object to be 
weighed is on one pan and the standard masses on the other 
are so adjusted that the pointer rests at the zero point, then the 
mass of the object equals the mass of the standards. 

It would be extremely tedious and in fact it is quite unnec- 
essary to wait until the pointer actually comes to rest in order 
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to determine the zero point of a balance. It is al»o unnecessary 
to continue the adjustment of the standards until the masses in 
the two pans are equal. By means of the method of vibrations, 
the point on the ivory scale at which the pointer would finally 
come to rest can be determined from the observation of a few 
oscillations of the pointer. By the sensibility of a balance for 
any given load is meant the difference in the scale reading pro- 
duced by the addition of one milligram to one pan, when each 
pan has acting upon it a weight equal to the given load. The 
sensibility of a balance is different for different loads. Weigh- 
ing by the method of vibrations comprises three operations : 
first, the zero point is determined; second, the object to be 
weighed is placed on one pan and standards of mass placed upon 
the other until the point of rest for the loaded balance is within 
two or three scale divisions of the zero point ; third, a small 
overweight is added to one pan and the new point of rest de- 
termined. From the second and third operations the sensibility 
is determined. From the sensibility can be computed the 
amount of mass that must be added to, or subtracted from, that 
upon the mass pan in order to bring the point of rest of the 
loaded balance to the zero point. This gives the relative mass 
of the body. 

Manipulation and Computation. — The details of the ma- 
nipulation and computation will be clearly understood from 
the consideration of an example. With the balance pans empty 
and case closed, release the arrestment so as to cause the point- 
er to swing back and forth through a small arc. It will be 
noticed the vibration of the pointer is like a pendulum in that 
the' period of vibration is constant while the amplitude of the 
swings constantly diminishes. Note the turning pomts of the 
pointer for a number of successive oscillations. Guard against 
parallax in observing the pointer. In some balances the mid- 
dle point of the scale is marked zero and the end points — lo 
and -|- lo respectively. The inconvenience of the positive and 
negative sign can be obviated by mentally calling the left hand 
division o, the middle division lo, and the right hand division 
20. For the determination of the zero point the following turn- 
ing points of the pointer were observed. 
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Oscillations to the left. Oscillations to the right. 
(i) 7-6 (2) 134 

(3) 7-2 (4) 13- 

(5) 6.8 

Average 1=7.2 Average =13.2 

Since the friction causing the gradual diminution of the ampli- 
tude of vibration acts for equal lengths of time on each com- 
plete vibration the mean of any two successive swings to the left 
equals the length of the intermediate swing to the right. Or in 
general, if the first and last swing observed are on the same side, 
the mean of the left swings equals the mean of the right swings. 
Consequently the zero point of the balance, that is, the point 
where the pointer would finally come to rest is the mean be- 
tween the average left-hand swings and the average right-hand 
swings. In the above example the zero point is 10.2 scale divi- 
sions. 

While the arrestment is elevated so as to lift the beam off 
the knife edge, place the object on one pan and add standard 
masses to the other pan, until on lowering the arrestment, the 
pointer does net swing off the scale. Right-handed persons 
will find it most convenient to place the object on the left pan so 
that the mass pan is in front of the hand that makes the ad- 
justment of the standards. In the same manner as when the zero 
point was determined, observe a series of turning points, and 
from these turning points deduce the point of rest. Suppose that 
with the object in the left-hand pan, a load of 24.166 gms. in 
the mass pan gives the point of rest at 7.4 scale divisions. 
Since this point of rest is to the left of the zero point, the mass 
in the right hand pan is in excess by the amount necessary 
to move the pointer from 10.2 to 7.4. or 2.8 scale divisions. In 
order to determine the mass that will produce this deflection of 
2.8 scale divisions, note the change produced in the point of 
rest by a small change of mass. Suppose that when, by means 
of the rider, the mass in the right side of the balance is dimin- 
ished by 2 milligrams (0.002 gm.), the new point of rest deter- 
mined as before, is found to be 11.6 scale divisions. Then 
since 2 mg. produces a change of 11. 6 — 7.4=4.2 scale divisions. 
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it follows that one milligram produces a deflection of 2.I scale 
divisions. This number, 2.1, is the sensibility of the balance for 
the particular load on the object pan. Since i mg. produces 
a deflection of 2.1 scale divisions, the nun?ber of mg that must 
be taken from the mass pan in order to bring the point of rest 
from 7.4 scale divisions to the zero point of the balance, 10.2 
equals (10.2 — 7.4)^-2.11=1.3 mg. Consequently the apparent 
mass of the object in air is 24.166 — 0.00 13:=24. 1647 &^s. In or- 
der to find the true mass of the object, this apparent mass must 
be corrected for the buoyant force of the air acting on the object 
and on the standards of mass. 

Reduction to the weight in vacuum, 

A body immersed in air or any other fluid loses an amount 
of weight fequal to the weight of the air or other fluid displaced. 
Consequently bodies of equal weight in air but of unequal vol- 
ume, are not of equal mass. Masses of bodies are strictly pro- 
portional to their weights only when the weighings are either 
performed in vacuum, or the weights reduced to what they would 
be if the weighings had been actually made in vacuum. This 
reduction is ^easily effected. 

Let / represent the weight of the body in air ; let F repre- 
sent the weight of the body in vacuum ; and let Dy d, p represent 
respectively the density of the body, of the standard masses and of 

the air. The volume of the body V=^F-^D ; the volume of the 
standard masses v=^f-^d. The loss of weight of the body by the 

buoyancy of the air =p Fand the loss of the standard masses = p v. 

I'herefore since in air, the standard masses balanced the body, 

F f 

1 — 
.-. F =f 



d 



1--' 



D 



^ " J V. ^ 1) d ^ D^ dD^ D^ ~dD' ^ ^^^' J 

Now since the density of air, which is about 0.0012 gms. 
per CO., is a very small quantity compared with D or d, the terms 
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in the above sorics containing ^2 and higher powers may be 
loctoil without affecting the rosuh. Therefore the weigl 
<h!co«l to vacnuni is 

In the cast* of brass stamlanls of mass, (/=:8^ gnis. per c. c. 
since p~o.iX>\2 gnis. per c. c. the above equation becomes 

F=/ [2-h«MK>l2( J^ -0.12)] approx. 

Tt'St Questions a mi rroblctns. 

I. Kxplain tlie etlect oi the tolKnving quantities on th 
sibility oi a balance. — uu length o\ beam, (h) mass of beai 
distance between the central knife edge and the center of g 
of the beam. 



IX. 

\vKir,ii:Ni; nv thk mkthod of gavss. 



,^ ....... ^^-^ T:::v'SV -'K I\\ tkk: M KNT. — There are foui 
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parent weight of /' when placed on the right scale pan, and an ap- 
parent weight of / when placed on the left scale pan. 
Then from the principle of moments, 

(P+P)R=(f+Q)L. 

iF+Q)L=if'+P)R. 
In the case where the balance is in equilibrium when the bea« 
is horizontal, PR=^ QL ; therefore for this case, the above equa- 
tions become 

FR=fL. (1) 

PL-fR. . (2) 

Multiplying eq, (i) by eq, (2). 

F = V]f ' (3) 

That is, the true weight of the body is the geometrical mean of 
the two apparent weights obtained by first weighing the body 
in one scale pan and then in the other. 

ManipuIvATion and Computation. — Proceeding exactly as 
in the preceding experiment find the zero point of the balance. 
If this is found to be not more than two scale divisions from 
the center of the scale, then the requirement that the beam 
must be horizontal when in equilibrium, is fulfilled with sufficient 
closeness to permit the employment of equation (3). Using the 
method of vibrations, weigh the body first in one pan and then 
in the other, thus obtaining / and /'. 

A more convenient form of eq. (3) can be obtained by an ap- 
proximation so close as to be nearly always applicable, as fol- 
lows: 

F = ^ff = i (f+f) - i (//- //')^ 
In the case of any balance in ordinary adjustment, / and /' will 
not differ by more than one thousandth of the magnitude of 
either f or /'. Consequently the quantity J4 {Vf— Vf')^ is quite 
negligible compared with the quantity V2 (f + /')• The value 
of the true weight then becomes approximately equal to the arith- 
metical mean of the two apparent weights obtained by first 
weighing the body on one scale pan and then on the other. 
That is, 

F = — 2~ (approx.) 
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Test Questions and Problems, 

I. Dividing eq. (i) by eq. (2) obtain the ratio of the lengths 
of the arms of the balance, and show that 

R f — f 

X = ^ + ~1T (^PP^o^-) (4) 



X. 



CALIBRATION OF A SET OF STANDARD MASSES. 



Object and Theory o^ Experiment. — Only in a most care- 
fully adjusted set of standard masses will the masses of the vari- 
ous members of the set be equal to their marked value, or even 
be strictly proportional to their supposed value. It is conse- 
quently necessary in any accurate work, to compare their 
masses one with another ; and where absolute weighings are to 
be made, the masses in the set must be compared with an ultimate 
standard. The object of this experiment is to compare the masses 
of the various members of a set and to construct a table of correc- 
tions. 

The theory of the method is to compare, by means of a sen- 
sitive balance, masses or groups of masses supposed to be equal, 
forming from these results as many separate equations as there 
have been weighings performed, and from these equations deduc- 
ing the ratio of the masses to some convenient unit. In this 
experiment the unit of comparison will be the mass of one of the 
standards in the set being calibrated. Ordinarily there must be 
made as many separate weighings as there are standard masses 
to be compared. If the arms of the balance are of equal length, 
the weighings may be made by the ordinary method of vibra- 
tions ; but if the arms are not of equal length, the method of 

double weighing must be employed. 

Consider a set comprising the following brass standard 

masses, — three i gram, one 2 gram, one 5 gram, two 10 gram, 
one 20 gram, and one 50 gram. In addition there will ordinari- 
ly 1)0 an equal number of fractional grams, made of aluminum or 
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platinum, of masses one hundredth of the corresponding brass 
standards. 

Distinguish the brass standards by the symbols i', i", i'", 2' 
5', 10', 10", 20', 50'. Let the usual case be considered where the 
arms of the balance are of unequal length. Perform a double 
weighing with i' in one pan of the balance, and i" in the other. 
Suppose that with i" in the left pan and i' in the right scale pan, 
a certain small weight / must be added to the right scale pan in 
order to bring the balance to its zero point : and that when the 
masses are reversed, a certain small weight /' must be added to 
the left scale pan in order to bring the balance to its zero point. 
Then from the principle of double weighing. 

In the same manner is obtained 

I"'=I"+K2(^+^). 

2'=i"-f-i"'+%(;t-j-/»'). 

etc. = etc. 
For purposes of abbreviation, represent the quantities /^ (/+/')> 
y2(g+g'), Viih+h'), etc., by A, B, C, D, etc. Obviously the 
quantities A, B, C, etc., may be either additive or substractive. 

Then we have the following equations : 

i"'=i"4-5. 

2'=I"+I"'+C. 

5'=i'+i"+i"'+2'+£>. 
io'= i'+ 1"+ 1"'+2'+5'+£. 
io"=io'+P. 
2o'=io'+io"+G. 

50'=l'+l"+l"'+2'+5'+I0'+I0"+20'+H. 

From this series of equations, the value of all the masses in the 
set can be determined if any one of them is known. For exam- 
ple suppose the value of i' is definitely known in comparison with 
an ultimate standard. Then, comparing all the other standard 
masses with, i', we have 

i'=i'. 

i"=i'-{-A. 

i"'=i'-\-A-\-B. 
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2'=2(l')+2A+B+C. 

io'=iori') -^8.4+45 4-2C+D+H. 
io"=io(i')+SA+4B-\-2C+D+E+F. 
2o'=2o(i')+i6A+SB+4C+2D+2E+F+G, 
^o'=so(i')+4oA+2oB+ioC+sD+4E+2F+G+H 

This is the table of corrections required. If the absolute value 
of no standard mass' is known, then the above table gives the 
value of various masses in terms of i'. 

In precisely the same manner the masses of the fractional 
grams and of the rider are compared with i', except that in the 
case of these small masses it is unnecessary to use the method of 
double weighing even though the lengths of the two arms of the 
balance are not exactly equal. 



Chapter IV. 



TIME. 



Instruments for the Measurement of Time. — In nearly 
all apparatus used for the measurement of time, the principle is em- 
ployed that the period of a body vibrating with harmonic mo- 
tion is constant. Examples of vibrating bodies often used for 
measuring time are, the pendulum, the "balance wheel" (which 
vibrates with circular harmonic motion), and the tuning fork. 
Attached to the vibrating body is usually a mechanism called 
"clock-work" for maintaining and counting the vibrations. The 
vibrating body may be kept in motion by imparting to it a 
slight impulse every time it passes through its position of equili- 
brium. 

The most common laboratory instrument for the measure- 
ment of time is the clock having a pendulum which makes one 
beat or half of a complete vibration every second. The error of 
clock is determined from the transit of a star. In the watch 
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and the chronometer a spring and balance wheel are used. These 
instruments are employed where accuracy must be sacrificed to 
portabihty. They are sometimes provided with a starting and 
stopping device by which the interval between two events can 
be easily ascertained. The chronograph is a recording instru- 
ment consisting of a cylinder carrying a sheet of paper which is 
revolved at a uniform rate by means of clockwork. Resting 
upon the paper are pens A and B (Fig. 22) attached to arma- 
tures actuated by electromagnets fastened to a carriage which 
slides on a track parallel to the axis of the cylinder. When the 
clockwork is running, the pen traces on the paper a helical line 



Fig. 22. 

until an electric current is sent through the electromagnet. A dis- 
displacement of the line is then produced. A clock pendulum can 
be so connected to the circuit containing the electromagnet that 
a notch will be made in the line every second. By introducing 
a telegraph key into the circuit an observer can produce, in ad- 
dition, a series of notches in the trace on the cylinder corres- 
ponding to the occurrence of a series of events. The interval of 
time between these events is found by comparing the distance 
between these notches with the distance corresponding to one sec- 
ond. With this form of the chronograph it is possible to obtain 
a precision of measurement of 0,01 of a second. 

A precision of about o.ooi of a second is possible by the 
use of the tuning-fork chronograph in which the record is made 
on a drum covered with smoked paper, by means of a stylus at- 
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tached to a prong of an electrically driven tuning fork ot 
known period. In this case the trace is a wav>' line, the time 
corresponding to the distance between any two crests being 
known. The time of the beginning and end of an event is 
marked by minute holes in the blackened surface of the paper 
made by the passage of electric sparks from the stylus to the 
metal cylinder when a second electric circuit is completed. 

Measurement of Time. — ^The measurement of a short inter- 
val of time between two separate events would usually be made 
with a stop watch or a chronograph. But for determining the 
period of a regularly recurring event there are several methods 
of procedure, the choice between which depends upon the mag- 
nitude of the period and the accuracy required. The most obvious 
method consists simply in noting by means of a clock or stop- 
watch the interval of time between two recurrences of the event 
and dividing this interval by the number of recurrences. For in- 
stance, the period of vibration of a body suspended by a long 
wire might be found by observing the number of seconds occu- 
pied by, say, twenty passages of a mark upon the body past a 
fixed point. This interval divided by twenty gives approximate- 
ly the time of oscillation or half vibration period of the body. 
Naturally, a closer approximation would be obtained by taking 
the mean of one hundred oscillations. It should be noted that 
the period of a vibrating body cannot be accurately determined 
from observations of the instant of turning, as at tbat moment 
the motion of the body is insensible for an appreciable length of 
time. 

The Method of Passages is a scheme by which the result ob- 
tained by taking the mean of a large number of oscillations is 
obtained from the actual observation of a much smaller number. 
To fix the ideas take the same example above considered. Note 
the time when a mark on the body passes a fixed point, and 
again when it passes the same point, say, twenty oscillations 
later. Suppose this gives an approximate time of oscillation of 
15.4 seconds. It is evident that if this number be correct, the 
looth oscillation will occur 1540 seconds after the first. Without 
actually observing all the intermediate passages, we can return 
to the observation a few seconds before the expiration of the 
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1540 seconds and note time of the passage that occurs nearest to 
this instant. Suppose it to be 1535 seconds, then the time of 
oscillation is 15.35 seconds. The length of interval to be se- 
lected depends upon the fractional precision of the determined 
approximate time of oscillation. It must never be so great that 
there will be any uncertainty as to the number of oscillations that 
have occurred during the interval. 

The Method of Coincidences is a most accurate method for 
the comparison of two nearly equal periods of vibration. Sup- 
pose the period of oscillation of a simple pendulum is to be com- 
pared with that of a clock pendulum beating seconds. If the pe- 
riod of the simple pendulum is slightly greater than that of the 
clock pendulum, a moment will occur when each is at its lowest 
point ; after that the clock will gain on the simple pendulum until 
after a certain interval it has gained a whole oscillation, when 
again each is at its lowest point. Let n be the interval between 
two such coincidences. Then while the seconds pendulum has 
made n oscillations, the simple pendulum has made n — i oscilla- 
tions. Whence the time of oscillation of the simple pendulum is 
n-^-(« — i) seconds. 

Similarly if the period of the simple pendulum is less than 

that of the clock pendulum, between two co- 
incidences the clock will have made n and 
the simple pendulum n-\-'i oscillations. That 
is, the time of oscillation of the simple 
pendulum is, in this case, n-^(n-\-i) sec 
onds. 

One method of determining the instant 
of coincidence employs an electric circuit 
containing the two pendulums, a battery, 
and a telegraph sounder all in series as 
shown in Fig. 23. When the two pendu- 
lums are in coincidence , they will pass 
through the mercury contacts /^ and B at 
the same instant. At this instant the sound- 
er will remain silent. The interval between 
two successive clicks is n in the above ex- 
pressions for the time of oscillation. 




Fig. 23. 
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XL 



STUDY OF FALLING BODIES. 



Object and Theory o^ Experiment. — If a body be allowed 
to fall freely under the action of gravity, it would be expected that 
the time of falling would be some function of the distance passed 
through. That is ff oc t^ where s, represents the distance passed 
through, t, the time of fall, and j3 a constant. If no other 
variable factor enters, then it may be assumed provisionally 
that the law of falling bodies is expressible by the equation 

where k and ^ are constants whose values are yet to be de- 
termined. The object of this experiment is to ascertain whether 
the relation between the distance a bodv falls and the time occu- 
pied in falling this distance can be expressed by an equation of 
the above form, and if it can' be so expressed, to determine the 
numerical value of the two constants. 

If the distance, s^y Sz, s^, passed over by a freely falling 
body in the times f^, t.^, fg, etc., be measured, then we will have 

0| — A- L J 

etc. 

^^ . ii_ = b^ 

f ^ ' ^Z f 

fa ^3 



.9, 



01, ^:=^- : ^ = ^;. ; etc 



Putting these ecjuations into the logarithmic form, 

log a, — log 6-2 = /3i (log t, — log t^) 
log 82 — log S3 = /3i (log t^ — log ^3) 

etc. 
in which P\ denotes the value of j3 derived from the equation 
expressing the ratio of s^ to ^2* 
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If on solving the above series of equations, it is found thai 
^1 = PI — etc., within the limits of accuracy of the experiment, 
then the assumed equation (1) is verified, and the mean of the 
values of 0{=^^= etc., is the value of j8 in the equation original- 
ly assumed.Tlie numerical value of k can now be obtained 
from the original equation on the substitution in it of the value 
of already determinated, together with observed values of s and 
t, obtained from any single experiment. The equation obtained 
by substituting in ( i ) the numerical values of k and is called an 
empirical or experimental formula, the verbal statement of which 
constitutes the fundamental law of falling bodies. 

Manipulation and Computation. — In the apparatus used 
in this experiment the falling body is a metal sphere A (Fig. 24) 
which is pressed against the end of a longitudinally split brass 
tube BB' by means of the wooden rod C and spiral spring B. 
The rod C fits into a hole in the falling body with sufficient fric- 
tion to support the body, and yet with not too much to be easily 
withdrawn by a jerk on the cord X. F and G are two fiat metal 
springs which press against the supporting rod C. At D on the 
supporting rod C is a metal 
sleeve which metallically 
connects these two springs 
when the rod is withdrawn 
trom the hole in the falling 
body. H is an electric bat- 
tery, K the electromagnet 
of a chronograph, L a 
small hinged trap door 
which is kept in metallic 
contract with M by means 
of the weight N until the 
impact of the falling body. 
These various parts of the 
apparatus are electrically 
connected by wires as 
shown in diagram. 
When the falling body is pressed against the end of the split 
tube BB', the electric current follows the route HB'ABKH. 




Fie. 24. 
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The electromagnet of the chronograph is now actuated by the 
current and the stylus is displaced. When the string X is 
pulled, the rod C is withdrawn from the hole in the falling body, 
and the latter drops, breaking the electric circuit at BB', This 
breaking of the electric circuit allows the stylus of the chron- 
ograph to return to its normal position, thus producing a sud- 
den displacement of the line being drawn on the cylinder at the 
moment the falling body starts to fall. But when the metallic 
sleeve D reaches FG, the electric circuit is again complete, the 
current following the route HGDfLMKH, This causes the 
stylus to be again drawn to one side, making a notch in the rec- 
ord line. On the impact of the falling body on the trap door, 
the electric circuit is broken at LM, and a third sudden displace- 
ment in the chronograph record line is produced. The time of 
fall of the body is then equal to the time occupied by the chrono- 
graph in moving through an arc equal to the distance between 
the first and third displacements of the record line. By this 
means, knowing the rate of the chronograph, the time occupied 
by the body in its fall is accurately determined. The length of 
the fall is the distance from the bottom of the body, to the top 
of the trap door when the body is supported against BB' and the 
trap door is closed. 

Make three determinations of the time of fall for each of 
three different lengths of fall. These distances should be ap- 
proximately 1.5, 2 and 3 meters. From these observations ob- 
tain the values of k and j3, substitute these values in the original 
equation and finally, give a clear statement of the law of falling 
bodies expressed analytically by the resulting empirical formula. 

Test Questions and Problems. 

I. Plot a curve having times of fall for abscissas and cor- 
responding lengths of fall for ordinates. From this curve find 
graphically the velocity of the body at various instants of time 
and from these values deduce the magnitude of the acceleration 
of the body's motion. 
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Chapter V. 



VELOCITY AND ACCELERATION. 



XIL 



DETERMINATION OF THE CHANGE OF SPEED OF A 
FLYWHEEL DURING A REVOLUTION. 



Object and Theory of Experiment. — For many purposes, 
as when used to drive electrical machinery, it is necessary that 
throughout a revolution the angular speed of a flywheel shall be 
nearly constant. The object of this experiment is to determine 
the angular speed and the acceleration of a flywheel at different 
parts of its revolution. 

Attach to the same shaft with the flywheel a brass disc in 
the edge of which 36 slots of equal width have been cut and then 
filled flush with the edge with pieces of hard rubber. If now 
one terminal of an electric circuit including an electric chrono- 
graph be pressed against the edge of the disc, and the other 
against the revolving shaft, then during each revolution of the 
flywheel the electric circuit through the chronograph will be 
made and broken 36 times. That is, at every 10° rotation of 
the flywheel a break is made in the record line on the chrono- 
graph drum. If the flywheel revolves through equal angles in 
equal times, the length of the notches in the record line will be 
equal. Any irregularity of motion is thus rendered apparent. 

Manipulation and Computation. — Plat a curve with in- 
tervals of time between any selected notch and each succeeding 
notch as abscissas, and the corresponding angles of rotation as 
ordinates. If the angular speed of the flywheel is uniform this 
curve will be a straight line. 

If a straight line be drawn tangent to this curve at a point cor- 
responding to any particular time, the speed of the flywheel at 
that instant equals the tangent of the angle between this tan- 
gent line and the axis of abscissas. In this manner compute 
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the speed of the flywheel at points 20° apart throughout an en- 
tire revolution. Construct a second curve by plotting times 
as abscissas and speeds as ordinates. 

If a straight line be drawn tangent to this second curve at a 
point corresponding to any particular time, the acceleration 
of the flywheel at that instant equals the tangent of the angle 
between this tangent line and the axis of abscissas. Construct 
a third curve by plotting times as abscissas and accelerations as 
ordinates. 



XIII. 



DETERMINATION OF THE SPEED OF A PROJECTILE 

BY THE BALLISTIC PENDULUM. 



Object and Theory of Experiment. — The object of this 
experiment is to determine the speed of a bullet from an air gun 
or rifle. 

Newton proved that the relative speed of two bodies after 
impact is directly proportional to the relative speed of the same 
bodies before impact. Also, the sum of the momenta of a system 
of bodies is constant. 

Imagine a projectile of mass m and speed v to strike a body 

of mass M and speed u ; and that after the impact the speeds are 

7/ and w' respectively. Then before impact the relative speed of 

the two bodies is (v — w), and after impact it is (w' — v'). It fol- 
lows, then, from the preceding paragraph that 

w' — v^ = e (v — u) (1) 

mv-{-Mu=^mv^-{-Mu' (2) 

where ^ is a constant called the Coefficient of Restitution which 

depends upon the elasticity of the bodies. If the bodies were 

perfectly elastic e=i, and if they were perfectly inelastic e=o. 

Combining (j) and (2), 

v' (M-\-ni) {-Me (v — //) — Mu ,^. 

in 

This experiment is much simplified by arranging it so that the 
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initial speed of the large mass is w=o. and so that after the im- 
pact the two masses will move together giving z/'z^w', that is, 
e {v — m)=:o. In this case the two bodies act like inelastic bodies. 
The above equation is now reduced to the form 

v' (M + m) 



V =■ 



m 



(4) 




Fig. 25. 



The conditions necessary to fulfill the requirements of this 

equation are met by the use of the ballistic 
pendulum. This consists, (Fig. 25) of 
simply a block of wood suspended by 
wires so that it can swing freely about c 
as a center. On the impact of the bullet, 
the pendulum will be deflected through 
an angle ^and its center of inertia will 
be elevated through a distance h. Now 
in order that a body may be raised against 
gravity through a distance h, an initial 
speed must be given to the body 
r' —V 2gh; and this speed is the same 
whether the body moves vertically, in the arc of a circle with c 
as a center, or in any other direction. Substituting this value of 
7/ in eq. (4) we obtain for the speed of the bullet at the moment 
of impact, 

V = ■ — y 2gh (5) 

in ^ 

Since the equations derived in this discussion are simply de- 
ductions from the laws of motion, they must be true independently 
of the amount of kinetic energy transformed into heat by the im- 
pact. 

Manipulation and Computation. — In setting up the appa- 
ratus care must be exercised that the line of flight of the bullet 
shall be in the horizontal direction normal to the axis of rota- 
tion of the pendulum which passes through the center of per- 
cussion of the pendulum. The center of percussion is situated 
at a distance from the axis of rotation of the ballistic pendulum 

equal to the length of the equivalent simple pendulum. In 
case the pendulum bob is supported by light wires and if its 

mass is uniformly distributed about a horizontal axis, then the 
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center of percussion may be considered to be situated on this 
axis. In this event the axis of the gun and the geometrical 
axis of the pendulum bob should be in the same straight line. 

The angle through which the pendulum moves is re^stered 
on a graduated arc by a small index. If the distance from the 
axis of rotation to the center of percussion of the- pendulum be 
denoted by I, then h^=.l ( I — cos. ^ ) . 

The pendulum bob is to be weighed before and after the bul- 
let is fired into it. Measure / with a meter stick and observe ^ . 

Test Questions and Problems, 

I. Prove that during the impact of the bullet and pendu- 
lum bob of the preceding experiment there is a loss of kinetic 
energy equal to 

m M v^ 



^'2 



2. Show that if the horizontal displacement of the pendulum 
bob be denoted by c? then ^= l±. \/P—d^. Decide which sign be- 
fore the radical must be chosen and show how the apparatus can 
be modified so as to measure d, 

3. Show how the coefficient of restitution of a material can 
be determined by means of the ballistic pendulum. 



XIV 



THE ACCELERATION OF GRAVITY BY MEANS OF A 

PENDULUM. 



Object and Theory o^ Experiment. — The object of this 
experiment is to measure the length and time of oscillation of a 
pendulum and from these values to compute the magnitude of the 
acceleration of gravity at the locality where the experiment is per- 
formed. The length is to be measured with a cathetometer and 
the time of oscillation bv the method of coincidences. 
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S3 



Imagine a pendulum consisting of a heavy particle on the 
end of a flexible thread of length I, .to be displaced 
from the position AB to the position AB. Let the 
angular displacement BAE be denoted by 0^ and the 
linear displacement BE by d. In the diagram, let 
the line ED, represent in direction and magnitude 
the acceleration of gravity g; then the line EC 
will represent the acceleration of the pendulum's 
motion in the direction of its path. Denoting this 
acceleration by a, 

a = y sin G. 

If the displacement is small sin ^ = ^ approximately, 
so that 

a = gQ= g-j- (1) 

From this equation it is seen that for a small displacement 
the motion of a pendulum is such that the acceleration equals a 
constant times the displacement. Consequently for a small dis- 
placement the motion of a pendulum is simple harmonic. But the 
acceleration of a simple harmonic motion 

(2) 




Fig. 26. 



4^2 rf 



a = 



7»2 



when d is the displacement of the body from its position of equi- 
librium and T is the period of a cornplete vibration. Consequently, 
combining eqs. (i) and (2) 

9 ={-y) ^' (3) 

If / be the time of oscillation or half a complete vibration 



= (^A 



9=\-rj'' (4) 

This equation holds only for the case of a pendulum hav- 
ing its entire mass concentrated at a point on the end of a per- 
fectly flexible suspension vibrating through a very small arc. 
These conditions can be sufficiently realized to give a result cor- 
rect to a very close approximation, by causing a pendulum con- 
sisting of a spherical bob not more than two centimeters diame- 
ter suspended by a very thin wire from a small balanced knife 
edge resting on a hard plane surface, to vibrate through an 
angle not exceeding three or four degrees. The length of the 
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pendulum is the distance from the knife edge to the center of 
the spherical bob. 

RlANIPUtATION AND COMPUTATION. — 111 finding the pcrfod 

of oscillation of the experimental pendulum by the method of co- 
incidences, the time of coincidence can be observed either by 
the electric method described on page 45, or by the optical method 
used by Borda. 

In the appartus used for Borda's method, (Fig. 27) the ex- 
perimental pendulum is suspended directly in front of a clock 
pendulum Between the two pendulums is a screen, C, con- 
taming a vertical slit. Attach- 
ed to the bob of the clock pen- 
dulum is a small concave mir- 
ror which produces an image 
of a portion of the filament of 
an incandescent lamp placed at 
one side oE the two pendulums. 
This image is viewed with a 
teltscope placed at a distance of 
a meter or more from the clock. 
When the axis of the telescope, 
the points of support of the two ■ 
pendulums, the slit in the screen 
C an I the reflected beam of 
light are all in one plane, then a 
flash will be seen in the tele- 
scope every time the clock pen- 
dulum passes its lowest point, 
e^ctpt when the two pendulums 
are in coincidence. 

To make this adjustment, 
driw the experimental pendu- 
lum to one side, and looking 
thronj^-li the slit in the direction 
pel pendicular to the scr-een, 
nio\e the incandescent lamp un- 
til a bright line of light fills the 
Fig. 27. slit every time the clock pendu- 
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lum passes. Then place the telescope in such a position that 
while the experimental pendulum is deflected, a bright flash of 
light is seen every time the clock pendulum passes the slit, but 
when the experimental pendulum is allowed to hang freely no 
flash is seen. 

In order that the flash may be bright, the slit must be much 
wider than the wire supporting the pendulum bob. This requires 
that in order that the eclipse may be total, the wire must be en- 
larged to the width of the slit.This is accomplished by wrapping 
around the supporting wire a light paper cylinder directly oppo- 
site the slit. 

When the apparatus is in adjustment the observer is to 
observe the times of a series of coincidences. As the clock face 
cannot be seen when the eye is at the telescope watching for 
the eclipse, the following device can be resorted to. Note the clock 
time in hours, minutes and seconds, and then while mentally 
counting clock beats place the eye at the telescope. Continue 
thus counting seconds until an eclipse occurs. The number of 
seconds counted added to the time before noted, gives the time 
of the first coincidence. Before another coincidence is expected, 
again note the clock time, then continue to count seconds until 
the next coincidence occurs. In this manner obtain at least 
five values for the interval between successive coincidences. 
The mean of these five values is the value of n to be used in the 
computation as explained on page 45. 

Of course the interval between two coincidences can be de- 
termined without noting the clock time by keeping the eye 
steadily at the telescope, waiting for an eclipse and then count- 
ing clock beats until the next eclipse. This method is more fa- 
tiguing than the preceding method of observation but is often 
used when the interval is not too long. 

When the period of the two pendulums is almost the same, 
they may remain so nearly in coincidence that for several sec- 
onds no flash will be seen. In this event, the time of coinci- 
dence is the mean of the time of the beginning and the time of 
the end of the eclipse. 

By counting the number of beats made by the experimental 
pendulum in a given interval of time it can be determined which 
pendulum has the longer period. 
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Mount a cathetometer on a stand in front of the experi- 
mental pendulum, make the adjustments described on page 17, 
and measure the distance from the knife edge to the top of the 
pendulum bob. Measure the diameter of the bob and so deter- 
mine the length of the pendulum. Repeat observations for the 
length and take the mean for the value of / to be used in eq. 4. 



Chapter VI. 



MEASUREMENT OF AREA AND VOLUME. 

AREA. 



The area of a plane figure can be determined (a) by dividing 
the figure by straight lines into sections whose area can be sep- 
arately computed, (fc) by cutting the figure out of cardboard and 
comparing its mass with the mass of a known area of the same 
material (c) hy means of Amsler's Polar Planimeter. 

The last method is the most exact and expeditions and is 
the one usually employed in physics and engineering. 



XV. 



DETERMINATION OF THE AREA OF A PLANE 
FIGURE WITH THE PLANIMETER. 



Object and Theory of Experiment. — ^The object of this 

experiment is to study the theory and use of the planimeter and 

with it to measure the area of an irregular plane curve. 

Amsler^s polar planimeter (Fig. 28) consists of two arms AC 
and liC jointed at C. The point E is fixed while the point A is 
carried around the boundary of the figure in the direction of the 
hands of a watch. Attached to the arm AC is a small roller which 
rests upon the same plane that contains the figure whose area is 
to be determined. The axis of the roller is in the line AC. As the 
point A passes over the boundary of the figure, the roller D will 
rotate unless the motion of A is entirely in the direction of AC — 
in this latter case the roller will slide. It will now be proved that 
when the point A circumscribes a closed plane figure, the circum- 
ference of the roller will rotate a distance proportional to the area 
circumscribed by the point A, 
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Fig. 28. 
Let ECA represent the planimeter in one position and 

EC A' the planimeter in another posi- 
tion. Draw EB and JD normal to 
AC: Draw HD' normal to JD: also 
draw EA, ED and ED\ 

If now the instrument start from 
the position ECA^ and rotate about E 
as a center through a small angle A 6 
into the new position ECA', keeping 
the angle ECA constant, the roller 
will move through the small distance 
DD\ While the roller moves through this small distance DD\ it 
slides for a distance HD' and rolls through the distance DH. The 
arc through which the circumference of the roller rotates is then 
DH=DD'cos. HDD'. This value of DH will now be determined 
in terms of the angle through which the instrument has been 
rotated and the dimensions of the instrument. 

DD' 
Since A 6 is small, A 6 = 




Fig. 29. 



ED 



so that DD' = A e • ED. 



Therefore 



DH= Ae ' ED ' cos HDD' 



But since HD is normal to AC by construction, and the infinitesi- 
mal arc DD' is normal to EDy the angle HDD' equals the 
angle BDE. 

Sothat. DH = Ae ' ED ' cosBDE (1) 
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When BDB is a right angle, cos. BDE^=o, and then DH=o. 
The circle generated by the tracing point A about the pole point E 
as center when the roller does not rotate, and so. makes no record, 
is called the "zero" or "datum" circle. 
When BDB is not a right angle, then 

(2) 



/> // = A e 



ED -rT^ = Ae 



AD 



BD 



But BD=BC—DC=EC cos. ACE— DC 
And since in the triangle EAC, 

AE^=AC^+EC^—2AC. EC cos. ACE we have 

AC^ -\- EC^ — A E^ 



co^ AC E = 



Z>//= AG . BD 



= Ae^E 



2 AC ' EC 
AC^+EC^—AE^ 



— Dc] (3) 



2AC' E C 

which is the value of the roller reading in terms of the dimensions 
of the instrument and the angle through which the instrument has 
been turned, for the special case where the angle between the two 
arms of the instrument remains constant throughout the move- 
ment. 

Consider two arcs of circles AA" and A' A"^ having the pole 

point £ as a center, cut by 
radii AE and ^"E. Let 
the tracing point of the 
planimeter be moved from 
A to A': then the record 
wheel will move from D to 
D' while a point in its cir- 
cumference will rotate 
through the distance DH. 
Again, let the tracing point 
be moved from A' to A"* 
causing the record wheel 
to move from D" to D"' 
while a point on its circum- 
ference will rotate through 
the distance D"H\ From 
the construction of the diagram it is evident that the figure 




Fig. 30. 
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EA'ADD'B is identical with the figure EA"'A''D" D'"B, so that 
DH equals D"H\ Therefore, while the tracing point passes over 
the portion of any radius intercepted between the same two cir- 
cles having the pole point jB as a center, the record roller will turn 
through the same arc. 

Now consider any irregular figure KLMNy not enclosing the 

pole point, to be cut into a large number 
of infinitely narrow strips by a series of 
circles having B for the center. Let these 
circular strips be cut into indefinitely small 
quadrangular areas by radii drawn from H. 
Thus the entire figure is divided into a 
large number of infinitesimal areas. From 
the preceding paragraphs it is seen that if 
the tracing point traverses one of these 
elemental areas, as ahVa\ the roller read- 
ing made while tracing the path bV will be 
exactly neutralized when the path a'a is 
traced. So that the entire arc through 
which the record roller will turn while the 
tracing point circumscribes the elemental area abh'a' will be, from 

eq. (3). 




Fig. 31. 



rAC^+EC^—A'E^ 
^\ 2AC 



= % AG 



aE^—a'E^ 



2 AC 



— DC ] 



' 



A C 



] 



Now the area of the trangle ahE = i (ah) (aE) = i A e (aEy 
and the area of the trmugle a' b'E=Ua'b' )( a' E)=iAe {a' E)^ 

Consequently, the total roller reading produced while attV is 
traversed equals 

Area {abb' a') 
A~C * 
By applying this method to all of the infinitesimal areas in 
succession, the conclusion is reached that, the total area of the 
figure circumscribed by the tracing point is proportional to the 
arc through which the record roller has turned. 

In Fig. 31, let QP be an arc of the zero or datum circlei Then 
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if the tracing point traverse the area a'VV'a" the roller will not 
record while the line h"a" is being traversed ; and the record made 
in tracing out a"a' will be equal and opposite to that made in trac- 
ing out Vh", Consequently the arc through which the roller has 
turned while the tracing point has traversed a!h' is proportional to 
the area a'W'a", Extending this reasoning to the whole area 
KLMN, the arc through which the roller has turned while the 
tracing point has traversed the circumference of the area from 
iC to L to M is proportional to the area QKLMP ; while the arc 
through which the roller has turned while the tracing point has 
traversed M-N-K is proportional to the area QKNMP. And 
since the roller revolves in opposite directions while the tracing 
point is traversing the paths KLM and MNK, the resultant move- 
ment of the roller will be proportional to the difference between 
the areas QKLMF and QKNMP, that is, to the area of the figure 
KLMN. 

In precisely the same manner it may be shown that when the 
figure is cut by the zero circle, or when it is situated inside the 
zero circle but does not enclose the pole point, that the arc through 
which the record roller turns when the tracing point is passed 
around the circumference of a figure, is proportional to the area 
of the figure. 

If, however, the figure encloses the pole point the above law 
requires modification. There are two cases; first, when the zero 

circle is enclosed by the figure ,and second, 
when the figure is enclosed by the zero circle. 
In the first case where the figure encloses 
the zero circle, it is clear from what precedes 
that as the tracing point passes over the small 
distance TU, the record roller will move 
through an arc proportional to the area 
RTUS. And on tracing out the circumfer- 
FiG. 32. ence of the entire figure, the record roller 

will move through an arc proportional to the area included be- 
tween the zero circle and the boundary of the figure. Conse- 
quently in this case, the area of the figure equals the sum of the 
area of the zero circle and the area computed from the planimeter 
reading. 
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In the second case where the figure encloses the pole point 
and is enclosed by the zero circle, it is obvious that 
as the tracing point passes over the small distance 
uty the record roller will move through an arc pro- 
portional to the area rsut. And in tracing out the 
entire figure, the record roller will move through 
an arc proportional to the area included between the 
• 33- zero circle and the boundary of the figure. Conse- 
quently in this case, the area of the figure equals the area of the 
zero circle diminished by the area computed from the planimeter 
reading. 

In conclusion, it has now been shown, that when the figure 
iWhuse area is to be determined does not enclose the pole point, 
then the arc through which the roller has been turned while the 
tracing point has circumscribed the figure is proportional to the 
area of the figure. But if the figure does enclose the pole point 
this law must be modified in the manner shown. 

Manipulation and Computation. — The numbered divisions 
on the edge of the roller are sub-divided into tenths which by 
meians of the vernier V can be farther sub-divided into hundredths. 
The counting wheel B indicates the whole number of revolutions 
of the roller. When constructed to measure areas in square 
inches, the dimensions of the instrument are so selected that 
when the tracing point has circumscribed a square inch the 
record roller has rotated through an arc equal to one of the 
numbered divisions on its edge. 

To find the area of a plane figure fix the pole point any- 
where outside the figure, and with the tracing point at a marked 
point on the curve read the scale of the planimeter, including 
roller, vernier and counting wheel. Now moving the- tracing 
point in the clockwise direction, carefully follow the periphery 
of the figure until the mark is again reached. Take the reading 
of the scale as before. If the instrument is accurately con- 
structed, the difference between the two readings is numerically 
equal to the area of the figure. 

In case the figure is so large that it cannot be circumscribed 
by the tracing point unless the pole point is fixed inside the fig- 
ure, then as seen from the theory of the instrument, the area of 
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the figure equals the sum of the area of the zero circle of the 
instrument and the area obtained from the planimeter reading^. 

When using a planimeter for the first time it must be tested 
for the correctness of its indications. This is done by com- 
paring the value of the area of some regular figure obtained 
with the planimeter, and by computation from the dimensions of 
the figure. The reading of most planimeters must be multiplied 
by a correction factor in order to give true results. 

The student will determine the correction factor of the 
planimeter furnished, by comparing the value of the area of a 
carefully drawn circle or rectangle, obtained from planimeter 
readings with the value obtained by computation. 

The area of an irregular figure furnished by the instructor 
is now to be determined. 

In case the figure is so large that the area of the zero circle 
of the planimeter must be known, this area can be obtained in 
the following manner. With the point of a compass on a 
straight line, draw two concentric semicircles. Make the ra- 
dius of one arc about half the length of the planimeter arm EC, 
and the other about one and a half times the length of EC. The 
first arc will lie inside the zero circle, and the second will lie out- 
side the zero circle. Place the pole point of the planimeter at 
the center of the two arcs, and trace successively the periphery 
of the two arcs. Call A^ the area of the smaller semicircle, A^ 
the area of the outer semicircle, and B^ and B^ the correspond- 
ing readings on the record roller. Call the radius of the zero 
circle r. Then from the theory previously developed, 

^1 = ^— 7?i or IT r2 =2 (.4i + J5i) 

.2 



A^= -7^ +B2 or Trr^ =2(^a— ^i). 



IT r' 
2 

The mean of the two values of ir r^ is the required area of the 
zero circle. 

Test Questions and Problems, 
In case the curve QR, Fig. 34, were circumscribed 
in the direction of the arrows by the tracing point of 
a planimeter, the roller reading would be proportional 
Fig. 34. to what area? 
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VOLUME. 

The volume of a body of simple geometrical shape can be 
determined directly by computation from its linear dimensions. 
The volume of a body of irregular shape, however, must be de- 
termined indirectly. There are four methods in common use 
for the determination of the volume of an irregular solid. 

In the case of an homogeneous body, the volume can be 
obtained by comparing the mass of the body with the mass of 
a unit volume of the material of which it is composed. 

The volume of an irregular solid can also be determined by 
an application of Archimedes' principle that when a body is im- 
mersed in a liquid it loses in weight an amount equal to the 
weight of the liquid displaced. 

The volume can also be determined from an observation 
of the volume of liquid displaced when the body is introduced 
into a vessel filled with liquid. 

Finally by an application of Boyle's law, the volume of a 
body can be determined from an observation of the difference 
between the change of air pressure in a closed vessel produced 
by altering its volume by a definite amount, first, when empty 
and second, when it contains the solid body. 

The selection of the particular method best suited to a 
given case depends upon the nature of the body under investiga- 
tion, and on the degree of accuracy required. The theory anc 
operation of these methods is given in the succeeding exercise 



XVI. 



CALIBRATION OF A BURETTE. 



Object and Theory of Experiment. — A burette is a grad- 
uated vertical glass tube used for discharging known small vol- 
umes of liquids. The object of this experiment is to test the 
accuracy of the graduations of a burette and to construct a 
table of corrections for use with the instrument. 

Manipulation and Computation. — By means of elastic 
bands attach to the burette on the side opposite the graduations 
a strip of glass mirror in such a manner that on looking through 
the burette the reflection of the graduations is seen in the mir- 
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ror. Fill the burette with mercury up to the highest numbered 
division. Now discharge mercury from the burette into a small 
tared beaker until the horizontal tangent to the mercury men- 
iscus is opposite the next lower numbered division. Weigh the 
beaker and its contents. Discharge more mercury into the 
beaker until the horizontal tangent to the meniscus is opposite 
the next lower numbered division. Again weigh beaker and 
contents. Continue thus until the mass of mercury corres- 
ponding to each numbered space has been determined. In or- 
der to avoid the error of parallax when taking a reading of the 
position of the mercury meniscus, the line of sight must be in 
the plane tangent to the mensicus and its image reflected by the 
mirror. 

Knowing that at 20° C one ex. of mercury weighs 13.346 
gms., the volume between any two division lines can be at once 
computed. From this series of values construct a table of cor- 
rections for the burette. 



XVII. 



DETERMINATION OF THE VOLUME OF A SOLID BY 

IMMERSION. 



Object and Theory of Experiment. — Since a solid body 
immersed in a liquid is acted upon by an upthrust equal to the 
weight of liquid displaced by the body, and since the volume of 
liquid displaced equals the volume of the body, if the mass of 
unit volume of the liquid is known and the magnitude of the 
upthrust be measured, the volume of the body can be at once 
calculated. The volume of the displaced liquid, i, e,, the volume 
of the solid body, is obviously equal to the apparent loss of 
weight of the body when immersed in the liquid divided by the 
weight of unit volume of the liquid. 

The object of this experiment is to determine the volume 
of a solid body of irregular shape by the method of immersion. 

MANIPUI.AT10N AND Computation. — The liquid in which 
the body is immersed must be one which will neither dissolve 
the body nor act upon it chemically, nor cause it to change its 



Area and Voi^ume 65 

volume. Whenever possible water is used which has been 
freed of dissolved gases by boiling. If the liquid contains dis- 
solved gases, bubbles will collect on the immersed body causing 
an increased upward thrust and thereby an error in the result. 
Water should be boiled for about half an hour and then cooled 
to the temperature at which the experiment is performed. As 
water slowly dissolves air, it must be boiled during the same day 
it is used. 

In the case of a body heavier than the liquid in which it is 
to be immersed, suspend the body by a fine wire from the end of 
one arm of a balance and find its weight W, Then weigh again 
while immersed in a liquid contained in a beaker supported on a 
platform overspanning the scale pan. Be careful that neither the 
beaker nor the platform comes into contact with either the bal- 
ance or the suspended body. If the body when immersed have a 
weight W, then the upthrust of the liquid is {JV — W). Conse- 
quently the volume of the body 



V 



tv 

where w is the weight of unit volume of the liquid at the tem- 
perature of the experiment, m^, the mass of the displaced liquid, 
and s the mass of unit volume of the liquid at the temperature of 
the experiment. 

In the case of a body lighter than the liquid in which it is 
to be immersed, a sinker must be attached to the body. Three 

weighings must be made. Find the weight W of the body in air ; 
PFj, the weight of the sinker immersed in the liquid. Then fasten 
the sinker to the body and find ^^2, the weight of the two to- 
gether when immersed. Then if the weight of the sinker in air 
be denoted by W^, the weight of liquid displaced by the sinker 
alone is (W^ — ^1)9 and the weight of liquid displaced by both 
body and sinker is {W-\-W^ — W^), Consequently the weight of 
liquid displaced by the body alone is 

Therefore, if the mass of unit volume of the liquid be denoted by 
8 .then the volume of the displaced liquid, or the volume of the 
body 

, = 'I+Eazi'I^ ^^^ (2) 

IV d 
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DETERMINATION OF THE VOLUME OF A SOLID 
WITH A PYKNOMETER. 



Object and Theory of Experiment. — The object of this 
experiment is to determine the volume of a mass of a solid sub- 
stance in such a fine state of division that the immersion method 
would be inapplicable. 

If the body is unaffected by water, alcohol, turpentine or any 
other convenient liquid, its volume can be easily determined with 
the aid of a pyknometer. A pyknometer consists essentially of a 
glass vessel of constant volume. Various forms are shown in Figs. 
35-38. 




Fig. 35. Fig. 36. Fig. 37. Fic. 38. 

Fig. 36 can be used only for liquids while the others can be 
used for either liquids or solids. The most common form is that 
shown in Fig, 37, consisting of a small bottle fitted with a perfor- 
ated glass stopper that always comes accurately to a seat at the 
same point, so that the volume of the bottle is definite when the 
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stopper is in place. This form is often called a specific gravity 
bottle. 

In this determination four weighings are necessary. Weigh 
the empty pyknometer; call its mass M, \yeigh the pyknometer 
filled with recently boiled water or other liquid ; call this mass M\ 
Dry the pyknc/meter, introduce the specimen and weigh again; 
call this mass (M+m). Fill the remainder of the space with water 
or other liquid and weigh again ; call this mass M". The differ- 
ence between the mass of liquid now in the pyknometer and the 
mass of liquid at the time of the second weighing, that is, the mass 
of liquid displaced by the introduction of the specimen is 
(m+M' — M"). Whence the volume of the specimen is 

m+M'—M" ' ... 

v= (I) 

where 8 is the mass of unit volume of the liquid at the tempera- 
ture of the experiment. 

If the masses are taken in grams, and if the liquid employed 
is water at ordinary room temperature, then since one gram of 
the water occupies approximately one cubic centimeter, the vol- 
ume of the specimen is 

v=z{m-\-M' — M") cubic centimeters, (approx.) (2) 

Manipulation and Computation. — Make all weighings by 
the method of vibration. When filled with liquids, as in the sec- 
ond and fourth weighings, be certain that no air bubbles are 
present, that the outside of pyknometer is dry, and that the stop- 
per is in place. In order to avoid changes in volume due to 
changes of temperature, avoid touching the filled bottle with the 
bare hand. 



XIX. 



DETERMINATION OF THE VOLUME OF A SOLID 
BODY BY THE VOLUMENOMETER. 



Object and Theory of Experiment. — The volume of a 
body which alters its condition when immersed in a liquid can 
not be determined by the preceding methods. The object of 
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this experiment is to determine the volume of a solid body 
which is affected by ordinary liquids. 

In the use of the volumenometer or stereometer, application 
is made of Boyle's law that when the temperature remains con- 
stant, the product of the pressure and the volume of a perfect 
gas is constant. A convenient form of volumenometer con- 
sists {Fig. 39) of a vertical glass tube 
AB fitted at the upper end with a ground 
glass stopper S and at the lower end with 
a flexible rubber tube attached to a 
second glass tube C capable of movement 
in the vertical direction in front of a 
scale ruled on mirror glass. In the tube 
AB are two points made of colored 
enamel, and also a glass capside to 
hold the specimen. The rubber tube 
and the lower portions of the two 
.glass tubes are filled with mercury. 

The volume of the space above the 
point A, and the volume of the space be- 
tween A and B, must first be determined. 
Denote the former volume by V, and the 
latter volume by F,. With the stopper 
removed, adjust the height of C until the 
mercury in AB just touches the point A. 
When this is the case, the point and its 
image seen in the mercury surface come 
just together. Clamp the tube C, take 
the reading of the level of the mercury : 
Fig. 39. ^1^^^ replace the stopper S and lower C 

until the meniscus in AB is at the point B. Again observe the 
height of the mercury in C. Call the difference between these 
two readings h. Then if the barometric height be H, from 
Boyle's law 

VH=(V+V,) (H—h) or 




Fh 



(1) 
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Now bring the meniscus back to A, remove the stopper S, 
introduce into the capsule a body of known volume F2, replace the 
stopper, observe the height of mercury column, lower C until the 
meniscus in AB is at point B and again observe height of mercury 
column. Call the difference between these two observed heights 
/ij. Then form Boyle's law, 

(V-V,)H=iV-V,+V,) (H-h,) (2) 

Combining (i) and (2) we obtain for the volume of the 
space above the point A 

,. V2K {H -h) 

^ ~ H {hi — h) (3) 

The volume of the space V^ included between the two points 
A and B is obtained by substituting the value of F, already deter- 
mined, in eq. ( i ) . 

Finally, in place of the body of known volume, substitute the 
specimen whose volume is to be determined and repeat the preced- 
ing series of operations. Let v be the unknown volume of the spe- 
cimen, and let A2 ^ the observed difference in height of the mer- 
cury column. Then, from Boyle's law, 

(j/_^) H=(y—v+V^) (H—h,) 

Whence ^ ^ y_ZlAM^^:zM ^^^ 

Manipulation and Computation. — In this experiment, 
care must be taken that the air in the apparatus is dry, and 
that while the experiment is being performed both the barometric 
height and the temperature of the apparatus remain con- 
stant. In order to prevent any increase of pressure due to the 
insertion of the stopper, rotate it until the small hole in its side 
registers with a similar hole in the tube AB, Then twist the 
stopper through 180° and take the reading. In reading the 
height of the mercury column, the error of parallax is obviated 
by the use of the scale ruled on a strip of glass mirror. By 
means of the equations derived, show how the parts of the ap- 
paratus should be proportioned to give greatest accuracy. 

As it is difficult to obtain the same accuracy by this method 
as with the preceding methods, it is only employed when 
the other methods are unavailable. 
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Chapter VII 



DENSITY AND SPECIFIC GRAVITY. 



The density of a vsubstance is the mass of a unit volume of 
it. The magnitude of the density of a substance depends upon 
the units in which mass and vokmie are measured. For exam- 
ple, at 4°C, the density of lead is 698.85 pounds per cubic foot, 
or 2856.29 grains per cubic inch, or 11.2 grams per cubic centi- 
meter. Since density is a concrete quantity, the units in which 
the mass and volume of the body are measured must always be 
stated. Since most bodies change their volume with changes 
of temperature, density is a function of temperature; and con- 
sequently the temperature at which a determination is made 
must always be stated. 

The Specific Gravity or relative density of a substance is the 
ratio of its density to the density of some standard substance. 
Or in different words, the specific gravity of a body is the ratio 
of its mass to the mass of an equal volume of a standard sub- 
stance. Specific gravity is thus a numerical ratio, or an ab- 
stract number which is independent of the units employed. In 
the case of solids and Hquids, water at the temperature of its 
maximum density (4° C, or 39.2° F.) is arbitrarily taken as the 
substance with which the densities of other substances are com- 
pared. 

Since in the C. G. S. system of units, the unit of mass is the 
mass of a unit volume of water at the temperature of its maxi- 
mum density, it follows that the density of a body in grams per 
cubic centimeter is numerically equal to its specific gravity. 



XX. 



DETERMINATION OF THE DENSITY AND SPECIFIC 
GRAVITY OF A LIQUID WITH A PYKNOMETER. 



Object and Theory oi^ Experiment. — The pyknometer is 
essentially a small glass vessel of definite volume. Various 
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Fig. 40. 



forms of pyknometer suited to the determination of the density 
of Uquids are given in Figs. 35, 36, 37, 38, 40. 

The volume of the pyknometer is obtained from a weighing 

of the pyknometer whtn filled with a liquid of 
known density, e, g,, water. If the mass of 
water contained in the filled pknometer be de- 
noted by Mj and its density by 8 then the vol- 
ume equals Mj-r-S. Let now the water be re- 
placed by the specimen. If the mass of this 
second liquid filling the pyknometer be de- 
noted by m and its density by p, then 

^ = "7 = "]^ (1) 

Denoting the maximum density of water 
by p2» we have for the specific gravity of the 
specimen, 

^^•^^- =57^,. (2) 

In the preceding equations no account has been taken of 
the buoyant effect of the atmosphere on the liquids being 
weighed and on the brass standards of mass used in the weigh- 
ing. In precise determinations this source of error cannot be 
neglected. The method of introducing this correction is obvi- 
ous from the following considerations. The true weight of an 
object equals its apparent weight, plus the weight of air dis- 
placed by it. Similarly for the brass mass standards. When 
the balance is in equilibrium the apparent weight of the body 
equals the apparent weight of the brass mass standards. So 
that when the specimen is weighed in air, the true weight of the 
body minus the loss of weight of the body due to the buoyancy 
of the air equals the true weight of the brass mass standards mi- 
nus their loss in weight due to the buoyancy of the air. 

Let the density of air be denoted by <r and the density of 
the brass mass standards by b, then for the case where the pyk- 
nometer was filled with the first liquid, 



V S — V <r = Ml — 



m 
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and when the pyknometer was filled with the second liquid 

V p — r <T = m — -j- ' 
Eliminating v from these equations, we obtain 

111 (5 (T) 

" = AT, + ' (3) 

which is the vahie of the density of the second Hquid at the tem- 

I 

perature of the experiment. 

Mx\NiPUi.ATioN AND COMPUTATION. — Three weighings are to 
be performed — each by the method of vibrations. These weigh- 
ings are, the mass of the empty pyknometer M ; the mass of the 
pyknometer filled with the first liquid (M+Mj) ; the mass of the 
pyknometer filled with the second liquid (M-]-m). Carefully clean 
and dry the pyknometer before the first weighing, and then 
again before filling with either of the liquids. Use recently 
boiled water at the temperature of the room for determining the 
volume of the pyknometer. The values of S, a- and b are to be 
taken from tables. 

Test Questions and Problems. 

1. In eq. (3) it will be noticed that the buoyant effect of 
the air on the brass mass standards and upon the glass pykno- 
meter does not appear. Explain this. 

2. Even though the lengths of the two arms of the balance 
were unequal, if the weighings were always made on the same 
side of the balance, eq. (3) would still hold. Explain. 
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DETERMINATION OF THE SPECIFIC GRAVITY OF A 
LIQUID WITH THE MOHR-WESTPHAL 

BALANCE. 



Object and Tiii^ory of ExPii^RiMKNT. — The object of this 
experiment is to determine the specific gravity of an aqueous 
solution and then by means of Table 4, to compute the concen- 
tration of the solution. 



The specific gravity of liquids can be determined quickly 
and with a considerable 
degree of accuracy by 
the use of the Mohr- 
W e s t p h a 1 balance. 
This apparatus (Fig. 
41) consists of a deci- 
mally divided balance 
heam to one end o( 
which is suspended a 
fjlass sinker for immer- 
sion in the liquid to be 
examined, while the 
other end is so coun- 
terbalanced that the 
balance beam is in 
equilibrium when the 
siiikeir is surrounded 
with air. The balance 
is provided with five 
riders whose masses 
o.oi and o.ooi of the mass 




Fig. 41. 
are respectively equal to i.o, i.o, o. 
of water displaced by the sinker when immersed in water at the 
temperature of its maximum density. It follows that when the 
sinker is immersed in water at 4°C., the balance will be brought 
into equilibrium by hanging one of the unit riders on the hook 
A directly below the tenth division of the beam. 

The sinker is usually constructed with a volume of five 
cubic centimeters and it often encloses a thermometer as shown 
in figure. 

Manipulation and Computation. The instrument is first 
leveled until the pointer attached to the beam indicates zero when 
the sinker is in air and there are no riders on the beam. The 
sinker is then immersed in the liquid whose specific gravity is to 
Ik determined, and riders are placed in the notches on the balance 
ncam until equilibrium is obtained. For instance with a cer- 
tain aqueous salt solution the beam was in equilibrium when 
one of the unit riders was hung on the hook A, the tenths rider 
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on the second notch C and the hundredths rider on the third 
notch B. It is then evident from the theory of moments of 
forces, that the specific gravity of this salt solution is T.023. 

Again when the sinker was immersed in 90 per cent alcohol, 
equilibrium was obtained when one of the unit riders was placed 
on the eighth notch, the tenths rider on the second notch, the 
hundredths rider hung from the end of the preceding rider, and 
the thousandths rider was placed on the fifth notch. Whence 
the specific gravity of the sample of alcohol was 0.8225. 

Test Questions and Problems, 

1. In case it should be found that although the masses of 
the different riders are in the correct ratio, the mass of water dis- 
placed by the sinker when immersed in water at 4*'C. is not equal 
to the mass of the unit riders, show how the Mohr-Westphal bal- 
ance can be used for the determination of specific gravities of li- 
quids. 

2. A solid body suspended from one arm of an ordinary 
balance is weighed, and then without changing the suspension, 
the body is weighed when immersed in water, and again when im- 
mersed in a liquid of unknown specific gravity. The vessels con- 
taining the water and the specimen are not allowed to come into 
contact with either the balance or the suspended body. Show how 
the specific gravity of the second liquid can be obtained. 

3. Show how to make allowance for the expansion of the 
glass sinker and state clearly under what conditions this would 
be necessary. 



XXII. 



CALIBRATION OF AN AREOMETER OF VARIABLE 

IMMERSION. 



Object and Theory oi^ Experiment. — In the measurement 
of the specific gravity of liquids for technical purposes where 
great accuracy is unnecessary, some form of areometer of vari- 
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able immersion is usually employed. The areometer consists of 
a closed graduated glass tube of uniform cross section with a 
weighted bulb on the lower end of such a volume that when 
placed in the liquid whose specific gravity is to be determined 
the instrument will float upright. The specific gravity of the 
liquid is shown by the depth to which the areometer sinks. If 
the graduations on the stem are so spaced and numbered as to 
give directly the density of the liquid, the instrument is called 
a densimeter. Often, however, the graduations are equidistant 
and are referred to some arbitrary scale. Thus we have the 
scales of Baume, Beck, Cartier and Twaddell. The specific 
gravities corresponding to readings on these various scales are 
given in Table 2. Not infrequently the stem of the areo- 
meter contains two or more scales. When graduated with 
especial reference to use with some particular class of liquids, the 
areometer is called the hydrometer, alcoholimeter, salinimeter, 
saccharimeter, etc. 

The object of this exercise is to calibrate an areometer of 
variable immersion having either an equally spaced scale or a 
scale purporting to give specific gravities directly. 

(a) Scale with divisions of equal length. Consider an areo- 
meter of mass m which is immersed to scale division d when placed 
in a liquid of density p. Then from Archimedes' Principle the 
volume of liquid displaced, that is, the volume of the areometer up 
to the scale division d is w-J-p. Suppose now that when the instru- 
ment is placed in a liquid of greater density p' , it sinks to scale di- 
vision d'y then the volume of liquid displaced is 

— ^^d--d' )V= y-. (1) 

where (d — d') is the number of scale divisions betwen the two 
readings and v, is the volume of the stem included between two 
consecutive divisions. Whence, if the density of the first liquid 
is known the density of the second is determined ; 

m p 
m — p V (d — d' ) (2) 



P = 



and if the maximum density of water be represented by p2, then 
the specific gravity of the second liquid is 
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m p 

(&). Scale in which the successive divisions express equal 
difference of density. Let m be the mass of the areometer, V, the 
volume of the portion below the lowest scale division, and a, the 
area of cross section of the stem. When the instrument is placed 
in succession in a series of liquids of densities p, p'tp", etc., it will 
sink to distances /, /', /" etc., above the lowest scale division. 
Then, in = ( F + /a)p = ( T + I'a ) p\ = ( V+Va)?" = etc, 
whence the volume of the areometer submerged when placed in 
succession in this series of liquids is 

iji in m 
(F+/a) : {V-\-l'a) : (V+ra) : etc. = — : —r : -ir : etc. 

For example if the densities of the liquids are i.o, i.i, 1.2, etc., 
then the volumes of the submerged part of the areometer are in 
the ratio 

1 1 

etc. 



" • 1.1 • 1.2 

Consequently if the areometer be placed in succession into 
two liquids of different known densities, and the scale readings 
be taken, the stem can be completely calibrated to read direct- 
ly in densities or in specific gravities. This can be easily ac- 
complished by the following graphical method. As an exam- 
ple suppose that the scale reading of the areometer be noted 
when placed into water of specific gravity unity and when 
placed into a salt solution of specific gravity 1.2. 

Divide a line XY, (Fig. 42), into lengths aX, bX, cX, etc., 
proportional to the reciprocals of the numbers, i.o, i.i, 1.2, 1.3, 
1.4, etc. Through the points a, h, c, etc., draw lines from any con- 
venient center C 

It follows that if a line MP be drawn parallel to XF at such 
a distance from it that the length MN intercepted between the di- 
verging lines passing through a and c equals the observed dis- 
tance on the stem of the areometer between the two readings when 
placed in the liquids of specific gravities i and 1.2 then this sec- 
ond line MP will be divided into spaces equal to the spaces on the 
areometer stem corresponding to specific gravities 1.0, i.i, 1.2, etc. 
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'tfiOO 



■0.909 



oJ«M 



0.769 



0.7% 4 




Fig. 42. 

Manipulation and Computation. In taking a reading 
the areometer is floated in a narrow, jar containing the liquid, the 
eye is placed below the level of the surface of the liquid, and 
then gradually raised until the surface of the liquid appears 
to be a straight line. The point of the scale crossed by this line 
is the required reading. . The temperature of the liquid must be 
noted at the time of each observation. When changing from one 
liquid to another, the jar, areometer and thermometer must be 
thoroughly washed and dried. Determine the densities of two li- 
quids with either a pyknometer or the Mohr-Westphal balance. 
Observe the scale readings on the areometer when floated in the 
two liquids. 

(a). In the case of the areometer with an equidivision 
scale, weigh the instrument, place in succession in two liquids of 
known density, and then by means of eq. (i) calculate the value 
of V, By means of eq. (3) now calculate the specific gravities cor- 
responding to each of the numbered scale divisions on the stem 
of the areometer. Plot a curve with these calculated specific gravi- 
ties as abscissas and the corresponding scale readings as ordinates. 
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This is the calibration curve of the instrument. The calibration 
curve should be tested by comparing the values obtained by means 
of the areometer in connection with the curve, with the values ob- 
tained by means of a pyknometer or a Mohr-Westphal balance. 

(b). In the case of the densimeter or direct reading areo- 
meter, construct a diagram similar to Fig. 42, giving the scale 
readings corresponding to specific gravities 1.0,1.1, 1.2, etc. 
Plot a curve of corrections giving the number of scale divisions 
that must be added or subtracted from an observed reading in 
order to give the true value of the specific gravity. 

Test Questions and Problems. 

I. By means of the hydrometer find the density of a speci- 
men of alcohol at a given temperature. From an interpolation 
in Table 5 determine the percentage of absolute alcohol in 
the specimen. 



XXIII. 



DETERMINATION OF THE DENSITY AND SPECIFIC 
GRAVITY OF A SOLID WITH A PYKNOMETER. 



Object and Theory 01^ Experiment. — The object of this 
e^cperiment is to determine the specific gravity of a solid body in a 
fine state of division, and also to determine its density in pounds 
per cubic foot. It has been shown in Exp. XVIII how the volume 
of a solid can be determined by means of a pyknometer. Then 
the density of the specimen 

m m S 



n = 



V 



m + M' —M" (1) 



From definition 



p w 5 

^P' ^^'' = 77 ^ {m + M' ^M")p, (2) 

in which p2 is the maximum density of water. 

This method is capable of very accurate results. In precise 
measurements account must be taken of the buoyant effect of 
the atmophere on the specimen and on the brass standards .of 
mass used in the weighing. The method of introducing this cor- 
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rection was considered in Exp. XX. Following the method 
there explained, if the density of air be denoted by or and the 
density of brass by b, we will have for the case where the specimen 
was weighed in air, 

m ff 
V p — V a- ~ m -r- . 

Similarly for the liquid displaced from the pyknometer when the 
specimen is introduced, since the volume of the liquid displaced 
equals the volume of the specimen, 

. w, ... /m + M' — M''\ 
vd^v<r = (m +M' — M") — [-—^ — J y 

Eliminating v between these two equations, 

(5 — <r) m 
^ = m 4- M' -.Vr + ^ (3) 

which is the value of the density of the specimen at the tempera- 
ture t° of the experiment. 

In case it is required to determine the density of the speci- 
men at zero degrees, a farther correction must be made. Since 
the density at /** equals the mass of the body divided by the vol- 
ume at <°, and since vt = r© (1+70 where y is the coefficient of 
cubical expansion of the body, the density of the body at o** is 
obtained by multiplying eq. (3) by (1+ yO- That is, the density 
of the specimen at o® 

r (« — <r) m , 1 ^ 

^o = Lm + if'--itf'' + M(l+^^) (4) 

Manipulation and Computation. — Proceed exactly as di- 
rected in Exps. XVIII and XX. 
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DETERMINATION OF THE DENSITY AND SPECIFIC 
GRAVITY OF A SOLID BY IMMERSION. 



Object and Theory oi^ Experiment. — The object of this ex- 
periment is to determine the specific gravity of a given solid and 
also its density in pounds per cubic foot. 



8o PaoPEscriHS -if iLvrrEa 

Ic has been shown in Exp. X\TI rhar ir a soEd body when 
weigfaed in air has a weghc »r. az>f wben wc^;!ied in a liquid 
in which it will sirk ir has a weight fl'^, then the Tohmie of the 
bodv 

W— W M- 



r ^ 



I 

where a* is the weight of unit volijine of die Equid at the tempera- 
ture of the experiment. iKx. the zcass of the cSspbccd fiqmd, and & 
the mass of unit volume of the liquid. It follows that die densi- 
ty of the spedmen, 

'": 
flkince rr = ^ 7 and ir = m 7. 



^- — = — - ir— ir - ir— ir ' (D 



Since specific gravity is defined as the ratio of the density of 
a bodv to the maximum densin- of water 

^^- ^''- = ^W-W)p^ (2) 

where p^ represents the maximum denat}' of water. 

If the spedmen is lighter than the liquid in which it is to be 
immersed, requiring a sinker to submerge it, then, from eq. (2) 
Exp. XVII, in the same manner as in the preceding case, 

_ "^ 

^ - I W -u \\\— ifV) (3) 

where W^ is the weight of the specimen, \\\ is the weight of the 
sinker when immersed in the liquid of density 8, W<2, is the wdght 
of the specimen together with the sinker when immersed, and p, 
is the maximum density of water. 

Manipulation and Computation. — Perform the required 
weighings as explained in Exp. XVII. As the vibrations of tiie 
br»I?mce beam are so much damped by the immersion of the load in 
a lirjiiid, it is useless to attempt to weigh by the method of vibra- 
tions. The values of 8 and pg are obtained from previousex- 
i^Tiniftils or from the tables at the end of this volume. 
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Test Questions and Problems. 

1. Determine the length of copper wire in a tangled mass 
that cannot be straightened. 

2. Assuming the value of the density of glass, determine the 
volume of the cavity in a hollow glass stopper. 

3. Determine the weights of the two constituents of an alloy 
or mechanical compound when the specific gravities of the two 
constituents are known. If the weights of the specimen and of its 
constituents be W, W^ and W ^ respectively, and the respective 
specific gravities be S, S3 S^. show that 

117 — ('^4 — S)S^ H T17 _ (^3 — ^^)^4 ji^ 

^^^ - {S, — S3)S ^ ^^"^ ^^* - {S, — S,)S ^ ' 

4. Using the formula deduced in the preceding problem de- 
termine the density of a small crystal of known weight imbedded in 
a lump of wax of known weight and specific gravity. 



XXV. 



DETERMINATION OF THE RELATIVE DENSITIES 
OF GASES WITH BUNSEN'S EFFUSIOMETER. 



Object and Theory of Experiment. — The object of this 
experiment is to determine the density of a gas compared with 
the density of air or hydrogen. It is obvious that the density 
of a gas can be determined by weighing a large bulb of known 
volume, first when quite empty, and then when filled with the gas 
under investigation. But on account of the difficulty in com- 
pletely evacuating the bulb before the first weighing, and in ob- 
taining an accurate value of the mass of gas contained by the 
bulb at the time of the second weighing, this method requires 
unusual care and many precautions. 

Imagine a gas of density p is enclosed within a vessel at a 
pressure of p d)mes per sq. cm. above that of the surrounding 
atmosphere. If. there be a small opening of area a in the vessel, 
then the gas will escape into the atmosphere at some speed .y 
cms. per sec. That is, in one second there will issue from the 
opening a column of gas of length s cms. and cross section a 

6 



to ' PBl-j5-S3im£S 0€ iL^TTEa 



v», (m*. C>r.7et:.-crtl7 the zia^s of z^s that escapes per sec- 
ond throczh the openin;? l? p * * grarrs. ami the kioetic cncrs^v of 
thi* moving ^zrt^zzi :? '- j -i r-. 

A;^:r.. ?:r:ce the sri"? in rhe vessel is under a pressnre ex- 
ceeding^ that of the surrc^miing atmotsphere of ^ drnes per sq. 
cm., it follows that the fjrce prodnang the liow is ^. Coose- 
«^|uently the 'Aork done on the escaping gas in one second is 
pas. This is the I»>S5 of p»xetitial energy of the gas in the ves- 
sel. Since the loss of potential energy equals the gain in kinetic, 
it follows that, 

^ p a ^^ = po.*. 

Therefore the speed of efflux of the escaping gas 

Similarly, if an equal volume of a second gas of density' p{ be al- 
lowed to escape through the same of)ening under the sarae dif- 
ference of pressure, its speed of efflux is 






(2) 



ividin^ ef]. (2; by eq. (1) 




p 
Pi "~ 





— * 3 



f? (3) 

wh<rre / and // are the times required for equal volumes of the 
j(as<!S of densities p. and pi respectively to effuse through the 
same opening. 

'i*liat is, when under the same conditions as to pressure, the 
d^-iisilics f)f two gases are inversely proportional to the squares of 
llicir spc<!ds of effusion: or, in other words, the densities of two 
^^'^s<•H arc directly proportional to the squares of the times required 
for cfiual volumes to effuse through the same orifice. 

This ])ritici])I(* constitutes the basis of Bunseh's effusiometer. 
Tliis I'ipparatus consists of a glass tube surmounted by an en- 
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largement containing a diaphragm D pierced 
with a small opening about 0.0 1 mm. in diame- 
ter. This tube is inserted in a larger vessel 
containing mercury. The gas under investiga- 
tion is enclosed in the tube and the time noted 
that is required for a certain volume of gas to 
effuse through the diaphragm. C is a three-way 
cock by means of which the gas holder can be 
put into direct communication with the 
atmosphere or with the orifice in the 
-^y^<f^ ^^y-^Ai^^^^f^^ diaphragm. F is a float for indicating the change 
Fic. 43. in volume of the gas and 5* is a glass stopper. 

Manipulation and Computation. — If the density of a 
gas compared with the density of air is to be determined, the 
apparatus is first put into direct communication with the atmos- 
phere by means of the three-way cock C, and then, by raising 
the gas holder it is filled with air. The stop cock is now closed 
and the gas holder depressed and clamped into position. The 
stopper S is next removed and the three-way cock turned so as 
to connect the gas holder with the diaphragm D, As the gas 
effuses through the diaphragm, observe the interval of time be- 
tween the instant when the upper point P of float arrives in the 
plane of the upper surface of the mercury in the well, and when 
the mark on the float at M reaches the plane of the upper sur- 
face of the mercury in the well. 

The gas holder is now to be emptied of air and filled with 
the gas whose density is to be determined. Depress the gas 
holder as far as possible while it is in direct commimication with 
the atmosphere. This will expel most of the air. Connect with 
the gas being examined and elevate the gas holder. This oper- 
ation will fill the gas holder. By repeatedly refilling and empty- 
ing the gas holder, it will become thoroughly freed of air and 
finally filled with an undiluted specimen of the gas whose densi 
ty is sought. 

Proceeding as in the case of air, find the interval of time be- 
tween the instant when the apex of the float appears above the 
surface of mercury in the well and the instant when the mark at 
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M appears. The times required for equal volumes of the two 
gases under the same pressure to effuse through the same 
opening have now been obtained. Whence their relative densi- 
ty is determined. 



Chapter VIII. 



FRICTION. 



XXVI. 



DETERMINATION OF THE COEFFICIENT OF FRIC 
TION BETWEEN TWO PLANE SURFACES. 



Object and Theory of Experiment. — If a body resting up- 
on a plane surface be acted upon by a force parallel to the plane 
of such a magnitude that the body is just on the point of slipping, 
it is found that the magnitude of this force F varies directly with 
the pressure P acting normally at the interface, that is,F=fiP, 
in which the constant fi is called the coefficient of static friction. 

Similarly the force F' that must be exerted parallel to the 

plane to keep the body sliding at a uniform speed is F'=bP, where 

b is called the coefficient of kinetic friction between the two 

bodies. Since the force F required to start the body is greater 

than the force F^ required to keep it in constant motion after it 
has been started, it follows that fi is greater than b. 

The object of this experiment is to determine the coefficient 

of kinetic friction between two plane surfaces. 

The apparatus consists of a horizontal plate having a small 
pulley fastened at one end, and a block that can be drawn along 
the length of the plate by means of a cord passing over the pulley. 




(& 



to 



to-* X- 



Fig. 44. 



Fig. 45- 
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Since the pulley possesses friction, it is obvious that the 
weights on the cord do not accurately represent the force required 
to overcome the friction between the plate and the block. The 
force of friction developed in the pulley is proportional to the 
pressure p on its bearings produced by the forces F' and F". It is 
obvious that 

Now pass the cord over the pulley as in Fig. 45 and attaching equal 
weights w to the two ends, find what additional 
weight X is required to produce uniform motion. Then if x' rep- 
resent the excess of F" over F', that is, the force necessary to over- 
come the friction of the pulley when arranged as in Fig 44, we will 
have 

X : x^ : : p' : p 
where p'z=i2w-\-x. 
Consequently 



>'^' 



;, = iif = -^(P-_y, 



Substituting this value of /> in eq. ( i ) gives 






x} 



From which 



F -^ L 7^=P J (2) 

It is obvious by inspection of eq. (2) that the negative sign before 
the radical must be used since F" is larger than F' , It is also ob- 
vious that the quantity within the brackets is a constant that can 
be determined from a single accurate experiment and then applied 
to all the determinations of F" made with different pressures F. 
That is, eq. (2) can be written in the abbreviated form 

F' = k F" 

where k represents the constant term enclosed by the brackets. 
The coefficient of kinetic friction is thus determined 

_ F' k F" 
^- P -—p- (3) 

Manipulation and Computation. — After the block and 
the surface of the plate have been cleaned, and the plate made 
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horizontal with the aid of a spirit level, place the block near one 
end and add weights to the pan until the block on being started 
keeps in uniform motion. Make not less than five determinations 
with different weights on the block. Carefully clean plate and 
block before each observation. 

Having thus determined the actual forces F' necessary to 
keep the block in uniform motion when it is pressed against the 
plate with various forces F, plot a curve showing the relation be- 
tween F' and P, This curve should be uniform and approximate- 
ly a straight line. Taking the values of F' and P from the curve, 
compute the coefficient of kinetic friction ft, for several values of P. 

Test Questions and Problems, 

I. Show how the friction of a line of shafting can be deter- 
mined. 



XXVII. 



THE FRICTION OF A BELT ON A PULLEY. 



Object and Theory of Experiment. — The object of this 
experiment is to determine the coefficients of static and kinetic fric- 
tion between a belt and a pulley. 

Let EGHJ represent the portion 
of the belt in contact with the pulley 
whose center is C. On account of 
the friction between the two sur- 
faces, the tension of the belt will 
vary all along the length in contact 
with the pulley. Let the tensions 
at the ends of the arc GH subtend- 
ing the indefinitely small angle A $ 
when the belt is just on the point of 
Fig. 46. slipping, be denoted by / and /'. 

Let F and F represent the tensions of the belt where it leaves the 
pulley. 

By compounding the forces / and f, it is evident that the 
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pressure on the pulley due to the element of the belt GH is equal 



to 



180^ — A e A e 

2 /' cos -= 2 J' sin ~7y = f' AG 



Z "^ *" 2 

Therefore when the belt and pulley are in equilibrium, the coeffi- 
cient of static friction, 



fX = 



f AB 



/• 



or, ; = I _ At A e 

whence, log" f — log f = log (I — m A 0) 

Expanding into a series the right hand side of this equation, 
log /—log /' = — /li A — . >^ (/li A 0)2 — >^ (/li A 0)3 — etc. 

But since Ad is an indefinitely small quantity, the second and 

higher powers may be neglected. That is, 

log/' — log/'= /iiA0. 

Extending this reasoning to the entire arc of the pulley covered 
by the belt, we have. 

Jog p — log F = tt.Q 
whence, the coefficient of static friction between the belt and pul- 
ley is given by 

log F' — log F 
f^=— ^— ^- (1) 

in whi^h tlie angle is measured in radians. 

In precisely the same manner is obtained the coefficient of 
kinetic friction 

log F" — log F 
^ = (2) 

where F and -F" are the tensions of the belt where it leaves the 
pulley, when the belt is slipping. 

MANIPUI.AT10N AND Computation. — Stretch the belt over a 
pulley that can be rotated by means of a crank. To one end of 
the belt attach a 10 lb. weight and to the other end a vertically 
hanging spring balance whose lower end is fastened to the floor. 
Now turn the crank so as to carry the belt away from the spring 
balance until the belt is just on the point of slipping. The spring 
balance reading is now F'; F = 10 lbs. vvei«rht anrl = 180° = tt 
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radians. Consequently a value of ^ can be computed. Repeat, mak- 
ing F successively equal to 20, 30, etc., pounds weight, until the 
limit of the spring balance is reached. The mean of the values of 
fi. thus obtained is the coefficient of static friction between the belt 
and the pulley. Determine this coefficient for both the flesh side 
and hair Eide of the belt. 

When the pulley is rotated until the belt slips and then the 
speed of rotation is kept constant, the spring balance reading is F", 
while as before, F equals the weight acting on the other end of the 
belt, and equals tt radians. From these values, b is computed. 

XXVIII. 



DETERMINATION OF THE COEFFICIENT OF FRIC- 
TION BETWEEN A LUBRICATED JOURNAL AND 
ITS BEARINGS. 

Object and Theory of Experiment.— The object of this 

experiment is to compare the lubricating properties of different 

. oils from their relative effect in reducing the friction between a 

journal and its bearings. The Thurston Oil Testing Machine to 




Fic. 47. Fig. 48. 

be useJ in this experiment consists of a heavy pendulum having 
a bearing at one end through which passes a horizontal shaft ca- 
pable of rotation. The bearings can be caused to exert any given 
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pressure on the journal by means of a heavy coiled spring and ad- 
justing screw forming part of the pendulum. When the shaft is 
rotated the pendulum will be deflected through an angle deter- 
mined by the moment of the tangential effort at the circumference 
of the journal and the moment of the weight of the pendulum. 

Let W represent the weight of the pendulum ; T, the tension 
of the spring; P, the mean normal pressure between journal and 
bearings ; R, the effective arm of the pendulum ; F, the tangential 
effort at the circumference of the journal — numerically equal to 
the force of friction ; r, the radius of the journal ; /, the length 
of the journal and fc, the coefficient of kinetic friction between the 
journal and its bearings. 

If the pendulum is in equilibrium when deflected through an 

angle ,the moment of the forces FF at the circumference of 

the journal equals the moment of the weight W. That is, 

2Fr= IV B&in Q. (1) 

Since the upper bearing exerts a pressure on the journal equal to 

the sum of the weight of the pendulum and the tension of the 

spring, while the lower bearing exerts a pressure due only to the 

tension of the spring, the mean pressure between journal and 

bearing is 

^- 2 =^ + ^ (2) 

Consequently the coefficient of kinetic friction between journal and 
bearings is 

* F W R . 

^- = "P = 2rT-\- r IV ^^" ^^ (3) 

b = k sin (4) 

where k represents the constant coefficient of sin eq. (3). 
This constant can be determined from a single series of carefully 
made measurements and used in any computation of b so long as 
the tension of the spring is unchanged. 

MANIPUI.AT10N AND Computation. — Measure the diameter 
2r of the journal with a pair of calipers. Obtain the weight W of 
the pendulum. Observe the angle on divided arc attached to 
the apparatus. 

Place the coiled spring in a testing machine and measure the 
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forces required to produce given compressions. Plot a curve coor- 
dinating tensions and resulting compressions. From this curve 
may be read off directly the tension 7' corresponding to any com- 
pression measured by the vernier and scale attached to the side 
of pendulum. 

The effective arm of the pendulum R can be determined as 
follows : while the pendulum is still suspended from the shaft, sup- 
port the free end on a knife edge resting on a pair of scales. See 
Fig 48. The product of the weight observed / and the horizontal 
distance L between the supporting knife edge and the center of 
the shaft equals WR. 

Compute the pressure per square inch on the journal. Since 
the projection of the journal surface equals 2 (2r) /, the pressure 
per square inch 

P=P^4lr. (5) 

The constants of the apparatus are now determined. 

After cleaning the journal and bearings with benzine, lubricate 
with one of the oils to be tested, apply a given tension T to the 
spring, turn on the power and observe the deflection of the pen- 
dulum. 

With the speed of rotation kept constant observe the deflec- 
tions produced for several values of the tension T. Repeat the 
same series of observations when the other oils are used. Careful- 
ly clean journal and bearings before a different sample is exam- 
ined. 

On a sheet of cross section paper plot a curve for each speci- 
men coordinating the force of friction F and the pressure per unit 
area of bearing surface p. 

On a second sheet of cross section paper plot a curve for each 
specimen coordinating the coefficient of kinetic friction b and the 
pressure per unit area of bearing surface p. 

The laws brought out by these curves should be fully dis- 
cussed. 
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Chapter IX. 



MOMENT OF INERTIA. 



That property of matter in virtue of which force is neces- 
sary to change the motion of a body is called inertia. In the case 
of translation, the force necessary to produce unit acceleration 
varies directly with the mass of the body ; that is, inertia is propor- 
tional to mass. In our units the constant of proportionality is 
unity so that inertia is equal to mass. But in the case of rotation, 
it is found that the force necessary to produce a unit angular accel- 
eration depends not only upon the mass of the body but also upon 
the distribution of its mass around the axis about which the ac- 
celeration takes place. Consequently in rotation it is necessary to 
consider not the inertia of the body, but what may be called the 
rotational inertia, i. e., the importance or moment of inertia of the 
body in affecting the rotation. 

The general value of the moment of inertia of a particle of 
mass m about an axis distant r can be easily obtained as follows : 
In the same way that it is known from experiment that the 

FoVCf. (WtiflQ 

Linear acceleration produced bu a force = — -—- ; — - — -, — ■ 

• Inertia of tn*" boay acted upon 

it is also known from experiment that 

. , 1 .. M(mient of force actinq 

Anynlar acceleration = ,. , . 7—. — '-—. -r-. — r- 

Kotational niertia of body 

where the rotational inertia or moment of inertia of the body is 
thus far undetermined. 

Imagine a massless bar of length r capable 
of rotation about the end c to have a parti- 
t r A>. cle of mass m fastened to the other end. If 

Fig. 49. ^ force F be applied to the mass m in a di- 

rection always normal to the bar, so that in moves from a to b, 2l 
linear acceleration in the direction ab will be produced, together 
with an angular acceleration counterclockwise about the axis of 
rotation c. Denoting by s and w the linear and angular speed, re- 
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spectively, gained per unit of time, the preceding equations may be 
written. 



Linear acceleration = — = -7- 

m t 



Fr 



But 



Angular acceleration ^= u . j- r-- t^~ 

^ Rotational inertia 

e 



U) 



(2) 



X 



.s 



.s 



Consequently the 
Fr , 

= -;::;:f (from eq. 1) 



rt inr 



Angular acceleration = — = 

Therefore the quantity we have called rotational inertia, or the 
moment of inertia has for its value, the product of the mass of the 
particle and the square of the distance of this mass from the axis 
of rotation. If there are a number of particles of masses m^, m^, m^ 
etc., at distances r^, r^, r^, etc. from the axis of rotation, then 
the moment of inertia of the system is 



/=zmj r^^ + W2 r^^ + m^ r^ -|- etc = s mi 



(3) 



The moment of inertia of a body of simple geometrical form can 
be computed, but the moment of inertia of an irregularly shaped 
body can only be determined experimentally. The experimental 
determination is usually made by a comparison with a body 
whose moment of inertia can be computed. A few simple cases 
will now be considered. 



Transformation Formulae for the Computation of the Mo- 
ment OF Inertia of a Body about a given Axis in terms 
OF THE Moment of Inertia about other Axes. 



Relation between moments of inertia about perpendicular axes. 

— Denote the moment of inertia of any plane lamina about a 

normal axis passing through any point c 

by /, and the moment of inertia about 
two perpendicular axes XX' and YY' ly- 
ing in the plane of the lamina and pass- 
ing through c by I^ and I^ respectively. 
Let p be the position of any particle of 
mass m distant x and y from .the axes 
Fig. 50 YY' and XX' respectively. Then the 
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moments of inertia of m about the three axes are fn{cpy, fn{bpy 

and m{apy. Consequently the moments of inertia of the lamina 

about these three axes are respectively, 

/ = 2 m (.r^+zy^) , /^ = 2 ?w y^ and I^ = I. m x^. 

Whence I^h+h- (^) 

Or, in other words, the moment of inertia of any plane lamina 
about an axis normal to it at any point is equal to the sum of 
its moments of inertia about any two perpendicular axes lying 
in the plane of the lamina and passing through the given point. 
Relation between moments of inertia about parallel axes. 

— Let D be the position of any particle of the body of mass m. 

Let the two parallel axes intersect the plane 
of the diagram at A and C. Draw the line 
DB perpendicular to the line AC, Call the dis- 
Fic ^i tance AD:=r, DC=^r^, DB=h, BC=l and 

AC=p, Then the moment of inertia of the particle about A is 

mr^=m [h^+(p—iy] 
Since py the fixed distance between the two parallel axes, does not 
change whatever the position of the particle being considered, we 
have for the moment of inertia of the body about A, 
2 inr^ = 2 m (/i^ + Z^) +/>^ 2 m — 2 ;^ 2 ml. 
If the axis through c pass through the center of mass of the body, 
then from a well known proposition in elementary mechanics 
2 m /=:o. Therefore in this special case 

2 m/-2 = 2 mr^^ -\- p'^ 2 m. (5) 

or, expressed in words, the moment of inertia of a body about 
a given axis is equal to the moment of interia of the body about 
the parallel axis through its center of mass, plus the product of 
the mass of the body and the square of the distance between the 
two axes. 

Moment o^ Inertia of a Solid Cylinder about its Geo- 
metrical Axis. — Let the cylinder have a length /, radius r, and 
density p. Consider the circular cross section of the cylinder to be 
made up of n indefinitely thin rings of thickness A r. The masses 
of the concentric rings, starting from the center, are, 

Ipir Ar^, ipir |(2 A r)^— A r'], l p ir [{3 A r)2~(2 A r)^], etc. 
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Consequently the moment of inertia of the entire cylinder 
about its geometrical axis is 

/ = / /) TT [A rH^ r^) 4- 3 A r^ (2 A ;•)- + 5 A r* (3 A ;•/ + 

4- f_ (2 v—\) A r^ (n A r)\ 

1= Ipir^y' [IX P +3X2^ +5X 32+- -+(2n~- \) n^] 

Substituting for the infinite series its summation obtained by 
the method of diflferences, we have . 

/ p IT A r'* 
1 = \ [3;^* +4;*^- ;/] 

/ = -^ [3 n* A r* + 4 (k A rf A r — {n A r) A r^ ] 
But 11 A r = r, so that 

7 rr=z ^-^ [3 /•* -h 4 r3 A r — r A H] 
Taking as Unit Ar=o 

7= -^(3r^) =(/p,rr2) ^ = -^- (6) 

where M is the mass of the cylinder. 

Moment 01? Inertia of a Cyundrical Ring about its Geo- 
METRiCAiv Axes. — Let r and / be the external and internal radii re- 
spectively of the ring, / the length p the density ; and let M' and 
M" be the. masses of cylinders of radii r and / of the same length 

and density as the ring. Then the moment of inertia of the ring is 

__ M' r^ M" r'2 
^ = ~T~"" 2 
But i¥' =lpir r^ and M" = Ipir r'\ therefore 

7 =-^(r' — r'2). 
But the mass of the shell is J/ = I p ir (r^ — r'^), consequently 

M 

I =^0-^ + >•'-). (7) 

Moment of Inertia 01? a System Consisting oi^ Two 
Cylinders, about an Axis parallel to the Geometrical Axes 
OF THE Cylinders. — 

Let the cylinders have masses M^ and M^ and radii r^ and rg ; and 
let /i and L be their distances respectively from the axis of revolu- 
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tion of the system. The value of the moment of inertia of each cylin- 
der about its own geometrical axis has been already determined. De- 
note these values by I^ and /g. Denote the moments of inertia of 
the cylinders about the parallel axis through by I\ and I\. 




—/,---)<- 




Fig. 52. 
From the transformation formula (5) page (93) it is obvious 



that 






and 



Substituting for J^ and I^ their values obtained from eq. 6, 
we have for the moment of inertia of the system consisting of 
the two cylinders, about an axis through O parallel to the geomet- 
rical axes of the cylinders 

1= 1\+ I\ = M, (^ + //) + M, (^ + J^ ) (8) 

Moment 01^ Inertia of a Cyunder about an Axis passing 
Through its Center normal to its Length. — The moment of 
inertia of a circular lamina about an axis passing through its cen- 
ter normal to the plane of the lamina has been shown to be (eq. 6) 

Since its moment of inertia is the same about any diameter, 
we have, from eq. (4), the moment of inertia of a circular lamina 
about a diameter, 

I.^y^I = }imr' (9) 

Consider a right cylinder of length / and radius r, to be di- 
vided into an infinite number of thin laminae parallel to the base. 

If the distance of one of these 
laminae from the axis AA' ht de- 
noted by py and the thickness of 
the lamina by A p then from eq. 
5, the moment of inertia of the 
given lamina about a diameter of 
the cylinder is given by 

r = % m r^ -{- m p^ 
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If the material of which the cylinder is composed has a den- 
sity p, then the mass of the lamina considered w= p tt r^ A /> 
Whence 



I' = />tH Aji;|^+;j2| 



Consequently the moment of inertia of the entire cylinder 
about the axis AA' passing through a diameter of the base is 

I A = ?^^ 2A/)f PTT ;2 [(A;>)2A;}^-(2A/>)2 A-k(3A/;)2ApH 

K 

(>; A pY a p] 

Summing the series by the method of differences, we obtain 

Ia ^Llil 2 Ap + piry2(A />)'(! + 22 + 3^ + U^) 

= -4— 2 A p + /> T r2 {^p)\ ^ ; 

PIT r* ^ /2 ;i^ A «3 + 3 w^ A «- • A p + w A p • A «\ 
= ^— SAj)+pirr^(^ g ^^^ ^j 

Now 2 A jL) = ?/ A/)= // Making this substition and proceeding 
to the limit A jl) = o. 

Ia = — ^--t — 3 — ^p-rn \-^^^\ 

That is Ia= Mj-^- +-^\ (10) 

In the case where the moment of inertia is taken about an 
axis passing through the center of the cylinder in a direction 
normal to its length, the cylinder may be considered to be com- 
posed of two parts each of length ^ L and mass M. Making this 
substitution in the above equation we obtain 

/ y2 7 2 \ 

Ic = M' \-+Y2\ (10) 

where M' =: 2 M is the mass of the entire cylinder. 
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^^Aim De?N5^^^ XXIX. 



DETERMINATION OF THE MOMENT OF INERTIA 

OF AN IRREGULAR BODY. 



Object and Theory 01^ Experiment. — The moment of iner- 
tia of a body or system of bodies can be computed only when ii 
has a very simple figure or configuration. But in any case where 
the body can be set into vibration about the axis about which 
the moment of inertia is required, it is a very simple matter to 
determine experimentally the moment of inertia of the body. 
The object of this experiment is to determine the moment of 
inertia of a body of such an irregular shape that it cannot be 
computed. 

From the equation derived to find the simple rigidity of a 
body by the vibration method, (eq. 4 p. 114) it follows that if a 
body is suspended so that it can vibrate torsionally, its moment 
of inertia equals a constant times the square of its time of mak- 
ing a single vibration. That is, 

Now if some additional mass of known moment of inertia 
/' be added to the body whose moment of inertia is required, 
we will have 

where t^y is the new time of vibration of the system. Conse- 
quently 

r "■ h^—t^ 

Whence / can be determined if the moment of inertia of the 
added mass be known, together with the time of vibration of 
the body, and the time of vibration of the body plus the added 
mass. 

Manipulation and Computation. — ^The first time this ex- 
periment is performed it is advantageous to determine the mo- 
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Fig. 54. 



ment of inertia of a body by experiment 
that can also be determined by computa- 
tion in order that the student can check the 
accuracy of his work. A convenient shape 
for the body whose moment of inertia is 
to be determined is that of a disc suspend- 
ed axially by means of a thin wire from a 
fixed support. Focus a reading telescope 
on a vertical mark on the edge of the disc. 
Being careful to avoid any swinging, set 
the disc in small torsional vibrations. By 
means of a stop watch, read accurately the 
time of the o, loth, 20tli, etc., passages of the mark past the 
cross hairs of the telescope. If two observers are available, one 
looking through the telescope will indicate the passages by 
means of sharp taps on a table with a pencil, while the other ob- 
server will note the time. These readings give the value of t, i. e.. 
the time of half a complete vibration of the vibrating body. 

Now place on the disc a known moment of inertia. This 
can be in the form of a massive ring, or a pair of cylinders with 
their axes vertical. In either case the mass added to the body 
must be placed symmetrically with respect to the supporting 
wire. Find the new time of swing t^y as before. 

Errors in measuring / and t^, will have least influence on the 
result if /' is so large as to make (t{^ — t^) nearly equal to t^. 

All distances required, are to be measured with vernier cali- 
pers. Compare the magnitude of the moment of inertia of the 
disc as found by experiment with that found by computation. 
Test Questions and Problems. 

I. Why is it necessary to attach the mass of known mo- 
ment of inertia symmetrically about the axis of the wire? 
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Chapter X 



ELASTICITY. 



"Elasticity is the property in virtue of which a body re- 
quires force to change its bulk or shape, and requires a con- 
tinued application of the force to maintain the change, and 
springs back when the force is removed ; and if left at rest with- 
out the force, does not remain at rest except in its previous bulk 
and shape." (Kelvin.) 

A body is highly elastic which not only offers a great resist- 
ance to distortion but which also completely recovers its size 
and shape on the removal of the deforming force: e. g., steel, 
glass. A body is slightly elastic which is either deformed by a 
small force or which can sustain but a small deforming force 
without permanent deformation ; e. g., rubber, clay. When a 
body IS perfectly elastic, a deforming force will develop in it a 
force of restitution equal and opposite to it which will not dimin- 
ish with the lapse of time. A body is imperfectly elastic when it 
does not completely recover its original shape or size on the re- 
moval of the deforming force. It is said to have then received a 
permanent set or to have been deformed beyond its limit of 
elasticity. When a body can be deformed through wide limits 
without receiving a permanent set, it is said to have great elas- 
tic toughness ; e. g., rubber has great toughness though it is not 
highly elastic. 

So long as a body is not deformed beyond its elastic limit 
it is assumed to be perfectly elastic. In the case of a perfectly 
elastic body, the force applied varies directly with the deforma- 
tion produced. The constant ratio of the force applied to the 
deformation produced is called the Coefficient of Elasticity. 
Since forces applied to a bodv in different ways produce differ- 
ent types of deformation, there are various coefficients of elas- 
ticity, as the Tensile Coefficient of Elasticity — often called 
Young's Modulus of Elasticity — Bulk Coefficient of Elasticity, 
Simple Rigidity, etc. 
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Stress is the force applied per unit area. Strain is the de- 
formation produced per unit length, per unit volume, etc., de- 
pending upon the nature of the deformation. 



XXX. 



DETERMINATION OF THE ELASTIC LIMIT, TENACI- 
TY AND BRITTLENESS OF A WIRE. 



Object and Theory of Experiment. — The elastic limit of 
a material is the point of stress beyond which the material can- 
not go without becoming permanently set. The tenacity or 
tensile strength of a material is the greatest longitudinal stress 
it can boar without rupture. The brittleness of a material is the 
ratio of its elastic limit to its tenacity ; in other words it is the 
ratio of the force just sufficient to produce permanent set to the 
force just sufficient to produce rupture. The object of this ex- 
periment is to plot a curve showing the relation between the 
longitudinal stress and strain of a wire, to determine from this 
curve the elastic limit of the material composing the wire, and 
also to determine its tenacity and brittleness. 

According to Hooke's law, when a force is applied to any 
elastic body, the strain produced varies directly with the stress 
acting. Since it is found that the curve showing the relation of 
stress to strain of any body is a straight line until the elastic 
limit is reached, any body may be considered to be perfectly 
elastic until it has acquired a perma'nent set. This furnishes the 
most accurate means for determining the elastic limif of a ma- 
terial. The elastic limit is the stress corresponding to the point 
on the stress-strain diagram where the curve departs from being 
a straight line. 

Manipulation and Computation. — Arrange a wire ver- 
tically so that it cannot twist, with one end fastened to a rigid 
sn]jport and the other end attached to a scale pan. Focus the 
cross hairs of the telescope of a cathetometer, or the cross hairs of 
a microscope containing an eyepiece micrometer, on a well de- 
fined cross engraved on the lower end of the wire, and take the 
reading. Place a kilogram weight on the scale pan and take 
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the reading of the change of length. Continue adding kilogram 
weights and taking readings of the' change in length until the 
wire breaks. Replace the broken wire with a new piece, again 
focus on the lower end, add sufficient weight to the scale pan to 
insure the straightness of the wire, and then place on top of the 
supporting bracket directly over the wire the various loads pre- 
viously added to the scale pan. Any sinking of the bracket thus 
observed must be subtracted from the previous observations in 
order to obtain the elongation of the wire under different loads. 
On co-ordinate paper plot the stresses applied to the wire as ab- 
scissas, and the strains produced as ordinates. The stress cor- 
responding to the point where the curve departs from being a 
right line and bends toward the horizontal axis is the Elastic 
Limit. The Tenacity is the breaking weight divided by the area 
of cross section of the wire, and the Rrittleness is the elastic lim- 
it divided by the tenacity. 

Test Questions and Problems, 

1. Give the elastic limit and tenacity obtained, in terms of 
both the C. G. S. and the F. P. S. system of units. 

2. What is the greatest brittleness possible ? 
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YOUNG'S MODULUS BY STRETCHING OF A WIRE. 



\ 

Object and Theory of Experiment. — When a body is 
stretched, the stress applied is directly proportional to the 
strain produced so long as the stress is less than the elastic lim- 
it. The constant of proportionality between stress and strain 
for stretching is called the tensile coefficient of elasticity or 
Young's Modulus of elasticity of the substance. If L, be the 
length of a wire, A, its area of cross section, e, the elongation 
produced by a force F, then the Young's Modulus of elasticity of 
the material composing the wire is 

A e 

If the force be measured in dynes, and the other quantities 
in centimeters, then the value of B will be in dynes per sq. cm. 
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The object of this experiment is to determine the value oi 
Young's Modulus of a metal in the form o£ a wire by the meth- 
od of stretching. 

Of the quantities required to 

,, be measured, the only one that 

m j™ .j^ requires considerable accuracy is 

mHlt' ^^ ^^^ """'"^ °* ^^^ elongation e. 

PPIMiilH. MfU ' This can easily and accurately be 

found by means of the optical 
lever. The upper end of the wire 
is securely clamped to a rigid 
support, and to the lower end of 
the wire is fastened a rectangu- 
lar piece of metal terminating in 
a hook for the attachment of a 
weight pan. This rectangiJar 
piece of metal is kept from twist- 
ing or swinging by being let 
through a loosely fitting rectang- 
ular hole in a second bracket 
fastened to the wall. One leg 
of the optical lever is supported 
Fig. 55. in the axis of the wire by the 

rectangular hook, while the other two legs are 
supported by the bracket. When the wire is stretched the optical 
lever will be tilted through an angle 6 which can be easily meas- 
ured, and from which the elongation can be determined as follows : 
m n b is the optica! lever with its mirror cb vertical, T a telescope 
distant a meter or more, 00' a vertical scale divided into centi- 
meters and millimeters. The angle of incidence is now 0°. If 
now the wire be stretched by a small amount, the optical lever 
will assume the position ni' n b' making an angle with its previous 
position. The angle of incidence will now be a' 1^= 0, And since 
the angle of incidence equals the angle of reflection o a' o' = 2 fl. 
But tan 2 9 — oo'-^ao since the small distance aa' is negligible 
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Fig. 56. 

in comparison with ao. Since the angle is necessarily small, 
we also have 

mfi X 00' 



tan e = e -^ 7nn or e = mn tan = 



2a 



(approx.) 



Manipulation and Computation. — See that the wire is 
straight and is carefully suspended. Put the optical lever in place 
and adjust the mirror by means of the screw in front of the lever 
until it is approximately vertical. Clamp the telescope scale ver- 
tical and adjust height of telescope until the scale reading ob- 
served on the cross hairs is in the same horizontal plane as the 
telescope. Starting with a weight in the weight pan sufficient 
to straighten the wire take the reading in the telescope. This 
is the zero reading. Then add kilogram weights one at a time 
until the weight pan is full, taking the telescope reading after 
each addition. Now reverse the process removing the 
weights one at a time taking telescope readings after the removal 
of each weight. The readings of this second set should be the 
same as in the first set if the elastic limit of the wire has not been 
exceeded. Now test the solidity of the support from which the 
wire is hung, by adding these weights successively to the top of 
the support, noting the readings. Any lowering of the supporting 
bracket produced by any of these loads must be subtracted from the 
readings made to determine e. 

The diameter of the wire is to be measured by a micrometer 
gauge. The length of the optical lever m n is determined by press- 
ing the feet of the lever upon a sheet of paper, connecting the 
prick points made by the two feet that rested on the bracket by a 
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fine line, and then measuring the normal distance between the 
remaining prick-point and this line by means of a pair of dividers 
and a vernier scale. The loads added to the weight pan may be 
determined with a platform balance weighing to grams. The 
other measurements may be made by means of a meter stick. 

Substitute in the equation of Young's Modulus each separate 
value of the elongation and the load producing it, and average 
the results thereby obtained to get the final value of Young's 
Modulus of the material composing the wire. Give the final re- 
sult in kilograms per square centimeter and also in pounds per 
square inch. 



XXXII. 



STUDY OF FLEXURE OF RECTANGULAR RODS. 



Object and Theory of Experiment. — ^If a number of rods of 
any material, differing in length, breadth and thickness be sup- 
ported on a pair of knife edges and loaded in the middle, it would 
be expected that the flexure produced, that is, the displacement 
/ of the middle point of the rods would be a function of the load 
F, length between supports L, breadth B, and depth D. That 
is, the law of flexure of rectangular rods of a given material 
would be expressed by the equation 

l=k F" L^ B^ If (1) 

h, a, /3, 7 and e are constants to be determined by experi- 
ment. The object of this experiment is to ascertain whether the 
facts warrant the acceptance of the equation above tentatively 
assumed ; and if they do, to determine the value of the five con- 
stants. The constants a, /3, 7, c. can be most easily obtained by 
varying the independent variables one at a time and noting the 
change of the dependent variable /. When, in this way, these four 
constants have been determined, the value of k is obtained by 
solution. 

First let the load P be varied while the other independent 

♦This experiment is taken with slight modification from Reed and Guthe's "Man- 
ual of Physical Measurement " 
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variables remain constant. This will give a separate equation for 
each value of F used, thus 

h ^kF.^'L^ B^ If 

l^^hF^^h^ B^ If 
/3 ^kF^"" iP B^ D^ 
Dividing one equation by another, two by two, we get 

Putting these equations into the logarithmic form, 

log /i — log /j = a i (log /\ — log t\) 
log l^ — log /j = a » (log F2 — log F^) 
log U - log /, = a J (log 2?^3 - log F,) (2) 

etc. 
in which o\ denotes the value of a derived from the equation 
expressing the ratio of /^ to l<^. The mean of the values of a ob- 
tained by solving the above equations is the value of a in the 
equation originally assumed. 

Second let the length L be varied while the difference of load 
F, and the other independent variables remain constant. By pre- 
cisely the same process described above in detail, we get, 

log l\ — log /'g = /3 \ (log L, — log L2) 
log l\ — log ^3 = iS 2 (log Lo — log L3) 
log /'3 — log r. = i3 3 (log U — lo^- L,) (3) 

etc. 
The mean of the value of ^ obtained by solving these equations 
is the value of p in the original equation. 

Third let the breadth B be varied while the difference of load 
applied F, and the other independent variables remain constant. 
Now will be obtained 

log l\ — log l'\ = 7 J (log B, - log /?^) 
log l\ — log r, = 7 5 (log B^ - log B,) 
log l", — log l\=y i (log B, - log J5J (4) 

etc. 

These equations give the value of y in the original equation. 

Fourth let the depth D be varied, and observe the flexure / 
when the same force F is applied to rods of the same material, 
length and breadth. This will result in the equations, 
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log h'" — log /,'" = ei (log Z>i — log D,) 

log Z,'" - log W" = e| (log 7)3 - log Z>3) (5) 

log h'" — log /,'" = ej (log 2)3 - log D,) 

etc. 
The mean of the above values of « is the value to be given to the 
exponent of D in the original equation. 

Ihe equation obtained by substituting for a, /3, 7, c their 
values thus experimentally determined is called an empirical for- 
mula. The statement of the facts expressed by this formula con- 
stitutes the Law of Bending. The values obtained for these four 
constants will very nearly be, ci ■=i:i,j3=3,y=: — i, e =z — 3. The 
laws of bending would then be expressed analytically by the 
equation 

B IP 

The value of the constant k is determined by substitutnig the 
values of /, F, L, B and D from any one of the preceding experi- 
ments. If a similar series of measurements be made upon rods 
of some different material, the values of a, /3, 7. e, will be found 
to be the same as previously determined, but the value of k will 
be different. It is thus evident that ^ is a constant depending up- 
on the material of the bar and not upon its dimensions, whereas the 
other constants depend only upon the dimensions of the bar. 

In case the various values obtained experimentally for a, or 
for ^. 7, c or Ar were found to be Viot equal one to another, within 
the limits of experimental error, it would be concluded that the 
equation previously adopted involving these quantities as con- 
stants is in error. 

ManipuIvATion and Computation. — The rods to be experi- 
mented upon should be about 50 cms. long and their transverse di- 
mensions must be so selected that the same bars can be formed into 
two series, one in which the bars have constant depth and variable 
width, and another in which they have constant width and vari- 
able depth. The variable length is secured by adjusting the dis- 
tance between the knife edges. After a bar is placed on the sup- 
porting knife edges, a weight pan is suspended from the bar half 
way between the knife edges and sufficient weight placed in it to 
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insure good contact between the bar and its supports. On the 
addition of a known load the flexure of the bar, that is, the de- 
pression of the middle point is measured. This measurement may 
be conveniently made by means of a microscope furnished with a 
micrometer eye piece, or by means of a micrometer screw fastened 
to an adjacent support directly above the middle of the bar. In 
the latter case the moment when the micrometer screw 
comes into contact with the bar can be deter- 
mined either by means of a telephone in a battery circuit including 
the bar and micrometer screw, or by observing the image of some 
fixed object in a small mirror one end of which rests upon the rod 
while the other end rests upon some adjacent fixed object. 

Following the divisions of the experiment made in the theory, 
first make a series of observations on a single rod by noting the 
flexures produced by different loads placed in the weight pan. Add 
say, 50 grams to the weight pan and observe the flexure, add 50 
grams more and observe the flexure and so on until five equal in- 
crements of load have been added. Then reverse the process, re- 
moving 50 grams at a time taking observations of the flexure after 
each change of load. Thus we have two readings of flexure for 
each load. In order to be certain not to load the rod beyond the 
elastic limit, the student will find the actual loads that may safely 
be applied on inquiring of an instructor. Combine the five values 
of load and corresponding flexure as in equations (2) so as to get 
ten values of a, as a J o| a], etc. In case any value of I, as 
In , has been wrongly determined, then every value of a contain- 
ing the subscript n will differ sharply from the rest. The n th ob- 
servation is then to be repeated. 

Second, by moving the knife edges vary the length of a single 
rod five times and for each length of rod determine the flexure 
produced by the same load of, say, 100 grams. To each of the 
five different lengths of rod apply a load of 100 grams, observe 
flexure ; add 100 grams, observe flexure ; remove lob grams and 
observe flexure. Then we have three observations of the flexure 
produced by 100 grams for each length of rod. Combine the 
values of / and L as in equations (3) so as to obtain ten values of 
/3. The distances L^, L^y etc., are to be measured with a meter 
stick. 
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Third, with the distance between the knife edges constant, 
find the flexure produced in each of four bars or the same material 
and depth but different breadth, by a constant load of, say, loo 
grams. Measure the breadth of the bars with a micrometer gauge. 
Proceed as directed in preceding paragraph, using equations (4) 
to find 7. 

Fourth, with the distance between the knife edges constant, 
find the flexure produced in each of four bars of the same mate- 
rial and breadth but different depth, by a constant load of, say, 100 
grams. Measure the depth of the bars with a micrometer gauge. 
Proceed as directed ni precedin gparagraphs, usnig aquations 
(5) to find e. 

Insert the final values of « ^. 7. «, in the general equation 
originally provisionally assumed, and formulate in words the 
statement of the facts expressed by the resulting empirical equa- 
tion. 
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YOUNG'S MODULUS BY BENDING OF A ROD. 



Object andTheory o^ Exper- 
iment. — Consider a rectangu- 
lar rod or bar of length L, 
breadth B and depth D to he 
fixed at one end and weighted at 
the other. The rod will become 
bent as in the figure. The up- 
per portion of the bar is evi- 
dently extended and the lower 
57« portion compressed. Since the 

bar is strained by a longitudinal stress, and since Young's Modu- 
lus is defined as the ratio of the longitudinal stress to the longi- 
tudinal strain, the possibility of determining Young's Modulus 
from observations of the amount of flexure of the rod produced 
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by different forces is evident. The object of this experiment is to 
determine the Young's Modulus of the material composing a rect- 
angular rod by the method of bending. 

In the case of a bar of rectangular cross section, there will be 
a neutral, line gh^ half way between the upper and lower sur- 
faceSj which is neither extended nor compressed. Let /' represent 
the lowering of the end of the bar under the action of the force 
F applied at h, ac and bd represent transverse sections of the rod 
very close together and making a very small 
angle - with one another. If through e, a line a' c' be 
drawn parallel to bd, then aa' and cc' represent the lengthening 
and shortening of the upper and lower fibres respectively. Now 
it is evident that if all the fibres composing the rod tend to retain 
their original length, that there will be a couple tending to right 
the bar, that is, to make it horizontal. This couple is balanced by 
a couple due to the force F at the end of the bar whose moment 
about e equals F(eh) when the bending is small. Denote the dis- 
ance eh by x, and the thickness ef of the very thin lamina 
(ahcd) by A x. 

Consider the portion of the rod between ab and ef to be made 
up of a very large number n of layers of depth A D and of breadth 
B equal to that of the rod. If we consider a layer of fibres as W2 
whose distance from the neutral axis is A />, we have 
w2=ef-{- the change in length of the element ■= A a; + ^ (^ ^) 
The cross section of this layer is B (A />). Hence if B represents 
Young's Modulus for the material of the bar, the force of reaction 
of this layer is ... 

K (cross section) (change in length) _ E B S (A D)^ 

original length of element A x 

And since its distance from the neutral axis is A^ the moment 

of this force about e equals 

EBojAD)^ ^, 

A X 

Similarly the moment about ^ of the force of reaction in a layer 

at a distance of 2 A D from the neutral axis equals 

E BejAPy ^^ 
Ax 
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Therefore the total moment of the forces of reaction in all the 
layers above the neutral axis will be 

E'Be(^Dy , ,^ , 3, , _ _ _ EBOJAD)^ r n(n+l)(2n-H) -| 
Ax ^ ~ ) ^j. L 6 J 

= ^^[2 (« A D)^+ 2AD{nAD)^ + {A D)^ (n A D)\ (M 

But n ^J^ equals half the depth of the rod. Therefore, in the 
limit when A Z> := o, the total moment of the forces of reaction 
in all the layers above the neutral axis is 

E BeD^ 
24 A .r 

But the moment of all the forces of reaction below the neutral axis 
will be the same as the moment of those above. Consequently the 
moment of the couple tending to right the rod wiL be 

E Be D\ 

12 A a: ^"^ 

Since the bar is in equilibrium, this moment must equal the mo- 
ment of F about e, that is, 

At a and b draw aj and bk tangents to the curved surface of 
the rod. Since aj and bk are approximately equal to x, and since 
the angle between them is equal to 0, we shall have the distance 
jk:= X B approximately. Let the entire fall of the end of the 
rod i n be called /'. /' may be regarded as made up of a number 
of elements similar to /fe, which will be denoted by l^, /g, /g,. . In 
Therefore, if l^t represents the fall of the end of the rod due to 
the bending of an element at a distance x from the end, 

^ e = /^ (4) 

Let the length of the rod be imagined to be made up of a 
very large number n of sections of length A^. If now eqs. (3) 
and (4) be applied to the first section, we will have 

E Bo n^ r. /c^ 

19A . = FA X (5) 

12 A 07 

and e Ax = li (6) 
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Similarly for the sedond section from the end, 

E Be n^ ^ ^ ,7, 

and 2 e A a; = /^ (8) 

and so on throughout the entire length of the rod. 
Combining (5) and (6) 

12 F (A af , 
'^ ~ A' /^ D' ^ 
Combining (6) and (7) 

Therefore 

12 F(Ax)^ 
V =/, + /, + ---/« = — g-g-^(P+ 22+3- + n'O 

_ 12 F (A xY r n (w + 1) (2 » + 1) 1 
~ EBiy L 6 J 

/' = EBB' [2(a» Aa;)3 + 3A;»r(;/ A;»r)=» +(A;r)2 {nAx)\ (9; 

But n A a; nZ., the length of the rod. Therefore in the limit 
when A jr = o, eq. (9) becomes 

V - '^^ (10) 

The result just given is for a rod fixed at one end and load- 
ed at the other, and shows the fall of the free end of a rod of 
length L, breadth B, thickness or depth D, made of a material of 
Young's Modulus £, when a weight F acts downward on the free 
end. 

In the case of a rod supported at both ends and loaded at its 
middle point with a force F (the distance between the supports be- 
ing L), the rod may be regarded as equivalent to a similar one 
fixed at the middle point acted upon by vertical forces oi yiF at each 
end. Or, in other words, the rod is equivalent to two rods of the 
same material and cross-section but of half the length of the 
original rod, fixed at one end and loaded at the other with a force 
of J/2F. Making these substitutions in (10) we have 

^^ TWWn^ or ^ = 4 ^ 2^ ^3 ^^i> 
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Manipulation and Computation. — Measure B and D at a 
number of points along the rod by means of a micrometer gauge or 
vernier caliper. Measure L, the distance between the two knife 
edges with a meter stick. Place the rod on the knife edges and 
suspend from the middle point a weight pan containing sufficient 
load to bring the rod into good contact with the 
knife edges. The flexure / of the rod produced by an ad- 
ditional load F may be measured either by means of a micro- 
scope fitted with an eye piece micrometer, or by 
means of a micrometer screw placed above the 
center of the rod and moving in a nut fastened to a rigid sup- 
port. In case the micrometer screw is used, the moment when 
the screw comes into contact with the rod can be determined either 
by means of a telephone in a battery circuit including the rod and 
micrometer screw, or by observing the image of some fixed object 
in a small mirror one end of which rests upon the rod while the 
other end rests upon an adjacent fixed support. 

Add, say, lOO grams to the weight pan and observe the flex- 
ure : add lOO grams more and observe the flexure ; add lOO grams 
more and observe the flexure ; then reverse the process taking oflf 
TOO grams at a time and observing the flexure produced by each 
change of load. The readings of flexure for a certain load should 
be the same the second time that thfey were the first time. In 
case they are not, repeat the observations. In order to be certain 
not to load the rod beyond its elastic limit, the student will find the 
maximum load that may be applied to the particular rod being 
used, on inquiry of an instructor. 

Give the final result in kilograms per square centimeter and 
also in pounds per square inch. 



XXXIV. 



DETERMINATION OF SIMPLE RIGIDITY. 

(vibration method.) 
Object and Theory oe Experiment. — The Simple Rigidity 
or Slide Modulus of a material is defined as the ratio of the force 
developed on unit area of cross section of a rod by a shearing 
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Strain, to the torsional deformation producing it. That is, the 
simple rigidity, 

shem ing stress 
^ '~ shearing strain 
The object of this experiment is to determine this 
constant for a material in the form of a thin wire. 
Consider a cylindrical rod or wire of length /, and 
radius r with one end fixed and the other end twisted 
through an angle <^. This will cause an clement of 
the surface as AB to be displaced to AB\ From the 

diagram we have 

BB' . BB' ,, 0r 

consequently = —7-. 




a = 



and = 



Fig. 58. 



/ r 

That is at every point of the cylindrical rod distant r 
from the axis and / from the fixed end, there is a 

</> r . . 

shearing strain equal to —7— • Whence from defini- 
tion, the shearing stress developed at a point distant 
r from the axis and at a distance / from the fixed end 

equals 

/A 9 r 
~T~ 
Imagine any cross section of the rod to be divided into a 
large number, n, of concentric rings of infinitesimal width A r. 
The area of these separate annular portions of the cross section of 
the rod will be, beginning from the center, ttA/-^, 3 ttA?-^, 5 7rA/'% 
etc. And the moments of the forces developed on these various 
annular areas by the distortion, will be 



Ai0 A r 



^ — (t A r^) A r, 



u A r 

^-^^ — (3ir A Y') 2 A r, etc, 



Whence, the total torque action across the entire cross section of 
the rod when it is twisted through an angle <#> is 

^*''^- [IX P + 3X 22 + 5X 32 + + (2n— l)u»] 



r = 



I 



Substituting for the series its summation obtained algebraically by 
the method of differences, 



T = ^-^i (3 w' + 4 n3 _ ;.) 



fl <l> TT 



T = ^ , [3 ft* A r* + 4 (n A ry A r - (n A r) A r''] 
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But since n is the number of concentric rings of width A r between 
the center and circumference of the rod, // A r =zr, so that 

T = -^^^ [3 r' + 4 r^ A r - r A / 3] 

Taking as limit A r =z o 

which is the moment of the couple that must be applied at the 
free end of a rod, having the other end fixed, when the rod has a 
length / and radius r, and is made of a material of rigidity fx, in 
order to maintain a torsion <t>. Consequently if a massive body 
suspended from the lower end of a wire, be turned about the wire 
as an axis through an angle of <t> radians from its position of 
zero torsion, the moment of the stresses exerted by the lower end 
of the wire on the massive body will have the magnitude 

T = '-^ . (1) 

This moment will tend to twist the wire toward the position where 
the wire has zero torsion with an angular acceleration given by 
the equation 

where a is the angular acceleration, T the moment of the result- 
ant stress and / the moment of inertia of the suspended body. 

In equation (2) the quantities within the parenthesis are all 
constants ; therefore the angular acceleration varies as the angular 
displacement. From which it follows that the motion of each part 
of the wire is harmonic. The time of a single simple harmonic 
vibration is 

t ^. . ^jT = jJdl^)^ (3) 

Whence, the Simple Rigidity of the material composing the wire is 

2 W / 

Manipulation and Computation. — Suspend from the lower 
end of the wire a massive body of such a shape that its moment 
of inertia can easily be computed, for instance, a solid iron cylinder 
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with its axis coincident with that of the wire. The moment of 
inertiaofthesolid cylinder can be obtained from eq. 6, p. 94. Focus 
a reading telescope on a vertical mark on the cylinder. Being 
careful to avoid any swinging, set the cylinder in small torsional 
vibrations. By means of a stop watch, read accurately the time of 
the o, lothy 20th, etc. passages of the mark past the cross hairs 
of the telescope. It will be conveniently accomplished by two 
observers, one who will indicate the passages by means of sharp 
taps on a table with a pencil and the other who will observe the 
time. 

The radius of the wire can be measured by means of a mi- 
crometer. As this quantity enters the equation to the fourth 
power it must be most accurately measured. Measure the diameter 
of the wire in not less than ten places distributed about equally 
along its length and take the mean. Measure the length of the 
wire with a meter stick or steel tape, and the radius of the cylinder 
with a micrometer caliper. The mass of the cylinder is to be 
measured within o.i gram. Reduce the final value of the simple 
rigidity to kilograms per square centimeter and also to pounds per 
square inch. 
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DETERMINATION OF SIMPLE RIGIDITY. 

(statical method.) 



Object and Theory of Experiment. -The preceding method 
is applicable only to wires of such small radius that the time of 





Fig. 59- 



peiukd by threads which 



Fig. 6o. 
vibration of a suspended mass will be 
sufficiently great to be accurately ob- 
served. The present method is applic- 
able to heavier rods. 

In the method here employed a 
massive disc is fastened to the lower end 
of the rod, having its upper face grad- 
uated into degrees, and having around 
its edge a series of pins placed lo'apart 
In front, and back of the disc are placed 
two horizontal scales. The twisting 
couple is applied to the disc by horizon- 
tal forces acting tangentially to its cir- 
cumference. Masses m and m' are sus- 
pass in front of the two horizontal scales. 
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The threads can be looped on the pins in the edge of the disc, thus 
twisting the disc through an angle which can be read by means 
of a pair of pointers fixed above the graduated disc. The magni- 
tude of the force developed by the twist is determined by the 
weight on the ends of the threads, the deviation of the threads 
from the vertical as measured along the horizontal scales, and the 
length of the vertical threads from their point of support to the 
horizontal plane containing the pins in the edge of the disc. 

Let the magnitude of the forces produced in the horizontal 
plane by the masses m and m' be denoted by F and F/ Then, from 
the diagram 

tan fr = — = — c?" or F= — r — (1 

a F h 

When the two masses m and m' are equal and their supporting 
threads are looped over diametrically opposite pins, F^^F\ Call- 
ing the normal distance between the supporting threads at the 
plane of the pegs d, the moment of the couple developed by the 
twist is 

pj^l!}^^T. (2) 

It has been shown in the discussion of the general theory of 

simple rigidity, that in the case of a cylinder of length /, radius r, 

made of a material of simple rigidity ^a twisted through an angle 

<^ radians, the moment of the couple developed by the twist is 

(eq. I, p. 114.) 

T=^t±^ (3) 

If the twist of the cylindrical wire or rod be j8 degrees, its value 
in radians can be determined as follows. Since an angle in radians 
is measured by the arc subtended divided by the radius 

2 IT f IT 

3(0°= radians, or, 1°= rrjTi radians 

r 180 

and /3° = ..Q radians = 

Combining eqs. (2) and (3), and transforming the angle 
measured in radians to degrees, we have 

360 m (f a d 1 ,.^ 
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Manipulation and Computation. — Measure the diameter of 
the rod or wire with the greatest care in at least ten places by means 
of a micrometer gauge. Measure h with a meter stick or steel 
tape. Find three values of a and fi by looping the threads on dif- 
ferent pins and by placing different loads in the weight pans. The 
loads in the two weight pans must be equal. If the threads are 
looped directly over the pins, the value of d must be determined 
for each observation. This distance d will, however, remain con- 
stant and a single measurement of it will suffice, if instead of loop- 
ing the supporting threads themselves over the pins, a horizontal 
loop of thread about so cms. long fastened to each of the support- 
ing threads serves to connect them to the pins on the edge of the 
disc. These horizontal threads should be of equal length and 
looped over diametrically opposite pins. With this arrangement d 
equals the diameter of the disc. Give the final result in kilograms 
per sqnare centimeter and also in pounds per square inch. 
Test Questions and Problems. 

I. For heavy rods the apparatus shown in annexed figure is 
most convenient .One end of 
the rod is fastened to a 
rigid support, and the oth- 
er end is fastened to a 
large divided head that can 
rotate with very little fric- 
tion. The torque is pro- 
duced by means of a 
weight and cord passing 
over the edge if the divided 
head. Deduce the equation 
for finding the simple rig- 
idity of a substance with 
this apparatus and show 
what errors are inherent 
in this method that do not 
occur in the preceding 
method. 
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XXXVI. 



DETERMINATION OF THE MODULUS OF ELASTIC 

RESILIENCE OF A ROD. 



Object and Theory of Experiment. — Resilience of a body is 
the energy it possesses due to a strain developed in it. The ultimate 
resilience or modulus of resilience is the strain energy of the body 
when strained up to the elastic limit. Corresponding to the dif- 
erent types of strain are different types of resilience, ais tensile re- 
silience, flexural resilience, torsional resilience, etc. The resilience 
of a material is usually given either in terms of unit mass or unit 
volume. The object of this experiment is to determine the flexural 
resilience of a bar or rod. The rod is to rest on two knife edges 
and be distorted by a force applied at the middle point. Let 

I<i=length of rod between supports in cms. 

^=1 cross section in sq. cms. 

p = density. 

m^mass of rod between supports = p AL gms. 

Fi=load in dynes necessary to strain rod to its elastic limit. 

/= displacement in cms. of middle point produced by F, 

Since until the elastic limit is reached, the distortion varies 
with the force applied, the average force acting while the distor- 
tion is increasing from zero to / is 3/2 P^ Therefore, the strain en- 
ergy stored up in the specimen, that is, the modulus of flexural re- 
silience of the rod is 

/?=y2F/ergs. (i) 

The modulus of flexural resilience per unit of volume is 

R =— =2^ ergs per c. c. U^) 

and the modulus of flexural resiliance per unit of mass is 

^ fl 

in ~~ 2 p 

or, if force is measured in grams' weight (F') instead of dynes, 

R" = ^ — ^3-T- gram-centimeters per ^ram. W 



R" = — = 2p A L ^"^^^ P^^ gram, (3) 



■->•: F'i! jTKTiE? r^ Matter 

r -•:- "-. -r-:- r.i :r. t-:. 4 reduce to a length, it follows that 

''■" ' 'r- > ••:•> -rri '.T. c^'^'^tatiiiinal units, the modulus of elas- 

■ : * - -":-. 'rr j-.:: ~-s.?o hzs the dimensions of length. For this 

* ^- •" M ■ - : -"ilTjts -f :T»fulii of resilience are often given in 

' ■_-:>■ vvr C vrrTATiox. — The apparatus consists 
':'*-.'•.' V tT:irr-l:>e-i T»-::h its ends resting upon knife edges, 
ir 1 — -— ST re rr:-:- : -xiih an eyepiece micrometer to measure the 
.--•'T ' : :>.r T ii. .\Z'. r-i the apparatus must be placed upon 
■- ~c -rr't — fr-rr ZT-.TT. i-ibration. Measure the length and 
:~ -- >:-rr - ir. : ir^trrrire the mass of the bar between the knife 
-■ c-^ ? c-Ts :'"■- — i jr>?o w upi:>n a fine cross engraved upon the 
:"*•: r.-:;- f '":t :" :'-< verrical faces of the bar, or upon the point 
" ;. ":-.■. :i-: ■.--:•: r:ir--> to the middle of the bar. Carefully 
:-"->: :">. rcLr. ?v.stx?ndcil from the middle of the bartak- 
"C .". *.;. -c '- ''^r: ler.ecnon after each addition. During the 
V~ ^'.-- : :"•-. -.xT^r.-rer*: carefully plot weights and deflections 
• c- >> >.::: ■•": vo.r^r — the weijrhts as abscissas and deflections as 
- ■-..:.> ■-.> V. -::*.: Se expected from Hooke's law, the line 
.- \v: \: :-;>L :•::::> :> straight from the point of zero load up 
:\ ■'.-.- -,-.--;>-.:-.::::< :::e elastic limit, and from there it bends 

• -x^ • ■'-^'sr^s^.s. Thus, from the curve one readiW 

:.. ■< : >^ •...":•. : rV-c '. xiu necessar>' to strain the bar to its 

,: ,<: ,^ : -•• ; :;- ;o::e\:::on produced by this load. All the 

/ ■ ■. ■• x* -• •• -■• ■ - -' votenr.inine the value of the modulus of 
•\ \:::.i: :\ s::-.v:.v\ :vr v::::: vo-ume. or per unit mass. 

I I'-.v.^: ;:o ■Vv\;::l::s v^* r.oxural resilience of the rod graphic- 
,\\\\ (vo'.w the o::r\ :\.-::o.;. w iihvnu the use of any equation. 

.\ Woulvl \\w :r..v:v.:r.s of tloxural resilience be greater or 
Io>> tlKin ilu^ uuvu:l;:< of tonsilo resilience? Give fully reasons . 

^ ll ;\ wire o\ IvMi^th /.. made of a material of density p 
,\\u\ \.uin.i;'s MtHJnhis h! Iv oloiiiratod by an amount e when 
•.hvtilird itp to \\\v clastic limit, show that the modulus of tensile 
irsiliriur per i»rain. when foroos arc measured in gravitational 
mil 
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5 = -75 r-= centitneterB. 

4. Using the same nomenclature as in previous question, 
equate the work required to stretch the wire a distance c with the 
work required to raise it against gravity to a height /i, and show 

that 

E e^ 
h = o nr centimeters. 

5. From an inspection of the equations given in the preced- 
ing two problems deduce a definition of modulus of tensile resil- 
ience. 

6. By what factor must the Modulus of Resilience expressed 
in gms. per c. c. be multiplied in order to give the modulus in cen- 
timeters length? 

7. By combining the equation of Young's Modulus by 
stretching, with the value of the tensile resilience per unit volume, 
show that 

where S represents the tensile stress at the elastic limit and H 
represents Young's Modulus of the material. 



Chapter XL 



VISCOSITY. 



XXXVII. 



STUDY OF DAMPED VIBRATIONS. 



Objkct and Theory of Experiment. — When a body original- 
ly vibrating with simple harmonic motion encounters friction or any 
retarding force, the period, amplitude and form of the wave is 
altered. A motion that may be considered to be produced by the 
effect of friction or any retarding force upon a simple harmonic 
motion is called a damped vibration. The object of this experi- 
ment is to determine from a series of observations made on a 
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damped vibration, the damping constant ; and also to construct two 
curves, one representing the damped vibration actually observed, 
and another representing the simple harmonic motion from which 
the latter may be considered to be derived. The theory of this ex- 
periment is of such great importance in the consideration of many 
phenomena in Elasticity, Electricity, Heat, Sound and Light, that 
it should be performed and thoroughly understood by every stu- 
dent specializing in Physics, Electrical or Civil Engineering. Al- 
thought the theory now to be developed cannot be completely fol- 
lowed by a student who has worked through less than one sem- 
ester of calculus, still, such a student can obtain much good by 
accepting the final equations and making the required observations 
and calculations. 

In the case of a simple harmonic motion we have 

V = A' sin ^ t' (1) 

where /' is the displacement of the body from the position of 
equilibrium at time /', A', is the amplitude of vibration and T' the 
period. 

Our object is now to determine the corresponding equation 
when there is a retarding force acting on the body producing a 
damped vibration. Whenever such a retarding force produces a 
damped vibration, the effect or magnitude of this force is propor- 
tional to the velocity of the vibrating body. 

In the case of simple harmonic motion, if the displacement 

of the particle from the center of its path be 
denoted by /, the phase reckoned from the 
same point be denoted by 6 the amplitude 
of vibration by r, the maximum acceleration 
Fig. 62. ^^ ^^^ particle by a', then the acceleration at 

any time t is given by 

d^l , . , , I 

a = -TTT = — a Pin e = — a e = — a' — 
a r r 

when the displacement is small. But when there is damping, since 
the retarding force is proportional to the velocity, the acceleration 
is diminished by an amount proportional to the velocity. There- 
fore, in the case of damped vibrations, the above equation becomes 
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""= n^ = -'' — - ^Ht 

where fe is a constant depending upon the retarding force. 

^, + fc-^ + a— = o (2) 

This being a linear equation with constant coefficients, we will pro- 
ceed to solve it by making lz=e***^ where w is a constant to be de- 
termined, and e is the base of the natural or Naperian logarithms. 

e,. , mi dl mt dH , ^it 

whence the preceding equation becomes 

• m' + km + — = o 



k 
m 



^ ^ jk^ a' 



k^ a' 

When-;^^ is greater than — , the motion is non oscillatory; 

k^ a' 

when — is less than — » the roots of the above equation are 
4 r 

imaglniry, so that above equation may be put into the form 



m = — -TT- ± M t' (^) 



where 



=V?3 



r 4 

and i has its usual mathematical signification 1/— 1. 
We have now two values of m : denoting them by -ntj^ and m,, they 
are 

in I = — rj — rM* aJ^d ni2 = tj- — fit- 
Hence if mi and m^ satisfy equation (3) <"'' is an integral of 
equation (2) ; and if m^ and mg are distinct roots of equation (3) 
the solution of (2) will be of the form 

= Ci e ^ + C2 e '^ . 



Substituting the values of m^ and m 

I = Ci e e + Cn r e 



_X^kt f^it __yjt _^it 



■ • * « • 



"•k • ■•:^TrE^ or Matter 

- COS- A. ' — t sin u L 



^^r. ^ - — ' , ccH* uf — f\ i sin fi /] 
— sir ^ r M — r.. . 






. ---.: -.tt Ti; ih: Timf 7, h will hold for 

-::■. .:i>!^:arfmen: he reckoned from 

::.■■. \ rt:-T t:=: ^=:/ aiic ronseqnentlv 



'4) 



;>n v:nr ^.. ; , the A-alue 
"irt iiemix. :c "v'Triranon T 
re :^^.. — v.'hr: resr^ci to 

ar TtTTt T. 

f 

V* rv~ Tit -Tii :■: £ half 

r - r-i" ^rr^ i^r T^eDOting 

- . \ rr:r rzr.- znt ^.Ix've 

. :rt. a?i ^-^ r'jT^rnzTn it 

"--''- ^ .. t vil iis:- be 






*- '""-'r "TTi: -=* pt:t-> ti 
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--li air 
I = B e ' sin ,., t 



If there had been no retarding force, k would equal zero, that is, 
^—%ki __ J . ^j^(j jf there had been no retarding force the period T 
would be equal to that denoted by V in eq. (i). Consequeptly 
A'=^B. The above equation now assumes its final form 



CI n - 



l = A'e ' sin^ t (^) 



This is the equation for a damped vibration. It is the form equa- 
tion (i) assumes when the body moving with simple harmonic 
motion is acted upon by a retarding force proportional to the 
speed. 

The ratio of the length of any -two succeeding swings in the 
same direction will now be deduced. Since the period of the 

damped vibration T^ -^ . the time between two consecutive os- 

2ir 

cillations in the same direction is -j,. Consequently, representing 
by /i and /g the amplitude of any two consecutive oscillations 



Ii = A' e sm 7y t 



Sin -^ t 



Therefore, ~T~ — ^ ^ = o- (a constant) - 

Substituting the value of \i. from eq. (5) and putting into log- 
arithmic form, the above equation becomes 

k T 
nat. log. <T = -y- — - \ (a constant) 

Ic loC* € 

or log. a r= — ^— r = X log ^ (7) 

That is, the logarithm of the ratio of the amplitude of any two suc- 
ceeding oscillations in the same direction equals a constant quan- 
tity times the period of the vibration. 

The natural or Naperian logarithm of this constant ratio is 



5 F 

r ->e -^r-tn* n. f^ne:^ "ire j gs i iJ i i ar 5Kr?a3enc indodes aD the 
Tcrrr-.-T *-r-r:nn:r "i^c '.anirinir aiii i? it fs easrr *5ecen!SiKd cxpeii- 

7'-»t r-jirD.r: "bcrv-is:! rat t«iri:«f ic i smpie barmooic vibra- 
::• r. ." xr«: ^e ^«rti:«f :f rre fa=ct!ti vibraxsoQ • 7*) can be 






-» 



ar.-l :r. the ca-^e f i airrce-i TEbcat>:<i i = ^— <eq 5 ) 
wher.ce 

1 ^4 . Li_?_ -^ J^^ 

from definition of *. Whence 

-L _ -L - A (8) 

ft will be noticed that in the final equations (6), (7), (8), the 
f]dm\nn^ factor appears as SX- It may make the equation appear 
in a simpler form if this factor be denoted by asingle symbol. De- 
noting it by 7 we can write the equations that will be hereafter 
used as follows: 

V = A' sin ^ i\ (1 ) 

'I*his is the equation of a simple harmonic motion, in which V rep- 
resents the displacement from the position of equilibrium attained 

2ir 

in time /' ; A' the amplitude; T', the period: 2iid -ip- the phase 

expressed in radians. 

P*nr the case of damped vibrations, 

/ r. A'e~'\m ^t (6') 

y o.4*uVy '^^ ^ =2.3026 log <r = yT 0') 

^ L J. 2i («') 
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In which e, represents the base of Naperian logarithms, o-, 
the ratio of the amplitudes of any two successive oscillations in 
the same direction ; T, the period of the damped vibration ; y, 
the damping constant and /, the displacement from the position of 
equilibrium in time t. 

Manipulation and Computation. — The apparatus used in 
this experiment consists of a massive cylindrical metal disc, im- 
mersed in water or oil, suspended axially by a steel wire from a 
rigid support. Fastened to the rod connecting the disc with the 
supporting wire is a divided circle by means of which can be 
measured the displacement through which the disc is twisted 
from its position of equilibrium. 

Being careful not to give the disc any swinging motion, twist 
the disc through an angle of about 180°, release it, and let it 
oscillate torsionally. The length and diameter of the supporting 
wire must be such that the period shall be not less than thirty 
seconds. 

Readings are now to be made which when plotted will rep- 
resent the vibration of the disc. This will be a curve giving the 
value of the displacement /, at any time t. If the chronograph is 
available one observer will be sufficient ; but if time must be ob- 
served from a stop watch, three observers will be required — 
one to observe time, one to observe displacements of the disc and 
one to record observations. The time observer will tap a pencil 
on the table every five seconds, the displacement observer will 
read the displacement of the disc at that moment, and the re- 
corder will write down this reading in his note book opposite the 
time. Observations should be taken until sufficient experience 
is obtained to secure accuracy of reading and then two sets should 
be taken, each covering about ten periods of the disc's vibration. 
Plot these observations on cross section paper with time for 
abscissas and displacements for ordinates. 

The accuracy of the observations from which this curve is 
constructed will now be tested by computing the magnitude in 
the following manner of several displacements corresponding to 
the times 5, 10, 15, etc. seconds. With a stop watch observe the 
time of ten complete vibrations. From this observation determine 
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the period T. Make a series of readings of the turning points of 
successive oscillations to the right and to the left. The number 
of scale divisions through which the disc has turned in rotating 
from the right end of its oscillation to the left end is the amplitude 




Fig. 63. 
of that left oscillation. Call the amplitude of these successive left 
and right oscillations i,,, L.^, L^, etc., ffj, R3, R^, etc. Then 



/'I 



By substituting the value of T and of a thus obtained in eq. (/) 
the value of the damping constant y is deduced. From the 
curve already plotted representing the damped vibration, take 
the first turning point as the starting point with reference to which 
- other jioints of the curve are to be located by computation. By 
means of this curve determine the displacement /, of this point. 
The time may be taken as t,^'/iT since it is a quarter period from 
the position of equilibrium. On substituting these values for 
the period, damping constant, displacement and time, in eq. (6'), 
the value of A' is obtained. The values of all the constants 
T, 7. and A' have now been determined, so that by assigning to 
t any convenient values the corresponding displacements can be 
computed. Plot these points on the same sheet that the curve 
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obtained directly from observations is plotted. The observed and 
computed curves should coincide. 

The true sine curve representing the simple harmonic motion 
from which the damped vibration may be considered to be de- 
rived will now be constructed. By means of eq. (8') deduce the 
value of V. The two constants A' and V of eq. (i') are now 
known. Make t' successively equal to 5, 10, 15, etc. seconds and 
compute the corresponding values of /'. Plot these points on the 
same sheet that the damped curve is plotted. 

The curve showing the rate of damping of the amplitude of 
vibration of the disc can easily be constructed as follows. Lay 
off equal distances along the axis of abscissas of the curves al- 
ready drawn. At each of these points find the ratio of the damped 
to the undamped displacement for that particular time. Plot a 
new curve on the same axes using these ratios for ordinates and 
the times to which they belong for abscissas. 

Test Questions and Problems, 

I. Show that when an elastic body is deformed by an 

amount too small to produce permanent set, and then is released, 

it will vibrate about its position of equilibrium with harmonic 
motion. 



XXXVIII. 



DETERMINATION OF THE ABSOLUTE COEFFICIENT 

OF VISCOSITY OF A LIQUID. 

(poise;uiIvI.b:'s method.) 



Object and Theory 01? Experiment. — It is found by ex- 
periment that the tangential force necessary to maintain a con- 
stant difference in speed between two parallel layers of liquid 
moving in parallel directions varies directly with the difference of 

speed s, the area A of the layer, and inversely with the distance d 
separating the two layers. That is, 



^-'^ d 

9 



1 
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The constant rj is called the coefficient of viscosity of the liquid. 
The coefficient of viscosity would then be defined as the force 
required to slide past one another two parallel surfaces of the 
liquid of unit area, unit distance apart, through unit distance in 
unit time. The object of this experiment is to determine the ab- 
solute value of the coefficient of viscosity of a given liquid. 

Consider a column of liquid flo\\ing through a tube of length 
/ and of a radius r, so small that there will be no eddies in the 
liquid column. Imagine this column to be made up of a large 
number;? of concentric hollow cylinders of very small thickness A r. 
Slipping may be considered to occur between any two of these 
concentric cylindrical tubes separated by a distance A*. The forces 
acting on a liquid cylindrical rod of radius x\r are the diflFerence 
in the pressure on the two ends, and the resisting force developed 
at the cylindrical suiface due to the viscosity of the liquid. 
Imagine that slipping occurs in the adjacent layer of thickness A , 
and that the relative speed of the rod to the layer immediately 
outside the slipping zone is s. Let p be the difference in hydro- 
static pressure at the two ends of the tube. Then the force acting 
on the ends of the rod tending to increase its speed is /> tt (.c A /•)■', 
and the tangential force due to viscosity tending to retard its 
speed is from eq. (i) 

2'ir {.r A r) / s 77 

Since these forces are in equilibrium 

2 IT Cr A / ) / ,s 77 

p IT {x A ry — 7 whence 

• A r 

p (.r A r) A r ' .^ 

■^- = • -11, '-) 

This equation shows that the difference in speed between an 
axial cylinder of the liquid of any radius and the adjacent layer, 
varies directly with the radius of the cylinder. It also shows 
that the absolute speed of the various concentric layers increases 
with diminishing diameter. If it be imagined that these con- 
centric layers of liquid be congealed without interfering with 
their ability to slip past one another, then on account of this dif" 
ference in speed, at any instant after the flow has begun, the end 
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of the innermost cylinder, will protrude beyond the end of the ad- 
jacent layer, this second layer will protrude beyond the end of the 
third layer, and so on. 

Let ^1, represent the speed of the innermost cylinder relative 
to the second layer ; S2, the speed of the second layer relative to the 
third, etc. Also let v^, represent the volume of the portion of 
the innermost cylinder that protrudes beyond the end of the 
second layer ; z/g* the volume of the second solid cylinder that pro- 
trudes beyond the third layer, etc. Then the entire volume dis- 
charged by the capillary in time t is 

V= v^+v^+v^+ Vn (3) 

It is obvious that 
■t\ = T (A t-y .Si t : V2 = T (2 A r)- s^ t : ^3 = t (3 A r)^ S3 t : etc. 

w^hence 

V=irt [si (A r)2 + S2 (2 A rY + S3 (3 A rY .s'« {n A r)^] 

On substituting for s^, jg* -^a* etc. their values obtained from eq. 
(2) we obtain, 



x p f (Ar)* 



^' = 2 7, / ^^' + 2^ + 3^ + - - - n') 

IT pt{Ar)*- ^ u^ (n-\- ly ) 
^ ~~ 2^/ i 4 ) 

V = -^^ [(n A r)* + 2 A r (n A ry + A r^ (n A r)-] 
But w Ar = r. In the limit when Ar = o 

V='^ (4) 

If the pressure is due to a column of liquid of height h and den- 

sity p, then p = pjh. Also for volume may be substituted 

where m is the mass of liquid discharged from the tube in time t. 
Making these substitutions, we have for the coefficient of viscosity, 

TT q p h t r* IT q p^ h t r' 

•n = o rr , = 1 '^-" ^' ^' Units) /C\ 

Manipulation and Computation. — The capillary tube A 
is mounted vertically in a water jacket fitted with a thermometer 
and stirrer S as shown in Fig. 64. The upper end of the capillary 
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tube opens into a small reservoir bearing on its surface two hori- 
zontal marks K K'. 

The length I of the tube is 
measured with a meter stick. The 
mean radius of the bore is deter- 
mined by measuring the length of 
a known mass of mercury at differ- 
ent positions along the length of 
the tube. An amount of mercury 
sufficient to make a thread about 
two centimeters long is drawn into 
the tube by suction applied at the 
opposite end, and this thread is 
measured in length at different 
equally spaced positions along the 
length of the tube by means of a 
dividing engine. Knowing the mass 
of the mercury thread and the av- 
erage length, the average radius of 
the bore of the tube is determined. 
A tube with a bore departing very 
much from uniformity must be re- 
"jected in determining the absolute 
coefficient of viscosity. 

The apparatus is now assem- 
bled and by means of a cathetome- 
ter, measurements are made of the 
heights of the two horizontal marks 
KK' above the outlet of the cap- 
illary tube. The capillary is now 
cleaned by allowing t j run through it, in succession, water, alcohol 
and distilled water. After the tube and reservoir has been dried, 
the liquid being investigated is poured into the reservoir. As 
soon as the surface of liquid falls to the upper mark K, a weighed 
beaker E is placed under the outlet of the capillary and the num- 
ber of seconds noted during which the liquid surface falls to the 
lower mark A". The beaker is then removed and weighed. Thus 
is ( and m of eq. (5) determined. 




Fic. 64. 
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The mean of the previously observed heights of the two 
marks KK' above the outlet of the capillary is the value of h re- 
quired in eq. (5). Knowing the density p of the liquid under 
investigation, all the quantities necessary for the determination 
of the coefficient of viscosity are now known. At least five com- 
plete sets of observations should be taken, substituted in the 
equation, and the mean result taken for the coefficient of viscosity 
of the liquid at the temperature of the experiment. 

The coefficient of viscosity must not be confounded with 
the coefficient of liquid friction. The former depends upon the 
speed, while the latter depends upon the square of the speed. 

Test Questions and Problems, 

I. — Instead of the absolute coefficient of vis- 
cosity, it is frequently sufficient to determine the 
"specific viscosity," that is, the viscosity of the liquid compared 
with the viscosity 'of water. This determination is often made 
by noting the times t and t' required for the discharge through 
the same tube of equal volumes of water and of another liquid. 
A convenient device to secure the discharge of equal volumes is to 
always start the flow with the upper surface of the liquid at a 
mark {K in diagram) and to continue the discharge until the 
upper surface falls to another mark, as K' in diagram. 

Deduce the equation to be used for determining the relative 
or specific viscosity of a liquid by this method. 
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XXXIX. 



DETERMINATION OF THE SPECIFIC VISCOSITY OF 

LIQUIDS. 
(coulomb's method.) 



Object and Theory of Experiment. — On account of such 
experimental difficulties as that of obtaining a capillary tube of 
uniform bore and circular cross section, of accurately measuring 
its diameter, and of keeping the capillary free from minute air 
bubbles and particles of foreign substances, the determination of 
the coefficient of viscosity by Poiseuille's Method is very trouble- 
some. The present method is applicable to the determination of 
the relative or specific viscosity of liquids however turbio. The 
object of this experiment is to determine the specific viscosity 
of a series of liquids. By specific viscosity is meant the viscosity 
of the liquid compared to the viscosity of water. 

In the "Study of Damped Vibrations" it was seen that 
if a massive disc suspended axially by a thin vertical wire be im- 
mersed in a liquid and set into torsional vibration, the ratio of any 
two successive swings in the same direction is a known function 
of the retarding force developed by the liquid, that is, to the vis- 
cosity of the liquid. Consequently if the disc be set into torsional 
vibration in two liquids successively, and the ratio of the ampli- 
tude of successive swings in the same direction be determined for 
each liquid, the relative viscosity of the liquids can be determined. 

Let rj^ represent the coefficient of absolute viscosity of the 
first liquid, ci the ratio of any two successive amplitudes of vi- 
bration of the disc in the same direction when immersed in the 
first liquid, T^ the period of vibration of the disc when immersed 
in the first liquid, and y the damping constant for the first liquid. 
In the same way let '72 . 0-2 ^ ^'2 • ar.d 72 represent the corresponding 
quantities for the second liquid. 
Then from eq. 7' p. 126, 

7i V'2 lo^ (Ti Vi 



72 ^'1 log <r, ■ 772 



= ^ (say) (1) 
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where z is the relative viscosity of the two liquids. If the sec- 
ond liquid be water, then z is the specific viscosity of the first liquid. 
Manipulation and Computation. — Coulomb's Method is 

especially suited to the determination of 
the relative viscosity of those liquids 
used in engineering and the arts which 
are liable to contain particles of solid 
substances in suspension, e. g. lubri- 
cating oils. 

In the apparatus here employed. 
Fig. 65, one end of a thin piano wire 
is fastened to a rigid support while the 
other end is attached to a vertical rod 
carrying a divided circle and the mas- 
sive disc which is to be immersed in 
the various liquids. The disc has a 
thin stem bv which it is fastened to 
the rod carrying the divided cir- 
cle. The vessel containing the 
liquid being studied is surrounded 
by an oil bath heated by means of a 
Bunsen burner. 

As the viscosity of many liquids is 
very different at different tempera- 
tures, it is always necessary to make 
the determination at the temperature 
at which the liquid is to be used. For 
instance a test of cylinder oil should be 
made at about 150° to 175° C, while 
most machine oils should be tested at 
about 50° C. Since the relative viscos- 
ity of many pairs of specimens of oil is even reversed with a 
change of temperature of less than ioo°C, it is impossible to judge 
the relative lubricating value of oils from their relative viscosity 
determined at a temperature much different from the temperature 
at which they are to be used. 

After the apparatus has been cleaned and assembled, and 




Fig. 65. 
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the temperature of the specimen has attained the required value, 
the disc is twisted through about 180° by rotating the rod above 
the divided circle. With a stop watch observe the time of ten 
complete vibrations. One tenth of this time in seconds is the 
period T^. Make a series of readings of the turning points of suc- 
cessive oscillations to the right and to the left. The number of 
scale divisions through which the disc has turned in rotating 
from the right end of its oscillation to the left end, is the ampli- 
tude of that left oscillation. Calling the amplitudes of these suc- 
cessive left and right oscillations L^, Lg, L^, etc., R^y R2, R^y etc., 
we have 

-r- = -r~ = etc. = -jr- = -jy = etc. = <r^, (2) 

■L/2 ^2 ^^2 ^*3 

In the same manner find Tg and <t, for the second specimen. 
These values of Tj, Tg, o-i and 0-2 substituted in eq. i, will give 
the relative viscosity (-2:) of the two liquids. With liquids having 
viscosities not very different, the value of T^ will be so. nearly 
equal to Tg that their ratio may approximate unity ; but it is never 
allowable to assume their ratio to be unity without experimental 
verification. 

Instead of reckoning viscosity in absolute units or with ref- 
erence to water at some standard temperature, the viscosity of a 
liquid is sometimes rated in comparison with the viscosity of an 
aqueous solution of sugar having a definite concentration and 
temperature. For example, the viscosity of a certain oil at 50° C, 
may be specified as being equal to the viscosity of an 18% aqueous 
solution of pure sugar at 20° C. Values of the viscosity of 
aqueous sugar solutions of various concentrations, referred to 
water, are given in Table 12. 



PART II. HEAT. 



Chapter XII. 



THERMOMETRY. 



Measurements of temperature by means of the mercury 
thermometer are subject to so many sources of error that an 
accurate determination of temperature is a task of some difficulty. 
Nevertheless, thermometric methods have become so highly de- 
veloped that by taking proper precautions and making proper 
corrections, a measurement of temperature between o — ioo° C. 
can be made with an accuracy of 0.005 \ The methods de- 
scribed in the following pages correspond to an accuracy of 
about 0.05°. 

The principal sources of error inherent in a mercury in 
glass thermometer are : 

I. Errors due to the changes in the volume of the bulb 
lagging behind the changes in tem,perature. A rising ther- 
mometer indicates too low, and a falling thermometer too high 
a temperature. This lag is due to the viscosity of the glass of 
which the thermometer is made. If a thermometer be kept at 
a uniform temperature, of say 20° C, for some days, and be then 
plunged into a bath of melting ice, and the temperature observed ; 
and if it be then heated to a temperature of 100° C, or more, 
and plunged into the bath of melting ice, the temperature now 
observed will be lower than the one previously obtained. In 
such a case, the zero point may be depressed as much as half a 
degree for some kinds of glass. The depression of the zero point 
is greater as the temperature is increased, or the time is increased 
that the thermometer is kept at the higher temperature. The 
depression of the zero point persists for weeks and even months 
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before the normal volume of the thermometer at its present 
temperature is attained. While a thermometer is being used at 
various temperatures, the zero point is therefore constantly 
changing. This makes no temjx^rature determinate unless the 
value of the zero point at this particular time is known; The 
value of the zero point can be obtained by cooling the thermome- 
ter dowii to the temperature of melting ice immediately after the 
desired temperature reading has been made. Then, if no other 
errors affect the observation, the true temperature is the differ- 
ence between the observed temperature and the value of 
the depressed zero. This is called the "depressed zero method" 
of measuring temperature and is the only method capable of 
yielding the most accurate results attainable. 

2. Errors due to inequalities in the bore of the tube. These 
errors are corrected by calibrating the bore of the tube by a 
n:ethod described on a subsequent page. 

3. Errors due to the exposed column of the thermometer 
being at a different temperature than the bulb. 

Let t' represent the temperature of the air surrounding the 
exposed column. 
n the number of degrees in length of exposed column. 
/ the observed thermometries reading corrected for 

calibration. 
T the recjuired true temperature of thermometer. 
A the coefficient of apparent expansion of mercury in 
glass = 0.000155. 
If the whole of the mercury were at the temperature T, the 
length // would become n [i + A(T — ^') ]> ^^^^t is, the ther- 
mometer reading would be increased by « A (T — /') ; therefore 

T = f -h If A (7 - -/')= ~_^^ ^ =f-\-nA {t— t') approx. 

so that 7' = / + 0.000155 n (t — /') approx. 

4. Error in the graduation of the stem ; that is, the distance 
between the boiling point and freezing point of water is not 
divided into exactly one hundred equal spaces. The true mean 
value of one unit of the scale in degrees 

^0 — * 1 
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where 7'^ is the true temperature of the vapor of boiling water, 
as observed by the thermometer, and t^ is the depressed zero 
reading taken immediately after T^ was observed. 

■ 5. Errors due to changes in the pressure to which the bulb 
is subjected. Any change of pressure will cause a change of the 
height of the mercury column independent of any change of 
temperature. Usually the experimental method can be arranged 
so as to eliminate this source of error. 

6. Error due to capillarity. In the case of a thermometer of 
very small bore, the mercury does not move smoothly but moves 
in little jumps. This error is much greater when the temperature 
is falling than when rising. In fact, this capillary action makes 
it impossible to accurately measure a falling temperature by 
means of a mercury in glass thermometer. 

7. Errors in reading the thermometer due to parallax. This 
is one of the most common sources of error and one of the most 
easily obviated. Usually the scale of a thermometer is at some 
distance in front of the capillary, so that, if when taking a read- 
ing the line of sight is not normal to the length of the tube, the 
reading will be too high or too low. The two principal methods 
employed for keeping the line of sight normal to the length of 
the thermometer tube are, first, to place the eye so that the image 
of the scale seen reflected in the mercury at the end of the mercury 
column is brought directly behind the scale itself; and second, 
to observe the thermometer at a distance by means of a telescope 
containing a crosshair in the eye piece, the telescope being fastened 
normal to a rod placed parallel to the thermometer tube. The 
telescope must be arranged so that when it is moved along the 
supporting rod to observe the end of the moving column at 
different heights, it will always remain normal to the supporting 
rod. A cathetometer is usually most convenient for tliis pur- 
pose, but a short open tube without lenses having cross- hairs at 
the two ends and sliding either on the thermometer itself or on a 
parallel rod serves the purpose very well. 
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THE liECKMANN THERMOMETER. 



A 'therniometer designed to estimate temperatures to thou- 
sandths of a degree requires such a long space for each degree 
of scale, that, if constructed on the ordinary plan the range of the 
instrument would be limited to a few degrees. This would re- 
quire the use of a number of instruments to cover the range of 
ordinary laboratory work. When it is not required to determine 
definite temperatures but only small temperature differences, the 
thermometer devised by Beckmann can be used at any tempera- 
ture for which a niercury in glass thermometer is available. The 
pecularity of this thermometer is a reservoir R Fig. 66, at the 
upper end of the tube, by means of which the quantity 
of mercury in the bulb can be increased or diminished. 
The scale is usually about 5° C long and is divided into 
hundredths of a degree. 

In setting the instrument, a sufficient amount of 
mercury must be left in the bulb and stem to give read- 
ings between the required temperatures. First invert 
the thermometer and tap the tube so that the mercury 
in the reservoir will lodge in the bend B at the end of 
the stem. Now heat the bulb until the mercury in the 
stem joins the mercury in the reservoir. (See Fig. 66). 
Place in a bath one or two degrees above the upper 
limit of temperatures to be measured. If now the lower 
end of the tube be gently tapped with the hand, the 
mercury suspended in the upper part of the reservoir 
will be jarred down, thus separating it from the thread 
at the bend B. The thermometer is now set for readings 
between the required temperatures. 

Fig. 66. 
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XL. 



CALIBRATION OF A MERCURY-IN-GLASS 

THERMOMETER. 



Objii:ct and Theory of ExpivRImii:nt. — It is obvious that if 
the bore of a thermometer is not uniform in cross section, the 
length of the tube corresponding to a degree difference in temper- 
ature will not be the same at different parts of the tube. And as 
it is practically impossible to get a perfectly uniform capillary, 
it is necessary to determine the correction to be applied to any 
particular reading to take account of the irregularity in the bore 
of a thermometer. Again, if the fixed points are incorrectly placed 
on the stem, this wiU introduce an error throughout the 
scale. The object of this experiment is to construct the calibra- 
tion curve of a thermometer, or the curve of corrections bv 
means of which the error in any reading due to either the ir- 
regularity of the bore or the location of the fixed points can be 
corrected. 

The experiment consists of two parts. First, the length of 
a short thread of mercury is measured at different parts of the 
tube, and from these lengths is determined the position of points 
throughout the whole length of the tube that separate equal 
volumes. Second, the position of the fixed points is determined 
by placing the thermometer in the vapor of boiling water and 
also in melting ice. 

MANiruivATiON and COMPUTATION. — The short thread brok- 
en off from the column of mercury can be of any convenient 
length not to exceed the length of ten degrees of scale. The 
separation of this short thread requires some manipulation. In 
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blowing the bulb on a thermometer tube, usually a slight con- 
striction is left where the- bulb and tube join. If sudi a ther- 
mometer is inverted and then is given a sudden jar, the thread 
will sei):irate at this point. If there be no constriction at this point, 
the thread may be separated by laying the thermometer on a 
table and strikini^ the upper end of the tube with a little mallet 
consisting of a rubber stopper on the end of a short rod. If 
this is not carefully done, however, cracks may be produced inside 
the stem near the bulb. If the bore has an enlargement at the 
u])i)er end, let the entire column of mercury run into this en- 
largement and remain there throughout the remainder of the 
experiment. Then warm the bulb slightly until a thread of 
mercury of the ])roper length runs into the tube, and separate 
this from the mercury in the bulb. This is the thread that wall 
be used throughout the experiment. In case the capillary has 
no enlargement at the upper end in which the mercury column 
can be stored throughout the subsequent experiment, it may be 
necessary to use two short threads to calibrate the two ends of 
the tube. When this is the case cool the bulb with a freezing 
mixture of ice and salt until all the mercury has run into the 
bulb exce])t the short length that is to be broken off. Separate 
this short thread and let it run to the farther end of the tube. 
In order to make measurements in the lower end of the tube, 
this part of the thermometer must be freed of mercury and an- 
other short thread separated as before. 

The discussion of the remainder of the experiment may be 
facilitated by considering a concrete example. In the thermo- 
meter used, there w^as an enlargement at the upper end so that one 
short thread could be used throughotit the entire length of the 
scale. The thermometer was placed horizontal on a table, the 
short thread was set with its lower end near the point marked 
zero, and the positions of the two ends w^ere carefully read to 
tenths of a degree. Then the thread was moved along about 
half of its length and the positions of its end points again read. 
The thread was again moved along about half of its length, and 
so on until the point marked loo was reached. The readings ob- 
tained are given in the following table : 
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Thf quaiitities in thf fir.st and third colnnins when plotted in 
a tiirve gne Tig 67 which shows graphicalh tht luigth of tht 
tihort thrc d at \anous po nts of tht cap!llar\ Tr m this curve 
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Tic. 67. 

we will coirpute the points along the scale between which the 
voltiiiies of the capillary are equal. From these values the cor- 
rections to be applied at the different. points along the scale to 
correct for the inetjualities of the bore am be <leterniined. 

For exarr^ple, from the curve note that if the short thread be 
placed at the zero point of the tlierniometer, it woiiki be 8.5 scale 
divisions long. Lay off this distance from the zero jwint along 
the axis of ab.scissas and the point marked A on the plot is 
reached. From the curve it is seen that if the short thread had 
its lower end at A, it wonld be 8.5 scale divisions long, or, it 
would extend from A to B. Continuing tins process, the points 
A, B, C, D, B, etc., are obtained, the distance between any two 
fiicceeding points marking off equal volumes of the capillary. 
Construct a tabic of four columns, in which the first cohimn gives 
the distance in scale divisions of the points .-(, B. C, D, etc. from 
the starting point. In the second cohimn put the length of the 
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short thread botween each succeeding pair of points just de- 
termined. From tliese values, determine the average length 
of tlie thread hetween the equal volume points. In the third 
column, put the position which the equal volume points would 
have Jiad, if tlie capillary had heen uniform. In the fourth 
column put the difference between the quantities in column three 
and column one. These values in column four give the correc- 
tions to be applied to readings made at differ<.nt parts of the 
scale, to take account of the inequahties of the bore of the tube. 
Construct a curve by plotting as abscissas the quantities in column 
one, and as ordinates, the corresponding vahies from column four. 
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Av. length of thread, 8.15 



The correction curve for the bore of the thermometer being 
considered is given hy A B C Fig. 68. This curve gives the 
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Fig. 68. 
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corrections that must be applied to readings at different points 
along the scale on account of irregularities in the bore. 

The correction for the displacement of the fixed points will 
now be considered. By definition, the lower fixed point 
(0° C. or 32° /■,) is the temperature of melting; ice. The upper 
fixed point {100° C. or 212° /■".) is defined as the temperature of 
the steam produced by boiling water at sea level and latitude 45° 
under a barometric pressure of 76 centimeters of mercury when 
the barometer is at the temperature 0° C 

Observe the barometric height, noting the temperature of the 
barometer by means of the thermometer attached to the instru- 
ment. Ascertain from the laboratory instructor the latitude and 
altitude of the laboratory. From these data compute, in the man- 
ner explained on page 155 the corrected barometric pressure H 
reduced to standard conditions. 

Suspand the thermometer in 
the vapor of boiling water. It 
must not be immersed in the 
boiling water or be so near the 
surface that the bulb will be 
spattered by drops of water, be- 
cHusc the temperature of boiling 
water is not constant but is in- 
fiuenccd by the nature of the 
s-^rface composing the vessel 
and by the presence of slight 
ouaniities of dissolved impuri- 
ties. The temperature of the 
vapor, however, depends only 
upon the pressure. Regnault's 
hvpsometer is very satisfactory 
for this purpose. It con- 
I which the water is boiled, sur- 
suspended. After 
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sists of a reservoir R Fig, 69 

mounted by a tube in which the thermometer 

passing through this tube the steam passes through the jacket J 

and escapes into the air at E. For precise work Guillaume's h>'p- 

someter, is employed. This consists of the boiler A Fig. 7;), 
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surniounlcd by the jacketed tube B in which the thermometer 
is suspended. In this instrument, the steam instead of escaping 
into the air is condensed by a current of cold water circulating 
in the condenser C, and then trickles back into the boiler. 

Both forms of hypsometer have a water manometer M 
which serves to measure any difference of pressure between the 
steam inside and the air outside. If the manometer indicates a 
pressure of d milHmeters of water, of d-^i;^.6 millimeters of 
mercury, then the total pressure on the surface of the boiling 
water is // + (rf -:- 13.6). Call the observed boiling point T. 

Remove the thermometer from the hypsometer, allow it to 
cool in the air to about 40° C, and then immerse in a vessel filled 
with snow or shaved ice which contains enough water to fill the 
interstices. This gives the depressed zero point. 

By reference to Table 14 obtain the temperature of the 
vapor of water boiling at a pressure of //+ (d-^ 1^,6). Call 
this temperature 7'". Manifestly (V — T') is the error of the 
upper fixed point of the thermometer. In the example above 
considered 

7" — 7' = Qg.8 — 99.4 = 0.4° C, 
and the error of the freezing point was — 0.3° C That is, the 
correction to be applied to the observed boiling point is — 0.4° C, 
and the correction to be applied to the zero point is +q.3°C. 
If now on the same sheet of coordinate paper containing the cor- 
rection curve for irregularities of bore, the freezing point cor- 
rection be entered along the axis of ordinates opposite the zero 
of abscissas, and the boiling point correction be entered opposite 
the observed boiling point, and these points be connected by a 
straight line, as shown hy D E F Fig. 68, this line gives the cor- 
rections for all intermediate points of the scale resulting from 
the displacement of the fixed points. 

By adding the ordinates of the correction curve 
for the irregularities of bore, A B C, to the corresponding ordi- 
nates of this correction curve for displacement of the fixed points, 
DBF, the new curve H G F is obtained. This is the Calibration 
Curve of the thermometer. 

In case the calibration is done with two mercury threads 
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instead of one, the calibration should extend from each end to 
a distance past the middle of the tube. The curve analogous to 
Fig. 67 obtained from these data will not be a continuous line. 
Along the region where data were taken with both mercury 

threads, one branch of the curve will be above the other. In 
this region find the ratio of the ordinates of the two curves for 
a given position on the thermometer scale. This ratio must be 
the same for all points on the thermometer scale. By multiplying 
any ordinate of one curve by this constant ratio, the correspond- 
ing ordinate of the other curve will be obtained. Proceeding in 
this manner, a continuous curve is obtained just as though all of 
the calibration had been performed with a single mercury thread. 



The Determination oi^ Unknown Temperatures. 



When thermometric measurements are taken under such 
conditions that the depressed zero point remains constant, the 
measurement of an unknown temperature requires simply that 
the observed reading be corrected for stem exposure, and then 
this result corrected for nonuniformity of bore and for displac- 
ment of the fixed points of the thermometer by means of the cali- 
bration curve. 

During a series of measurements of temperatures extending 
over a considerable range of either temperature or time, the con- 
stancy of the depressed zero point cannot be assumed. In this 
case take the thermometric reading so soon as the indication has 
become stationary and then obtain the value of the depressed 
zero by plunging the thermometer into a bath of melting ice. 
After correcting the observed thermometric reading for stem 
exposure, nonuniformity of bore and for displacement of the 
fixed points of the thermometer, subtract from this result the 
value of the depressed zero. 
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XLI. 

CALIBRATION OF A PLATINUM RESISTANCE 

THERMOMETER. 



Object and Theory of Experiment. — The mercury in 
glass thernipmeter is unavailable for the measurement of tem- 
peratures much below — 30° C, or above + 300° C Although 
the gas thermometer can be used for any temperature for which 
a suitable material to construct the bulb can be found, it is such 
a large awkward instrument, and the difficulties of the manipula- 
tion are so considerable that it is suitable only for standardizing 
more convenient types of thermometer. Since the electrical re- 
sistance of most metals varies continuously with the temperature 
according to definite laws, and since the accurate measuremDnt of 
resistance is attended with no considerable difficulty, thermo- 
meters depending upon this property are in common use for 
measuring high and low temperatures. Platinum is the material 
usually employed from the fact that its resistance at any given 
temperature does not change with time, and also from the fact 
that its temperature coefficient of resistance is large. Platinum 
is also especially convenient from the fact that the law connect- 
ing the temperature and resistance of a wire made of this ma- 
terial is expressible by a simple formula. It has been shown by 
experiment that if 7?o represents the resistance of a piece of pure 
platinum at o*' C, then the resistance R^ at t° C, is expressible 
by the equation 

R, =i?„[i + o/ + fe?=] (I) 

where R^^, a and b are constant quantities. The object of this ex- 
periment is to determine the value of these constants for a given 
platinum resistance thermometer. 

If the resistance of the wire at three different temperatures 
be known, three equations of the form of eq. (i) are obtained, 
and from these equations the values of the three constants can be 
calculated. The freezing point and boiling point of water are 
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two convenient temperatures for the experiment. The remaining 
temperature required by the experiment can be the boiHng tem- 
perature of any convenient substance, c. g. sulphur which boils 
at 444.5° C. But from measurements of the resistance of wires 
at very low temperatures, Dewar and Fleming have shown that 
at the absolute zero of temperature, it is highly probable that the 
resistance of all pure metals is zero. Assuming this relation, the 
resistance of the thermometer wire need be measured at but two 
temperatures. This simplified process gives the values of the 
constants in eq. (i) with sufficient accuracy foi most purposes. 
Representing the resistances cf the thermometer wire at the tem- 
peratures t\ t" and absolute zero by the symbols R' , R" and 
R'\ we shall have 

R' ^R^[iJ^at' + b {ty] (2) 

R' =R^[i+at" + b {t'y\ (3) 

R" = i?o [I - m a + (273)^ ^] -= o (4) 

From these three equations the values of the three constants 
a, b and R^ can be obtained. Knowing these constants together 
with the resistance of the thermometer wire when at any un- 
known temj^rrature, this temperature can be calculated from 
eq. (i). 

The Wheatstone bridge method of measuring resistance will 
be employed in this experiment. In this method two conductors 
ABC and A D C, Fig. 71 are joined in parallel to the ter- 
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Fig. 72. 



minals of a battery. It is obvious that corresponding to any point 
B on the conductor ABC, there is a point D on the conductor 
ADC which is at the same potential. If two such points be con- 
nected by a conductor B D, no current will flow along this bridge 
wire. Represent the potential at the points A, B, C and D by the 
symbols V ^ , V ^ ^etc. Let the resistance of the arms A B, B C, 
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A D and D C he denoted by R^y Ro R^ and R^ respectively. Let 
the current intensity in these arms be denoted by 4, iz, is and i^ 
respectively. In the case considered, since V^:= Vj^ , i^ = i^ and 
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Dividing eq. (5) by (6) we have 

K2 A'4 

Thus if three of the resistances are known, the remaining un- 
known resistance can be determined. This arrangement can be 
modified so that only one known resistance is required. Suppose 
the conductor ^ Z) C is a long uniform wire. Let /g and l^^ be 
the lengths of this wire from A to D and from D to C respectively. 
Then since the resistance of a uniform wire is proportional to its 
length, it follows that when no current passes along the bridge 
B D, 



^i h 



R2 A 
Knowing one of the resistances and the lengths /g and l^, the re- 
maining resistance is determined. 

]\Ianipulation and Computation. — The resistance ther- 
mometer consists of a coil of fine platinum wire wound on a mica 
frame enclosed in a wrought iron capsule. In order to eliminate 
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errors due to a change in the temperature of the leads extending 
from the coil to the Wheatstone bridge, a second pair of leads 
precisely like the first is placed side by side with liiem throughout 
their entire length extending from the Wheatstone bridge to the 
coil in the capsule. By measuring at different temperatures both 
the resistance between the terminals of the coil and the resistance 
between the terminals of the dummy leads, the change in the re- 
sistance of the coil is obtained independent of any change in the 
resistance of the leads. 

In this experiment, the particular form of Wheat stone's 
bridge called the "slide wire" or "meter" bridge will be found 
most convenient. This apparatus is illustrated in Fig. 72. A 
comparison of Figs. 71 and 72 will make the construction 
clear. A long uniform wire is stretched over a divided scale. The 
ends of this wire are connected to a parallel copper rod in which 
are two gaps. In one of these gaps is inserted the resistance R^ 
to be measured while in the other gap is inserted a known re- 
sistance i?2- One end of the bridge wire terminates in a sliding 
contact key K^ which can be moved back and forth along the 
slide wire. In the bridge wire circuit is a galvanometer for indi- 
cating the passage of current. 

When a mirror galvanometer, telescope and scale are used, 
they must be placed in such relative positions that on looking 
through the telescope toward the galvanometer mirror, a re- 
flected image of the scale will be seen. In making this adjust- 
ment, place the telescope with the attached horizontal scale so as to 
face the galvonmeter at about one meter's distance. Now standing 
behind the scale and looking at the mirror attached to the gal- 
vanometer needle, move the eye about until a reflected image of the 
scale is seen in the mirror. If the telescope is now placed where the 
eye is situated, it is obvious that on looking through the telescope 
toward the mirror the same image will be seen, as soon as the 
telescope is properly focused. If the galvanometer mirror does 
not face the middle part of the scale, it should be adjusted with 
the control magnet attached to the galvanometer case. After 
focusing the telescope until the image of the scale is visible, slide 
the eyepiece back and forth until the cross hairs are not only dis- 
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tinctly visible but also do not move with reference to the image of 
the scale when the eve is moved. 

After the tolescoi)e, mirror and scale are in adjustment make 
the electrical connections as shown in Fig. ^j'Z, With the re- 
sistance thcrniometer packed in a bath of melting ice and the 
terminals of the coil of platinum wire connected to the binding 
posts of the gap marked R^ in the diagram, balance the Wheat- 
stone bridge by moving the sliding key K^ back and forth until 
such a position is found that on first pressing the key K^ and im- 
mediately afterward pressing the key K^ no deflection is visible 
in the telesc(^ix\ Note the resistance R,, and tlie lengths /g and l^. 
Tiien from ecj. (8), we have for the value of the resistance being 
measured 

R,=R,^. (9) 

111 the same manner find the resistance of the dummy leads. If 
the temperature of the resistance thermometer when in the bath of 
melting ice is represented by /', then the difference betw^een 
the resistance just found is the value of R* in eq. (2). 

Proceeding in the same manner find the resistance of the 
f)latinum coil when iir.mersed in a steam bath. If this tempera- 
ture he denoted bv /", the resistance will be the value of R" in eq. 

In making these temperature measurements one must press 
the keys for the shortest possible time else the resistance coil will 
be heated by the passage of the current. The sliding key K^ should 
never be moved while in contact with the wire, nor should it be 
]>resse(l before the battery key A'^. Since the bridge is most 
sensitive when the balance occurs with the slider in the middle 
of the wire, it follows that the known resistance R^ should never 
differ iiuich from the unknown resistance R^. 

\\y means of eqs. (2), (3) and (4) together with the values 
of A^', A", /' and i" now obtained, the three constants a, b, and Ro 
can be computed. On substituting the values of a, b and Rq in 
eq. (i), an equation is obtained which gives the relation between 
the temperature and the resistance of the coil for any temperature. 
Such an equation, containing experimentally determined con- 
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stants whose value cannot be deduced from theory, is called an 
empirical formula. 

Substitute for / in this empirical formula tht values — '^T2i' •> 
— 200°, — 100°, 0°, 100°, 200°, 300° and 400° and compute 
the corresponding values of R ^, With these values plot a curve 
coordinating R and t. The accuracy of the preceding work 
should be tested by measuring the resistance of the thermometei 
coil at various known temperatures and comparing these ob- 
served values with the corresponding values given by the curve. 



Chapter XIII. 



EXPANSION OF SOLIDS AND LIQUIDS. 



When the temperature of a body is changed and the pres- 
sure kept constant, in general, its linear dimensions will suffer a 
change which is a function of the change of temperature. If a 
body at 0° is heated through a small temperature range, the 
change in the length of any linear dimension is found to be di- 
rectly proportional to the change in temperature. Thus if a 
rod which has a length of \^ at 0° be heated successively to tem- 
peratures t^ and ^2° (where t^ and t.^"" are not far from 0°), then 
its length at ^1° will be 

/, = /o(i+a/J (I) 

where a is a constant called the mean coefficient of linear expan- 
sion between 0° and /i°. Similarly the length of the rod at /g" 
will be 

/2 = /o (1+^2^2) (2) 

where a^ is the coefficient of linear expansion between o°and ^0°. 
Since t^ is nearly equal to /g"? ^ = ^2- Consequently, on being 
heated from ^1° to t^ the increase in length of the rod is 

w„ (L 4- «/i) \ -T a t^ 

— l^a (/2 — h) ( I —a t, + a- 1^- — etc.) 
In the case of solids a is so small that without appreciable error, 
the terms containing a^ and higher powers may be neglected. 
Whence, in this case we have 
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l, — l, = l,a(t, — t,) (3) 

When, however, the change in temperature is considerable, 
it is found that the change in length is not directly proportional 
to the change in temperature, that is, a is no longer a constant 
quantity. In this case the relation between the length and tem- 
perature is expressible by the formula 

/, = /o ( I + a' f + a" /- + a'" t^ + etc.) (4) 

where a' + a" / + a'" /- + etc = a. 

For most substances, a'\ a'", etc. are so small as to be quite 
negligible. For instance, in the case of wrought iron, a' = 0.000012 
while a" = 0.00000002 and a'" is too small to be accurately 
measured. Consequently eq. (i) is usually employed instead 
of eq. (4) except where the range of temperatures is very great. 
By precisely the same reasoning as above, the law of cubical 
expansion is found to be expressible by equations of the same 
form as the equations of linear expansion. Thus we have 

z^i = z^o (I + /3/,) (5) 

when the temperature variation is small, while 

V, = v,{i + iS' /, + iS" /,2 + etc.) (6) 

when the temperature variation is considerable. In these equa- 
tions 7'o represents the volume of the body at 0°, z\ the volume 
at /i° and /?. the mean coefficient of cubical expansion between 
0° and t^\ 

In the case of solids and liquids P is so small that terms 
containing its second and higher powers may be neglected. That 
is, analogous to eq. (3), we will have 

v., — Vi = Vi p{^2 —^i) or (7) 

V2 — Vi 

But in the case of gases, P is so large as to render this approxi- 
mation unallowable. If a gas has a volume t'o at 0°, its volume 
at t^^ and at t./ will be equal respectively to 

z'l = Vo (I + iS/,) and 

^2 = ^'o (1 +^ /'•>). 

Consequently Vi I -\- p f^ 

"z^ "^ I + /3/2 ^^ 

^ ~ 2^1 /2 - ^2 tl (^) 
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Reduction 01^ Barometric Readings. 



If the Torricellian vacuum above a barometric column were 
devoid of matter and if there were no capillary force between the 
mercury and the tube, then the weight of a barometric column 
would equal the pressure of the atmosphere at the place where 
the barometer is situated. The space above the mercury column 
is, however, filled with mercury vapor which exerts a small 
pressure depressing the mercury, and the capillary action be- 
tween the mercury and glass tube also diminishes the height to 
which the mercury will rise. It follows that the observed baro- 
metric height is less than the true barometric height. 

Again, even though the pressure of the atmosphere remained 
constant, the actual height of the mercury column may be al- 
tered in two ways: first, by a change of temperature which not 
only alters the density of the mercury in the barometer and con- 
sequently its height, but which also alters the length of the scale 
used to measure the height; second, by a change in the force of 
gravity acting on the mercury as it is moved to different parts 
of the earth's surface. Consequently, in order that barometric 
readings taken at different temperatures and at different parts of 
the earth's surface may be compared one with another, they must 
be reduced to the heights that would have been observed if the 
barometer had been at some standard temperature and at some 
standard position on the earth's surface. The standard conditions 
arbitrarily selected are the temperature of melting ice and the 
altitude of the sea level at latitude 45°. 

In precise work a barometric reading must be adjusted in 
the above four particulars, of which two are corrections and 
two are reductions to standard conditions. The method of mak- 
ing these corrections and reductions to standard conditions will 
now be considered. 

I. — Temperaturig, Let h and p represent the observed 
height and density of the mercury at /°, and let v represent the 
volume of unit mass at this temperature. ^Let /t^, p, and v^ 
represent the corresponding quantities at o" C. Then we have 

P g h = pq g Hq and also 1 = v p = v^^ p^^. 
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But V = V^,(l+p/). 

Whence -^ = 1 = J- = Al 

or h li(\ — ^ t) 

But since the coefficient of cubical expansion of mercury is a very 
small quantity, its square may be neglected in comparison with 
imity. The above equation thus reduces to 

//„ = h{V — ^ t). 

But the brass scale used to measure the height h is ruled so 
as to be correct at o°. That is, a space on the scale having unit 
length at o° has a length (z+a /) at /°, where a is the coefficient 
of linear expansion of the brass scale. Whence, a distance 
which at ^° is presumably h units long is really h {^i -{- at) units 
long. Consequently the barometric height that would have been 
observed if the barometer had been at o° C, is 

h^ = k{i + a/)(l -/3/) =/i[l — {i3 — a)l] approx. (1) 

Since, fi = 0.000182 and a = 0.000018 per degree Centigrade, 
if the temperatures are taken in Centigrade degrees, eq. (i) 
becomes 

hQ = h (i — 0.00016/) (2) 

If, however, the temperatures are taken in Fahrenheit degrees 

Hq n= h (i — 0.00009 (3) 

2. — Depression due to Capillarity. This depends upon the 
diameter of the bore of the glass tube. Its magnitude may be 
taken from the following table. 

Bore of tube in mm. 2 46 8 10 

Depression in mm. 2.18 G.70 0.25 o. 10 0.04 

3. — Depression due to pressure of rnereury vapor. This may 
be neglected except in the most refined work. The value of the 
vapor pressure of mercury at different temperatures is given h 
the Tables. 

4. — Re duet ion to sea level at 45^ latitude. This is niosi 
easily effected by nieans of Table 13. 
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XLII. 



DETERMINATION OF THE COEFFICIENT OF LINEAR 

EXPANSION OF SOLIDS. 



Object and Tiiicory of Experimknt. The object of this 
experiment is to detcnnine the coefficient of Hnear thermal ex- 
pansion of a metal. From eq. (3) p. 1 54 we have for the value of 
the coefficient of linear expansion of a solid 

where l^ represents the length of the body at t^° , {L — /J is the 
change of length produced by changing the temperature from 
fi° to /o°^ and a is the mean coefficient of expansion of the body 
between the temperature t^° and /g^- 

In this equation the quantity that must be measured with 
the greatest care is the change of length. This can be measured 
directly with a micrometer screw although it can be measured 
more accurately by means of some form of lever that will mag- 
nify the change of length by a known amount. 

If the specimen being studied is in the form of a long wire 
or rod it should be suspended vertically, surrounded by a steam 
jacket, and its change of length obtained by me.ms of the form 
of optical lever described in Experiment XXXI. If the specimen 
is in the form of a short rod or tube, either of the following 
methods may be used. 

In the first method to be described, one end of the speci- 
men is supported by means of a Y {A, Fig. 74) while the other 
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end, B, is supported b} a form of optical lever devised by Dr. F. 
C. (t. Aliiellcr. This optical lever is composed of a stirrup shaped 
piece of steel, CIIFD Fi^. 75, on which are ground two parallel 

knife edges CD and £ F. The stirrup is 
supported on the edge CD while the speci- 
men rests on the edge E F. Attached to the 
stirrup is a mirror M and a pair of counter- 
poising masses H, H. Wlien the specimen 
changes its length, the optical lever is 
tilted through a small angle. 

The length /^ of the rod at fi° is ob- 
tained directly by measuring the distance 
between the knife edges A and B. The 
change of length produced by a change of 
temperature {t.^ — t^ is obtained from the 
measurement of the angle of rotation of the 
optical lever thereby produced, together with the distance between 
the two knife edges C D and ij F of the optical lever. The angle 
of rotation is obtained by means of a telescope and vertical scale 
placed at a distance of about one meter from the mirror of the 
optical lever. Focus the horizontal telescope on the vertical 
mirror so that the numbers on the scale become distinctly visible. 
The angle of incidence of the light ray from the scale to the 




Fig. 75. 




Fig. 76. 
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mirror is now 0°. If then the temperature of the specimen be 
changed, the optical lever will be tilted through an angle 6, The 
angle of incidence is now (Fig. 76) : and since the angle oi 
reflection equals the angle of incidence, the angle p 0' ^ 2 6. 
Denoting the distance of the scale from the mirror 
by L and the scale reading 00' by s, we have 

s 
tan 2 o = ->-. 

If the distance between the knife edges C D and E F oi the 
optical lever (Fig. 75) be denoted my m, it is obvious that when 
the angle is small, we will also have tan m (1 2 — /i)-— m. 

Therefore 

m s 
(A — /i) = /« tan e = 22; approx. ^2 

This approximation should be used only when tan 2g< 0.05. 

Another method of determining (h — l^) with a high de- 
gree of accuracy is to use a small roller for obtaining an indication 
of the change of length of the rod magnified by a known amount. 
The specimen is held horizontally in two Y shaped supports, one 



Fig. 77, 

of which is fixed (M, Fig. yy), while the other, (N)y is fastened 
to a horizontal plate of glass resting on two rollers made of 
hardened steel rods. (Carefully selected sewing needles answer 
very well.) This movable support with its two rollers resting on 
a glass bed plate constitutes a carriage which moves as the 
length of the specimen is changed. A light pointer fixed to one 
of the rollers moves over the face of a divided circle. If the roller 
carrying the pointer is situated directly below the Y support- 
ing the movable end of the specimen, then the indication of the 



\^kz*.rr: h'". ''tr. 'rr-aff«ec^tr 1 V. anv cra-n.ge of tempeiature of the 

i>:'- :?.-': iLiT-.'Tt^T :: ih-t r.Cer cLrr.in^ the {>:'mter be denoted 
'; / i. ^^r: : - 't.ktt. \7jz zzttj^-z i^ •fif^Iace'i -xith reference to the bed 
'^/.zzr: ',y thr: ^zT.r'fzr.z .\ — '- . let ih-c angular 'ieiiection of the 
rp'tirr.rT \r.rrt\y pr-xl-ce^ be *Ur:i«ed by 9'\ Then the roller is 
c:='^,/.^-r.--A <.'.'yr.z tr.e be<i plate through the ♦iistance $ -r d -^ 360. 
\vA <rz^i the carriage nioves al'i-ng on the roller by this same 
ary/.:n:. it fo'Iowir that the displacerr.ent y>i the carriage with 
TfzffT^^rfz Vj the be^! plate is 

2h r d t* r d (3) 

/ / 

"J AxrF'f;r.ATi«.»x and Compltatiox. In the case of Muellers 
forn; of optical lever, the normal distance between the knife 
'"l^es C fJ and /: F. Fig. j^. is obtained either with a dix-iding 
enj^^inc or a vernier caliper. Assemble the apparatus and by 
m^rans of a meter stick, measure /j. that is, the distance beiween 
tile two knife eriges ./ and B on which the specimen rests. Ob- 
"^rrvf thf t(.'nipcrature /,. Adjust the telescop)e and scale as di- 
nrt'-d on p. 25. Measure the distance from the mirror to the 
sc's.l'- with a meter stick or steel tape. Obser\'e the scale reading 
in thf* t^lescoi>e. send a current of steam for some minutes througli 
tlu: jacket surrrnmding the specimen and take the new scal^ 
rc.'uliiig. The difference between these readings is ^ in eq. (2)- 
Observe the tem[)erature t.^ by means of the thermometers inserted 
in the steatn jacket. 

fn the case of the roller method, measure the diameter of the 
roller with a niicrometer gauge. Assemble the apparatus, being" 
careful that the roller carrying the pointer is normal to the lengtli 
of the hed ])late, and also that it is at the exact center of the 
divided circle. The carriage should be placed at such a positiort 
on the roller that the Y is directly above the roller carrying the 
pointer. \ow, by means of a meter stick, measure /i, that is, the 
distance between the edges of the two Ys on which the specimeim 
rests. ( )l)serve the temperature f^ and also the reading of thc^ 
p( .inter on the divided circle. Send a current of steam for some* 
niiinites through the jacket surroimding the specimen and ob— 
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serve the new position of the pointer. The difference between 
these two readings of the position of the pointer is the value of 
to be used in eq.(3). Observe the temperature ^2 by means of 
the thermometers inserted in the steam jacket. 
Test Questions and Problems, 

1. When the roller method is employed to determine the 
change of length of the specimen, show that the roller suffers a 
translation along the bed plate equal to J^ (l^ — /i). Knowing 
the dimensions of the apparatus used, compute the error this fact 
introduces in the value of a determined in the experiment. 

2. Suppose that in the roller method, the angle through 
which the roller turns is measured by means of a mirror, telescope 
and scale. Show any change this procedure would make in 
^Q- (3)> ^^^ point out any advantage or disadvantage this ar- 
rangement would possess over the arrangement using pointer and 
divided circle. 

3. Prove that the coefficient of cubical expansion of a sub- 
stance is approximately three times its coefficient of linear ex- 
pansion. 
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DETERMINATION OF THE COEFFICIENT OF ABSO- 
LUTE EXPANSION OF A LIQUID BY THE 
METHOD OF BALANCING COLUMNS. 



Object and Theory of Experiment. The object of 
this experiment is to determine the coefficient of expansion of 
mercury by a method which is indeirendetit of the change in 
volume of the containing vessel. The method employed in this 
experiment is to determine the coefficient of expansion of the 
liquid from the ratio of its densities at different temperatures. 

The apparatus used by Regnault is illustrated in Fig. 78 and 
Fig. 79. Consider a W shaped tube A B C D E F containing mer- 





FiG. 78. 



Fig. 79. 
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cury having the branch A kept at a high temperature by means 
of a steam jacket while the remainder of the apparatus is kept 
at the temperature of the room by means of water jackets. 
The entire apparatus is suspended by two clamps at- 
tached to the upper horizontal connecting tube. The 
mercury in the columns A and F is kept separated by means of 
compressed air in the tube C D, Let H^, H^, h-^ and /ta represent 
the differences in level as indicated in the figure. Let the tem- 
perature and the density of the mercury in the hot part of the 
apparatus be denoted by /g and pa respectively, while the tem- 
perature and density of the remainder of the mercury is denoted 
by /i and p^ respectively. Also let P be the excess of the pres- 
sure in C D above that of the atmosphere at the open ends of the 
columns A and F. Then for the cold column F we have, 

P+.h^ Pi g = H^P, g 

and for the hot column A, we have, 

P-\- h^ Pi g = H^ P2 g. 

Whence ^i Pi g— ^i Pi g = ^2 P2 g — ^2 Pi g or 

Pj_ H2 

P2 ~ i^i— >%!.+ h^' (1) 

If we consider any mass of mercury, its volume is inversely pro- 
pK)rtional to its density. Whence from eq. (5) p. 154 

Po - v,-l -h (i^, (2) 

and also P2 ^0 _ 1 

77 = 1;;^ T+T?;' (^) 

On substituting these values of pi and p2 in eq. (1) we obtain 

//2 ^ 1+/9/2 

whence _ (//o — H,) + {h, — h.) 

^^ ~ [//i — (h, — .^2)] ^2 — ^2 /i W 

Manipulation and Computation. Air is very carefully 
pumped into the reservoir R until the mercury rising in the col- 
umns A and F flows across the connecting tube G. The air pres- 
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sure in R should be so adjusted that the surface of the mercury 
stands at about the axis of the tube G, The water in the water 
jackets must be kept well stirred and its temperature t^ observed. 
This must be kept at the same temperature as the air reservoir, i, e. 
the temperature of the room. Note also the temperature tz of the 
hot column. 

From Fig. 79 it is obvious that {h^ -\- b) =■ {K + a), 
that is, {h^ — h,) = (a — b), (5) 

Also (H^ — H,) = b, (6) 

Pleasure a and b by means of a cathetometer and H^ with a 
meter stick. All of the quantities required for the determination 
of the coefficient of cubical expansion of mercury by means of 
eq. (4) are now at hand. 



XLIV. 



DETERxMINATlON OF THE COEFFICIENT OF CUBICAL 

EXPANSION OF GLASS. 



Object and Theory 01^ Experiment. When a vessel filled 
with liquid is raised in temperature, the apparent expansion of the 
liquid depends upon the difference between the coefficients of 
cubical expansion of the liquid and the containing vessel. If 
the apparent expansion is observed and the coefficient of ex- 
pansion of either the liquid or the containing vessel is known, 
then the coefficient of expansion of the other can be determined. 
The object of this experiment is to determine the cubical coefficient 
of expansion of a glass bulb from an observation of the apparent 
expansion of mercury contained in it. The absolute coefficient of 
expansion of mercury is supposed to be known" from the pre- 
ceding experiment. 

Let the bulb be filled with mercury at the temperature t^° 
and be then heated to /o^- This will cause some of the mercur 
to bo expelled. A bulb used in this manner is called a weigh 
dilatometer. 
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Let Ml and p^ represent the mass and density respectively oi 
the mercury contained in the bulb at tx° ; 
M2 and p^ the mass and density respectively of the mer- 
cury contained in the bulb at /g^/ 
T'l and Vo the volume of the bulb at /i° and t^^ respect- 
ively ; ♦ 
^'3 the volume of the mercury at ^0° J 
y the mean coefficient of cubical expansion of glass from 

/i° to ^2° ; 
/^ the mean coefficient of cubical expansion of mercury 
from ^1° to ^2°- 
From the definition of density, we have 

M^ = Vi pi = V3 P2 

and Af2 =2^2 f>2' 

Also from eq. (7), p. 154, 

V2 = V,[l + 7(^2 — ^i)]. 

Combining these equations, 

2/3 pi Ml 2/, Ml 

That is 

2^3 — z^j . _ ^/j —M2 Ml y 

Vi{t2—ti) - M^it^—ti)'^ M2 ' (1) 

It will be noticed that the left hand member of this equation is 
the change in volume of the mercury per unit vokmie per degree, 
that is, the mean cubical coefficient of expansion between t^ and 
^2°. Denoting this quantity by j3 we obtain for the mean cubical 
coefficient of expansion of glass between t^ and t^ , 

M2 ^_ Ml - M 2_ (2) 

Manipulation and Computation. The most convenient 
form of weight dilatometer for this experiment is a specific 
gravity bottle having a perforated glass stopper. After carefully 
cleaning and drying the bottle weigh it ; then fill with mercury 
and heat over a sand bath until all air bubbles have been re- 
moved. After the bottle has cooled to the temperature of the 
room insert the stopper and carefully wipe off the expelled mer- 
cury and weigh bottle and contents. Next place the bottle in a 
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glass beaker and pour water into the beaker up to the level 
of the bottom of the stopper. Raise the temperature of the whole 
apparatus to about ten degrees above the temperature of the 
room and keep it constant at this point for two or three minutes. 
Observe this temperature, carefully brush the globule of mercury 
from the top of the stopper and take the weight dilatometer out 
of the water bath. Carefully pour the water off of the globule of 
mercury that is in the bottom of the beaker, dry the globule over 
the sand bath and weigh. The weight of this globule is M^ — M^, 
All the data for the computation of the mean coefficient of cubical 
expansion of glass between the particular temperatures of the 
experiment are now at hand. 

Now raise the temperature of the water bath ten degrees 
above the last observation, weigh the mercury thereby expelled, 
and compute the value of the coefficient of cubical expansion as 
before. Repeat at ten degree intervals- until the boiling point 
of water is reached. 

It is obvious that when one knows the coefficient of expansion 
of glass, then the coefficient of expansion of a liquid can be de- 
termined by the method used in this experiment. Also, if the co- 
efficients of expansion of glass and a liquid are known, one can 
by this method compare temperatures. For this reason the weight 
dilatometer is often called a weight thermometer. 

Test Questions and Problems. 

I. Derive an equation by means of which one can determine 
the coefficient of expansion of a solid body which is sufficiently 
small to be inserted in the dilatometer of the preceding experi- 
ment. It is to be assumed that the coefficients of expansion of 
glass and of some liquid that will not act chemically on the body 
are known. 
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Chaptrr X[V. 



PROPERTIES OF GASES AND SOLUTIONS. 



The Fundamental Law oi^ Gases. — A perfect gas is one 
which obeys Boyle's law that under isothermal conditions the 
product of the pressure and volume is a constant quantity. 
Charles found that when the pressure of such gases is kept con- 
stant the coefficient of expansion is a constant quantity. These 
two laws may be expressed by the two equations 

p V z^ a constant. (Boyle's Law) (i) 

zf = Vq (i-\-at) (Charles' Law) (2) 

where Vq and v represent the volume of a given mass of gas at 
0° and t° respectively, p represents the pressure at t°y and a rep- 
resents the coefficient of expansion. 

By combining these two equations, an equation is obtained 
which applies to a perfect gas for any pressure, volume and tem- 
perature. This fundamental law of gases will now be derived. 
Let the pressure, volume and temperature of a given mass of gas 
be denoted by p, v and t respectively. When the temperature is 
reduced to 0° let the corresponding quantities be represented by 
the symbols pQ, v^ and t^. Let v' represent the volume of the 
gas when at the pressure p^ and temperature t. 

If the gas originally in the condition represented by p, v, t, 
be compressed isothermally until its pressure becomes p^, we have 
by Boyle's law, 

Po"^' = PV (3) 

If now, keeping the pressure p^y constant, the temperature be re- 
duced to fo» then by Charles' law, we have 

v' = Vo (I + at) (4) 

Combining eqs. (3) and (4) we have 

pv = poVo (i + at) (5) 
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From experiment it has been found that 

.',pv=poVo(l + ^)=£j^(273+t) (6) 

Assuming this equation to be true for all temperatures, when 
/ = — 273° C, we have p v z= o. That is, at this temperature 
either the gas occupies no volume or it exerts no pressure. The 
former alternative is inadmissible but the latter can be explained 
on the kinetic theory of gases by considering the molecules at 
this temperature entirely devoid of kinetic energy, that is, entire- 
ly deprived of heat. This means that the absolute zero of tem- 
perature is 273° C, below the centigrade zero. Representing by 
T the temperature of the gas reckoned from the absolute zero, we 
can put (273 -\- t) ^= T, whence eq. (6) becomes 

i><-' = ^"r. . (7) 

For any given mass of gas, it is obvious that the coefficient of 
7* in eq. (7) is a constant for that gas which can be determined. 
Representing this constant by R, we have 

pv = R T. (8) 

This is called the fundamental law of gases. Obviously, 
the value of the constant R will be the same for all gases if such 
a mass is taken as a unit that the volumes of different gases for 
the same temperature and pressure will be equal. This means that 
the unit of mass must be such that there shall be the same number 
of molecules of gas in a given volume when under a given pres- 
sure and temperature. This indicates that the unit of mass should 
be the number of grams numerically equal to the molecular weight 
of the gas. This number is called a gram molecule. Thus for 
example, one gram molecule of H is 2 grams, one of O is 32 
grams, one of CI is 70.74 grams, one of HCl is 36.37 grams. It 
is found by experiment that the volume occupied by one gram 
molecule of any gas at 0° C, and 76 cms. of mercury pressure 
is about 22380 c.c. 

If the gram molecule is taken as the unit of mass, the value 
of R for all gases can be obtained by substituting for p, v and T 
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of eq. (8) values obtained directly from experiment. Since at 0° 
C, and pressure of 76 cms. of mercury, one gram molecule of 
gas occupies 22380 c. c. we have 

/>_(76X 13.5953)22380 

m 

= 84700 gm. cms. 
or, since i calorie = 4^750 gm. cms. 

R = ^^^^^ = 1.98 calories. 
42750 

Therefore when the gram molecule is taken as the unit of mass, 

the fundamental law of gases assumes the simple form 

p V =z I ,gS T calories. (9; 

Appucation to S01.UT10NS. van't Hoi^f's Law. — The pres- 
ent theory of solution has for its basis the fact proved by van't 
Hoif that the laws applicable to perfect gases also apply to dilute 
solutions. A solution is defined as a homogeneous mixture of 
two or more substances incapable of separation by mechanical 
means in which the relative quantities of the components can vary 
continuously between certain limits. The solvent is the substance 
present in largest proportion and a solute is a substance present 
in less amount. In the same manner that a gas will diffuse 
throughout any empty space in which it may be placed, a solute 
will diffuse throughout the entire volume of solvent containing 
it. The force with which a gas tends to diffuse and thus occupy 
more space is called gas pressure. The force with which a solute 
tends to diffuse throughout a solvent and thus occupy more space 
is called osmotic pressure. Gas pressure is measured by the re- 
action produced by the impact of the gas molecules on the im- 
pervious walls of the containing vessel. Osmotic pressure is 
measured by the reaction produced by the impact of the molecules 
of the solute on a membrane impervious to them but perfectly 
pervious to the molecules of solvent. 

Pfeffer found that at any given temperature, the product of 
the volume of a dilute solution containing one gram molecule of 
solute, and the osmotic pressure of the solute, is a constant quan- 
tity. This is analogous to Boyle's law for gases, viz. at constant 
temperature, the product of the volume of any given mass of 
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gas and its pressure, is a constant quantity. Pfeifer also found 
that the osmotic pressure of a solute varies directly with the tem- 
perature. This is an analogue of Charles' law for gases. These 
striking similarities between the laws of perfect gases and dilute 
solutions led van't Hoff to expect that the fundamental law of 
gases applies also to dilute solutions. That is, letting P denote 
the osmotic pressure of the solute, V the volume of solution con- 
taining one gram molecule of solute and T the absolute temper- 
ature, we would have 

PV = RT, (10) 

This hypothesis can be tested by substituting for P, V and T 
values obtained from experiments on solutions, and comparing 
the value of R thus obtained with the value obtained for gases. 
Although measurements of osmotic pressure cannot be made 
with so great accuracy as of gas pressure, still, on substituting 
in the equation assumed to apply to solutions values of P, V and T 
obtained from experiment, the value obtained for the constant 
agrees practically with the value of R previously deduced for the 
case of gases. Consequently we may write eq. (10) in the form 

F F = 1.98 T calories (iij 

It thus appears that not only does the osmotic pressure of a 
substance in dilute solution obey the same volume and temperature 
relations as docs a gas, but also that the numerical value of the 
osmotic pressure equals the gas pressure that would be exerted 
by the same number of molecules occupying the same volume 
in the state of gas. 

It should be noted that this law of van't Hoflf requires to be 
modified for solutions of certain salts, strong acids and bases 
which give an osmotic pressure greater than that calculated by 
the law. 

ExTDRNAT. Work donk during Expansion under Con- 
stant PrivSSurk. — If a body expands under constant pressure, 
the work done equals the product of the pressure and the change 
of volume. P'or example if a gas of mass ;// changes its volume 
by an amount v whilethe pressure p and the al)solute tempera- 
ture T remains constant, the work done is 

W = pv — mRT (12) 
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Again, if when a gas of mass in is heated under constant 
pressure from a temperature T to a temperature (T -{- dT) its 
volume changes from z\ to 7*2, we will have 

Vi p ^= m R T and 

v., p = VI R (T + d T). 
Consequently the work done during the expansion is 

JV.^p {v,-v,)^mR (dT), (13) 

ExterxalWork done during \\\porization and Solution. 
— As a special case of eq. (12) we can consider the work done 
during vaporization and the analogous process of solution. If a 
gram molecule of any liquid vaporize under a pressure p and 
temperature T, and if the difference between the volume of the 
gram molecule of vapor and liquid be denoted by v, then the 
external work done during the process of vaporization is 

W, = pv = RT (14) 

Similarly imagine one gram molecule of substance to be dis- 
solved in a volume V of solution. Let P represent the osmotic 
pressure of the solute. Then from van't Hoff's law, the external 
work done during the process of solution is 

W, = PV = RT ■ (15) 

The Ei^ficiency oe a peri^ectIvY Reversible Thermody- 
namic Engine. — ^When heat is transformed into mechanical work 
or mechanical work is transformed into heat, the quantity of 
work is equivalent to the quantity of heat. This special case of 
the law of conservation of energy is called the first lazv of thcrmo- 
dynamics. But it must be noted that under the conditions of tem- 
perature possible on the earth's surface, it is impossible to trans- 
form all of the heat taken from a body into mechanical work. 
In other words the. efficiency of transformation is never unity. 
Another broad generalization obtained from experience is that by 
means of no self-contained inanimate mechanism can heat be 
taken from a colder body and given to a warmer body without 
work being put into the mechanism. This generalization is 
called the second lazv of thermodynamics. 

Any arrangement that will transform heat into mechanical work 
is a thermodynamic engine. One of the simplest forms .of engine 
consists of a piston and cylinder containing some substance whose 
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volume changes with temperature. Imagine the piston and sides 
of the cyHnder to be made of an ideal material which is a perfect 
non-conductor of heat while the bottom of the cylinder is made 
of a perfect heat conductor. Imagine that in addition we have a 
non-conducting stand and two large tanks of water. Let one of 
the latter be at the temperature T and the other at a lower temper- 
ature (T — d T). The discussion of the transformation of heat 
into work will be much simplified by considering the engine to 
go through a cycle of operations such that at the end of the cycle, 
the working substance is in the same condition that it was in 
the beginning. By this device the internal energy of the working 
substance will be the same at the end as at the beginning and any 
work done by the engine will be due solely to the heat supplied to 
it from outside. The simplest cycle of op)erations is that devised 
by Carnot which consists of four processes. In two of these pro- 
cesses the working substance changes its volume withotit changing 
its temperature, while in the other two processes the change of 
volume takes place without the passage of heat either into or out 
of the working substance. The first sort of change is called an 
isothermal process, the second, an adiabatic process. 

Let the condition of the working substance with respect to 
pressure, volume and temperature be that represented by the 

point x-J, Fig. 80. Most substances expand 

when their temf>eraturQ is raised. These 

g IX 1 substances rise in temperature when their 

i \ !\ ^c volume is decreased. A few substances behave 

in the opposite manner. We will imagine the 
T-dT working substance under consideration be- 

" " \ .^ — rii longs to the former class. 

Fig. 80. Let the working substance go through 

the following four processes: 

First. Place the cylinder on the non-conducting stand and 
apply pressure to the piston until the temperature of the working 
substance rises to T. The pressure, volume and temperature of 
the working substance is now that corresponding to the point B 
of the diagram. During this process the work done on the work- 
ing substance is represented by the area b B A a; and as no heat 
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has either entered or left the substance, the heat change is zero. 

Second. Place the cylinder in the tank of water of temper- 
ature 7^ and allow the substance to expand. Being in the large 
tank of water the temperature of the working substance remains 
constant, but this fact requires heat to enter the substance. De- 
note this amount of heat by the symbol H^, During this procesj^ 
the work done by the working substance is represented by the 
area B C c b and the heat absorbed equals //,. 

Third, Transfer the cylinder to the insulating stand and 
allow the working substance to expand adiabatically until its tem- 
perature falls to(T — d T). During this process the work done by 
the working substance is represented by the area C D d c, and the 
heat change is zero. 

Fourth, Place the cylinder in the tank of water at the tem- 
j)erature (T — d T) and apply pressure to the piston until the sub- 
stance attains its original condition represented by the point A in 
the diagram. During this process, the work done on the sub- 
stance is represented by the area D A a d and an amount of heat 
that may be denoted by the symbol H^ has left the substance. 

Since the final condition of the working substance is the 
same as the original condition, the result of this cycle of four opera- 
tions is that an amount of work represented by the area ABCD 
has been produced at the expense of an amount of heat (//^ — ^2)- 
Obviously the cycle could start at any point and proceed in either 
direction. If the direction is reversed, heat will be transferred 
from the cold to the hot body at the expense of mechanical work 
supplied from outside. This ideal engine is consequently per- 
fectly reversible. 

From the fact that the working substance must be colder 
than the source of heat while absorbing heat, and warmer than 
the condenser when giving heat to it, it follows that the work 
done will be actually less than that represented by the area^'^ BCD. 
In addition, in an actual engine there are always unavoidable 
thermal losses due to conduction and radiation which are not 
present in the ideal cylinder here considered. Consequently no 
actual engine is perfectly reversible and no actual engine can do 
the amount of work corresponding to a perfectly reversible cycle. 
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It will now be shown that a reversible engine working be- 
tween any two temperatures will transform a greater fraction of 
the heat absorbed into mechanical work than any other engine 
working between the same temperatures. That is, the efficiency 
of a reversible engine is the highest possible. Thus suppose a 
certain irreversible engine X be conceived -to have a higher effi- 
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ciency than the reversible engine Y. Imagine the two engines 
coupled together so that the irreversible engine X drives the re- 
versible engine Y in the reverse direction. By this process, at 
every stroke X is putting into Y a certain amount of mechanical 
work W, and by the expenditure of this work, Y will absorb from 
the cold body an amount of heat //g and give to the hot body a 
greater amount H^. The engine X will absorb from the hot body 
an amount of heat H^, deliver a part of it //g to the cold body 
and transform the remainder into an amount W of mechanical 
work. By the assumption that X is more efficient than Y it 
follows that the amount of heat H^ required to produce the me- 
chanical work J'V necessary to operate the engine Y is less than 
the amount of heat H^ delivered to the hot body. Consequently 
if the original assumption is correct, the combined self contained 
system enables heat to pass continuously from a cold to a hot 
body until the entire quantity of heat in the cold body is exhausted. 
Since this result is quite contrary to experience, it proves that the 
original assumption is false. Therefore no engine can be more 
efficient than a reversible engine. It follows that all reversible 
engines have the same efficiency. In the preceding paragraph it 
was shown that no irreversible engine can do the amount of work 

corresponding to a- perfectly reversible cycle .Therefore a reversible 

engine is the most efficient possible ; that is, a reversible engine 




hie; Re:ve;rsibi,b; Engine; 175 

working between any two temperatures will transform a greater 
portion of the heat absorbed into mechanical work than will any 
other engine. 

The value of this efficiency will now be obtained. Since the 
efficiency of all reversible engines is the same and is independent 
of the working substance, the efficiency can be determined from 
the consideration of a reversible engine using whatever working 
substance is most convenient. It will be simplest to consider the 
action of a perfect gas. Let a mass of perfect gas go through the 
cycle of operations represented by A B C D, Fig. 82, between 

the temperatures T and (T — d T), Draw 
the lines B b and C c parallel to the pressure 
axis. The mechanical work done during the 
cycle is represented by the area (A B C D) = 
area (B B C F) when the isothcrmals and 
adiabatics are drawn so close together that the 
figure A B C D may be consider d to be a par- 
allelogram. The work done 

W = {B E) (b c). (16) 

Let V denote the volume of gas when in the condition represented 
by the point B and let d v denote the small change of volume rep- 
resented by the line {be). Let p^ be the mean pressure along 
the path B C and p^ the mean pressure along the path D A. Then 

{BE) =P^-P, (17) 

represents the mean difference of pressure of the gas when at 
the temperature T and when at the temperature ( T — d T), 
For the condition represented by the point B we have 

P^v = r't (18) 

and for the condition represented by the point £/ 

p,v = R {T — d T), (19) 

since the volumes at B and E are equal. 
Dividing eq. (19) by eq. (18) 

A ^ T-dT _ __ d_T 
Pi r T 

A-A==A^ (20) 
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observations of the change in pressure produced in a gas by 
changes in temperature, when the mass and volume remain con- 
stant. 

Let a given mass of gas be at an initial temperature of 
0° C. (T„, absohitc), pressure /•„ and volume 'i\,. When it is 
heated to t" C. [ ('/"o + t) absolute] , let the pressure be represent- 
ed by J'^ and volume by r^ 
From the fundamental law of gases eq. (8) p. 168, 



'J\ 






If the volume be kept constant eq. (i) becomes 

I', — /•" 
or, if the pressure be kept constant, we have 



(1) 
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(3) 




from eq. (5) p. 154. 

Therefore the coefficient of expansion of a gas 

equals the "pressure coefficient." 

The apparatus best suited to the applica- 
tion of the above formula is some form of 
Joll\'s Aw Thermometer. This consists. Fig. 
83, of a glass bulb B filled with air or other 
gas, connected to an open manometer tube M 
filled with mercury. Immediately below the 
bulb is a tube containing an index finger F 
made of colored enamel. The volume of the 
gas i.s made definite by adjusting the plunger 
P until the mercury surface is brought to the 
point P. The pressure of the gas in the bulb 
is measured by the difference of level of the 
mercury at P and the mercury in the mano- 
meter tube. The bulb is cnclosc(i by a vessel 
in which can be placed water or ice. D. is a 
drying tube used in filling the bulb. 
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On account of the temperature of the small amount of gas 
in the exposed part of the bulb being different from that in the 
bulb, and also on account of the change of volume of the bulb 
when its temperature is changed, eq. (3) cannot be used in its 
present simple form. The corresponding equation in which these 
facts are taken account of will now be derived. 

Let pQ ^ pressure in bulb when at 0° C. (To absolute) 
p^ ziz pressure in bulb when at t° C, (T absolute) 
Vq = volume of bulb at 0° C 
7.'^ = volume of bulb at /° C, 
M' ^ mass of gas in bulb when at 0° C. 
M" ^ mass of gas in bulb when at ^° C. 
v' ^ volume of exposed part of bulb when bulb is at 

0° C. 
v" = volume of exposed part of bulb when bulb is at 

f° C, 
m' 1= mass of gas in exposed part of bulb when bulb is 

at 0° C. 
m" = mass of gas in exposed part of bulb when bulb is 
at 0° C. 
Without sensible error, the temperature of the exposed part 
of the bulb may be assumed to be constant and equal to that of 
the room. Let this temperature be denoted by f' C. (7^ absolute). 
It follows that v' = v" approximately. 

Applying the fundamental law of gases we have 

p, vo = R M' To (4) 

2>^ v^ = R M" T (5) 

2)o V = R m' T .. (6) 

p^ V' = R m" T' (7) 

Since the mass of gas in the apparatus remains constant 

M' +m' = M" + m" (8) 

By means of eqs. (4), (5), (6) and (7) eq. (8) becomes 

rii 'rill fli ' fill V / 

Representing by 7 the coefficient of cubical expansion of 
glass between the temperatures 0° and t° C, we have 

v,=v,{i+yt) (10) 
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Substituting this value in eq. (9) and remembering that 
T=T, + t, r=To + t' and that ^^o = y (eq. 3) 
we obtain 

Dividing through by v^ and denoting the constant ratio v' -=- v^ 
by k we obtain 

Whence solving for /3 and neglecting terms containing /?'- and yP 
we have for the value of the coefficient of expansion of a gas 

Po (t + f +h't)—p,{t' +kt) 
ManipuIvATion and Computation. — If the value of the 
quotient (v' -^ v^) is not known, it must be determined by finding 
the volume of the bulb and of the attached tube by weighing first 
when empty arid then when filled with water up to the proper 
points. The bulb is now to be thoroughly dried by drawing 
through it air that has passed over fused calcium chloride. After 
the apparatus is assembled the bulb is filled with thoroughly dried 
gas. In this experiment air will be the gas used. To simplify this 
operation, a fine capillary tube C has been sealed into the bulb. 
This capillary is connected to a drying tube D and then the bulb 
partially evacuated by raising the plunger P. This operation 
draws dry air into the bulb. By alternately depressing and rais- 
ing the plunger a number of times, the air finally in the bulb will 
be quite dry. The end of the capillary C is now sealed off with 
a small blowpipe flame. 

Fill the vessel enclosing the bulb with snow or small pieces 
of ice and adjust the plunger until the mercury in the air ther- 
mometer tube reaches the index F, Observe the difference in 
lieight between the mercury in the manometer tube M and the 
index F. This difference in height plus the height of the barometer, 
is the value of p^ in eq. (13). 

Substitute cold water for the ice and carefully heat it to 
about 30° C, by passing steam into it. This must not be done 
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too quickly else the glass may crack. Again adjust the plunger 
until the meniscus of mercury in the thermometer tube just 
touches the index finger, and again observe the difference of 
height between the mercury in the manometer tube and the 
index. This difference added to the barometric height is the value 
oi Pi in eq. (13). The temperature of the warm bath is ^° C. 
The resulting value of ^ is the coefficient of expansion of air 
from 0° to 30°. Raise the temperature of the bulb to about 50° C, 
and find the value of the coefficient of expansion for the range 
0° to 50°. In the same manner find the value of the coefficient of 
expansion for temperature ranges 0° to 70° C, and 0° to 100° C. 
Test Questions and Problems. 

1. Why is it usually unnecessary in this experiment to re- 
duce the barometric height and the manometric height to 0° C? 

2. Outline clearly the assumptions that have been made 
and any considerations that have been neglected in the derivation 
of eq. (13) which limit the accuracy of the result. 
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DETERMINATION OF THE MAXIMUM VAPOR PRES- 
SURE OF A LIQUID AT TEMPERATURES BELOW 
100° C, BY THE STATICAL METHOD. 



Object and Theory 01^ Experiment. — When a liquid evap- 
orates in a closed space the vapor formed produces a pressure 
on the surface of the liquid and the enclosure which increases 
with the mass of vapor. The vapor pressure* reaches a maxi- 
mum value when the space is saturated. The maximum vapor 
pressure, or pressure of the saturated vapor, depends upon the 
temperature of the vapor. The object of this experiment is to 
determine the pressure of saturated aqueous vapor at tempera- 
tures from about 50° C, to 100° C. 



♦The expression "vapor tension" is sometimes used instead of "vapor 
pressure" to denote the elastic stress exerted by a vapor. Careful writer?, 
however, use the v/ord pressure to denote a push, and tension to denote a puM. 
Since vapors and gases cannot exert a pull the term vapor tension is a mis- 
nomer. 
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In the Statical Method to be used in, this experiment, the 
vapor pressure is determined from an observation of the chapge 
in the height of a barometer colimin produced by the introduc- 
tion in the vacuous space above the mercury of a small quantity 
of the specimen. The apparatus, Fig. 84 consists of a baro- 
meter tube having its upper end enlarged into a narrow bulb, 
and its lower end joined to an open manome- 
ter tube M. Opening into the horizontal 
tube joining the barometer and manometer 
is an iron cylinder filled with mercury. The 
height of mercury in the two tubes can be 
varied by means of a plunger, P, in this cylin- 
der. A small finger, F, made of colored 
enamel in the bulb of the barometer tube 
serves as a convenient fixed point from which 
heights can be measured. The vapor being 
studied can be brought to the desired tem- 
perature by means of a glass water bath sur- 
rounding the bulb. 

If the barometer tube contains only mer- 
cury, water, mercury vapor and water vapor, 
then the sum of the maximum vapor pressure 
of mercury and of water, at the temperature 
of the experiment, equals the atmospheric 
pressure diminished by the difference of level 
of mercury in the two tubes. The difference 
between this pressure and the maximum vapor pressure of mer- 
cury at the particular temperature of the experiment gives the 
maximum vapor pressure of water at this temperature. But the 
vapor pressure of mercury is so minute at temperatures below 
100° C, that this correction is useless in any experiment made 
Ijy this method by inexperienced students. 

Manipulation and Computation. — For the purpose of in- 
troducing the specimen into the barometer tube, the bulb is 
terminated by a fine capillary tube. Screw the plunger down 
to near the bottom of its run and fill the apparatus up to the top 
of the bulb with mercury. The small amount of air clinging to 
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tr.c rl'ies cf the t-be can be driven oflF by passing a Bunsea's 
i::rr.er r.arr.c -y ar.i i^.wn the length of the tube until the con- 
lair.c-: rr.crcv.ry :? ra:>c:'l nearly to its boiling point. Allow the 
r.'.crc::r> to c>. I zo the ten:perature of the room. Then slip over 
the cud o: the capillar}- a piece of rubber tubing about three 
inches long, depress the plunger until mercury is forced out of 
the en.: t.'i the capillary. Fill the section of rubber tubing with 
bilol water. Xow raise the plunger until about a cubic centi- 
meter •:•! water is drawn into the bulb. Remove the piece of rub- 
ber tubing ana seal off the end of the capillary with a blow-pipe 
flame. If this operation has been carefully performed, the ba- 
rometer tube will now contain only mercurj* and water. 

Obsene the atmospheric pressure from the laboratory 
standard barometer. Fill the water jacket with water and pass 
steam int<.^ it until it reaches a temperature of 50° to 60° C The 
current of steam must not be directed either on the bulb or on the 
glass water jacket else the sudden expansion of the glass may 
crack it. ]\\ means of the plunger adjust the height of the mer- 
cury in the barometer tube until it is brought just into contact 
with the tip of the index finger. Stir the water in the water 
jacket, observe its temix?rature, readjust the plunger if necessary, 
and move the slider S until its cross wire is tangent to the men- 
iscus in the manometer tube. Read the difference of level between 
the cross wire of the slider S and the end of the index finger F, 
Aflfl to this height the number of nun. of mercury equivalent 
to the layer of water on the surface of the mercury in the ba- 
rometer tube. The atmospheric pressure in mm. of mercury di- 
minished by this corrected difference of level is the maximum 
l>rcssnre of aqueous vapor for the particular temperature of the 
exj)crimcnt. 

'i'ake similar readings every 5° up to 100° C Plot a curve 
with vapcjr pressures as ordinates and corresponding tempera- 
tures as abscissas. On the same coordinate axes plot another 
(MH-ve from the values given in Table 15. 

This method is liable to several errors. The surface tension 
of the dry mercury in the manometer tube is different than that of 
:lic wet mercury in the barometer tube. This will cause a rise 
)i the coliunn having the wet surface of o.i to 0.15 nun. 
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The fact that the lower pa'rt of the barometer tube is at a 
lower temperature than the upper causes the final result to be 
too low. This error will be of the order of 0.15 mm. If the 
position of the end of the index finger is read through the water 
• jacket the refraction of the glass and water will introduce an un- 
certainty that can amount to 0.5 mm. This error is obviated by 
carefully measuring the distance from the end of the index to a 
fine scratch on the tube below the water jacket before the ap- 
paratus is assembled This scratch would then be used as the 
fiducial point from which heights are measured. The greatest 
limitation to the use of this method, however, is due to the large 
error introduced in the depression of the barometer column pro- 
duced by any impurity of the specimen. 

Test Questions and Problems, 

I. It is found that under the same atmospheric pressure, 
the boiling point of a solution is higher than that of the pure 
solvent. It follows from the definition of boiling point that the 
maximum vapor pressure of a solution is less than that of the 
pure solvent at the same temperature. The fraction obtained by 
dividing the difference between the vapor pressure of the pure 
solvent and that of the solution, by the vapor pressure of the pure 
solvent for that temperature is called the fractional lowering 
of the maximum vapor pressure of the solution. This fractional 
lowering of the vapor pressure is a constant quantity independent 
of the temperature, depending on the nature and concentration 
of the solution. Knowing the boiling point of the solution, this 
quantity can be obtained directly from the curve coordinating 
vapor pressures and temperatures for the pure solvent. 

Raoult. has shown that tlie fractional lowering of the vapor 
pressure of a solution equals the ratio of the number of mole- 
cules of solute to the number of molecules of solvent in the solu- 
tion. It follows that if one knows the fractional lowering of 
the vapor pressure of a solution, together with the molecular 
weight of the solvent and the masses of solute and solvent in the 
solution, then the molecular weight of the solute can be deter- 
mined. 

By the method above indicated, show fully how the mole- 
cular weight of sugar could be obtained. 
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DETEKMIXATION OF THE MAXIMUM VAPOR PRES- 
SURE OF A LIQUID AT VARIOUS TEMPER- 
ATURES, BY THE DYNA.\HCAL METHOD. 

Object and Theory of Exi'ERiment. — The object of this 
experiment is to tletermine the maximum vapor pressure of 
water at various tempcraturfs from 50° C, to about 120° C. 
The dynamical mctliotl to be employee! in tliis experiment is 
based upon the following two laws of vapors. First, a liquid 
boils when the pressure of its vapor equals the external pressure. 
Second, the temperature of the boiling point remjuns constant as 
long as there is an_\- liquid to vaporize, provided the pressure re- 
mains constant. 

In Rcgnault"s apparatus, Fig. 85, the specimen is enclosed 
in a boiler B, connected by means of an inclined tube with a large 




Fig. 85. 
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metal reservoir R, enclosed in a water bath kept at constant tem- 
perature. The reservoir is filled with air the pressure of which 
is varied by means of a pump connected to P. The pressure of 
the vapor is measured by means of the open manometer M. The 
temperature of the vapor in the boiler is obtained from thermo- 
meters T, placed in tubulures filled with mercury, projecting into 
the boiler. The inclined tube connecting the boiler and the res- 
ervoir is enclosed by a condenser C, through which flows a 
stream of cold water. By means of this condenser, however 
vigorously or however long a time the liquid may have been 
boiling, the pressure of the vapor in the boiler is kept constant. 
Another object of the condenser is to prevent vapor from reach- 
ing the manometer. The air in the reservoir serves to equalize 
any sudden changes of pressure due to "bumping" or other ir- 
regularities in boiling. • 

ManipuIvATion and Computation. — Fill the boiler one- 
third full of water. To reduce **bumping'* put a handful of 
clean pebbles or metal turnings into the boiler. Close the boiler 
and then connect a suction pump to P. Pump air out of the res- 
ervoir until the pressure is reduced to about 10 cms. of mercury, 
i. c. until the difference of height between the mercury in the 
two arms of the manometer is about ten centimeters less than 
the barometric height. Close the stop cock in the tube connecting 
the pump and the reservoir. Start a stream of cold water flow- 
ing through the condenser. Place a Bunsen^s burner under the 
boiler and after the thermometer indicates a constant temperature, 
observe the temperature and the pressure. Note also the temper- 
ature of the room and the barometric height. The barometric 
height diminished by the difference of level between the mano- 
meter columns equals the pressure of the vapor at the tempera- 
ture of the experiment. This pressure in centimeters of mercury 
is to be reduced to 0° C, assuming that the manometer scale is 
correct at 20° C, 

Air is now allowed to enter the reservoir until the pressure 
is about 10 cms. higher than before. This increase of pressure 
requires that a higher temperature be attained before the water 
will boil. When the temperature has reached the new boiling 
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point, a second series of observations is to be taken similar to 
the preceding. In the same manner, the boiling points corres- 
ponding to a number of different pressures are to be determined. 
For pressures less than one atmosphere, the boiling points should 
be observed at intervals of pressure of about lo cms. of mercury. 
For pressures above one atmosphere the intervals of pressure may 
be 15 to 20 cms. of mercury. 

Plot a curve with pressures as ordinates and temperatures as 
abscissas. This curve showing the variation of the pressure of 
saturated aqueous vapor with the temperature is called the steam 
line. 



XLVIII. 



DETERMINATION OF THE DENSITY OF AN UNSAT- 
URATED VAPOR BY VICTOR MEYER'S METHOD. 



Object and Theory 01^ Experiment. — Probably the most 
accurate method for determining the density of an unsaturated 
vapor is to allow a known mass of the liquid whose vapor density 
is to be determined, to vaporize in the Torricellian vacuum of a 
barometer, and then to observe the volume occupied by the vapor. 
The ratio of the mass of the liquid vaporized to the volume oc- 
cupied by the vapor is the density of the vapor at the temperature 
and pressure of the experiment. But in case the required ac- 
curacy does not exceed from three to five per cent, a method due 
to Victor Meyer will be found much more convenient. 

The apparatus used in this method is shown in Fig. 86. It 
comprises a gas measuring tube £, and a vapor chamber con- 
sisting of a long glass tube terminating in a bulb B surrounded 
by a bath containing a liquid of higher boiling point than the 
substance under examination. The specimen is contained in a 
small bulb which can be supported in the upper cooler part of 
the vapor chamber by means of a rod R capable of a back and 
forth motion in a side tube. When the bath has attained a con- 
stant temperature, high enough to vaporize the specimen, the 
rod R is drawn back so as to allow the little bulb containing the 



Vapor Pressure 



187 



spedinen to fall to the bottom of the chamber. Here it either 
breaks by concussion with the bottom, or bursts due to the ex- 
pansion of the contained liquid. When the contained liquid is 




vaporized, it pushes out of the vapor chamber an equal volume 
of air which is measured by means of the measuring tube £. 

In_ bubbling up through the water in the measuring tube 
the air expelled from the vapor chaml)er becomes cooled and so 
contracts according to Charles' law. It follows that the volume 
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of water displaced in the measuring tube equals the volume which 
would be occupied by the hot air displaced by the vapor, if the 
vapor were at the temperature of the air in the measuring tube 
and if it remained unsaturated at that temperature and pressure. 
Hence we conclude that the volume of water displaced in the 
measuring tube equals the volume the vapor would occupy at 
the temperature and pressure of the air in the measuring tube. 
Therefore the density of the vapor at the temperature and pres- 
sure of the air in the measuring tube equals the mass' of sub- 
stance vaporized divided by the volume of water thereby dis- 
placed from the measuring tube. The temperature of the bath 
surrounding the vapor chamber must remain constant during the 
vaporization of the specimen, but its value need not be known. 

Since the densities of gases and vapors vary greatly with 
changes of pressure and temperature it is customary to reduce 
the values to what they would be at some standard pressure and 
temperature. The pressure usually adopted as standard is the 
pressure of 760 mm. of mercury, and the temperature adopted as 
standard is 0° C 

Manipulation and Computation. — The substance to be 
selected for the bath will depend upon the temperature of vapor- 
ization of the specimen being examined. The following sub- 
stances will be found convenient to use: water, whose boiling 
point is 100° ; analin, 182.5° C; bromonapthalin, 280° C The 
specimen is enclosed in a thin glass bulb C which may be filled 
as illustrated in figure. By placing a hot metal rod below C 
some of the contained air will be driven out and on cooling, the 
bulb will become partially filled with the specimen. By repeating 
this operation the bulb can be entirely filled. If the liquid is 
volatile the stem of the bulb must be sealed in a flame or plugged 
in some manner. The mass of the specimen is determined by 
weighing. The bulb is now supported in the cool part of the 
vapor chamber by the rod R, When the temperature of the bath 
becomes constant no more air will bubble up through the water 
in the trough V, When this state is attained, the measuring tube 
U, filled with water, is placed over the outlet of the discharge tube 
and the rod R is withdrawn, thus allowing the bulb to fall. The 
bulb will now be broken and its contents vaporized. The volume 
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of air entering the measuring tube is observed as well as its tem- 
perature. Note also the barometric height. 

The pressure of the moist air in the measuring cube is equal 
to the barometric pressure diminished by the sum of the pressure 
due to the column of water within B above the surface of V, and 
the pressure of aqueous vapor at the temperature of £. This latter 
may be taken from tables. 

Let m be the mass of substance vaporized, and v and Vq the 
volume of the vapor when at the pressure, temperature and den- 
sity i>» t, p and Pq, fo' Po respectively. From the fundamental law 
of gases 

^0 ro = R m To (!) 

pv = Km(7\ + f)' (2) 

Dividing (i) by (2) 

_ V p 



V I) 

V 

« n — 



Whence _ m _ 76 m (273 + t) .^. 

''~T7 273-^7— ^^^ 



The ReIvATion between Density and Moi.ecuIvAr Weight. 



Charles and Gay Lussac have shown that the coefficient of 
thermal expansion of all perfect gases (i. c. those obeying Boyle's 
Law) is the same. From this result in connection with the fact 
that the dimensions of the molecules composing a gas are minutely 
small compared with the distance separating them, Avogadro 
inferred that equal volumes of all perfect gases at the same tem- 
perature and pressure contain the same number of molecules. 

If the densities of two different gases under the same pres- 
sure and temperature be represented by n and n ' respectively, and 
the masses of single molecules of the two substances be repre- 
sented by zu and zu' respectively, then from Avogadro 's Law, the 
number of molecules contained in unit volume is 

N = JL = J^, (4) 

It is impossible to measure the absolute mass of the mole- 
cule, but the above equation furnishes a method for determining 
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the relative masses of the molecules of two different gases. These 
relative masses are usually called Molecular Weights. The mole- 
cular weights of substances are computed in terms of hydrogen 
which :^- arbitrarily assumed to have a molecular weight of two*. 
It is also customary to express densities of gases in terms of the 
density of hydrogen. 

Denoting the specific gravity of a gas referred to hydrogen 
by p'» and putting w = 2 and P = i, eq. (4) becomes 

w' = 2 P\ (5) 

That is, the molecular weight of a gas equals numerically twice 
its specific gravity referred to hydrogen. This law furnishes an 
important method for determining the molecular weight of sub- 
stances. 

In Table 5, under the heading Molcc, Wt. Cede, are given 
values of the molecular weight of certain gases deduced from 
their chemical behavior, and under the heading Molec. Wt. Obs. 
are given values deduced from their vapor densities. 
^\n inspection of these values shows that there are 
some substances which are abnormal in that they have 
different molecular weights at different temperatures. The mole- 
cular weights of the substances belonging to this class are less 
at high temperatures than at low temperatures. For instance, for 
temperatures up to about 450° C, iodine vapor gives a normal 
value for the molecular weight, while for higher temperatures it is 
much less. At about 1500° C, the molecular weight 
of iodine is about half of its normal value. This in- 
dicates that at these high temperatures the molecule dissociates 



♦The reason for calling the molecular weight of hydrogen 2 instead of 1 
Is apparent from the following considerations. It is found by analysis that 
1 part of .hydrogen, by weight, combines with 35.4 parts of chlorine to form 
hydrochloric acid gas. Since it is found impossible to replace a fractional 
part of either this hydrogen or chlorine by another substance, it is assumed 
that the molecule of hydrochloric acid consists of a single atom of hydrogen 
combined with a single atom of chlorine. That is, the smallest possible mole- 
cular weight of hydrochloric acid is 1 + 35.4 =:36.4. 

Since molecular weights are proportional to densities according to 
Avogadro's law, we have 

density of H : density of HCl : : molecular weight of H : 36.4. 
But from experiment it is found that 

density of H : density of HCl : : 1 : 18.2. 

Therefore the molecular weight of hydrogen is taken as two. 
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— i. e. the molecule has changed from Ig to I + I- Similarly 

nitrogen peroxide (Ng O4) dissociates into N O2 + N Og. On 

the other hand acetic acid has a normal molecular weight only 

at comparatively high temperatures. At low temperatures the 

molecule is associated — i. c. two molecules are combined into a 
single molecule. 



Chapter XV. 



HYGROMETRY. 



Hygrometry or Psychrometry is the art of measuring the 
amount of moisture in the atmosphere. The mass of water con- 
tained in unit volume of air is called the absolute humidity. The 
ratio of the mass of moisture contained in unit volume to the 
mass which would saturate the same space at the same temper- 
ature is called the hygrometric state or relative humidity of the 
atmosphere. 

Let p be the pressure of a mass m of aqueous vapor at the 
temperature T contained in a given volume v of air. Let m' be 
the mass of vapor at the pressure />' necessary to saturate the 
same space at the same temperature. Then since for ordinary 
atmospheric temperatures aqueous vapor obeys approximately the 
'fundamental law of gases up to the point of saturation, we have 

p V := R m T and 

p'v = R m' r. 

That is -^=^ (approx) (1) 

Consequently relative humidity equals the ratio of the actual pres- 
sure of the aqueous vapor in the air to the maximum pressure 
at the same temperature. 

It thus appears that there are two general methods of de- 
termining the relative huniidity of the atmosphere. The first re- 
quires the measurement of the actual mass of aqueous vapor 
contained in a given volume of air. • This can be done by draw- 
ing a given volume of the air through a drying tube and weigh- 



b 
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ing the drying tube. The mass of aqueous vapor required to sat- 
urate the same space at the same temperature can be obtained 
from tables. The more common method, however, is to determine 
the actual pressure of the vapor in the air, and then from tables 
find the pressure of saturated aqueous vapor at the same tem- 
perature. 

XLIX. 



DETERMINATION OF THE RELATIVE HUMIDITY OF 
THE AIR WITH DANIELL'S DEW-POINT 

HYGROMETER. 

OnjKCT AND TiiKORY oi^ EXPERIMENT. — The temperature to 
which the atmosphere must be cooled in order that the water 
vapor present may be saturated is called the dew-point. The 
object of this experiment is to determine the relative humidity 
of the atmosphere from an observation of the dew-point. 

Consider a mixture of air and aqueous vapor having the 
volume v" and temperature T. Let p'.' denote the pressure of the 
mixture and /> the pressure of the water vapor contained in it. 
Down to the temperature of saturation, both aqueous vapor and 
air obey approximately the fundamental law of gases. Therefore 



T 
v" p 



~ = const. 
= const. 



So long as />" is constant - is constant, whence p is constant. 

Expressed in words this conclusion is, that down to the temper- 
ature of saturation, the actual pressure of the aqueous vapor con- 
.tained in any portion of the atmosphere is a constant quantity. 
Consequently, the pressure of the aqueous vapor in any portion 
of air can be determined by cooling the air down to the dew point 
and looking up in tables the pressure of saturated aqueous vapor 
corresponding to this temperature. From the definition of rela- 
tive humidity and eq. (i) p. 191, it follows that for any portion of 
air at the temperature T, the relative humidity 

^ = jr (approx.) (1) 
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where p and p' represent the pressures of saturated aqueous vapor 
at the dew-point and at the temperature T respectively. Tliese 
quantities are given in tables. 

Manipulation and Computation.— Daniell's hygrometer 
consists of two glass bulbs connected by a bent tube as shown in 
Fig. 87. The lower bulb contains ether and a thermometer. 
The upper bulb is wrapped with a piece of muslin. 

In determining the dew point with this apparatus al! of the 
contained ether is passed into the lower bulb and then the upper 
bulb is moistened with ether. The evapora- 
tion of the ether poured on the upper bulb 
causes ijie bulb to cool and a part of the 
vapor in the apparatus to condense. This in 
turn, induces evaporation at the surface of 
the ether in the lower bulb. By this means 
the temperature of the lower bulb is grad- 
ually lowered until dew is deposited on 
its surface. The temperature of the lower 

bulb is then read. The apparatus is _ 

_ now allowed to remain until equilibrium '" '' 

is restored and the temperature begins to rise. The tem- 
perature at which the deposit of dew disappears is noted. The 
mean of the temperature of the naked bulb when the deposit ap- 
pears and when it disappears is taken as the dew-point. Note 
the temperature of the surrounding air by the thermoujeter at- 
tached to the wooden stand supporting the hygrometer. 

From Tabic 15 find the pressure of saturated aqueous vapor 
at the dew-point and at the temperature of tlie room. Make at 
least five determinations and take the average. 

Test Questions and Problems. 

1. State and discuss the errors to which this method is sub- 
ject. 
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DETERMINATION OF THE RELATIVE HUMIDITY OF 
THE AIR WITH THE WET AND DRY BULB 

HYGROMETER. 



Object and Theory of Experiment. — If two exactly sim- 
ilar thermometers, the bulb of one being naked and the bulb of the 
other being covered with a wet wick, are placed near one another 
in a current of air, the thermometer with the naked bulb will in- 
dicate the temperature of the air while the other will indicate a 
lower temperature. The difference between the indications of the 
two thermometers is due to evaporation at the surface of the wet 
bulb and depends upon the degree of saturation of the air. The 
relation between the relative humidity of the^air and the indica- 
tion of the thermometers has never been obtained in an entirely 
satisfactory manner from purely theoretical considerations. But 
by comparing the indications of this hygrometer with the indica- 
tions of hygrometers of other types, tables have been constructed 
by means of which the relative humidity of the air can be readily 
determined from a single pair of simultaneous readings of the wet 
and dry bulb thermometers. 

The numbers in Table 17 were obtained from a comparison 
of simultaneous readings extending over several years of the 
Daniell and the wet and dry bulb hygrometers. As an example, 
on placing these two instruments near one another the following 
simultaneous readings were obtained. 

Temperature of the air, 21° C^ 
Temperature of the wet bulb, 19° C, 
Dew-point, 18° C 
From the Daniell hygrometer readings, together with eq. (i) p» 
191 and the values given in Table 15 we have the relative hu- 
miditv 

H = J^ = i^ = 83%. 
p' 18.47 "^ 
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Whence for the wet and dry bulb hygrometer we have 

0.83 = _A_ . 
18.47 

Consequently in the case of the wet and dry bulb hygrometer, 

corresponding to an atmospheric temperature of 21° C, and a wet 

bulb temperature 2° C.j lower, the pressure at the dew point of the 

saturated aqueous vapor contained in the atmosphere equals 

15.33 ^^^' of mercury. In Table 17, this number 15.33 ^s 

placed in the line numbered 21° C, and the column numbered 2° C* 

; ManipuIvATion and Computation, — The wet and dry bulb 
hygrometer, sometimes called August's psychrometer, consists of 
two similar thermometers, one with a naked bulb and one with the 
bulb covered by an envelope of wet muslin. A current of air is 
caused to blow over the two bulbs with a fan or some other 

; means. A convenientt arrangement for this purpose consists of 

L a frame supporting the two thermometers. Fig. 88, capable of 

[ rotation by hand. 




Fig. 88. 
See that the muslin Envelope about the bulb of the wet 
thermometer is kept thoroughly moist. Change rapidly the air 
■in which the instrument is situated with a fan or the rotating de- 
vice shown in the figure. When the wet bulb has reached a 
stationary temperature read the two thermometers. From Ta- 
ble 15, find the pressure />' of saturated aqueous vapor for the 
temperature given by the dry bulb thermometer. From Table 17, 
find the pressure p of the aqueous vapor in the atmosphere at the 
temperature of the experiment corresponding to the difference be- 
tween the readings given by the wet and dry bulb thermometers. 
Then from eq. (i) p. 191, the relative humidity. 

Make not fewer than five determinations and take the aver- 
age. Before each determination be certain that the muslin en- 
velope is thoroughly moist. 
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Chapter XVI. 



CALORIMETRY. 



The art of measuring quantities of heat is called calorimetry. 
Unfortunately there is no single quantity of heat that is univer- 
sally adopted as the unit. The quantity of heat adopted as the 
unit in scientific work is the amount of heat required to raise th( 
temperature of one gram of water from 10° C to ii° C This 
unit is called the calorie or the gram-centigrade-degree thermal 
unit. When a larger unit is desirable, a unit one thousand times 
as great is taken. This is called the larger Calorie or the kilo- 
gram-centigrade-degree thermal unit. In the British system of 
units, the unit of heat adopted is the amount of heat required 
to raise the temperature of one pound of water from 50° F, to 
51° F. This is called the British thermal unit or the pound- 
Fahrenheit-degree thermal unit. Throughout this book the calorie 
will be used exclusively. 

The number of thermal units required to raise the tempera- 
ture of unit mass of a substance from t° to (r+ i)° is called 
its speciHc heat at t°. The specific heat of bodies is slightly differ- 
ent at diflFerent temperatures, but the difference is so minute that 
it need not be considered except in the most refined measurements. 
With this understanding, it is customary to speak of the average 
specific heat of a body between ^° and ^1°, as the ratio of the num- 
ber of heat units required to raise any mass of it from t° to ^1°, to 
the amount of heat required to raise the temperature of an equal 
mass of water through the same temperature range. That is, the 
quantity of heat H required to raise the temperature of m grains 
of the substance of average specific heat c from t^ to t^^ is 

H = mc (fi° — r) (i) 

The quantity of water which requires the same amount of 
heat as a given body in order to change its temperature by one 
degree is called the water equivalent of the body. That is, if ^ 
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represents the water equivalent of a body, and s the mean specific 
heat of water between t° and /i°, then the quantity of heat re- 
quired to raise the temperature of the body from t° to /i° is 

H=zes(t,° — r) (2) 

Equating eqs. (i) and (2) 

s 

Ordinarily, the specific heat of water may be taken as a constant 
equal to unity. In this case 

e =z mc (4) 

that is, the water equivalent of a body equals the product of its 
mass and its specific heat. 

Although most simple in theory, calori metric experiments 
require great care and many precautions for their successful oper- 
ation. One source of error whose elimination nuist be always 
provided for, except in the coarsest measupjmcnts is that due to 
radiation, i. e. absorption or loss of heat due to the neighboring 
bodies being at a different temperature than the body studied. The 
principal methods of eliminating this error are ((/) to coni])utc the 
amount of heat actually gained from, or lost to, the surroundings 
by the body during the experiment; (^)to determine the tempera- 
ture which the body would have attained if tlierC: had been no gain 
of heat from or loss of heat to the surrounding bodies ; (c) by the 
employment of an experimental method in which the temperature 
of the body is kept the same as that of its surroundings. 



The: Corrkction i'or Radtation- 



I. Regnault's method is based on Newton's Law of Cooling. 
This law may be briefly stated as follows: The rate of cr)oling 
(i, e. the change in temperature ]xt second) varies directly as the 
excess of the temperature of the body over that of its surround- 
ings.* The same law may be enunciated in another form which 



•A student famiUfir with analytic geometry wi 1 perceive that this 
statement impHes that the relation=?hip between the temperature and time 
of cooUng may be represented by an equilateral hyperbolj 
asymptotes. ^^Qo^^ ruui/c i^jy 

'^ Traveling^ Libraries, *^ 
WEST 100th street, 
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will be often found very convenient: — the amount of heat lost 
bj' a radiating body is proportional to the time it radiates, and to 
the mean difference in temperature, during this time, between the 
radiating body and the surroundings to which it radiates ; also, 
the amount of heat lost in a given time for a given mean difference 
in temperature between a body and its surroundings, depends 
only on the nature and extent of the surface of the body. 




Curve showing rate of change of temperature of heated body. 
Fig. 89. 

Imagine a body whose water equivalent is e' to have a definite 
quantity of heat given to it causing it to rise in temperature in a 
manner that can be represented by the curve ABC Fig. 89. The 
maximum temperature is reached when the body ceases to receive 
heat from the source faster than it radiates heat to the cooler sur- 
roundings. After this point is reached, the body falls in tempera- 
ture in a manner that can be represented by the line C D. During 
the time the body was below the temperature of the surroundings, 
it was absorbing heat from the surroundings ; while during the 
time it was above the temperature of its surroundings it was 
losing heat to the surroundings. The Radiation Correction, now 
to be found, is the difference between the amount of heat lost bj 
the body on account of radiation and the amount gained by absorp- 
tion while the body was rising from its original to its maximtim 
temperature. 

Let Hi represent the amount of heat lost during the time T 
while cooling from the temperature t' to (", and let t^ represent 
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the temperature of the surroundings. Then applying Newton's 
laws of cooling to the part C D oi the curve, we have 

Ih = rT [y, (f + t") - 1„] 

where r is a constant and /' and t" are taken so close together that 
the portion of the curve between them may be regarded as a 
straight line. 

Since H^ = e' (/' — /")> it follows that 

e' {f — t") 
'' ~ Tiy2{t' +t")—t,]' (5) 

In other words, the constant r is the amount of heat lost (or 
gained) per minute, per degree difference in temperature between 
the body and the surroundings. This is called the Radiation Con- 
stant of the body. 

We are now in a position to find the Radiation Correction 
for the interval represented by the curve ABC, that is, while the 
body was rising to its maximum temperature. Let H' be the 
amount of heat lost by radiation during the interval T' while the 
body was above the temperature of the room, and Fl" the amount 
of heat received by absorption during the interval T" that the 
body was below the temperature of the surroundings. Let t^ be 
the average difference in temperature between the body and the 
room in the first case, while t^ represents the average difference 
in the second case. Then 

H' = rrt, and H"^rV't^, 

Finally, the Radiation Correction is 

R= JT — H" =r{T' t^— T" t,) 
e' (t'—t"){r t,— T" t,) 

Tly^{t' + n^t,-] ' (6) 

When the curve 5 C is not a straight line, the average differ- 
ence in temperature, Z^, between the body and the room during 
the interval of time T' is found by dividing the area of the figure 
B C E hy the horizontal distance between the ordinates passing 
through the points B and C, This is the general method of find- 
ing the mean ordinate of a curved line. 

2. Instead of finding the number of heat units lost by the 
body due to radiation while the temperature of the body is rising 
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to its maximum value, the effect of radiation can be accounted for 
if the temperature is determined to which the body would have 
attained if there had been no radiation. In the following modi- 
ficatioii of a method due to Rowland this temperature can be ob- 
tained to a close approximation by a simple graphical construc- 
tion. 

Imagine a body at a temperature below that of the room 
to be given a quantity of heat, H, such that its temperature will 
rise to a value above that of the surroundings. During the time 
that tlie temperature of the body is lower than that of the sur- 
roundings, the body will absorb heat from the surroundings ; and 
during the time that the temperature of the body is above that 
of the surroundings, the body will lose heat to the surround- 
ings. Let the rise of temperature with respect to time before the 




ining rate of change of temperatui'e of the heat«d body. 

Fig. 90. 

quantity of heat, H, was added be represented by the line AB 
Fig. 90. The line B D represents the rate of change of tem- 
perature of the body while it is absorbing the heat H. During 
the time the temperature is rising from B to C the body is, in ad- 
dition, receiving heat from the surroundings, while during the 
time the temperature is rising from C to D heat is being lost 
to the surroimdings. The line D B represents the rate of change 
of temperature of the body due to radiation alone. 
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Through the points B, C and D draw lines parallel to the 
temperature axis. Lay off ^F Z of a length corresponding to any 
convenient interval of time. Draw W X parallel to the tem- 
perature axis. Through D draw a line parallel to X Z, and also a 
line parallel to the time axis. Produce A B until it intersects the 
vertical line drawn through C 

From the diagram, the rate of fall of temperature dife to 
radiation is 

{X W)-^{IVZ)= tano, 
therefore the fall of temperature due to radiation that has oc- 
curred during the interval of time T' is 

rtane = (/5rf). (7) 

Similarly from the absorption curve A B the rate of increase 
of temperature due to absorption is found to be 

{Bs)-^.- {As) - tan*, 
therefore the increase in the temperature of the body due to ab- 
sorption of heat from the surroundings during the interval 7" is 

T" tan ^ = {m n). (8) 

Consequently, the temperature that the body would have at- 
tained if there had been neither loss of heat by radiation, nor gain 
of heat by absorption from the surroundings, would be repre- 
sented by the point D on the diagram, plus the number of degrees 
corresponding to the distance h d minus the number of degrees 
corresponding to m n. That is, the total rise of temperature would 
be represented by the distance m d. 

The condition under which this method is most accurate is 
readily deduced from Newton's laws of cooling. Considering 
the part of the curve CD above the temperature of the sur- 
roundings, and letting t represent the rise in temperature above 
the maximum observed temperature, that would have occurred if* 
there had been no loss by radiation, then the amount of heat 
lost by radiation is 

H' = eL (9) 

Again, from the laws of radiation, 

H' = rT't, (10) 

where r is the radiation constant and ^3 is the mean difference 
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in temperature between the body and the room during the in- 
terval of time v. 

If the temperature corresponding to the point X on the dia- 
gram be denoted by t\ and that corresponding to W he denoted 
by /", then as in eq. (5) p. 199, we have for the value of the radia- 
tion constant, 

e(f —t") _ g tan 9 

"^ ~ Tly^ {f + r) — /o] ~ y2 (/' + /") — to (^1) 

Eliminating H' from eqs. (9) and (10), and substituting for r its 
value from eq. (11) we obtain, 

T /, tan e 



Denoting l3y t^ the temperature difference corresponding to the 
distance {m n) Fig. 90, we have from eq. (7), V tan B =z t^\ 
Therefore 

In the preliminary discussion of this method it was assumed 
that the cooling curve D H is a straight line and on this assump- 
tion it was shown that / = t^. Equation (12), shows that even 
when the temperature range of the experiment is too great to 
permit the assumption that the cooling obeys a straight line law, 
that / = ^i' when ^3 = 3^4 (/'+/'') — t^. In other words, when the 
angle is measured at a point on the cooling curve corresponding 
to the mean difference in temperature during the interval V be- 
tween the body and the room, then the number of degrees that 
must be added to the maximum temperature D in order to correct 
for radiation corresponds to the distance (m n) on the diagram. 

The preceding consideration indicates that this method fur- 
nishes an accurate and easily applied means of correcting for 
radiation whenever the difference between the maximum or mini- 
mum temperature of the body and the temperature of the room is 
not considerable. And even when this difference is large the 
method is applicable under conditions that can be realized in 
practice. 
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3. — Another method should be referred to, which though 
fallacious, is so plausible that the student must be warned against 
its use. In this method, first suggested by Rumford, the initial 
and final temperatures of the body are arranged so that the dif- 
ference between the room temperature and the initial tem- 
perature of the body equals the difference between the room tem- 
perature and the final temperature of the body. The idea is that 
by this arrangement, the heat absorbed from the room while the 
body is colder than the surroimdings equals the heat lost to the 
room while the temperature of the body is higher than that of 
the surroundings. That this idea is illusory is apparent fiom 
the following consideration. 

In a certain experiment performed in the Laboratory of 
Physics at Purdue University, a mass of lead was first heated to a 
high temperature and then immersed in a mass of water that was 
at a temperature lower than the room temperature. By previous 
trials the factors of the experiment were so arranged that the 
original temperature of the water was as much below the tem- 
perature of the room as the final temperature was above. Obser- 
vations of the temperature of the water taken every half min- 
ute after the introduction of the piece of lead are shown plotted 
in the curve H F A Fig. 91. 

Now since the rate at which heat is absorbed from the room 
by tile wati r at any instant varies directly with the difference 
between the temperature of the water and 
of the room at that particular instant, it 
follows that the total heat absorbed by the 
water from the roof is proportional to the 
area E F H. Similarly the heat lost by 
radiation while the water was rising to its 
highest temperature is proportional to the 
area FAG. It follows that if the area 
E F H equals the area FAG then 
the heat gained by absorbtion from the 
^'^' ^^" room equals the heat lost to the room by 

radiation. This condition cannot be realized in an experiment of 
this sort because during the first part of the experiment when 
the hot body and the water are at a considerable difference of 
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temperature the water will receive heat at a rapid rate from the 
hot body, while toward the end of the experiment when the water 
and the immersed body are approaching a common tempera- 
ture the water will receive heat from the immersed body at a 
slow rate. In other words the time occupied by the water in 
rising to the temperature of the room is less than the time occu- 
pied in rising above the room temperature through the same 
number of degrees. That is to say, in order that the heat ab- 
sorbed from the room may equal the heat lost to the room, 
the final temperature of the water must be much nearer the tem- 
perature of the room than was the original temperature of the 
water. 

In the particular experiment referred to in Fig. 91 the tem- 
perature of the room would need to be 41° C, instead of 30** C, 
in order that absorption might compensate radiation ! 



LI. 



DETERMINATION OF THE EMISSIVITY AND ABSORB- 
ING POWERS OF DIFFERENT SURFACES. 



Object and Theory 01? Experiment. The emissivity or 
radiating power of a surface is defined as the number of heat 
units lost per second by radiation, at atmospheric pressure, per unit 
area, per degree excess of temperature of the cooling body above 
the temperature of the surrounding air. Similarly, the absorbing 
power of a surface is defined as the number of heat units ab- 
sorbed per second, at atmospheric pressure, per unit area, per 
degree excess of temperature of the surrounding air above the 
temperature of the absorbing body. The object of this experiment 
is to determine the emissivity and the absorbing power of dif- 
ferent surfaces for various temperature differences between the 
surfaces and the surrounding air, and also to compare l:he emis- 
sivit) and absorbing power of the same surface under similar 
conditions. 

Consider a mass M of water filling a closed vessel of water 
equivalent c and external surface of area A, If when surrounded 
by air at temperature t^, the vessel and its contents cools from a 
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6 = 



a — 



temperature i! to f during a short interval of time T, then from 
the above definition the emissivity of the surface is 

Similarly if the vessel and its contents rises in temperature 
from ^1 to ^2> due to absorption of heat from the surrounding air, 
then the absorbing power of the surface is 

(AI + e)(t , -/,) 
7\^[//- r^(/,+ /2)| (2) 

Manipulation and Computation. For this experiment 
there are provided two or more metallic cylinders C,Fig. 92, ex- 
actly alike except for the nature of the external surface : for ex- 
ample, one cylinder may be highly pol- 
ished, one may have a tarnished surface 
and one may be coated with lampblack. 

In finding the emissivity of these different 
surfaces, the cylinders arc in succession 
filled with hot water and suspended by 
cords inside of an enclosure formed by 
two concentric cans, /, A", having the §pace 
between them filled with water at the tem- 
l|^\ peraturc of the room. The temperature 
MHO ^ of the water in the central vessel and of 
I [lIB the water in the jacket are observed every 
,^l^||^^l£2|^ two minutes for at least half an hour. The 
^^^^^^ water in the central vessel and in the 
riG. 92. jacket must be kept thoroughly stirred 

throughout the whole experiment. From these observations are 
plotted two curves coordinating temperature and time — one for 
the radiating body and one for the water jacket. An example is 
given in Fig. 93. 

It will be noticed that the emission curve is not a straight 
line. Since the emissivity of a surface varies directly with the 
rate of cooling of the radiating surface, it is apparent that the 
emissivity is smaller when the difference between the temperature 
of the radiating body and the enclosure is small than when this 
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difference is great. The eniissivity should therefore be deter- 
mined for definite temperature differences. 

For the particular experiment in which the curve shown in 
F'S- 93 was ol)tained, the following data were found: 

Mass of radiating vessel and stirrer— 78.1 gms. 

Mass of water contained in vessel ^: 126.3 ^•"s. 

Area of external surface ^^ 153. i sq. cms. 

. The radiating vessel and stirrer were made of copper. Since the 
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specific heat of copper is known to be 0.0933, it follows from eq. 
(4) p. 197, that the water equivalent of the radiating vessel and 
stirrer is 

^=z (78.1) (0.0933) =7-29 grams of water. 
In computing the emissivity by means of eq. ( i ) , f, f and ^0 
are taken from the curve. For a curve of this sort a convenient 
value for T is five minutes. For example to find the emissivity 
of the surface of the radiating body when at 34° C.,while the en- 
closure was at 20.23° C, proceed as follows.To the right andletf 
of the point where the 34° line crosses the cooling curve lay off 
distances corresponding to 2.5 minutes. From the end of this 
line, A B, erect perpendiculars until they intersect the cooling 
curve : at these points of intersection draw two lines parallel to the 
axis along which time is plotted. The distance included* between 
these two lines corresponds to the cooling of the radiating body 
during an interval of five minutes. In this particular case, we ob- 
tain {y — t"^ = 1.35°. Substituting the values thus obtained in 
eq. (i) we have 

(126.3 + 7.29)1.35 ^ .^^^ 1.35 

300 X 153.1(34.0-20.23) -^"^-^ 13.77 

Similarly, 

1.24 
(33.0—20.25) 



634= o.w.w .'rn \ .^^ ^ ' ^^ .^x =0.0029-^,^^r^ 0.000 284 



633 = 0.0029 TTTTT^^^^TT-oT-x =0.000 282. 



.3. = 0.0029 ^3^^^1^^Q^ ^)^0.0o0 281 
= 0.0029 (3,;:'^o.3) -0-000 278 



3 1 



.,0=0.0029 ^3^ ^1^^^^ 33^ ^0.000 274 

*- = 0-«^2')-^^5^A8__ = 0.000 269 

The dependence of emissivity upon temperature is best rep- 
Tesented by means of a curve coordinating the values of emissivity 
obtained as above and the difference in temperature between the 
radiating body and the enclosure in which it is placed. Temper- 
ature differences may be plotted as abscissas and emissivities as 
ordinates. 
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Proceeding as described above with each of the surfaces 
being studied, plot on a sheet of cross section paper an emis- 
sivitv curve for each surface. 

Now fill with cold water the vessels heretofore used as 
radiating bodies and by means of eq. (2), and an experimental 
method similar to that used to find emissivity, detenrdne the ab- 
sorbing power of the different surfaces for various temperature 
differences between the absorbing surface and the enclosure. 
From these results construct a curve for each surface coordinating 
its absorbing power and the corresponding differences in tem- 
perature between the absorbing surface and the enclosure. 

State in words the conclusion reached from a comparison 
of the emissivity curve and the absorbing power curve of the 
same surface. 

. At the beginning of the radiation experiment the tempera- 
ture of the water in the radiating body should be about 15° C, 
above that in the water jacket, and in the absorption experiment 
the temperature of the water in the absorbing body may be about 
15° C, lower than that in the water jacket. But in no case should 
the temperature of the absorbing body be so low that dew will 
be deposited on its surface. 



LII. 



DETERMINATION OF THE SPECIFIC HEAT OF A 
LIQUID BY THE METHOD OF COOLING. 



Object and Theory oi^ Experiment. The method of cooling 
depends upon the conclusion obtained from Newton's Law of Cool- 
ing, that if a body cools in a given enclosure the amount of heat 
lost varies with the time considered and with the mean difference 
of temperature between the body and the enclosure during this 
interval. That is, if a body in an enclosure of temperature t^, 
cools from t' to a slightly lower temperature t" in time Tj, th 
amount of heat emitted during this time is 

H, = k[y2{t' + t")-t,-\T, (I) 

where ^ is a constant depending upon the nature and extent o 
the surface of the radiating body. Imagine that the body bein 
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considered consists of a closed metallic vessel of water equivalent 
e filled with m^ grams of water. In this case 

^i=(»«i + (^'-O- (2) 

That is, 

^ VA it' + t") - /„] n = (m, + e) (f - t"). (3) 
If the same vessel be filled with mg grams of another liquid of 
specific heat s, and if the time occupied in cooling through the 
same small temperature range, from f to f\ be denoted by Tg, 
then we will have 

k[y2(f + t") - /„] r, = {m, s + e){t'- 1") . (4) 

Dividing eq. (3) by eq. (4) 



Zi 






_ m^ + e 
~ m2 s -\- e 



tn. 



)- 



e 



(5) 



From this equation it is evident that it is possible to de- 
termine the specific heat of a liquid from a comparison of the 
time required for a given mass of it to cool through a definite 
temperature range, with the time required for a given mass of 
water to cool through the same range. 

Manipulation and Computation. The apparatus used in 

this experiment consists of a closed metal 
radiating vessel suspended by strings in an 
enclosure surrounded by an ice jacket. The 
radiating vessel is provided with a stirrer 
for agitating its contents and a thermome- 
ter for reading temperatures. 

Weigh the radiating vessel and stirrer 
and determine their water equivalent, r, by 
multiplying their mass by the specific 
heat,* obtained from tables, of the material 
of which they are composed. Fill the ra- 
diating vessel with water at 80° to 100 '^ 
C, suspend in the enclosure formed by 
the ice jacket, and while stirring con- 
FiG. 94. tinuously, observe the temperature every 

*If the radiating vessel or stirrer is of unknown composition, the 
'W'a.ter equivalent can be obtained experimentally by the method of mix- 
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minute for a quarter of an hour or longer. After the radiating 
vessel has cooled to near tlie temperature of the room, remove 
it from the ice jacket and weigh. This gives the mass of 
water «ti. 

Carefully dry the vessel with a current of warmed air from 
a bellows, fill with the specimen of liquid whose specific heat 
is to be determined, and as before, observe the temperature every 
minute for a quarter of an hour. The temperature of this liquid 
should be about the same as that of the water used in the first 
part of the experiment. After the liquid has cooled to about the 
temperature of the room, obtain its mass m^. All of the data 
are now at hand for computing the specific heat of the specimen. 
The method of computation may be rendered clearest from the 
consideration of an example. 

In a certain experiment a copper radiating vessel and stirrer 
were used having a mass of 144.909 grams. From tables the 
specific heat of copper is found to be O-0933. Consequently 
e= (144.909) (0.0933) — 13-52 grams of water. 
The mass of water used was m^ ^= 194.49 grams, and the mass 
of the second liquid (glycerin) was w^ =: 252.69 grams. The 
observations of temperature and time when plotted on co- 
ordinate axes are represented by the cooling curves shown in 
Fig- 95- 
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.From these cooling curves it is a simple matter to obtain the 
values of 7\ and T2, i. e, the intervals of time required by the 
water and glycerin, respectively, to cool through the same num- 
ber of degrees when the radiating vessel was at various temper- 
atures above the temperature of the enclosure. The values of T^ 
and 7*2 will be determined for intervals of temperature of 5° C. 
An inspection of the cooling curve of water shows that the 
temperature of the water was 70° C. at the beginning of the ex- 
periment, was 65° C after 1.45 minutes, was 60° C. after 3.25 
minutes, etc. Therefore the value of T^ is 1.45 minutes while the 
water was cooling from 70° to 65°, is 1.80 minutes while the 
water was cooling from 65° to 60°, etc. In this manner were 
btained the data in the following table: 





WATER. 




GLYCERIN. 




Temp. 


Time. 


T 

^ 1- 


Temp. 


Time. 


T 


40 


15.00 




40 


11.40 




45 


11.00 


4.00 


45 


8.30 


3.10 


50 


7.90 


3.10 


50 


5.95 


2.35 


55 


5-40 


2.50 


55 


4.12 


1.83 


60 


3-25 


2.15 


60 


2.50 


1.62 


65 


1.45 


1.80 


65 


1. 10 


1.40 


70 


0.00 


1.45 


70 


0.00 


I. 10 



On substituting in eq. (5) the values of m^, lUo, T^, Tg and e 
we have for the value of the specific heat of glycerin 

3.10 / 194.49+ 13.52 \ 13.52 

4.00 \ 252.69 / ~" 252.69 

3.1 X 0.823 



s, = 



— 0.053 =: 0.59 



4.0 
Similarly using the other values of T^ and Tg we obtain 

2.35 X 0.823 
^2= Y-jK — 0.053 = 0.57 

1.83 X 0.823 
J3 = 7J-E — . 0d3 = 0.55 

,^ = 1:^0^ _ 0.053 = 0.58 



k 
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,,=Li2X^?23^_ 0.053 = 0.60 

I.IOX 0,823 _ ^^^33 ^^^ 
° 1.45 

Consequently the mean value of the specific heat of glycerin be- 
tween 40° and 70° C. as determined by this experiment is 0.577. 
Test Questions and Problems, 

1. State the assumptions that have been made in obtaining 
^Q- (5)> ^^^ show how these conditions have been fulfilled in the 
experimental method given above. 

2. What would limit the accuracy of the method of cooling 
when applied to the determination of the specific heat of solids? 

3. Instead of observing the times required for two liquids 
to cool through a definite temperature range in losing known 
amounts of heat, the specific heat of liquids can be compared 
from observations of the rise in temperature produced by adding 
to each the same amount of heat in the same time. In the appli- 
cation of this method due to Pfaundler, the two liquids are usu- 
ally placed in two calorimeters having the same water equivalent 
and radiation constant, and equal amounts of heat are given to the 
two liquids by means of a current of electricity passing simultan- 
eously through two coils of wire of equal resistance immersed in 
the two liquids. 

Deduce the equation showing the relation between the spe- 
cific heats of the two liquids under these conditions. Indicate the 
experimental conditions which must be fulfilled. 



UII. 



DETERMINATION OF THE SPECIFIC HEAT OF A 
SOLID BY THE METHOD OF MIXTURES. 



Object and Thkory 01? Experiment. The theory of the 
Method of Mixtures depends upon the principle that when a 
number of bodies of diff^erent temperature are brought together, 
the amount of heat lost by the bodies that fall in temperature 
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equals the amount of heat gained by the bodies that rise in 
temperature. 

Consider a body of mass m, specific heat j and temperature t, 
to be placed in a mass m^ of liquid of specific heat Si and temper- 
ature ^1 contained in a vessel of mass m^ made of a material whose 
specific heat is s^. Let the final temperature of the mixture be l^. 
Then if ( is greater than t^ we will have the heat lost by the body 
of mass m equal to the sum of the heat gained by the vessel and 
its contents and that gained by the surrounding air. That is, 
ms(t — t,) = (m,s, + m,s,) {t,-t,)+R (i) 

where R is the radiation correction. 

If water be the hquid originally in the vessel, then s^ = i. 
For purposes of abbreviation the water equivalent of the vessel, 
m^ jj, will be denoted by the single letter e. Therefore the spe- 
cific heat of the specimen is 

It should be noted that e represents the water equivalent of 
the vessel, in which the mixing occurs, together with any acces- 
sories such as a stirrer or thermometer it may contain. 

Manipulation and Computation. The special apparatus 
used in this experiment consists of a calorimeter and a heater, A 
calorimeter is any apparatus used to measure quantities of heat. 
The ordinary "water calorimeter" used in this experiment con- 
sists. Fig. 96,of a thin polished copper vessel held centrally with- 



s 

Fig. 96. 
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in a larger vessel by means of non-conducting supports. Tlie 
inner vessel contains a thermometer T" and stirrer 5" while a sec- 
ond thermometer T is suspended in the air space between the two 
concentric vessels. A convenient form of heater, shown in Fig. 
97, consists of a closed copper can in which water can be boiled. 
Extending through one side and projecting nearly through the 
boiler at an angle of 45° with the bottom, is a tube sealed at the 
lower end and having the upper end closed with a cork through 
which extends a thermoineter. The specimen to be heated is 
placed in this tube and when its temperature observed by means 
of the thermometer T has attained a satisfactory value, the speci7 
men is dropped into the calorimeter. If the specimen is in small 
pieces, c. g. lead shot, it can be poured into the calorimeter by 
simply tilting the heater : if the specimen is in a single piece it is 
drawn out of the heater with a thread and quickly lowered into 
the calorimeter. 

A very compact form of apparatus including the calorimeter 
and heater designed by Regnault is shown in Fig. 98. In this 
apparatus the calorimeter is on a little carriage allowing it to be 




Fig. 98. 



easily moved up to the heater and withdrawn. The tube B B ex- 
tends entirely through the boiler. At its lower end is a shutter A 
by means of which the tube can be quickly opened or closed. A 
thermometer extending through the stopper at B permits the ob- 
servation of the temperature of the specimen. The specimen is 
held in the middle of the tube by a string extending out through B- 
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If the specimen is in small pieces it is contained in a small 
wire basket. When it is desired to drop the specimen into the 
calorimeter, the calorimeter is moved under E, the shutter A 
opened and the string holding the specimen is released so as to 
allow the specimen to quickly fall into the calorimeter. 

The water equivalent of the calorimeter should first be de- 
termined. If the mass and specific heat be known for each com- 
ponent of the calorimeter participating in the heat change, then 
the water equivalent is most easily and most accurately obtained 
by taking the sum of the products of the mass and the correspond- 
ing specific heat of the several components. When this method 
cannot be applied, the method of mixtures can be employed. In 
this case, with the stirrer and thermometer in position, fill the 
inner vessel about half full with a known mass m^ of water at 
some temperature t^ below the temperature of the room. Add 
enough hot water at some temperature tr^ to nearly fill the vessel. 
Observe the temperature of the mixture t^ and determine the 
mass m^ of hot water added. Since the amount of heat lost by 
the hot water equals the sum of the amounts of heat gained 
'by the calorimeter, the contained water and the surroundings, 

m, (h — to) = On, + c) {t, — t,) +R' (3) 

where e represents the water equivalent of the calorimeter and R' 
represents the radiation correction. From the discussion given 
on pp. 197-9, it is obvious that R' can be made very small by se- 
lecting proper values for t, and t^. An inspection of eq. (2), shows 
that since e is very small compared with m^, even though R' is not 
entirely eliminated, this fact will cause an error in s which may 
be entirely neglected. If ^4 be about 10° below the temperature 
of the room and t^ be about 20° above the temperature of the 
room, then R^ will be so small that without sensible error, the 
value of the water equivalent of the calorimeter is given by the 
equation, 

^5 (^5 — ^e) 

In this determination the greatest care must be taken in observing 
temperatures, — especially Iq. 

Determine the mass m of the specimen whose specific heat is 
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to be determined and place it in the heater until its temperature 
assumes a constant value t. While the specimen is heating, fill the 
calorimeter about two thirds full of water and determine its mass 
Wj. Assemble the parts of the calorimeter, placing one ther- 
mometer in the water contained in the inner vessel and another 
thermometer against the inner surface of the outer vessel. This 
second thermometer is to give the temperature of the surround- 
ings. The temperature of the water should now be observed reg- 
ularly at quarter minute intervals, and the temperature of the 
surroundings should be observed every two minutes. The read- 
ings are taken at regular intervals but belong to two successive 
periods. 

First period. Observe the temperature t of the specimen in 
the heater and the temperature t^ of the water in the calorimeter, 
then quickly transfer the specimen to the calorimeter. While 
stirring the water continuously, take temperature readings every 
quarter minute. While the heated specimen is giving up its heat, 
the water will rise rapidly to a maximum temperature tz- This 
period may last for one or two minutes. This maximum tempera- 
ture is attained when the rate at which heat is radiated by the 
water to the air equals the rate at which the water receives heat 
from the specimen. The temperature may remain stationary at 
this value for an appreciable length of time. Thereafter the loss 
by radiation will exceed the gain of heat from the specimen. 

Second period. Continue to take readings of temperature 
and time for not less than five minutes during the cooling of the 
water in the calorimeter. During the entire time covered by these 
periods, the water must be stirred continuously and the readings 
of temperature and time must be taken without interruption. 

With these readings, plot two curves — one coordinating tem- 
perature and time for the water in the calorimeter, and another 
coordinating temperature and time for the surroundings. A pair 
of such curves is shown in Fig. 89. From these curves and the 
data already obtained the value of the radiation correction R can 
be determined by Regnault's method, p. 197. The data are now 
at hand which when substituted in eq. (2) will give the value of 
the specific heat of the specimen. 
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Test Questions and Problems. 

I. Show how to determine the specific heat of ice by the 
method of mixtures. Take account of the heat absorbed during 
the experiment from the surroundings by the graphical method. 
-' 2. Assuming the specific heat is known of a soHd body 
which will produce no thermal action when immersed in a certain 
liquid, show how to determine by the method of mixtures the 
specific heat of the liquid. 



LIV. 



DETERMINATION OF THE SPECIFIC HEAT OF A 
SOLID BY THE METHOD OF STATIONARY 

TEMPERATURE. 



Object and Theory o^ Experiment. — The object of this 
experiment is to determine the specific heat of a solid by a modi- 
fied form of the Method of Mixtures in which the water equiva- 
lent of the calorimeter is avoided and the radiation correction is 
eliminated- This is accomplished by maintaining the temperature 
of the calorimeter throughout the experiment the same as that of 
the surroundings. 

Consider a body of mass m, specific heat s and temperature t 
to be placed in a calorimeter containing m^ grams of water at the 
temperature of the surroundings t^. Let now cold water be 
added to the calorimeter at a rate such that the temperature of the 
calorimeter remains constant. If the mass and temperature of this 
cold water be represented by m^ and t,^ respectively, then the heat 
emitted by the specimen is ms (t — t^) and the heat gained by the 
cold water added to the calorimeter equals nioiti — to). Since 
the water originally in the calorimeter has not changed in tem- 
perature, the heat lost by the specimen must equal the heat gained 
by the cold water. That is 

m s (t — t^) = W2 (fi — /g) or 

_ m ^ (/i — /o) ,. 

'- m(t- /J- ^^ 

Manipulation and Computation. — The apparatus used in 
this experiment includes a calorimeter of special design, C, Fig. 



about vertical axes. The water dropper consists of a reservoir, 
99, and a htfater // and a water dropper D capable of rotation 




Fig. 99- 



R Kig. ICO, having a vaive f" by means of wbich the flow of water 
through tlie orifice O can be regulated. Surrounding this reser- 
voir is an ice jacket /. By means of the thermometer T, the tem- 
perature of the water at the moment it issues from the water 
dropper can be observed. The calori- 
meter, Fig. loi, is essentially the me- 
tallic bulb of an air thermometer into 
which projects a copper tube X for the 
reception, of the water and specimen. 
Any change in the temperature of the 
calorimeter is indicated by an open man- 
ometer tube M. To prevent any effect 
due to changes in the temperature oi 
the surrounding air, the calorimeter is 
placed in a water bath Y at the tempera- 
ture of the room. 

After the apparatus has been as- 
sembled ready for use, the specimen is 
weighed and placed in the heater. The 
ing tube of the calorimeter is iin- 



FiC. 



screwed and weighetl, first when empty, and then when 
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filled with enough water at the temperature of the room 
to cover the specimen. The mixing tube is now replaced 
and the stop cock attached to the manometer is opened for an 
insrant. By this means any difference of pressure between the 
inside of the air thermometer bulb and the outside air is equalized. 
When the specimen in the heater has attained a satisfactory tem- 
perature, the water dropper is made ready for use by allowing 
cold water to escape until the thermometer i 
the escaping steam indicates a stationary tem- 
perature. Observe the temperature of the speci- 
men in the heater, the water in the mixing tube 
of the calorimeter, and the cold water i 
water dopper. Now rotate the heater into po- 
sition over the calorimeter and quickly lower 
the specimen into the mixing tube. The heater 
is immediately rotated out of position and the water 
dropper rotated into place, liy operating the valve V, 
cold water is now allowed to fall into the mixing tube 
at such a rate that the index in the manometer tube 
of the air thermometer will remain stationary. The proper 
rate can be ascertained only by previous trials. It depends 
largely upon the conductivity of the specimen. The mixing tube 
with its contents is then weighed. All of the data necessary for 
the computation of the specific heat of the specimen by means of 
cq. (i) are now at hand. 




Fig. ioi. 



LV. 



DETERMINATION OF SPECIFIC HEAT WITH JOLY'S 
STEAM CALORIMETER. 



Object and Theory of Experiment. — A cold body placed 
in an atmosphere of steam will absorb heat until its temperature 
equals that of the steam. A certain amount of steam will be . 
thereby condensed. If the steam is at the boiling point of water, 
the amount of heat lost equals the product of the mass condensed 
and the heat equivalent of condensation of steam. By "heat 
equivalent of condensation" of steam is meant the number of heat 
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units given up bj' the condensation of unit mass of steam. TKs is 
numerically equal to the "heat equivalent of vaporization" of 
water, i. e. the number of heat units required to vaporize unit 
mass of water. The object of this experiment is to detennioe 
the S])ecilic heat of a solid from a measurement of the mass of 
steam condensed on the body as it rises in temperature to the 
boiling point of water. 

Joly's apparatus consists of a steam chamber. Fig. 102, 
enclosing a scale pan of a delicate balance. The scale pan is sus- 
pended from the balance beam by a thin wire passing through a 
small hole in the top of the steam chamber. Steam is first passed 
into the steam chamber and the mass of steam which condenses 
on the scale pan is weighed. The apparatus is now allowed to 




Fig. 102. 



cool to tlie temperature of the room. The scale pan is dried and 
upon it is placed the specimen whose specific lieat is required. 
Steam is again passed into the steam cliamber and the mass of 
steam which condenses on the specimen and on the scale pan is 
weighed. 

Let M and j be the mass and specific heat respectively of the 
specimen ; c, the thermal water equivalent of the scale pan and 
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suspending wire ; t^ and t^ the temperatures of the room and the 
steam respectively ; m' and m"y the masses of steam condensed by 
the specimen and by the balance pan respectively; A, the heat 
equivalent of condensation of steam. 

The amount of heat absorbed by 
the scale pan and suspending wire as 
they rise in temperature from t^ to t,^ is 
c(t.^ — /j). This heat is supplied by the 
heat liberated through the condensation 
of the mass m" of steam. Therefore 
103- e{t—t;) ^m" h. (i) 

Similarly, the amount of heat absorbed by the specimen together 
with the balance pan and suspending wire is 

Ms (to — t,) + e (h — h). 
This heat is due to the condensation of the mass of steam 
(w' + m"). Consequently 

Ms (f^ — /i) + e (to — /i) = (m' + w") h (2) 

Subtracting (i) from (2), 

Ms (^2 — ^) = ni' h 
Whence 

^n' h 

Manipulation and Computation. — A common source of 
error in this method is an uncertainty in weighing produced by 
steam condensing on the suspending wire where it emerges from 
the steam chamber. In the apparatus illustrated in the figure, this 
trouble is avoided by having the suspending wire pass through 
a small tube surrounded by a steam jacket. Fig. 103. By 
passing the steam through this jacket before it enters the steam 
chamber, the neighborhood of the aperture is sufficiently heated 
to prevent all condensation on the suspending wire outside of the 
chamber. 

In performing this experiment first weigh the specimen and 
then assemble the apparatus. Take care to have the suspending 
wire hang free. When water in a detached boiler is boiling vig- 
orously, note the temperature t^ of the inside of the steam cham- 
ber and then connect the boiler to the steam chamber with a good 
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sized rubber tube. Steam will immediately be condensed on the 
object pan. After one or two minutes diminish the flow of steam 
to such an extent that the current will not disturb the object pan. 
Now bring the balance into equilibrium by counterbalancing the 
object pan. 

Without disturbing the counterbalancing mass on the mass 
pan of the balance, disconnect the boiler frorri the steam chamber 
and allow the chamber to cool to the temperature of the room, t^. 
Dry the object pan and place upon it the specimen whose specific 
heat is required. Again connect the boiler to the steam cham- 
ber. After four or five minutes the specimen and the object pan 
will have acquired the temperature t^ of the steam. Diminish the 
How of steam as before and add standard masses to the mass pan 
until the balance is again in equilibrium. The mass thus added 
equals the mass m' of steam condensed by the specimen in rising 
in temperature from t^ to /o- Knowing /i, the heat equivalent of 
vaporization of water, all of the data are now at hand for com- 
puting the specific heat of the specimen by means of eq.* (3). 

Test Questions and Problems. 

I. When this method is employed in precise work a cor- 
rection must be applied to account for the diflference in weight 
of the specimen when in air and when in steam. Assuming that 
under normal barometric pressure the specific gravity of air at 
20° C, is 0.0012 and the specific gravity of steam at 100° C. is 
0.0006, find the factor by which m' must be multiplied to give the 
actual mass of steam condensed by the specimen. 
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Chapter XVII. 



CHANGE OF STATE. 



LVI. 



THE FLASH TEST, FIRE TEST AND* COLD TEST OF 

AN OIL. 



Object and Theory of Experiment. — If an inflammable 
gas is mixed with air in proper proportion, the mixture will ex- 
plode on ignition. The air above a volatile oil is saturated with 
the oil vapor. If the temperature of the oil is slowly raised the 
proportion of oil vapor in the air will increase until, at a certain 
temperature, the saturated air will become an explosive mixture. 
This temperature is called the Flash Point of the oil. If the 
temperature of the oil be still farther increased, a point will be 
reached at which the oil will evolve vapor so rapidly that, when 
ignited, it will burn continuously. This is called the Fire Test of 
the oil. The Cold Test of an oil is the lowest temperature at 
which the oil will flow. The object of this experiment is to make 
a flash test, fire test and cold test of a sample of oil. 

The general method of determining the flash point is to grad- 
ually heat the specimen in a cup and at frequent intervals pass a 
small flame near the surface of the oil. In making a fire test, the 
specimen is heated in an open cup and the temperature is noted at 
which the vapor will burn continuously when ignited. The flash 
point depends upon (a) the rate of heating, (b) the depth and 
diameter of the cup, (r) whether the cup is closed or open, (d) 
the quantity of oil used, (c) the size of the testing flame and 
its distance from the surface of the oil. Consequently the size 
and design of the testing apparatus and the method of carrying 
out a determination are explicitly described in the legislative en- 
actments of the various states. 
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i[AN-iPLLATioN' AND CoMPctATioN. — The fomi of appamtus 
most commoTiIy used in this countrj- for the flash point is the 
"Xew York State Board of Health Tester." This consists. Fig. 
104, oi a seamless copper cup C covered by a glass plate per- 
forated with two holes, — one for the insertion of the thermometer 
and another for the testing flame. This cup is heated in either a 
water or air bath B by means of an alcohol lamp or small Bun- 
sen burner. Place the whole apparatus in a sheet iron pan filled 
with sand. 

In using this apparatus for the testing of illuminating oils, 
the New York State Board of Health publish* the following reg- 
ulations : 

"Remove the oil cup and fill the water-bath with cold water 
up to the mark on the inside. Replace "the oil cup and pour in 
enough oil to fill it to within one-eighth of an inch of the flange 
joining the cup and the vapor-chamber above. Care must be 
taken that the oil does not flow over the flange. Remove all air 
bubbles with a piece of dry paper. Place the 
glass over on the oil cup, and so adjust the 
thermometer that its bulb shall be just cov- 
ered with oil. 

"If an alcohol lamp be employed for 
heating the water bath, the wick should be 
carefully trimmed and adjusted to a small 
flame. A small Bunsen burner may be used 
in place of the lamp. The rate of heating 
should be about two degrees per minute, and 
in no case exceed three degrees. 

"As a flash torch, a small gas jet one- 
quarter of an inch in length, should be em- 
ployed. When gas is not at hand employ a 
piece of waxed linen twine. The flame in 
this case, however, should be small. 

When the temperature of the oil 
has reached 85° F., the testing should 




Fio, 104. 



•Rep. of N. Y. state Boftrfl of Health. 1882. 
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commence. To this end insert the torch into the open- 
ing in the cover, passing it in at such an angle as to well 
clear the cover, and to a distance about half-way between the oil 
and the cover. The motion should be steady and uniform, rapid 
and without a pause. This should be repeated at every two de- 
grees' rise of the thermometer until the thermometer has reached 
95°, when the lamp should be removed and the testings should be 
made for each degree of temperature until 100° is reached. After 
this the lamp may be. replaced if necessary and the testings con- 
tinued for each two degrees. 

"The appearance of a slight bluish flame shows that the 
flashing point has been reached. 

"In every case note the temperature of the oil before intro- 
ducing the torch. The flame of the torch must not come in con- 
tact with the oil. 

"The water-bath should be filled with cold water for each 
separate test, and the oil from a previous test carefully wiped 
from the oil cup." 

Make five determinations of the flash point and take the mean. 
After each determination, remove the cover from the oil cud and 
blow the burnt gases out of the cup. 

After the flash point has been determined, remove the cover 
from the oil cup and continue to heat the oil at the rate of two 
degrees per minute. About every half minute test the oil with 
the small flame as above described. The lowest temperature at 
which the vapor of oil will burn continuously is the Fire Test. 
Remove the thermometer and smother the flame by placing on top 
of the oil cup a piece of asbestos board. Such a damper should 
always be at hand for emergencies. 

In the case of lubricating oils the method of finding the flash 
point and the fire test is exactly as above described except that 
the rate of heating should be about 15° P., per minute and the 
testing flame should be first applied when the oil is about 200° P, 

In making the cold test, a glass vial or boiling tube of about 
100 c. c. capacity is one-fourth filled with the oil under investi- 
gation, and then placed in a freezing mixture of ice and salt. 
When all of the oil has congealed it is removed from the freezing 

15 
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mixture and thoroughly stirred with a thermometer until it is 
sufficiently softened to flow from one end of the tube to the other. 
The temperature at which this occurs is called the cold test of the 
oil. 
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DETERMINATION OF THE BOILING POINT OF A 

SOLUTION. 



Object and Theory of Experiment. — The object of this 
experiment is to measure the boiling point of a dilute solution of 
given concentration and also to measure the boiling point of a 
saturated solution of the same substance. 

The boiling point of a liquid is the temperature at which 
the liquid is in equilibrium with its vapor. The boiling point of 
a solution is higher than the boiling point of the pure solvent. 
If a current of steam be passed into an aqueous solution below 
its boiling point, steam will be condensed in the solution until the 
heat thereby liberated raises the temperature of the solution to its 
boiling point. Consequently the steam that passes through the 
solution will be at the boiling point of the solution and not that of 
pure water. Obviously if the steam is formed in the solution it- 
self instead of being conducted into the solution from outside, 
the same result will occur. In general, then, the steam from a 
boiling solution comes off at the boiling point of the solution and 
not that of the pure solvent. 

Just as soon, however, as the steam escapes into the space 
above the solution it becomes slightly cooled by expansion, by 
contact with the walls of the vessel, etc. This cooling will con- 
tinue until the steam becomes saturated, that is, until its tempera- 
ure becomes that of the boiling point of pure water. 

Consequently, in determining the boiling point of the pure 
solvent the thermometer is suspended in the space above the 
liquid, while in determining the boiling point of a solution the 
thermometer bulb must be immersed in the solution. 



i 
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J. Y. Buchanan has recently utilized the principle described 
in the preceding paragraphs for finding the boiling point of a 
saturated solution. A quantity of the pure solute is placed in the 
bottom of a tall test tube containing a thermometer. A current 
of steam is sent through a glass tube extending to the bottom of 
the test tube until a saturated aqueous solution of the given so- 
lute is obtained. So long as any of the solute remains undis- 
solved and the current of steam is uninterrupted, the temperature 
of this saturated solution will be at its boiling point. 

Manipulation and Computation. — The apparatus used in 
determining the boiling point of a dilute solution consists of a 
small boiling flask provided with a cork fitted with a thermometer 
and condenser. Without the condenser the solution would grad- 
ually increase in concentration through the loss of steam. To pre- 
vent "bumping/' a handful of clean dry pebbles or pieces of 
broken glass is placed in the boiling flask. Fill the flask about 
one-third full with a normal* solution of the assigned salt, im- 
merse the bulb of the thermometer in the solution, place the flask 
in a sand bath heated with a Bunsen burner and observe the 
maximum temperature attained. This is the boiling point of a 
normal solution of the given salt. In the same manner find the 
boiling point of a semi-normal and a deci-norm^l solution of the 
same salt. 

For finding the boiling point of a saturated solution, fasten 
a large boiling tube in a vertical position in a retort stand, and 
fill the tube to a depth of about one centimeter with crystals of the 
assigned salt. Suspend a thermometer in the tube so that the 
bulb just touches the layer of salt and then push half way through 
the layer of salt the end of a glass tube in which flows a current 
of steam. When the bulb of the thermometer is submerged in the 
solution formed by the salt and condensed steam, observe the 
temperature. This is the boiling point required. 



Tor defination of a normal solution see p. 236. 
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DETERMINATION OF THE FREEZING POINT AND 
MELTING POINT OF A SUBSTANCE. 



Object and Theory of Experiment. — The object of this 
experiment is to determine the freezing point and the melting 
point of a given substance. 

Suppose that while a liquid is being gradually cooled to a 
temperature below its freezing point a series of simultaneous ob- 
servations is taken of the temperature and time. It will be no- 
ticed that the temperature of the cooling liquid falls to a certain 
value and then rises to a temperature at which the liquid begins 
to freeze. While the freezing process continues the temperature 
remains constant but when all of the liquid is frozen the temi5er- 
ature again falls. These facts are brought out clearly by a curve 
coordinating the observations . of temperature and time. The 
stationary temperature corresponding to the horizontal portion of 
the curve is the freezing point of the liquid. 

With crystalline bodies, c. g. water, there is a well marked 
horizontal portion of the cooling curve which shows that these 

bodies have a definite freezing point. But with waxes and other 
amorphous bodies which on solidifying pass through an inter- 
mediate pasty condition, the portion of the curve in the neighbor- 
hood of the freezing point is somewhat inclined to the time 
axis. This indicates a somewhat indefinite freezing point. It is 
customary to call the mean ordinate of this line the freezing point. 
If instead of cooling a liquid until it freezes we heat a solid 
until it melts, a curve is obtained which is the obverse of the 
previously described cooling curve. For crystalline bodies the 
freezing point and melting point are equal. But for amorphous 
bodies which in the neighborhood of "the freezing point pass 
through an intermediate pasty condition, the temperature at which 
fusion begins and the temperature at which solidification begins 
are not identical. 
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ManipuIvATion and Computation. — The apparatus used in 
this experiment consists of a narrow test tube projecting nearly 
to the bottom of a wider tube. The substance being studied is 
placed in the space between the two tubes, and a thermometer 
together with sufficient mercury to cover its bulb is placed in the 
inner tube. In determining the freezing point of a substance, 
this arrangement is placed in a jar containing a freezing mixture. 
In determining the melting point it is placed in a suitable hot bath. 

If the substance under investigation is liquid at ordinary room 
temperatures, place the apparatus containing the liquid in an 
appropriate freezing mixture. Note the temperature of the speci- 
men at 15 second intervals for a period extending from the time 
the apparatus was introduced into the freezing mixture to at least 
5 minutes after the specimen solidifies. With time as abscissas and 
temperatures as ordinates plot the cooling curve of the substance. 
The mean ordinate of the nearly horizontal portion of this curve 
is taken as the freezing point of the substance. 

Then place the apparatus containing the solid substance in a 
bath of boiling water or other suitable liquid. Begin immediately 
to take observations of temperature at 15 second intervals and 
continue the observations for at least 5 minutes after complete 
liquefaction has occurred. From these observations plot a heat- 
ing curve coordinating temperatures and time. The mean ordinate 
of the nearly horizontal portion of this curve is taken as the melt- 
ing point of the substance. 
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LIX. 

DETERMINATION OF THE HEAT EQUIVALENT OF 

FUSION OF ICE. 



Object and Theory of Experiment. The Heat Equivalent 
of Fusion* of a substance is the number of heat units required to 
just melt unit mass of it. 

Imagine that on mixing m grams of ice at 0° €._, with fUi 
grams of water at t^° that the ice melts and the temperature of 
the mixture becomes to°. During this operation, the ice has ab- 
sorbed the heat required to melt it and also to raise its tempera- 
ture after melting from 0° to /2°> while the calorimeter and its con- 
tents have lost heat. If during the experiment, there were no gain 
from nor loss of heat to the surroundings, then the heat gained by 
the ice would equal the heat lost by the calorimeter and contained 
water. That is, if we represent by e the water equivalent of the 
calorimeter, and by / the number of units of heat required to 
melt unit mass of ice, then in equating the heat gained by the ice 
to the heat lost by the water and the calorimeer, we obain 

mf+mt2= ( Wi + e) (^1 — /j) . 
That is, the heat of fusion would be 

In most cases, however, the error due to radiation is too 
great to be neglected. This error may either be computed by 
Regnault's method or determined graphically by the modification 
of Rowland's method given on pp. 199-202. If the latter method 



♦From the fact that the heat absorbed by a body during fusion does 
not change the temperature of the body, at the time when heat was considered 
to be a form of matter, it was supposed that the heat absorbed during 
fusion exists in the melted body in a hidden or latent form. This heat ab- 
sorbed during fusion was then called the "latent heat" of fusion. But since it 
has been proved that heat is a form of energy, it follows that the heat ab- 
sorbed by the body during fusion does not exist in the melted body as heat 
but as mechanical energy. Consequently, the expression "latent heat" of 
fusion is now obsolete and has given place to the term "heat equivalent of 
fusion." 
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be selected, it is necessary to determine the temperature that the 
mixture would have attained if there had been no radiation or ab- 
sorption. Denoting this corrected value by ^2' we obtain the cor- 
rected equation 

K+^)(A-//)_ (2) 

m 

MANIPUI.AT10N AND Computation. Weigh the inner vessel 
of the calorimeter and the stirrer. The product of this mass 
and the specific heat of the material of which the vessel and stir- 
rer is composed gives the water equivalent e. Fill this vessel 
about half full of water at about 60° C, weigh, and then assemble 
the calorimeter. 

One observer will now note the temperatures indicated by the 
two thermometers of the calorimeter at half minute intervals. 
A second observer will carefully dry a piece of ice having a mass 
about one-fourth that of the water in the calorimeter, 
and at a given instant drop it into the warm water 
contained in the calorimeter. The first observer will 
continue to take readings of temperatures at half minute inter- 
vals for about five minutes after all of the ice has melted. During 
all of this time the water in the calorimeter must be stirred 
and the ice kept submerged. Under no circumstances must the 
temperature of the calorimeter fall so low that dew will be pre- 
cipitated on its surface. Now weigh the inner vessel of the 
calorimeter with its contents. The data for determining m and m^ 
are now at hand. 

The corrected temperature of the mixture can be determined 
graphically as follows. On a single pair of coordinate axes plot 
two curves — one coordinating temperature and time for the water 
in the calorimeter, and another for the air between the two ves- 
sels. This latter curve will usually be a straight line. Such a 
pair of curves is shown in Fig. 105. Through the point of inter- 
section of the two curves draw a line parallel to the temperature 
axis. Produce the cooling curve A B until it intersects the line 
P S 2it some point X. Through the lowest point D of the curve 
AB C D B draw a line parallel to the portion D E and produce 
it until it intersects the line P 5* at some point R, Then in the 



e shiTT. :cat :,' equals the 
: R jltis ^ nTcnber of de- 
V X . That is. '7, — /.') 




I rate of chang; of teraperatnr 
Fig. 105. 



of CBlorimeter. 



Tcsl Questions and Problems. 

1. I'ind the relation between the heat equivalent of lusioa 
of ;i siihslance when the calorie is taken as the unit of heat, and 
when tlu' I'rilish thermal unit is taken. 

2. Dt^ilnce an expression for finding the heat equivalent of 
fnsinn of a body whose melting point is above the room tem- 
jii'r;iliirc. 
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Obviously the simple theory given in this experiment ap- 
plies only to a solid whose temperature is at its fusion point at the 
moment it is introduced into the calorimeter. In the general case 
not only will the temperature of the specimen be below its fusion 
point at the moment of its introduction to the hot water of the 
calorimeter, but in addition, its specific heat will be different in the 
solid and the liquid state. Even though neither of these spe- 
cific heats is known, by means of three experiments, similar to the 
above, in which the masses of the specimen and the water, as 
well as the original temperature of the water are different, the 
heat equivalent of fusion of a substance can be determined. We 
thus have three simultaneous equations containing but three un- 
known quantities — the required heat equivalent of fusion and 
the specific heats of the specimen in the solid and in the liquid 
states. By eliminating the specific heats, the heat equivalent of 
fusion can be determined. 

3. For the same reason that heat is absorbed when a body is 
melted, heat is also required to dissolve a body in any solvent. 
Sometimes, however, this absorption of heat on solution is masked 
or even exceeded by an evolution of heat produced by a chemical 
combination of the solute and solvent. 

Assuming that there is no chemical action between Potassium 
Nitrate and water, determine the heat equivalent of solution of 
this salt in water. 
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DETERMINATION OF THE HEAT EQUIVALENT OF 

VAPORIZATION OF WATER. 



Object and Thex)Ry of Experiment. If heat be applied to 
a liquid the liquid will rise in temperature until its maximum 
vapor pressure equals the external pressure on its surface; the 
liquid will then begin to boil, and farther addition of heat will 
not increase its temperature. The heat now absorbed by the body 
is doing internal work in converting the liquid into vapor. The 
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5:^rr,^.*r if !k2: ~~^' r^Kijlrec lo Tajir«rize Tmn mass of bqind is 
ciT^C ±ie H*£.: E-.Tfri>= 'Tf \'a5»:ciza3co of ifae liqiiid. In ordrr 
to c-Looe::.!* * r::^.?* ;■; ts^-^c" wrrKrn rtnTiging its tenqiei^iiFe, 
the atrrc arrj-.-rm -f bea: rrra be ibsraacd that was absorbed 
in the -.cpj'.i^ziLt: :^ In ccber wwd*. tbe heal of r^potizaJioa 
tJiua:; th^ btat -: f o'jooerja:;cc When the caloric bypotbeas was 
in vc^jt, 'Ji; 'jT^annr-' wts C5J>'J ifae "Jaient beat" of TsporizadnL 
Tbe otjett oi this experimHa is to detcnninc tbe beat equivalent 
of ^-ajiorizaiion of waier. 

Ima^ne thai m erarr.i r.f steam be condensed in wi, grams of 
waitr cfjiiLained in a cal'-rfTineier of water equivalent g. Let / de- 
ntitt the temperature of the steair. i tj. the te m perature of the 
caJorimeter and contents at the nx>nient the steam began to enter; 
/,, the temperature of the mixture ; and :■, the heat equi\-alent of 
^-apf/rization of water. Then we will have tbe equation 
mz~m (t — l.) — twi. — *•) ili — t.) +R 
where R is the radiation c 
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Maxipl'latiox and Computation". The apparatus used in 
this experiment comprises a boiler in which the 
iiquifi is vajMirized and a calorimeter contain- 
ing a copper worm in which the vapor is con- 
densed. The liquid in the boiler A, Fig. 106, is 
heated by means oi an electric current pass- 
ing through a coil of platinum wire. The arm 
holding the boiler is attached to a vertical brass 
rod .sujjported by the tubular column B. Be- 
low the clamp D there is a horizontal slit ex- 
tending through an arc of about 90° and from 
one t-nil of this slit there is a vertical slit ex- 
tending about half way down the tubular col- 
umn. A pin in the vertical rod supporting the 
boiler extcn<ls through this slit. By means 
lit this arrangement, the boiler can be quickly 
rotated into a definite plane and dropped in a 
1 as to cause the outlet of the boiler to register 
of the cop])er worm IV contained in the calor- 
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Weigh the condensing worm, inner vessel of the calorimeter 
and stirrer and determine their total water equivalent, e, as in 
the previous experiments. Pour water into the inner vessel of the 
calorimeter until all of the convolutions of the condensing worm 
are covered. The temperature of this water should be below 
that of the room but must not be so low as to cause dew to be 
deposited on the calorimeter. Determine the mass w^i of this 
water. Assemble the apparatus and adjust the position of the 
calorimeter until when the boiler is rotated into position and al- 
lowed to drop, the outlet O will accurately register with the 
opening W in the short section of rubber tubing on the end of the 
condensing worm. Raise the boiler, thus disconnecting it from 
the calorimeter, rotate it to one side and fill half full with water. 
Connect a storage battery to the terminals of the platinum spiral 
and regulate the current so that the water will boil freely but not 
violently. 

Now commence taking quarter minute observations of the 
temperature of the water in the calorimeter. About once per 
minute observe the temperature of the air betwen the two calori- 
meter vessels. At a given instant rotate the boiler into position, 
drop it into place and allow steam to flow into the condensing 
worm until the temperature of the water in the calorimeter rises 
to about 50° C The water in the calorimeter must be stirred con- 
tinuously. Now disconnect the boiler from the calorimeter, ro- 
tate it to one side and continue taking temperature readings at 
one minute intervals for about ten minutes. Observe the temper- 
ature t of the steam in the boiler. Remove the condensing worm 
\from the calorimeter, carefully dry the outside and weigh. The 
difference between this mass and the mass of the worm, already 
determined, is the mass m of the condensed steam. 

Compute the value of the radiation correction, R, by Reg- 
nault's method in the manner given on p. 197. All of the data 
are now determined for substitution in the equation for the heat 
equivalent of vaporization. 

Test Questions and Problems, 

I. Show the relation between the value of the heat equivalent 
of vaporization when determined in calories and when determined 
in British thermal units. 
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number of grams of the compound which contains a replaceable 
amount of an element equivalent to one gram of hydrogen. The 
value of the gram equivalent of a compound is numerically equal 
to the value of the gram molecule divided by the product of the 
number of atoms and the valence of the element in the molecule 
that is replaced during the reaction. Since some compounds may 
in different reactions have different elements replaced, it follows 
that the gram equivalent of a compound may have different values* 
depending upon which element is replaced during the reaction. 
The value of the gram equivalent cannot be determined until the 
reaction in which the substance takes part is known. 

The notation ordinarily employed to express chemical reac- 
tions is incomplete in that it does not take account of the thermal 
changes occuring with the matter changes. For example, if 
carbon burns, in a plentiful supply of oxygen, each atom of car- 
bon will unite with two atoms of oxygen to form one molecule of 
carbon dioxide. This fact is briefly expressed in the ordinary 
chemical formula 

C + Oo = CO2. 
But on the union of two substances a part of the potential energy 
due to their separation is transformed into heat energy. The 
amount of the heat change depends upon the physical state of the 
substances entering into the reaction. Thus, if 12 gms. of car- 
bon in the crystalline form combine with 32 gms. of oxygen to 
form one gram molecule of carbon dioxide, there will be an evolu- 
tion of 94300 calories of heat. If, however, the carbon is in the 
amorphous form the heat of reaction is 96400 calories. According 
to the very convenient system of notation devised by Julius Thom- 
sen, these reactions are stated as follows : 

(^crjsP O2) = CO, + 94300. 

i^amorph^ O2) = CO, + 96400, 

If, however, the carbon dioxide is formed by the oxidation 
of carbon monoxide, we will have 

(CO, O) = CO2 + 67960. 

Similarly, the fact that the solution of one gram molecule of 
carbon dioxide in a large amount of water developes 5880 calories 
of heat is expressed by the formula 
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(CO., Aq.) = CO, Aq. + 5880. 
Again, the heat set free in the neutralization of one gram 
molecule of carbon dioxide gas with the equivalent amount of so- 
drum hydroxide in dilute aqueous solution is 

(COo, 2 XaOH Aq.) = Na, CO3 Aq. + H^O + 26060 

while the heat of neutralization of one gram molecule of carbon 

dioxide in dilute aqueous solution, with the equivalent amount of 

sodium hydroxide also in dilute equeous solution is 

^ (CO. Aq., 2 Na OH Aq.) = Na, CO3 Aq. + H^O + 20180 



LXI. 



DETERMINATION OF THE MOLECULAR HEAT OF 

SOLUTION OF A SALT. 



Object and Theory of Experiment. — The heat of solution 
of a substance is the number of heat units developed, (+ or — ), 
by the solution of unit mass of it in a given mass of solvent. The 
molecular heat of solution is the number of calories of heat de- 
veloped by the solution of one gram molecule of the substance in 
a given mass of solvent. The molecular heat of solution varies 
with both the temperature of the components and with the con- 
centration of the resulting solution. Consequently both must be 
specified. The object of this experiment is to determine the mole- 
cular heat of solution of an assigned salt for various concentra- 
tions of solution. 

Let 111^ grams of the given substance whose molecular 
weight is tc^ be dissolved in itiz grams of a solvent having the 
molecular weight tCo. Let the temperature of both solute and 
solvent before mixing be to° C, and let the temperature of the re- 
sulting solution be f^° C. Then if the specific heat of the solution 
is s, the quantity of heat developed by the solution of the solute is 

[(7//1 + UL^) s -\- e] (f^ — /g) + -^ calories 
where e is the thermal water equivalent of the calorimeter, thermo- 
meter and stirrer and R is the radiation correction. Consequently 
the molecular heat of solution of the given substance for the par- 
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ticular temperature and concentration employed in the experiment, 
expressed in calories, is 

^^'mA [("'.+"'-^)^ + '-](''-'^' + ^ I (1) 

Manipulation and Commutation. — The apparatus used in 
this experiment consists of a large battery jar. Fig. 107, pro- 
vided with a cover through which project two thin walled test 
tubes and a larger thin walled copper tube closed at its lower end. 
A thin platinum tube provided with a thermometer is placed in 
the copper air jacket. This constitutes a calorimeter for mixing 
the two substances contained in the two test tubes. The jar is 
filled wih water which can be agitated by means of a stirrer S. 
Fill the Jar with water at the temperature of the room. Weigh 
out into the two test tubes such a mass m^ of the salt under inves- 
tigation and such a mass vi^ of water that there are exactly 50 
gram molecules of solvent to one of salt. [See eq. (i) p. 236] 
Place the two test tubes in the water bath and when their temper- 
atures becomes that of the bath, note the tem- 
perature and empty into the platinum tube. 
While continuously stirring the solution in the 
platinum tube, observe its temperature at 15 
second intervals for at least S minutes. If the 
maximum temperature change of the solution 
occurs within 30 seconds after the two sub- 
stances are mixed it will be unnecessary to de- 
termine the radiation correction R; otherwise 
compute R by Kcgnault's method. Take 
Fig I07 *^^ vahic of the specific heat of the so- 

lution from Table 24. If it is not pos- 
sible to compute' the value of c determine it experimentally 
by the method of mixtures. All of the data are now at hand for 
computing the molecular heat of solution of the salt at the giveq 
temperature for the given concentration. 

In the same manner determine the molecular heat of solution 
of the assigned salt for 11 ^ 100 and n — 200. If the salt is suf- 
ficiently soluble in water determine its molecular heat of solution 
for M = 10 and n = 20. 
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MANIPUI.ATION AND COMPUTATION. — The apparatus and ex- 
perimental method employed in this determination are the same 
as described in the experiment on the determination of the mole- 
cular heat of solution of a salt. 

Test Questions and Problems. 

I. The necessity of knowing" the specific heat of the final 
mixture can be obviated by arranging the temperature of the 
original solution and of the pure solvent so that the temperature 
of the final mixture is the same as the temperature of the original 
solution. Deduce the formula that would be employed if the de- 
termination were made in this manner. 



LXIII. 



DETERMINATION OF THE HEAT OF NEUTRALIZA- 
TION OF AN ACID AND A BASE. 



Object and Theory of Experiment. — The heat of neutral- 
ization of a given acid and base is the amount of heat evolved 
in the formation of one gram molecule of a normal salt. A nor- 
mal salt is one containing no replaceable hydrogen. 

Let 7£'i, 7t'2 and zv.^ be the molecular weight of the given acid, 
the given base, and of water respectively. Suppose that in order 
to produce one gram molecule of normal salt, the reaction requires 
«i molecules of the acid to u^ molecules of the base. Let each 
gram molecule of the acid and of the base be dissolved in n^ and n^ 
gram molecules of water respectively. Then the solutions con- 
taining equivalent amounts of the acid and base will have the 
masses (w^ w^ + % ^'3) grams and («2 ^'2 + ^h ^3) grams re- 
spectively. Denote these two masses by the symbols M^ and M^ 
respectively. Let the temperature of both solutions before mix- 
ing be ^2 °^- arid the temperature of the system after mixing be 
^1 °C Then if the specific heat of the final mixture is s, the ther- 
mal water equivalent of the calorimeter and accessories is e and 
the heat lost by the apparatus by radiation is R, then the heat of 
neutralization of the given acid and base, expressed in calories, is 
i^ = [{M^ + M,)s + e]{t,-Q+R. (I) 
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bomb together with the calorimeter, its accessories and the con- 
tained water rise in temperature from t^" to l^° C. Let the mass 
oi water in the calorimeter be m^ and the total thermal water 
equivalent of the apparatus including the calorimeter, bomb, ther- 
mometer and stirrer be denoted by e. Then if the radiation cor- 
i^ection is i?, the heat develoi>ed by the combustion of one gram 
of the substance is 



H = 



(,«,+.)(^-M+J^ eal. 



lories per grair 



The superiority of this method is that since in it complete 
combustion is attained and all the products of combustion remain 
in the apparatus, the quantity of heat developed is readily com- 
puted. 

Manipulation anu Computation, — The apparatus used in 
this apparatus comprises a water calorimeter, a combustion bomb, 
a press for molding the specimen into a small coherent pellet, a 




244 Thehmochemicai. Measurements 

rtt.irt fiT [jeTKTating oxxgen and an electric battery for igniting 
the six-cinien. 

Hi'HUX'l's ci I [libit St inn bomb consists of a soft steel or cast iron 
ca[isiilc /*, Fig. io8, closed bv a massive plug C The inside 
ftirface i^f tlit txmib is coated with enamel. The plug is pierced 
by two passagi-s — one. JH for filling the bomb with oxygen and 
another tor the intRxliiction of an insulated conductor KF. The 
gas passago is controlled bv the compression valve A. The rod 
KF is ini^iilatod from the metal plug by the rubber packing M 
and the aslK'stos packing .V. C is a metal rod screwed into llie 
plug. .\ little basket E made of incombustible material is sus- 
]X'nded by moans of heavy platinum wires from the ends of the 
rods G and F. The ends of the rods G and F are connected by a 
thin platinum wire. 

In pre])aring a specimen of coal for a determination, the coal 
is first pidverized and then molded into a compact coherent peljei 
by means of a screw press, Fig. 109. The mold of the press con- 
sists 01 a block of steel. X Fig. no, bored out to the requireil 





Fic no 



size. The upper iwrtion of tliis hole is cylindrical and is fitted 
with a cylindrical plug .■/. The lower portion of the hole is 
roamed out to a conical form and is fitted with a conical plug B. 
On the conical surface of the plug arc two narrow channels whidi 
extend from one face to the other. 

A loop of cotton or linen thread, FSB, is made over the coni- 
cal plug and its ends laid in these slots. About i . 25 gms. of pul- 
verized coal is packed about this loop of thread, the cylinder A 
is put in place, the plunger P placed on top, and the screw turned 
down imtil the specimen has been compressed into a compact 
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pellet. The screw is now raised, the mold slipped into the upper 
horizontal guides and the screw again depressed until the pellet 
is forced out through the bottom of the mold. With a shaq> knife 
pare down the pellet until it weighs about one gram. Cut off one 
end of the thread close to the specimen. Remove any loose par- 
ticles of coal by means of a small brush, place the pellet on a 
watch glass and weigh. Do not touch the pellet with the fingers 
but handle by means of the thread. 

Unscrew the head C, Fig. io8 of the combustion bomb, mount 
it in a retort stand, connect the terminals of the battery to the 
binding posts K and L, and regulate the resistance in circuit so 
that the current will bring the platinum wire connecting G and F 
to a red glow. Without disturbing the resistance in circuit open 
the switch and disconnect the battery terminals from the binding 
posts K and L. Place the specimen of coal S in the basket E and 
tie the free end of the thread to the thin wire connecting G and F. 
Now, without disturbing the specimen, remove the head of the 
combustion bomb from its support and screw it tightly into the 
bomb. The combustion bomb is now ready to be filled with oxygen. 




Fill the gas generating retort. R Fig. iii, two-thirds full 
with a mixture consisting of equal parts of potassium chlorate 
and manganese dioxitlc. Put a tightly wound toll of copper or 
brass wire gauze into the tube leading from the retort, and con- 
nect the retort and a pressure gauge G to the combustion bomb 
in the manner shown in the figure. The pressure gauge and com- 
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bustion bomb are immersed in a vessel of water for the purpose 
of detecting any leak in the bomb and also for the purpose of 
cooling the oxygen coming from the hot retort. 

Open the gas valve in the combustion bomb and apply a 
Bunsen flame to the upper part of the gas generating retort until 
the gauge indicates a pressure of about i kg. per sq. cm. ( 14 lbs. 
per sq. in.). If the flame be now removed, the heat already given 
to the retort will generate enough oxygen to raise the pressure 
to about 5 kg. per sq. cm. (70.5 lbs. per sq. in.). Now loosen the 
flange coupling P so as to allow the mixture of oxygen and air 
contained in the apparatus to escape. By tightening the coupling 
P and repeating this operation the entire apparatus can be freed 
of air. Now tighten the couplings and slowly heat the retort un- 
til the gas pressure rises to about 12 kg. per sq. cm. (170 lbs. per 
sq. in.). Close the gas valve on the combustion bomb and im- 
mediately afterwards disconnect the bomb at the coupling H from 
the remainder of the apparatus. Cool the bomb to about the tem- 
perature of the room and carefully dry it with a towel. 

Place the bomb in a water calorimeter containing tn^ gms. 
of water at about the room temperature. Connect the terminals 
of the previously arranged electric circuit to the binding posts K 
and L, Fig. 108. Before closing the switch in the battery circuit, 
take temperature readings of the continuously stirred water at 
quarter minute intervals for at least five minutes. At a given in- 
stant of time close the battery switch so that the electric current 
will ignite the specimen. The switch should be closed 
for but a moment else the heating effect of the current 
will need to be taken into account. While continuously stirring 
the water, continue to take quarter minute temperature readings 
for at least ten minutes after ignition. The temperatures should 
be read to hundredths of a degree. Take the bomb out of the 
water, open the valve, unscrew the head, wash out the inside and 
oil the screw threads. 

From a curve coordinating temperature and time find by the 
grapical method described on p. 199 the highest temperature 
that would have been attained by the calorimeter if there had 
been no loss of heat by radiation. Let t^ represent this corrected 
•emperature. Then instead of eq. ( i ) we can write 
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H ^ (^i+^)(^\— ^2) calories per gram. (2) 

m 

In this equation the thermal water equivalent of the appara- 
tus e is still unknown. This constant can be determined in any 
one of three different ways, (a) By taking the sum of the prod- 
ucts of the masses and the assumed specific heats of the various 
parts of the apparatus. In an apparatus like this composed of so 
many different materials of uncertain composition, this method 
is unreliable. (6) Experimentally, by the method of mixtures. 
The large amount of water required in this experiment and the 
difficulty of obtaining temperatures accurately make this method 
unsuitable for inexperienced observers, (c) By means of a 
supplementary experiment in which a definite amount of heat 
is developed in the apparatus by the combustion of a known mass 
of substance having a known heat value. There are a number of 
substances whose heat values are accurately known which can 
easily be obtained pure. This last method is the one that will be 
employed in this experiment. 

Suppose that when using the same apparatus as before, the 
burning of m' gms. of a substance of heat value H' raises the 
temperature of the apparatus and of m^ gms. of water from 
t^ to ^3° C, Let /g' be the temperature that the calorimeter would 
have attained if there had been no loss of heat by radiation. Then 
we will have 

^, =(^2+<^)(^S--^4) calories per gram. (3) 

Eliminating e between eqs. (2) and (3) we have 

Napthalin in a suitable substance to use in this supplementary 
experiment. Make a pellet of somewhat smaller mass than the 
mass of coal already used and proceed exactly as in the experi- 
ment with coal. Air of the data for determining H by means of 
eq. (4) are now at hand. 

Before putting away the apparatus, dig the remaining solid 
substance out of the gas retort, rinse out the combustion bomb 
with water and carefully oil the threads of the bomb and all parts 
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of the press. Be certain that no water or oil is left inside of either 
the retort or combustion bomb. -If oil or any other organic sub- 
stance is heated in the retort with the oxygen producing mixture 
an explosion is liable to occur. 

LXV. 



DETERMINATION OF THE HEATING VALUE OF A 
GAS WITH JUNKER'S CALORIMETER. 

Object and Theory op Experiment. — The object of this 
experiment is to determine the number of heat units developed by 
the combustion of unit volume of a given sample of gas. In 
Junker's method the heat developed by a constantly burning flame 
is determined by measuring the heat absorbed by a steady stream 
of water enclosing the flame. 




Heat Value of Fuels 




The apparatus consists of a gas pressure regulator, R Fig. 
2, an accurate gasmetcr M and a calorimeter C of special 
rsign. The calorimeter consists of a combustion chamber, A, 
■g- "3. enclosed by a water jacket B traversed by a large 
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number of tubes for the passage of the products of combustion. 
The water jacket is surrounded by a closed space L filled witli 
air. After traversing the pressure regulator and meter the gas 
is burned in the burner Q. The products of combustion after 
passing through the tubes traversing the water jacket escape 
through the vent Y, The temperature of the gas as it enters the 
])urner and the temperature of the products of combustion as they 
leave the calorimeter are given by the thermometers T" and T''\ 
A stream of water flows from the supply pipe D into a small res- 
ervoir kept at constant level by means of the overflow pipe 0. 
From this regulator the water passes down the tube E through the 
control valve V, thence through the water jacket B, thence 
through G and the discharge nozzle H into the measuring vessel 
U. The temperature of the water as it enters and as it leaves the 
calorimeter is given by the thermometers V and T, Water vapor 
formed by the combustion of the gas condenses on the inside of 
the combustion chamber and escapes through the outlet / into 
the measuring vessel W, 

The flow of water and of gas is so adjusted that the temper- 
ature of the products of combusticMi escaping at Y is apf)roximate- 
ly the same as the temperature of the gas entering the burner 

at P. 

Let V represent the volume (reduced to standard conditions) 

of the gas burned during a certain time. Let the mass of water 
which passes through the calorimeter during this time be denoted 
by m^, and let its temperature on entering and on leaving be rep- 
resented by t' and t respectively. Let the mass of steam Condensed 
during the combustion be represented by mg, and let the temper- 
ature at which it condenses and the temperature of the condensed 
steam as it leaves the calorimeter be denoted by t^ and t^ respec- 
tively. 

Then the heat value of the gas, H, is given by the equation 

^_ ^1 (^-^0 _^ni^h + /«2 (/i — Z^)] (1) 

where h is the heat equivalent of vaporization of water. If m^ 
and mo are measured in grams, v in liters and temperatures in ^C, 
then H is given in gram calories per liter or kilogram calories per 
cubic meter. 
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MANIPU1.AT10N AND Computation. — ^After assembling the 
apparatus connect D to the water supply so that any leak in the 
calorimeter will make itself evident. The flow of water into the 
apparatus must always be sufficiently great to overflow through 
the pipe 0. With the gas valve at the burner P closed, connect 
the gas regulator to the gas supply and observe if the index of the 
meter moves. If it does, seek out the leak and remedy it. With 
the water still flowing through the apparatus, take the burner out 
of the calorimeter, light the gas and replace the burner. If the gas 
is lighted while the burner is inside the combustion chamber there 
is danger of an explosion. Have the top of the burner from 12 
to 15 cms. above the lower opening to the combustion chamber. 
The damper Z should be from one-half to completely open de- 
pending upon the draught required for the flame. 

Arrange the flow of water by means of the valve V, and the 
flow of gas by means of the valve P so that the thermometers V 
and V" indicate practically the same temperature. For ordinary 
illuminating gas the proper rate of flow of water is from i . o to 
1 . 5 liters per minute. 

After all of the thermometers indicate nearly stationary tem- 
peratures, note simultaneously the gas meter reading and the 
temperatures indicated by the thermometers T and V. Then im- 
mediately place suitable vessels U and W so as to catch the 
warmed water escaping from H and the condensed steam es- 
caping from /. Note the temperatures of the ingoing "and the 
outgoing water every 15 seconds until two or more liters of water 
have flowed into the vessel U, Then remove the vessels U and W 
and at the same time take the gas meter reading. Note the tem- 
perature ^2 of the condensed steam in W, Determine m^ and m^ 
by weighing. 

From the difference between the two gas meter readings to- 
gether with the temperature and pressure of the gas passing to 
the burner, the value of v is found by means of the fundamental 
law of gases. The temperature is given by the thermometer T". 
The pressure is the sum of the barometric reading and the height 
of mercury corresponding to the difference in the level of water 
in the manometer V. 
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All of the <iaia are now at hand for substitution in eq. (i). 

]W substituting a properly designed lamp for the gas biuner, 
Junker's calorimeter can be used for finding the heating value of 
a liquid. 

7Vj/ OutStiofiS and Problems. 

I. Sh«»\v that the niultiphing factor for transforming kilo- 
gram calories per cubic meter to British thermal units per cubic 
f<X)t is o. 1 1 235. 
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DETERMIXATIOX OF THE MOLECULAR WEIGHT OF 
A Sir.STAXCE BY THE BOILIXG POIXT METHOD. 



Or.jECT AND Theory of Experiment. — \ solution of a non- 
volatile substance has a higher boiling point than the pure solvent. 
It has been fouiul that the elevation of the boiling point of a 
solution is pro]>ortional to the ratio of the number of molecules 
of solute to the number of molecules of solvent in the solution. 
Tims it the boiling point of a pure solvent be measured, and also 
the boiling point of a solution of definite concentration, it is 
evidently possible to determine the molecular weight of the 
solute. The object of this experiment is to determine the mole- 
cular weight of a substance from a measurement of the difference 
between the boiling point of a pure solvent and of a solution of 
known concentration of the substance. 

The relation between the molecular weight of a soluble non- 
volatile substance and the elevation produced in the boiling point 
of a pure solvent by the addition of the given substance can be 
ol^tained from the consideration of a perfectly reversible engine 
in which the solution is used as the working stibstance. 

Imagine an engine consisting of a cylinder fitted with a 

piston made of a material which is permeable to a certain pure 

solvent but is impervious to a given solute. Suppose that the 

si)acc below the piston is filled with a very dilute solution of the 

ubstancc, and the space above the piston contains some of the 

ire solvent. When the pressure on the piston equals the os- 
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motic pressure of the solute, there is equilibrium between the sol- 
vent above the piston and the solution below. But if the pressure 
on the piston is greater than the osmotic pressure, solvent will 
be forced out of the solution until the two pressures are equal. 
If, however, the pressure on the piston is less than the osmotic 
pressure, solvent will enter the solution making it more dilute. 
Thus the volume occupied by the solute depends upon the pres- 
sure to which the piston is subjected in a manner analogous to 
that in which the volume occupied by a gas depends upon the 
pressure to which it is subjected. 

Let the dilution and volume of the dilute solution in the 
cylinder be so gerat that on farther dilution the thermal ' change 
of the solution and the volume change of the solute are negligible. 
Let m^, zv and m.^ be the mass of solute, molecular weight of 
solute and mass of solvent, respectively, in the solution. Let the 
number of gram molecules of solvent in which is dissolved one 
gram molecule of solute be denoted by M. Let h be the heat 
equivalent of vaporization of one gram of the solvent. Let T 
be the boiling point of the pure solvent and (T -\- d T) the boil- 
ing point of the solution, at the pressure p. 

Starting with the solution in the cylinder at the pressure p 
and absolute temperature T, let the engine go through a complete 
reversible cycle consisting of the following five operations. 

First. Depress the piston until there osmoses through its 
semipermeable head that amount of solvent in which is dissolved 
one gram molecule of solute. The work required to be done on 
the engine to effect this separation of (zv m^ -^ t/^i) grams of 
pure solvent from the sohition is, from eq. (15) p. 171, equal to 
R T. There is no thermal change during this operation. 

Second. Allow the M gram molecules of solvent separated 
from the solution during the first operation to evaporate at the 
temperature T and pressure p. This requires the absorption at 
the temperature T of {zv nu h -^- m^) calories of heat. The work 
done by the engine during this operation is, from eq. (14) p. 171, 
equal to MRT. 

Third. Keeping the pressure constant, heat separately the 
solution and vapor to the temperature (T -\- d T). From eq. (13), 



254 Thermochemical Measurements 

p. 171, the work done by the engine during this operation equaU 
AJR (d T). The heat absorbed equals e{d T) calories, where e 
is the thermal water equivalent of the solution and vapor. 

Fourth. Bring the vapor into contact with the solution and 
permit it to condense without change of temperature. During 
this operation (tt'wzj h -^ m^) calories of heat will be liberated 
at the temperature (T -\- d T)y and an amount of work will be 
done on the engine equal to M R (T -\- d T). 

Fifth. Cool the solution to the temperature T. The heat 
liberated equals e(dT) approximately. Since there is but an 
infinitesimal change of volume, the work change can be neglected. 

The cycle is now complete and the working substance is in 
its original condition. The net result of the cycle is that 
(w 791^ h -=- mi) calories of heat have been carried from a body 
of temperature T to a body of temperature (T + d T) by an ex- 
penditure of work equal to RT. 

Since the cycle is reversible, the amount of work required to 
transfer (wmzh-^m^) calories from T to (T -{- d T) is, from 
eq. 23, 176, equal to 

w m2 h d T 

Whence, j^ j, _wm2 h d T ,jx 

nil ^ 
Since for one gram molecule of substance R =^ i.gS calories, 
wc have for the molecular weight of the substance 

V h J (m^d T) ni2 (d T) ^ ^ 

where m^ and m.^ are the masses of the solute and solvent, respec- 
tively, composing the solution, (d T) is the elevation of the boil- 
ing point of the solvent produced by the addition of the solute, 
and k is a constant depending upon the heat equivalent of vapor- 
ization and upon the absolute temperature of the boiling point 
of the pure solvent at the pressure p. 

Computed values of k are given in the following table for 
some of the commonly used solvents when under ordinary 'atmos- 
pheric pressure: 
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SOLVENT. 


T' 


h 


S 


Acetone 


329.6 


I2S-3 


1717 


Benzol 


352 


6 


93-5 


2633 


Carbon bisulphide 


319 




83.8 


2404 


Cliloroform 


334 




58.5 


3776 


Ethyl Alcohol 


351 


3 


214.3 


1 140 


Ethyl ether 


308 




90.5 


2075 


Water 


373 





S36. 


514 



Manipulation and Computation.— Beckmann's apparatus, 
to be used in this experiment, consists of a boiling tube A contain- 
ing the solution together with a Beckmann differential thermo- 
meter B. The boiling tube is surrounded by a jacketing arrange- 
ment containing a liquid of a slightly higher boiling point than 
the solution being examined. To prevent the evaporation of the 
solvent in the boiling tube and the liquid in the jacket, both the 




Fig. 



boiling tube and the jacket are provided with condensers D. 
The entire apparatus is supported on a sand bath or wire gauze. 
Heat is supplied by one or two small Bunscn burners.' In 
order to prevent the form of explosive boiling called "bumping," 
a thick platinum wire is sealed into the lower end of the boiling 
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tube and in addition, the tube is filled to a depth of about two 
centimeters with clean glass beads. 

The quantity of mercury in the bulb of the diflferential ther- 
mometer must be adjusted so that when the bulb is immersed in 
the boiling pure solvent, the mercury thread will come to rest 
near the bottom of the scale. Heat the bulb 4 or 5° above the 
boiling point of the pure solvent and then give the tube of the 
thermometer a sudden slight jar. The mercury in the upper 
part of the reservoir will separate from the mercury thread thus 
leaving the proper amount of mercury in the bulb. The proper 
temperature can be easily obtained by immersing the bulb in a 
boiling solution of the solvent to be used in the experiment. 

After the boiling tube is dried and the dried beads replaced 
it is weighed. Sufficient solvent is now introduced to cover the 
bulb of the thermometer and the boiling tube is again weighed. 
The entire apparatus is now assembled, the solvent heated to 
boiling and the thermometric reading noted. The boiling should 
be as brisk as is consistent with quiet uniform ebullition. Before 
taking a reading, the tube should be given a few light sharp taps 
so as to avoid the adhesion of the mercury to the side of the cap- 
illary tube. Repeat the determination of the boiling point of the 
solvent until a series of consecutive consistent results is obtained. 

After the boiling point of the solvent is determined, a 
weighed amount of the substance whose molecular weight is re- 
quired is introduced into the boiling tube and the boiling point of 
the resulting solution is determined. After this determination has 
been verified, additional weighed amounts of substance are in- 
troduced and the boiling point of the solution determined for each 
concentration. Each determination should be repeated before 
the succeeding concentration is taken up. 

It should be noticed that although the vapor of the solvent 
comes off at the boiling point of the solution, it immediately cools 
to its saturation temperature. The vapor then begins to condense 
and continues to condense until the boiling point of the pure sol- 
vent is attained. Consequently the thermometer bulb must be 
immersed in the solution and not in the vapor coming off from 
e solution. 
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Since there is a part of the pure solvent in the form of vapor 
and an additional part condensed on the walls of the apparatus, 
the amount of solvent actually present in the solution is some- 
what less than that actually put into the boiling tube. The solution 
is therefore more concentrated than the weighing would indicate. 
When water is the solvent employed, and the apparatus is of the 
form and dimensions used by Beckmann, this correction amounts 
to about 0.5 gm. 

The specimens of substance should be in the form of little 
pellets in order that they may be introduced easily into the boil- 
ing tube. If a volatile solvent is employed, the specimens should 
be introduced through the condenser without opening the boiling 
tube to the air. 

The greatest practical difficulty in this experiment consists 
in securing the proper rate of boiling. If the boiling is too slow 
the temperature of equilibrium will not be attained. On the other 
hand, if the boiling is so vigorous as to cause the vapor to form 
in large bubbles which explode violently on reaching the surface 
of the liquid, the thermometer will rise above the true point while 
the bubble is forming and suddenly fall below it after the bub- 
ble explodes. When condensed vapor drops into the solution, the 
thermometer suddenly falls. 

Test Questions and Problems, 

1. Discuss the errors to which the boiling point method is 
subject. 

2. From an inspection of eq. (2), show what properties 
should be possessed by a solvent in order that the greatest ac- 
curacy may be obtained. 

3. If a given substance were soluble to a nearly equal de- 
gree in water and in ether, show what considerations would af- 
fect the choice between these two solvents. 



17 
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LXVII. 

DETERMINATION OF THE MOLECULAR WEIGHT OF 
A SUBSTANCE BY THE FREEZING POINT 

METHOD. 



Object and Theory of Experiment. — Usually the freezing 
point of a solution is different than that of the pure solvent 
When a dilute solution partially congeals, if the solid separating 
out is the ice of the pure solvent the freezing point of the solu- 
tion is lower than that of the pure solvent. This is the case to be 
considered in this discussion. It has been shown by Coppet and 
Raoult that if n molecules of any substance exist dissolved in m 
molecules of a solvent, the lowering of the freezing point of the 
solution is a constant quantity. By using quantities of substances 
proportional to their molecular weights, if there is no association 
or dissociation, solutions are produced in which the ratio of 
the number of molecules of solute to number of molecules of sol- 
vent is known. This suggests the possibility of determining the 
molecular weight of a soluble substance from the lowering pro- 
duced in the freezing point of a given solvent by the 
addition of the soluble substance. Or, if the molecular weight 
is already known, this principle furnishes a means of determin- 
ing the amount of association or dissociation of a substance in 
solution. The object of this experiment is to determine the mole- 
cular weight of a substance from the lowering which it produces 
in the freezing point of a given solvent. In the present experi- 
ment water will be used as the solvent, and the molecular weight 
of sugar and sodium chloride will be determined. 

The relation between the molecular weight of a soluble sub- 
stance and the lowering of the freezing point of a pure solvent 
produced by the addition of the given substance can be obtained 
from purely thermodynamical considerations. As in the previous 
experiment, consider an engine consisting of a cylinder fitted with 
a semipermeable piston. Let the working substance be a very di- 
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lute solution of the substance whose molecular weight is required. 

Let Wi and mg be the masses of solute and solvent, respec- 
tively, composing the solution. Let w be the molecular weight of 
the solute and let / be the heat equivalent of fusion of one gram 
of the solvent. Also let T and (T — d T) he the freezing points 
of the solvent and solution respectively. 

Beginning with the solution in the cylinder at the absolute 
temperature (T — d T) with an indefinitely small quantity of ice, 
let the engine go through a complete reversible cycle consisting, 
of the following five operations. 

First. Allow that amount of pure solvent in which is dis- 
solved one gram molecule of solute to freeze at the temperature 
(T — d T). Since in this operation (ivntz -^ m^) grams of solvent 
are frozen, the amount of heat liberated at the temperature 
(T — d T) equals (zvm2 f -^ m^) calories. The work done by the 
working substances equals p{dv)^ where p is the atmospheric 
pressure, and dv is the difference between the volume of the sep- 
arated solvent when in the solid and when in the liquid condition. 

Second, Heat the solid and solution to T°. The heat ab- 
sorbed equals e {dT), when e is the thermal water equivalent of 
the solid and solution. The work done by the working substance 
is a positive quantity of negligible magnitude. 

Third, Permit the solid to melt at the temperature T, In 
this process (zvm._ f -^ fn^) calories of heat are absorbed at the 
temperature T. The work done on the working substance is 
p(dv). 

Fourth, By means of the semipermeable piston, return the 
pure solvent to the solution at the temperature T, Since the 
dilution and volume of the solution are so great the change in the 
concentration produced in this operation can be neglected. Con- 
sequently there is no thermal change, and the work done by the 
working substance during the osmosis of the solvent back into 
the solution is, from eq. (15) p. 171, equal to R T, 

Fifth, Cool the solution to (T — d T). The heat liberated 
equals e(dT), approximately. The work done by the working 
substance is a negative quantity of negligible magnitude. 

The working substance has gone through a complete rever- 
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sible cycle and is now in its initial condition. The net result of 
the cycle is that by the transfer of (w mz f -r- nt^) calories of heat 
from a body of temperature T to a body of temperature (T — dT) 
the working substance has performed an amount of work equal 
to R T calories. From eq. (23) p. 176, the amount of work de- 
veloped by a reversible engine by the passage of the quantity of 
heat (wmof-~m^) from the temperature T to the temperature 
(T — d T) is 

w w^f d T 
m^ 7 

Whence RT = "^-IhJ iX. (1) 

m^ T 

Since for one gram molecule of vapor 7? = 1 . 98 calories, we 

have for the molecular weight of the dissolved substance 

/ 1.98 7-^ . m, m, ^,. 

\ f )m^{dT) ^ m^{dT) ^^ 

where m^^ and m2 are the masses of the solute and solvent, respec- 
tively, composing the solution, (dT) is the depression of the 
freezing point of the solvent produced by the addition of the so- 
lute, and k' is a constant depending upon the heat equivalent of 
fusion and upon the absolute temperature of the freezing point 
of the pure solvent. The values of k' computed for some of the 
commonly used solvents are given in the following table. 
SOLVENT. r° h k' 



Acetic acid 


290.0 


43-2 


3855 


Benzol 


277.9 


29.1 


5255 


Formic acid 


281.5 


55-6 


2822 


Nitrobenzene 


278.3 


22.3 


6877 


Water 


273.0 


79-4 


1858 



Manipulation and Computation. The apparatus used in 
this experiment consists of two concentric test tubes, A and 5, 
Fig. 115, immersed in a freezing mixture contained in a jar C 
Through a cork in the inner test tube passes a Beckmann differen- 
tial thermometer T and a stirrer 5. For convenience of intro- 
ducing the specimen, the inner test tube is usually provided with 
a side tube. 

Fill the glass jar C with a freezing mixture composed of 
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one part o£ coarse salt to about five parts of snow cr chopped ice. 
Following the method given on p. 140 the quantity of mercury 
in the bulb of the thermometer must be adjusted so that when the 
bulb is immersed in freezing water, the top of the thread will come 
to rest near the upper end of the scale. Invert the thermometer, 
and by means of a sudden slight jar cause the mercury in the 
upper reservoir to fall to the end of the reser- 
voir connected to the capillary. Heat the bulb 
until the thread in the capillary joins the mer- 
cury in the reservoir. Immerse the bulb in pure 
water contained in the freezing tube A. Place 
the freezing tube in the freezing mixture, and as 
soon as ice particles begin to form remove the 
thermometer from the ice cold water. Let it 
warm slightly in the air and then separate the 
mercury in the upper reservoir from the thread 
in the capillary by means of a sudden slight jar. 
On again immersing the bulb in the ice cold 
water, if the top of the thread comes to rest 
near the upper end of the scale the thermometer 
is in proper adjustment. 

If a crystal of the liquid is not present, the liquid must usu- 
ally be considerably undercooled before crystallization will occur. 
For the purpose of inducing crystallization, an infinitesimally small 
crystal of the lic|uid can be introduced by the following method 
due to Beckmann. Select a glass tube about 15 ems. long having 
a bore of about 3 mm. diameter. On one end fix a short section 
of rubber tubing fitted with a stopper of glass rod. Fill the tube 
with the solvent being used (water in this experiment), plug 
the upper end with the glass rod and inunersc the entire tube in the 
freezing mixture. See V, Fig. I15. When the contents of the 
tube have become frozen, warm the outside of the tube with the 
hand until the rod of ice can be pushed beyond the end sufficiently 
to protrude about two millimeters. If the tube be now replaced 
in the freezing bath, the rod of ice will be frozen fast to the con- 
taining tube and the "vaccination point" will be ready for use. In 
using this device, when the temperature of the liquid in the freez- 
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ing tube A is slightly below its freezing point raise the stirrer S 
out of the undercooled liquid, open the side tube and touch the 
stirrer with the "vaccination point." By this means crystallization 
is induced on the wet stirrer which is communicated to the re- 
mainder of the liquid in the freezing tube so soon as the stirrer 
is set into motion. 

Now that the thermometer is in adjustment and the * Vaccin- 
ation point" is prepared the freezing tube A is weighed, first 
when empty and then when containing enough water to cover the 
bulb of the thermometer. This gives Wj. Assemble the appara- 
tus and allow the water to cool until the mercury In the thermom- 
eter stands about one degree below the position attained when 
previously placed in ice water. Now "vaccinate" the contents of 
the freezing tube A in the manner described in the preceding 
paragraph. When freezing begins, the temperature will rise un- 
tiJ the freezing point is reached. During this rise, tap the ther- 
mometer frequently with a lead pencil so as to prevent the sticking 
of the mercury in the fine bore. Note the thermometer reading 
to 0.001°. Remove the freezing tube with its accessories from 
the apparatus, warm it with the hand until all of the ice in it is 
melted, replace tube in apparatus and take another reading of 
the freezing point. If these readings differ by more than 0.003° 
repeat until a series of consecutive concordant readings is ob- 
tained. 

« 

Drop into the freezing tube a weighed amount of the substance 
whose molecular weight is desired, stir until dissolved and note 
the freezing point of the solution. Warm the solution and again 
observe the freezing point. Drop an additional weighed amount 
of the substance into the solution, note the freezing point; warm 
the solution and again observe the freezing point. In this manner 
obtain the freezing point at five different concentrations and 
compute the molecular weight of the substance at each con- 
centration. 

For salt (Na CI., Mol. Wt. 58.5) begin with a cencentration 
of about o.i gms. salt to 10 gms. water, and inciease the concen- 
tration to 0.2 : 10, 0.3 : 10, 0.4 : 10 and 0.5 : 10. For sugar 
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(C12H22O11, Mol. Wt. 342) use concentrations about three 
times those used for salt. 

Discuss the results of the experiment and compare them with 
the values given by theory. Explain any departure from theory 
that is too great to be due to experimental error. 
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DETERMINATION OF THE DEGREE OF DISSOCIA- 
TION OF A SUBSTANCE IN SOLUTION BY 
THE FREEZING POINT METHOD. 



Obje:ct and Tiiii^oRY 01^ Experiment. — There is a large 
class of bodies which when dissolved have their molecules split 
up into smaller particles called ions. Ions must not be confused 
with atoms. An ion is always electrically charged and may con- 
sist of one atom or a group of atoms. For example KCl splits 
up into one K ion and one CI ion, the K ion being positively 
charged while the CI ion is negatively changed : CuSO^ splits up 
into one-Cu ion (+ charged) and one ion whose composition is 
SO4 ( — charged) : K4Fe(CX)(. splits up into four K ions 
(+ charged) and one ion whose composition is Fe(CN)« 
( — charged). Molecules and ions produce the same effect in 
lowering the freezing point and in raising the boiling point of a 
solution. Consequently if the molecular weight of the undis- 
sociated substance is known, it is possible to determine the frac- 
tion of the molecules which are dissociated in a solution of given 
concentration. The object of this experiment is to determine, by 
the freezing point method, the fraction of the whole number of 
molecules of a dissolved substance which is dissociated in 
aqueous solution. 

In eq. i p. 260 it is shown that if iiio grams of pure solvent 
whose freezing point is T° (absolute) and whose heat equivalent 
of fusion per gram is / has dissolved in it m^^ grams of solute of 
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molecular weight iv, then if there is no dissociation, the freezing 
point will be lowered by the amount 

(rfr) = -3-f i-987' )=gLi:. -j : ; (1) 

m2 w \ f / m^w Cs ^ • 
But if some of the solute is dissociated, the depression of the 
freezing point will have some greater value (dT^). Let the 
number of ions into which a molecule of the giv<^n solute divides 
be denoted by n, and let a represent the fraction of the whole 
number of molecules of solute which are dissociated. Then for 
every gram molecule of solute, there are (i — a) undissociated 
molecules and n a ions. Since an ion produces the same effect in 
lowering the freezing point of a solution as does an undissociated 
molecule, each gram molecule of the solute may be considered to 
consist of (i — a -\- )ia) effective molecules. Consequently 

(dT) : (dV) : : i : (i—a + na). 
Whence 

..^ .{a T) (n — 1) 

where the value of (J T) is given in eq. (i) and (d T') is ob- 
tained by experiment. 

Manipulation and Computation. — Use the same ap- 
paratus described in the preceding experiment on the determina- 
tion of the molecular weight of a substance by the freezing point 
method. Make up a series of solutions of known concentration 
of the substance under investigation. For example dissolve 4 
gms. of NaCl in 200 gms. of water. This gives 200 c.c. of 2% 
solution. By means of a measuring cylinder, take 100 c.c. of the 
2^0 solution and add to it 100 c.c. of water, thus giving 200 c.c. 
of i*('^ solution. In this manner make up solutions of percentage 
strength 2.0, i.o, 0.5, 0.25, o.i, etc. 

Proceeding in precisely the same manner as described in the 
preceding exixTiment, find the freezing point of the pure solvent 
and of each of the solutions. Then by means of eq. (2) com- 
pute the fraction of the whole number of molecules of Na CI that 
are dissociated in solutions of the given concentrations. With 
these results plot a curve coordinating dissociation and concentra- 
tion for NaCl. 
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CHAPTER XIX. 



HEAT CONDUCTION. 



A surface connecting points which at a given instant have the 
same temperature is called an isothermal surface. In heat con- 
duction it is assumed that the direction of heat flo*v is always nor- 
mal to the isothermal surface at that point. 

Imagine a long homogeneous rod of uniform cross section 
and with square ends to have one end maintained uniformly 
throughout its area at the constant temperature f^. Imagine far- 
ther that there is no loss of heat from the sides of the rod. From 
this assumption it follows that all of the isothermal surfaces are 
equal in area to the cross section of the rod and that the rate of 
heat flow across each section is the same. After the thermal con- 
dition of the rod has attained equilibrium, let t^ denote the temper- 
ature of the cold end, / the length of the rod and A its cross sec- 
tion. Under the given conditions, it has been found by experi- 
ment that the quantity of heat // crossing each section of a rod of 

given material varies 

( 1 ) directly with the difference between the temperatures of 
the two ends, (/^ — t^) \ 

(2) directly with the area of cross section, A ; 

(3) directly with the time, T] 

(4) inversely with the length, /. 

Expressing these experimental results in analytical form, we have 
the equation, 

e ^ ^ 

Obviously the constant of proportionality k equals the amount of 

heat which will flow in unit time across a plate of given material 

having unit thickness and unit length when there is no lateral 

loss of heat and the difference between the temperatures of the 
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opposite faces is one degree. This constant k is called the abso- 
lute thermal conductivity of the given material. 

If, however, there is loss of heat from the sides of the rod, 
the isothermal surfaces will not be planes normal to the length of 
the rod nor will they be equal in area to the cross section of the 
rod. In addition, the amount of heat passing any given section 
will diminish with the increase of the distance of the section from 
the hot end of the rod. It follows that eq. (i) is inapplicable 
when there is loss of heat from the sides of the rod. But by con- 
sidering an element of the rod so small that the isothermal sur- 
faces bounding its ends are parallel planes normal to the length of 
the element, an equation applicable to this element can be derived 
which is of the same form as eq. (i). Thus, consider an indef- 
initely small element of the rod having a length dl and area dA. 
If the opposite faces of this element have a very small tempera- 
ture difference dt, then during the indefinitely brief time dT the 
element will transmit the very small amount of heat 

J rr k ' dt ' dA ' d T fn\ 

dH= ^^ (2) 

where k is the absolute thermal conductivity of the material com- 
posing the rod. 
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LXIX. 



DETERMINATION OF THE RELATIVE THERMAL 
CONDUCTIVITY OF TWO SUBSTANCES. 



Objkct and Theory of Experimknt. — The determination of 
the absolute thermal conductivity of a substance is a task of con- 
siderable difficulty. Usually, however, it is sufficient to knpw the 
relation between the absolute thermal conductivity of one sub- 
stance with reference to another taken as standard. This ratio 
is called the relative conductivity of the first substance with ref- 
erence to the second. The object of this experiment is to de- 
termine by Voigt's method the conductivity of iron relative to 
copper. 

Let a rectangular plate formed by brazing together two 
triangular plates of the same thickness, one of copper and one of 
iron, be arranged in a horizontal plane as in Fig. 116. Let the 

Pi 7,Q 





Fig. 116. 



Fig. 117. 



edge R S he uniformly heated to a constant temperature by means 
of a metal tube carrying a current of steam. If the upper surface 
of the composite plate is coated with wax which melts at a definite 
temperature, then when the plate is in thermal equilibriurA there 
will be a sharp line UVIV separating the melted from the solid film 
of wax. This locates the isothermal line of the plate correspond- 
ing to the melting point of the wax. 

If the plate were homogeneous and if there were no lateral 
loss Qf heat, this isothermal line would be parallel to the heated 
edge R S. But with a composite plate as here considered, there 
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will be a point of discontinuity in the isothermal line at the inter- 
section V of the two substances. At this point the two parts into 
which the isothermal line is divided will be inclined to one another 
at an angle depending upon the conductivities of the two sub- 
stances composing the plate. At the edges of the plate the isother- 
mal line will be curved backward due to lateral loss of heat, but 
toward the center botJi portions of the isothermal line will be 
straight. 

Imagine three isothermal lines similar to U V W and let the 
distance between the first and second, and between the second and 
third, correspond to the very small temperature difference d t. 
Consider the heat flow through two indefinitely small elements, 
one on either side of the joint separating the two substances com- 
posing the plate. In Fig. 117, let ^ V and V B he the small 
elements, each normal to the isothermal lines bounding its ends. 
Denote the lengths of the elements by d l^ and d /g. Let the depth 
of each element be d ,r, and let their widths parallel to the isother- 
mal lines bounding their ends be denoted by dw^ and c^Wj. 
Imagine that the areas of cross section of the two elements are 
such that for a constant temperature difference dt between their 
ends, there will be the same amount of heat flow through the two 
elements during the time dT. 

From eq. (i) p. 266 we can write 

^^^^^.dl.d,r.dw,.dT ^^^ 



dH,= 
Since d Hi = d Ih 



d/, 
k^ • dx dt ■ dcv.^ • d T 

~dr^ ' 



d l^ d I2 

If the clement shown in the position AV , Fig. 117, be caused 

to assume a series of positions extending from £ to A, its length 
will be different in each position. If the temperature difference 
between its ends is kept constant, then in order that the same 
quantity of heat dli^ will flow through it in unit time, the. area 
of cross section of the element must increase in the same propor- 
tion as does its length. And since the length of the element '^jaries 
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directly with the distance A V, and A V varies directly with A B, 
we will have 

-v7-=-- -^-^:r = cot- ^1 
di^ A V 

Similarly 

dw2 ^^4. ^ 

dl. 

Substituting these values in eq. (i) we obtain 

k^ cot. 01 =: ^2 cot. 02 (2) 

Manipulation and Computation. — After the apparatus is 
assembled, pass a Bunsen flame back and forth underneath the 
plate until the entire plate is sufficiently warm to melt paraffin. 
Then rub the entire upper surface with a lump of paraffin contain- 
ing 10% of pure turpentine. When the upper surface of the plate 
is covered with an even coating of this indicator, allow the plate 
to cool to the temperature of the room. 

Pass steam through the heating tube and be careful that the 
plate receives no heat from the exhaust or from any other out- 
side source. Air currents must be carefully guarded against. 
When the line of demarcation between the melted and the solid 
wax assumes a stationary position, trace through the wax with 

S" 

a small sharpened wooden stick the straight portions of this line. 

Disconnect the steam pipe from the boiler and when all of the 

wax is solid draw through the wax two lines, M N and P Q., 

Fig. ii6> normal to the lines previously traced. Then from the 

figure, 

VN V O 

-^^ =cot.0, andj^=cot.0,. 

Again heat the plate with a Bunsen flame, renew the coating 
of wax and repeat the experiment. In this manner obtain five 
values of the relative thermal conductivity of the two substances 
composing the plate. 
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Chapter XX. 



THERMODYNAMICS, 



LXX. 



DETERMINATION OF THE MECHANICAL EQUIVA- 
LENT OF HEAT BY PULUJ'S METHOD. 



Object and Theory of Experiment. — The great general- 
ization called the First Law of Thermodynamics may be enun- 
ciated in the following form: whenever mechanical energy is 
converted into heat or heat is converted into mechanical energy, 
there is a constant relation between the work done and the heat 
produced or lost. This constant ratio is called the Mechanical 
Equivalent of Heat. It is defined as the number of units of 
energy which are equivalent to one unit of heat : c. g. the number 
or ergs equivalent to one calorie, or the number of foot pounds 
equivalent to one British thermal unit. The object of this exper- 
iment is to determine the Mechanical Equivalent of Heat l3y means 
of an experiment in which a measurable amount of mechanical 
energy is directly transformed into a measurable amount of heat. 

In the form of Puluj's apparatus used in this experiment, 
Fig. 118, a vertical spindle capable of rotation about its axis is 
surmounted by a vulcanic clamp, A, holding a thin steel cup of 
the shape of a truncated cone. Accurately fitting the inside of 
this conical cup is a similar hollow truncated cone attached to the 
center of a large wooden disc. A light cord supporting a mass M 
passes over the pulley P and has its other end fixed to a peg in 
the edge of the wooden disc. By means of a hand wheel, not 
shown in the figure, the outer cone can be rotated. By means of 
a watch and the counter C, the number of revolutions made in a 
given time is readily obtained. The mass M is so adjusted that 
the wooden disc with its attached steel cone will remain station- 
ary when the outer cone is rotated. At the rubbing surface bcr 
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tween the two cones .mechanical energy is converted into heat. 
The work absorbed at the rubbing surface is readily obtained. 
Naturally the work absorbed at the rubbing surface between the 
two cones while the outer cone makes n turns and the inner cone 
remains stationary, is the same as would have been spent if the 




Fig. 118. 

outer cone had remained fixed and the inner cone had been made 
to revolve n times by the descent of the mass M. Let the radius 
of the disc be r cms. ; then, if the cord supporting a mass of M 
grams leaves the disc tangentially, the mass would have fallen 
2s-/ K cms. Therefore the total work absorbed at the rubbing 
surface is 

iV=2.rniMg + x) ergs, (i) 

where Mg is the weight of the mass M, and ,r is the friction of the 
pulley P. 

The heat produced by the energy absorbed in the rubbing 
cones is 

H ^e (t^ — t,) + R calories (2) 

where e represents the water equivalent of the cones and con- 
tents, /i and t^ the original and final temperature of the cones 
and contents, and R is the radiation correction. 



2^2 Thermodynamics 

If the mechanical equivalent of heat be represented by J , then 
the number of absolute units of work which must be spent to 
produce one heat unit is 

._W _ 2-Krn( Mg^x) 

^Ianipulation and Computation. — By means of a large 
caliper and scale, measure the diameter of the grooved wooden 
disc. Remove the cones and stirrer from the supporting frame, 
carefully clean and weigh them separately. Fill the inner cone 
to within about i cm. of the rim with mercury at a temperature 
of 2 to 5° C, below the temperature of the room and weigh again. 
Replace the outer cone in its frame and so carefully center it that 
it will rotate about its own axis. Assemble the remainder of the 
apparatus being careful that the bulb of the thermometer is sub- 
merged in the mercury and does not touch any part of the ap- 
paratus. 

One observer will place himself, watch in hand, at the hand 
wheel, while a second will be ready to observe the thermometer 
and the revolution counter. The second observer will record the 
observations of temperature, time and number of revolutions. The 
hand wheel is now steadily rotated at such a rate that the string 
supporting the mass M is wrapped sufficiently about the grooved 
w^ooden disc to insure the string being tangential to the edge of 
the disc. So soon as it is certain that everything is working 
smoothly, simultaneous readings of the watch, thermometer and 
counting wheel are recorded. Simultaneotis readings of temper- 
ature and time are now taken every half minute until the cones 
have risen in temperature about 5° C, above that of the room. 
Then stop the rotating, read the index of the counter and continue 
the half minute temperature readings until the cones have cooled 
to within two degrees of the temperature of the room. During all 
of the time temperature readings are in progress, the mercury in 
the inner cone must be constantly stirred. 

The water equivalent of the thermometer is obtained experi- 
mentally by the method of mixtures. The water equivalent 
of the cones, stirrer and mercury is computed by taking the sum 
of the products of the masses of each part and the corresponding 
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specific heat obtained from tables. The sum of these water equiva- 
lents is the value of e given in eq. (2). A curve is plotted in 
the usual manner coordinating temperature and time and the 
radiation correction R is determined by Regnault's method. All 
of the data are now at hand for determining the amount of heat 
developed in the rubbing cones. 

Before the total work absorbed at the rubbing surface of the 
cones can be obtained, the value of the force of friction of the 
pulley supporting the mass M must be determined. The force of 
friction developed in the pulley is proportional to the resultant 
pressure on its bearings produced by the horizontal force P, Fig. 
119, and the downward force Mg, In the apparatus used in this 



^> 




P+x 
2 



Fig. 119. 



Fig. 120. 



experiment the force of friction of the pulley P is so small that 
without sensible error it may be assumed that F is so nearly equal 
to Mg that the resultant p is inclined to both P and Mg at an 
angle approximately equal to 45°. Whence, since the components 
of P and Mg in the direction of the resultant are P cos 45° and 
Mg cos 45° respectively, it follows that 

/> = 2 Mg cos 45° dynes 

= M^V 2 = 1. 414 M grams weight. (4) 
Now hang the cord over the pully as in Fig. 120, and attaching 
to each end a weight equal to ^ p (i. c. a mass of 0.707 M 
grams), find what additional weight x is required to produce 
uniform motion. This weight x expressed in dynes, is the force 
of friction of the pulley P for the particular load Mg used in the 
experiment. All of the data are now at hand for substitution in 

eq. (3)- 
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Tabi^es 





TABLE 1.— Con 


fersion Factors. 






Length. 






I centimeter 


- 0.39371 inch 


1 inch 


— 


2.53995 cms. 


1 meter 


- 3.28089 feet 


1 foot 


— 


0.30479 meter 


1 kilometer 


--= 0.62138 mile 


1 mile 


= 


1.60931 km. 


1 micron 


= O.OOl mm. 


1 mil 


— 


0.001 inch 




= 0.000039 in. 




^ 


0.00254 cm. 


• 


Ar 


EA. 






1 sq. cm. = 


0.15501 sq. in. 


1 sq. in. 


= 6.45137 sq. cms. 


1 sq. m. — 


10.76430 sq. ft. 


1 sq. ft. 


= 0.09290 sq. meter 




Volt 


JME. 






1 cu. cm. = 


0.06103 cu. in. 


1 cu. in. 


zzz 


16.38618 cu. cm, 


1 cu. m. = 


35.31658 cu. ft. 


1 cu. ft. 


= 


0.02832 cu. m. 


1 liter = 


1.76077 pints 


1 quart 


— 


1.13586 liters 



Mass. 



1 gram 

ikff. 



15 . 43235 grains 
2.20462 lbs. 



1 g-rain = 0.06480 gram 
lib. (7000 grs.) = 0.45359kg. 



Angles. 
1 radian = 57.2956 deg-rees | 1 degree = 0.01745 radian 

Density. 



1 gm. per c. c. = 62.428 lbs. 

per cu. ft. 
= 0.03613 lbs. per cu. in. 



1 lb. per'cu. ft. = 0.01602 

gm. per c. c. 
= 5.787X10-* lbs. percu.in. 



Force. 



Idyne = 0.0000723 poundal 
1 gm. weight = 0.002^ lb. wt. 



1 poundal 
1 lb. wt. 



13826 dvnes 
453.59 gms. wt. 



Moment of Inertia. 



1 cm. gm. unit = 2.373XlO-» 

ft. lb. units 



1 tt. lb. unit = 421402 

cm. gm. units 
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Stress. 

1 djne per sq. cm. = 0.067197 
poundal per sq. ft. 

1 goi. wt. per sq. cm. =2.0482 
lbs. wt per sq. ft. 

1 in. of mercury at 0°C. 

= 34.5328 grams per sq. cm. 
= 0.49117 lbs. per sq. in. 



1 poundal per sq. ft. =14.8816 
dynes per sq. cm. 

1 lb. wt. per sq. ft. = . 48824 
gms. wt. per sq. cm. 

1 cm. of mercury at 0°C. 
= 13.5956 grams per sq. cm. 
= 0. 19338 lbs. per sq. in. 



Work or Energy. 



1 erg =2.373X lO"* ft.poundals 
1 joule = 10^ ergs 

= 23.7302 ft. poundals 
1 gm cm. =7.233X10-* ft. lbs. 



1 ft. poundal = 421403 ergs. 
1 ft. lb. = 13825.5 gm. cms. 

= 1.35485 joules 
1 H. P. hour = 2685600 joules 



Power. 

1 watt = 10'^ ergs, per sec. 

=23.73 ft. poundals per sec. 

= 44,23 ft. pounds per min. 

1 force de cheval=75kg. m. 

per sec. 

= 0.986 horse power 



1 ft. poundal per sec. 

= 421403 ergs, per sec. 
1 ft. lb. per min. 

= 0.13825 kg. m. per min. 

1 horse power = 745.96 watts 
=1.01387 force de cheval. 



Thermometric Scales. 
oc = f (°F — 32). I ''F=i °C + 32. 

Unit Quantity of Heat. 
1 gm. calorie = 0.0)3968 8. T. U. ) 1 B. T, U. = 253 gm. calories 

Mechanical Equivalent op Heat.* 



1 gm. calorie = 4.19 joules 



= 426.9 kg. m. 
= 1400.6 ft. lbs. 
* computed with the value of g at Greenwich. 

Logarithms. 



1 B. T. U. = 1055 joules. 
= 778.1 ft. lbs. 



log, N = 0.43429 loge .Y. 



1 loge .V = 2.3026 logio N. 
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TABLE 2.— MenganitiM. 

A — area of curve : ^S = surface of body : V — volume of body. 

Parallelogram, sides a and h; height, h; angle between sides, 6°. 

A = bh = ab sin 0. 

Triangle, sides a, b and c; height, h. Denote, }4 {a + b+ c) by s. 

A = yi bh =- }4 be sin e =^[s (s—a) (s— 6) (s— <:)]H. 
Circle, radius r. A = t r*. Circumference = 2 x r. 

A r X r • 1 o ® r' sin e 
Area of segment of circle = x ^"^ ^^ 7y — • 



Parabola, abscissa, a; double ordinate, b. 



A = Vxdb 



Ellipse, semiaxes a and b. 



A= -rab. 



Sphere, radius r. V — i irr^. .S = 4x/2 . 

Segment of sphere, radius of base, Vi; height of segment, h. 

V= -!-^ (7^2 4. 3r,2 ) = Z^(3r— ^). 5 =2 xr^ + x r,^ • 
6 3 

Cone, radius, r; height, h; slant height, L 

V= J4 wr^ h. S = IT r (I -{- ry 
Frustrum of cone, radius of ends r and Ti • 



V = 



h 



( r2 4-rri + r,^) . S = w [r^ + r^^ + ? (r + ri)]. 



TABLE 3.— The Greek Alphabet. 



Letters 


Name 


Letters 


Name 


Letters 


Name 


A, a 


Alpha 


I, t 


Iota 


P, P 


Rho 


B, ji 


Beta 


K, K 


Kappa 


S, a 


Sigma 


1\ 7 


diamma 


A, X 


Lambda 


T, T 


Tau 


A, 5 


Delta 


M, /z 


Mu 


T, i; 


Upsilon 


E, e 


Epsilon 


N, V 


Nu- 


% 


Phi 


z, r 


Zeta 


S, ^ 


Xi 


X, X 


Chi 


H, 7; 


Eta 


0, 


Omicron 


^, ^ 


Psi 


0, e 


Theta 


11, T 


Pi 


ft, (tf 


Omega 



E i. — Dens\tf snd Specific QraTitf of SoUda and Liquids. 

aity Tarleg yi'itb tbe tempBtature and with tbe epedmen, tbeae aumbera ar 
u &ppn»lmatkins only. 



NHj CI...'.'.'.'.'.'. 

Antimony 

Asbestos 

Asphalt 

Beeswax 

Benzine 

Bismuth 

Brick 

Bronze 

CaCl- 

CS, at 20= C... 

Chalk 

Coal 

CuSOi '.'.'.. '.'.'..'.. 
Cork 

Diamond 

Ether, at 0° C... 
German Silver.. 
Glass 

Gold, pure 

Granite ■ - 

Graphite 

Ice, atO° C 

Iron < steel 

wroug'ht, 



»?« 


tl.f) 




0.96 


0.70 


O.SO 


17.7 


(8.7 


il.6 
12.1 



2.27 
0.24 
3.52 
0.736 
8.62 

12.5 

\3.9 

1,26 

19.32 



Wis 

(7.79 
\7.85 



Limestone 
Marble. . . . 



Mercury at 0° 

Nickel 

Oil, Ivinseed. . 



Paraffin.. 

Phosphon 
Platinum 

KaCrO, . 
KiCrsO, 

Kesin 



Shellac 

Silver jP"j;=-; 

Slate V 

Soapstone 

NaCl 

Sulphur, rbombJc 

Tin 

Turpentine... 
Water at 4°C. 






poplar.. 
. walnut . 



levity 


11.34 




U.2 


■)3.0 




12.8 


J 2.6 
12.9 


13.5% 


8.90 


0.94 


O.Ql 


(0.87 
10.93 


1.83 


21.5 


2.72 


2.70 


2.65 


1.07 


{'i.l 


ii;i 


10.53 


10. 3H 


2.7 


2.15 


2.07 


7.29 


0.87 


1.000013 


0.75 


0.67 


fO.7 
ll.O 


0.5 




0.7 




2.0 
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TABLE 5. — Specific Grayitf of Gases and Yapors, 

Referred to Water at 4^C; also to Air and Hydrogen at °C*f and 760 mm. of 

merctsry presstsre* 

All results are given for a pressure of 760 mm. of mercury. 



Substance 



Air 

Ammonia 

Carbon dioxide. 
Chlorine 

Coal g-as \ 

Hydrog'en 

Nitrogfen 

Oxygren 

Acetic acid 

Amj'l bromide. . 



Ammonium 
chloride * , 



Iodine 



Nitrog-en 

peroxide 



Formula 


Temp. 
C 







NH3 





CO2 





CI2 















Ho 





N^ 






Go 


CH3 COOH 


125 




250 


C5 Hi 1 Br • 


152 




196 




295 




360 


NH4CI.... 


300 




360 




448 


I2 


448 
680 






855 




1043 




1275 




1468 


N2O4 


4.2 




49.6 




60.2 




70.0 




90.0 




100.1 




154.0 



Sp. 6r. Referred to 



Water 



0.0012931 
0.000/616 
0.001965 
0.0031674 
0.000421 
0.000667 
0.0000895 
0.0012546 
0.0014292 
0.00414 
0.00269 
0.00703 
0.00604 
0.00412 
0.00340 
0.00128 
0.00122 
I 0.00120 
! 0.01130 
0.01064 
I 0.01043 
I 0.00906 
I 0.00753 
0.00657 
I 0.00335 
i 0.00294 
j 0.00269 
0.00248 
0.00222 
, 0.00217 
! 0.00204 



Air 



1.0000 

0.5890 

1.520 

2.4500 

0.3256 

0.5158 

0.0692 

0.9701 

1 . 1052 

3.2 

2.08 

5.43 

4.67 

3.18 

2.63 

0.986 

0.944 

0.932 

8.74 

8.23 

8.07 

7.01 

5.82 

5.06 

2.588 

2.27 

2.08 

1.92 

1.72 

1.68 

1.58 



Hyu- 
rogen 



14.445 
8.508 
21.955 
35.382 
4.715 
7.452 
1.000 
14.013 
15.964 
46.2 
30.0 
78.5 
67.5 
46.0 
38.0 
14.23 
13.63 
13.45 
126.9 
118.8 
116.5 
101.2 
84.0 
73.0 
37.36 
32.77 
30.03 
27.72 
24.83 
24.25 
22.81 



Molec. 


Wt. 


Calc. 


Obs. 


17.01 


17.01 


43.89 


43.89 


70.74 


70.74 


2.00 


2.00 


28.0128.01 


31.92 31.92 


59.9 


92.4 


59.9 


60.0 


150.6 


157.0 


150.6 


135.0 


150.6 


92.0 


150.6 


76.0 


53.38 


28.46 


53.38 


27.26 


53.38 


26.90 


253.2 


253.8 


253.2 


237.6 


253.2 


233.0 


253.2 


202.4 


253.2 


168.0 


253.2 


146.0 


91.86 


74.72 


91.86 


65.54 


91.86-60.06 


91.86 


,S,5.44 


91.86 


49.66 


91.86|48.50 


91.86 


'45.62 



^Ammonium chloride vapor gives abnormal vapor densities only when in presence 
of moisture. 
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Table 6. — Specific (i^rayity of Water at Different Temperatures, 

Referred to water at 4*» C 



'C. 


Sp. Gr. 


17 


Sp. Gr. 


38 


Sp. Gr. 


59 


Sp. Gr. 


80 


Sp. Gr. 


4 


0.99945 


0.99882 


0.99303 


0.98382 


0.97191 


3 


58 


18 


864 


30 


268 


00 


331 


81 


129 


2 


70 


10 


845 


40 


233 


01 


280 


82 


066 


— 1 


79 


20 


825 


41 


195 


02 


228 


83 


004 





87 


21 


804 


42 


157 


03 


175 


84 


0.%941 


1 


93 


22 


782 


43 


117 


04 


121 


85 


876 


2 


97 


23 


759 


44 


077 


05 


067 


80 


812 


3 


99 


24 


735 


45 


035 


00 


012 


87 


747 


4 


1.00000 


25 


710 


40 


0.98993 


07 


0.97957 


88 


682 


5 


0.99999 


20 


684 


47 


949 


08 


902 


89 


616 


6 


97 


27 


657 


48 


905 


09 


846 


90 


550 


7 


93 


28 


629 


40 


860 


70 


790 


91 


483 


8 


88 


20 


600 


50 


813 


71 


733 


92 


416 


9 


82 


30 


571 


51 


767 


72 


674 


93 


348 


10 


74 


31 


540 


52 


721 


73 


615 


94 


280 


11 


64 


32 


509 


53 


674 


74 


555 


95 


212 


12 


54 


33 


477 


54 


627 


75 


495 


90 


143 


13 


42 


34 


444 


00 


579 


70 


435 


97 


074 


14 


29 


35 


410 


50 


530 


77 


375 


98 


005 


15 


14 


30 


372 


57 


481 


78 


314 


99 


0.95934 


16 


0.99899 


37 


337 


58 


432 


79 


253 


100 


863 



TABLE 7. — Specific Grayitles of Aqueous Solations of Alcoliol. 



% 


SPECIFIC GRAVITY AT 


% 
Alcohol 


SPECIFIC GRAVITY AT 


Alcohol 














Weight 


10<^ 


20° 


30° 


Weight 


10° 


20° 


30° 





0.99975 


0.99831 


0.99579 


55 


0.91074 


0.90275 


0.89456 


5 


.99113 


.98945 


.98680 


00 


.89944 


.89129 


.88304 


10 


.98409 


.98195 


.97892 


05 


.88790 


.87961 


.87125 


15 


.97816 


.97527 


.97142 


70 


.87613 


.86781 


.85936 


20 


.97263 


.96877 


.96413 


75 


.86427 


.85580 


.84719 


25 


.96672 


.%185 


.95628 


80 


.85215 


.84366 


.83483 


30 


.95998 


.95403 


.94751 


85 


.83%7 


.83115 


.82232 


35 


.95174 


.94514 


.93813 


90 


.82665 


.81801 


.80918 


40 


.94255 


.93511 


.92787 


95 


.81291 


.80433 


.79553 


45 


.93254 


.92493 


.91710 


100 


.79788 


.78945 


.78096 


50 


.92182 


.91400 


.90577 
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rSbmiir* 


^™^ 


BDC^ 


TVadded 


►V> '•/ 




Sc- G^- 


5^ Gr. 


SpuGr. 


Sp. Gr. 




* 


y/. 




# 


IXO>. 


I.*** 


1.000 


l.OiXl 




f 


v;: 




^ 


I.-'.iSf 


i.<dS 


1.O30 


1025 


; '//. 




'H4 




]# 


: .7? 


1XC4 


1.062 


1.050 


', V// 




r/f 


0.V7'. 


1^ 


1.11-t 


1.116 


1.097 


1.075 


^ vv. 




'^f'. 


'/ '/V/ 


f# 


1-15^ 


1.161 


1.133 


1.100 


'; y// 




i</'/. 


'/ >/' 


tU 


1.3>5 


1.210 


1.172 


1.125 


/, >y// 




>/// 


^y i<76 


90 


1.257 


1.362 


1.214 


, 1.150 


'/ H■^4 




i^'/'/ 


h.'^A^) 


%H 


1-313 


1.339 


1.299 


1.175 


h H'// 




>,Vi 


h >:2A 


♦41 


1.^/5 


1.384 


1.308 


1.200 


>v// 




VVJ 




1'^ 


1.442 


1.45o 


1.360 


1.225 


'I*'.-. 




'/'/', 




.-^o 


1.517 


1.530 


1.417 


1.250 


h '/hi 




w, 




a' a' 


1.599 


1.616 


1.478 


1.275 


h '/i^. 




V'/^ 




<;ii 


1.691 


1.712 


1.545 


1.300 






'IJ', 




nr, 


1.795 


1.820 


1.619 


1.325 






'/h'', 




70 


1.912 


1.920 


1.700 


1.350 



♦OHi/KM^i Mt u\> hn Un'i\ii.- til uiur f.hJiii wuUrr. ♦Newer or so-called "rational scale. 



TABLE 10.— Elastic ConsUnts of Solids. 

N. B.— Fleiurftl Besilienee per unit volurae equals one-ninth the Tensllo R 





Ym 


t;: 


ElA.-li.: 
Ltmll 


"sT 


klnc 




«2r 


iihfle 


substance 










S).D« 


Ibi. 


ijroaj 


It.. 


aynB 


16.. 


JjCM 


iOf. 


^._ 


n. iti. 




=,,«=, 


^. h. 


,g.™. 


.J. 1.. 


>J.™, 


.5, fe 


m. am 


.a, U. 




MulUplj bj- 


10" 


10" 


10" 


10' 


10* 


10' 


10" 


10' 


10' 

16 

60 

5 
8 
20 
4 

r. 

20 
100 
100 

250 
^5600 

'420 

27 
26 
23 


1 


Bhass: 

cast 

Coppek: 

annealed. . . 
cast 

Glass. 
iKos: 

annealed... 

v^ire'..'.'.'.'.'. 

wrought... 
STEELt 

Bessemer . . 

hearth 

Woods: 

oak 

pine 

poplar .... 


6.5 

10 

10 

1:2 
12 

6.5 

21 
12 
19 
20 

22 
20 
21 
19 

1.0 
1.1 

0.5 


14 

14 
17 
17 

9 

30 
17 

26 
2S 

31 
28 
30 
2« 

1.4 
1.6 

0.7 


i.S 

3 

4..S 
7 
2.3 

5 

20 
M- 

33 

'40 

2.3 
2.4 


6 

16 

6.3 
10 
3.2 

7 

10 

27 
30 

46 

'60 

3.2 
3.3 
2.2 


20 
60 

31 

18 
40 

2-9 

50 
IS 

00 
M) 

70 
40 
70 

no 

'5 
'4 

'3 


25 
80 

43 
25 
55 
3-12 

70 
20 
SS 
55 

100 

60 
100 
ISO 

'7 
"5 
=4 


2.4 
3.7 

4.0 

4.5 
2.4 

5.3 
8.0 
7,7 

8.0 


3.5 

5.4 

6.0 
6.5 

3.5 

7.6 

12.0 

11.0 
12.0 


330 
1300 

100 
170 
420 
80 

130 
420 
2000 
2000 

S200 
^120000 

'8800 

560 
540 
480 



1 nnannooled. 2- Parallel to grain. 3. HurdGoed. 
TABLE II.— CoefBcienta of Friction. 



Metals on meUla (dry) . . . 

(wet). .. 

" " '■ (oiled).. 
Wood on wood (dry)* 

Leather belt on wood pulley. . 



from 0.2 i< 
" 0.15 ' 
" 0.15 ' 
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TABLE 12.— Viscosity of Liquids. 

V denotes the cosflfloieat of viscosity in C. G. S. units, zq, 2-20, etc , denotes the spe- 
cific viscosity, or vicoslty relative to water at O'C, 20C., etc., taken as unity. 

(a) Vatcf at Different Temperatures. 



Ttmp. 


17 


^0 


Temp. 


V 




0*' 


0.01809 


•1.000 


30° 


0.00812 




5 


0.01530 


0.846 


40 


0.00664 




10 


0.01326 


0.733 


50 


0.00570 




15 


0.01150 


0.636 


60 


0.00487 




20 


0.01016 


0.562 


70 


0.00424 




25 


0.00903 


0.499 









0.449 
0.367 
0.315 
0.269 
0.235 



(b) Aqueous Solutions of Sugar of Various Concentrations at 20° C* 



% Sugar 


-2^20 


% Sugar 


-2^2 


% Sugar 


'^'20 


2 


1.0521 


12 


1.4110 


22 


2.0552 


4 


1.1104 


14 


1.5092 


24 


2.2454 


6 


1 . 1840 


16 


1.61% 


26 


2.4540 


8 


1.2576 


18 


1.7484 


28 


2.7055 


10 


1.3312 


20 


1.8895 


30 


3.0674 



(c) Various Commercial Lubricating Oils* 

In the following table specific gravities are taken at 20' C, and specific vl'-cosities 
are taken relative to water at 0*' C. 



Trade Name 



Summer Ivubricating 

Extra Lard Oil. 

Std. Gas Eng-ine 

Solar Red 

Atlantic Red 

Union Thread Cutting . . . 

Arctic Engine 

Rarius Cylinder 

Vax Cylinder 

Renove 

Polar Ice Machine 

600 End Cylinder 

Alaska Cylinder 

Diamond Paraffin 

BC Test Cylinder 

Capitol Cylinder 

Vacuoline Engine 

No. 1 Dynamo 

Golden Engine 



Sp. Gr. 


25" C. 


50«C. 


75° C. 


100° C. 


0.913 


0.77 


0.148 


0.056 


0.045 


.910 


.146 


.068 


.045 


.032 


.907 


.27 


.092 


.052 


.035 


.905 


.26 


.090 


.052 


.034 


.905 


.16 


.069 


.048 


.032 


.905 


.116 


.06 


.04 


.03 


.904 


.10 


.053 


.034 


.026 


.900 




.157 


.084 


.056 


.895 




.29 


.115 


.065 


.893 


.11 


.054 


.032 


.027 


.887 


.186 


.078 


.046 


.031 


.885 






.14 


.08 


.885 






.183 


.10 


.882 


.076 


.044 


.038 


.035 


.880 




.289 


.012 


.07 


.877 




.37 


.143 


.076 


.876 


.142 


.066 


.038 


.030 


.870 


.10 


.053 


.032 


.026 


.866 


.048 


.029 


.022 


.019 



125' C. 



0.024 
.025 
.027 
.025 
.026 
.026 
.023 
.04 
.043 
.025 
.023 
.05 
.067 

.042 
.046 
.024 
.024 
.018 



150' C. 



0.023 
.023 
.025 
.024 
.024 
.021 
.021 
.036 
.038 
.022 
.021 
.042 
.047 

.037 
.042 
.022 
.022 
.017 



TABLE 1ft-— CorreetioKS fur the [nflaenoe of 6r*Tit;o: 
the Bmramet«r> 

(a) RcductJOQ to Utiludc 45° . 

From 0' Co 4i' the corrections Bre aubtrictlre; from 45' to 93" t 
oAilUve. 











nm 


n reluced to 






Lnt, 


Lat. 


«iO 


680 


%m 


;o« 


710 


7ffO 


7:W:4o'7.>o'THy 


no' rso 




mm 


ram 


mm 


mm 


mm 


mn. 


m.n|mm|m™|m™ 


mmlmml 


Oo 


1.7+ 


7». 


W 


1.81 


H4 


1 H(. 


1.891. 921. y4'l.97a.W2. 02' SQ° 


A" 


.71 


73 


7fi 


,79 


Ml 


.W 


.86] .89, .91 


,9^ 


.961.99] So" 


i(r 


.63 


tvS 


hH 


.70 


.73 




.78 .80 .83 


H,S 


.87] .90 1 80° 


la^ 


ftl 


•M 


..S,H 


.,S7 


.M 


ftl 


.64 .60 M 


7) 


.73 .75 


75" 


m" 


.33 


.is 


3V 


.39 


,41 


4,' 


.45 .47| .4^ 


■ll 


.« .55 








11 


t; 


.17 


1« 


^( 


.221 .23 .25 


?7 






no" 


3.87 




I.H4 


1.91 


1 ■*■• 


I.9.- 


).9S 0.96 0.97 




,00' .01 


60° 


HS" 


.59 


hit 


(11 


.62 


li,( 




.651 .66 .66 


ft7 


3.680.65 




411" 


..11) 


31 


31 


.31 


.37 




.33 .33; .3A 


.{4 


.35] .35 


fiO" 


45" 


.00 


.00 


.00 


.00 


.00 


■"» 


.Off .00 .00 


.00 


.00 .00 45° 



(b) Re4tiction to sea level. 







Cortectlons nre subl 


rucllve. 












Batometrio helKht la 


mm, rcdu 


»dlo 


o°c. 




Elevation 


e«o 


680 


700 7 


20 7 


40 


7ttO 


770 




mm 


mm 


mm « 


m « 


m 


mm 


mm 


100 






0,01 


01 


01 


0.01 


0.02 


200 




0.03 


.03 


03 


03 


.03 


0.03 






,04 


.04 


04 


04 


,04 








.05 


.05 


06 


06 


.06 




&00 


.06 


.07 


.07 


07 


07 


.07 








.08 


.08 


08 


(H 






700 


.09 


.09 


.10 


10 


10 






800 


.10 


.11 


.11 


11 


12 








.12 


.12 


.12 


13 








1000 


.13 


.13 


.14 


14 
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Table 14* — Boiling Point of Water under different Barometric Pressures 

(a) Temperatures in degrees Ceatigrade and presstsres in miUimeters 

of mercttry* 



°C 1 


.0 


.1 


«9 


.3 


.4 


.o 


.6 


.7 


.8 


.9 


00 


S25.4 


527.4 


529.4 


531.4 


533.4 


535.5 


537.5 


539.6 


541.6 


543.7 


01 


545.7 


547.8 


549.9 


551.9 


554.0 


556.1 


558.2 


560.3 


562.4 


564.6 


02 


566.7 


568.8 


571.0 


573.1 


575.3 


577.4 


579.6 


581.8 


584.0 


586.1 


o:{ 


588.3 


5^)0.5 


592.7 


595.0 


597.2 


599.4 


601.6 


603.9 


606.1 


608.4 


04 


610.7 


612.9 


615.2 


617.5 


619.8 


622.1 


624.4 


626.7 


629.0 


631.4 


05 


633.7 


636.0 


638.4 


640.7 


643.1 


645.5 


647.9 


650.2 


652.6 


655.0 


00 


657.4 


659.9 


662.3 


664.7 


667.1 


669.6 


672.0 


674.5 


677.0 


679.4 


07 


681.9 


684.4 


68<>.9 


689.4 


691.9 


694.5 


697.0 


699.5 


702.1 


704.6 


08 


707.2 


709.7 


712.3 


714.9 


717.5 


720.1 


722.7 


725.3 


727.9 


730.5 


00 


733.2 


735.8 


738.5 


741.2 


743.8 


746.5 


749.2 


751.9 


754.6 


757.3 


100 


760.0 


762.7 


765.5 


768.2 


770.9 


773.7 


776.5 


779.2 


782.0 


784.8 



(b) Temperatures in degrees Fahrenheit and pressures in inches of mercury. 



op 


.0 


.1 


.2 


.8 


.4 


.o 


.6 


.7 


.8 


.9 


104 


20.68 


20.73 


20.77 


20.82 


20.86 


20.90 


20.95 


20.99 


21.04 


21.08 


105 


21 . 13 


21.17 


21.22 


21.26 


21.30 


21.35 


21.39 


21.44 


21.48 


21.53 


10« 


21.58 


21.62 


21.67 


21.71 


21.76 


21.80 


21.85 


21.89 


21.94 


21.99 


107 


22.03 


22.08 


22.12 


22.17 


22.22 


22.26 


22.31 


22.36 


22.40 


22.45 


108 


22.50 


22.54 


11 CiQ 


22.64 


22.69 


22.73 


22.78 


22.83 


22.88 


22.92 


100 


22.97 


23.02 


23.07 


23.11 


23 . 16 


23.21 


23.26 


23.31 


23.36 


23.40 


200 


23 . 45 


23.50 


23.55 


23.60 


23.65 


23.70 


23.75 


23.80 


23.85 


23.89 


201 


23.94 


23.99 


24.04 


24.09 


24.14 


24.19 


24.24 


24.29 


24.34 


24.39 


202 


24.44 


24.49 


24.54 


24.59 


24.64 


24.69 


24.74 


24.80 


24.85 


24.90 


208 


24.95 


25.00 


25 . 05 


25.10 


25.15 


25.21 


25.26 


25.31 


25.36 


25.41 


204 


25.46 


*^o • Oa^ 


25.57 


25.62 


25.67 


25.73 


25.78 


25.83 


25.88 


25.94 


205 


25.99 


26.04 


26.10 


26.15 


26.20 


26.25 


26.31 


26.36 


26.42 


26.47 


20« 


26.52 


26.58 


26.63 


26.68 


26.74 


26.79 


26.85 


26.90 


26.96 


27.01 


207 


27.07 


27.12 


27.18 


27.23 


27.29 


27.34 


27.40 


27.45 


27.51 


27.56 


208 


27.62 


27.67 


27.73 


27.79 


27.84 


27.90 


27.95 


28.01 


28.07 


28.12 


200 


28.18 


28.24 


28.29 


28.35 


28.41 


28.46 


28.52 


28.58 


28.64 


28.69 


210 


28.75 


28.81 


28.87 


28.92 


28.98 


29.04 


29.10 


29.16 


29.21 


29.27 


211 


29.33 


29.39 


29.45 


29.51 


29.57 


29.62 


29.68 


29.74 


29.80 


29.86 


212 


29.92 


29.98 


30.04 


30.10 


30.16 


30.22 


30.28 


30.34 


30.40 


30.46 
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TABLE 15. — Pressure of Saturated Aqueous Yapor. 

Pressures are in millimeters of mercury. Values for temperatures above 100° C. 
are those found by Regnault using a mercury column at 0°, at latitude 48° 51* 14" 
north, and altitude above sea level of 60 meters. The values for temperatures below 
100' C. have been reduced by Broch to standard conditions. 



°c 


Pressure 


31 


Pressure 


°C 
61 


Pressure 


«C 


Pressure 


°C 


Pressure 


1 


4.91 


33.37 


155.95 


91 


545.77 


121 


1539.25 


2 


5.27 


32 


35.32 


62 


163.29 


92 


566.71 


122 


1588.47 


3 


5.66 


33 


37.37 


63 


170.92 


93 


588.33 


123 


1638.96 


4 


6.07 


34 


39.52 


64 


178.86 


94 


610.64 


124 


1690.76 


<S 


6.51 


35 


41.78 


65 


187 . 10 


95 


633.66 


125 


1743.88 


6 


6.97 


36 


44.16 


66 


195.67 


96 


657 . 40 


126 


1798.35 


7 


7.47 


37 


46.65 


67 


204.56 


97 


681.88 


127 


1854.20 


8 


7.99 


38 


49.26 


68 


213 . 79 


98 


707.13 


128 


1911.47 


9 


8.55 


39 


52.00 


69 


223.37 


99 


733.16 


129 


1970.15 


10 


9.14 


40 


54.87 


70 


233.31 


100 


760.00 


130 


2030.28 


11 


9.77 


41 


57.87 


71 


243.62 


101 


787.59 


131 


2091.94 


12 


10.43 


42 


61.02 


72 


254.30 


102 


816.01 


132 


2155.03 


13 


11.14 


43 


64.31 


73 


265.38 


103 


845.28 


133 


2219.69 


14 


11.88 


44 


67.76 


74 


276.87 


104 


875.41 


134 


2285.92 


15 


12.67 


45 


71.36 


75 


288.76 


105 


906.41 


135 


2353.73 


16 


13.51 


46 


75.13 


76 


301.09 


106 


938.31 


136 


2423.16 


17 


14.40 


47 


79.07 


77 


313.85 


107 


971.14 


137 


2494.23 


18 


15.33 


48 


83.19 


78 


327.05 


108 


1004.91 


138 


2567.00 


19 


16.32 


49 


87.49 


79 


340.73 


109 


1039.65 


139 


2641.44 


20 


17.36 


50 


91.98 


80 


354.87 


110 


1075.37 


140 


2717.63 


21 


18.47 


51 


%.66 


81 


369.51 


111 


1112.09 


141 


2795.57 


22 


19.63 


52 


101.55 


82 


384.64 


112 


1149.83 


142 


2875.30 


23 


20.86 


53 


106.65 


83 


400.29 


113 


1188.61 


143 


2956.86 


24 


22.15 


54 


111.97 


84 


416.47 


114 


1228.47 


144 


3040.26 


25 


23.52 


55 


117.52 


85 


433.19 


115 


1269.41 


145 


3125.55 


26 


24.% 


56 


123.29 


86 


450.47 


116 


1311.47 


146 


3212.74 


27 


26.47 


57 


129.31 


87 


468.32 


117 


1354.60 


147 


3301.87 


28 


28.07 


58 


135.58 


88 


486.76 


118 


1399.02 


148 


3392.98 


29 


29.74 


59 


142.10 


89 


505.81 


119 


1444.55 


149 


3486.09 


30 


31.51 


60 


148.88 


90 


525.47 


120 


1491 . 28 


150 


3581.23 



TABLE 16, — Pressure of Saturated Mercury Tapon 

Pressures are in mm. of mercury. Values for temperatures below 20 "C. are those 
found by Van der Plaats, while the values for temperatures above 20° C. are those found 
by Hertz. 




2 
4 
6 

8 



Pressure 


10 


Pressure 

1 


20 


Pressure 


°c 


0.00047 


0.00080 


0.00133 


70 


.00052 


12 


.00089 


30 


.0029 


80 


.00058 


14 


.00099 


40 


.0063 


90 


.00064 


16 


.00109 


50 


.013 


100 


.00072 


18 


.00121 


60 


.026 


110 



Pressure 


^C 


0.050 


120 


.093 


130 


.165 


140 


.285 


150 


.478 


160 



Pressure 



0.779 
1.24 
1.93 
2.93 
4.38 
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TABLE 17.— The Wet and Dry Bulb Hygrometer. 

From Smithsonian Tables. 

Let the temperature of the atmosphere given by a dry bulb thermometer be denoted 
by /•* C, and let the reading of a wet bulb thermometer be denoted by (/- a /). in the fol- 
lowing table, corresponding to the various values of a / given in the top line, we have 
given the pressure (in mm. of mercury) of the aq[ueous vapor in the atmosphere at the 
temperature /*» C, i. e. the pressure that would be exerted by the aqueous vapor in 
the atmosphere if the temperature were reduced to the dew point. 







DIFFSRBNCB BBTWIBBN THB DBT AND WBT BULB HEADINGS 


• 


/« c. 





1 

3.7 


2 


3 


4 


5 


6 


7 


8 


9 


10 





4.6 


2.9 


2.1 


1.3 














1 


4.9 


4.1 


3.2 


2.4 


1.6 














2 


. 5.3 


4.4 


3.6 


2.7 


1.9 


1.1 


0.3 










3 


5.7 


4.8 


3.9 


3.1 


2.2 


1.4 


0.6 










4 


6.1 


5.2 


4.3 


3.4 


2.6 


1.8 


0.9 










5 


6.5 


5.6 


4.7 


3.8 


2.9 


2.1 


1.2' 










6 


7.0 


6.0 


5.1 


4.2 


3.3 


2.4 


1.6' 










7 


7.5 


6.5 


5.5 


4.6 


3.7 


2.8 


1.9 


1.1 


0.2 






8 


8.0 


7.0 


6.0 


5.0 


4.1 


3.2 


2.3 


1.4 


0.6 






9 


8.6 


7.5 


6.5 


5.5 


4.5 


3.6 


2.7 


1.8 


0.9 






10 


9.2 


8.1 


7.0 


6.0 


5.0 


4.0 


3.1 


2.2 


1.3 






11 


9.8 


8.7 


7.6 


6.5 


5.5 


4.5 


3.5 


2.6 


1.7 






12 


10.5 


9.3 


8.2 


7.1 


6.0 


5.0 


4.0 


3.0 


2.1 


1.2 


0.3 


13 


11.2 


10.0 


8.9 


7.6 


6.5 


5.5 


4.5 


3.5 


2.5 


1.6 


0.7 


14 


11.9 


10.7 


9.4 


8.3 


7.1 


6.1 


5.0 


4.0 


3.0 


2.0 


1.1 


15 


12.7 


11.4 


10.1 


9.0 


7.8 


6.6 


5.5 


4.5 


3.4 


2.5 


1.5 


16 


13.5 


12.2 


10.9 


9.7 


8.4 


7.3 


6.0 


5.0 


4.0 


3.0 


1.9 


17 


14.4 


13.0 


11.7 


10.4 


9.1 


8.0 


6.7 


5.6 


4.5 


3.5 


2.4 


18 


15.4 


13.9 


12.5 


11.2 


9.9 


8.6 


7.4 


6.3 


5.1 


4.0 


3.0 


19 


16.3 


14.9 


13.4 


12.0 


10.7 


9.4 


8.1 


6.9 


5.7 


4.6 


3.5 


20 


17.4 


15.9 


14.3 


12.9 


11.5 


10.2 


8.8 


7.6 


6.4 


5.2 


4.1 


21 


18.5 


16.9 


15.3 


13.8 


12.4 


11.0 


9.6 


8.4 


7.1 


5.9 


4.7 


22 


19.7 


18.0 


16.4 


14.8 


13.3 


11.9 


10.5 


9.1 


7.8 


6.6 


5.4 


23 


20.9 


19.2 


17.5 


15.9 


14.3 


12.8 


11.3 


10.0 


8.6 


7.3 


6.1 


24 


22.2 


20.4 


18.6 


17.0 


15.3 


13.8 


12.3 


10.9 


9.4 


8.1 


6.8 


25 


23.5 


21.7 


19.9 


18.1 


16.4 


14.8 


13.3 


11.8 


10.3 


9.0 


7.6 


26 


25.0 


23.1 


21.1 


19.4 


17.6 


15.9 


14.3 


12.8 


11.3 


9.8 


8.4 


27 


26.5 


24.5 


22.5 


20.7 


18.8 


17.1 


15.4 


13.8 


12.3 


10.8 


9.3 


28 


28.1 


26.0 


24.0 


22.0 


20.1 


18.3 


16.6 


14.9 


13.3 


11.8 


10.2 


29 


29.8 


27.6 


25.5 


23.5 


21.5 


19.6 


17.8 


16.1 


14.4 


12.8 


11.2 


30 


31.5 


29.3 


27.1 


25.0 


22.9 


21.0 


19.1 


17.3 


15.5 


13.9 


12.3 
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TABLE 18. — Coefficient of Linear Expansion of Solids. 



Substance 


Temp. °C. 


a' 


Substance 


Temp °C. 


a' 


Aluminum . . . . 
Brass 


40 
to 100 

40 
to 100 
to 100 
to 100 


0.000023 
0.000019 
0.000017 
0.000018 
0.000008 
0.000009 


Iron (soft), 
(cast). 

lyead 

Nickel 

Silver 

Zinc 


40 
40 
40 
40 
40 
40 


0.000012 
0.000011 


Copper 

German silver . 

Glass (crown). 

(flint)... 


0.000029 
0.000013 
0.000019 
0.000029 



TABLE 19.— Goefflelent of Cabical Expansion of Liquids. 



Substance 


Temperature 


P' 


/3" 


{3'" 


Alcohol* . . . 


-39 to 27X 


0.001033 


0.00000145 






27 to 46 


0.001012 


0.00000220 


• 


Analin 


7 to 154 


0.000817 


0.00000092 


0.000000000628 


Glycerin . . . 




0.000485 


0.00000049 




Mercury . . . 


24 to 299 


0.0001818 


0.00000000018 


0.00000000035 


Water 


0to25 


-0.00006106 


0.000007718 


-0.00000003734 




25 to 50 


-0.00006542 


0.000007759 


-0.00000003541 




50 to 75 


-0.00005916 


0.000003185 


0.00000000728 




75 to 100 


-0.00008645 


0.000003189 


0.00000000245 



* 93.3% (by volume) pure. 



TABLE 20.— Heat Yalues of varioas Fuels. 

A iadicates tli9 numbsr of gram calories of heat developed by th 5 complete oxidition 
of one gram of substance, h' Indicates the number of gram calories developed by the 
burning of one liter of gas measured at 0° C. and 763 mm. pressure. If water is one of 
the products of combustion, the heat value Is given when the water is in the liquid form. 



Substance 



Cane Sugar 

Carbon (charcoal) ... 

Cellulose 

Coal 

Napthalin 

Petroleum 

Peat 

Wood* 



h 



3866 

8080 

4140 
5500 — 9000 

9692 
10200—11500 
4000 — 4500 
4000 — 5000 



Substance 



Acetylene 

Benzene vapor 

Coal gas 

Dawson gas 

Hydrogen 

Natural gas (Ind. ) . . 

Water gas 

(carburetted) 



A' 



14460 

334% 

1000 — 1400 

5500 — 7000 

3090 

9500 

2000 — 3500 

3500 — 7000 



♦Containing 10-12% of moisture. 
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TABLE Sl.^Theraial EmdMUHj •i WMtwtmt SarfAoet. 

Ta*: follow. ajf r^-ili-* »*r* '>c>:A':a*l bj B>tt4>ail*y for » eooiin? ea/pper globe sur- 
ro'^nrif^d r/j ^ir a*, ak'.m'^^ph'^rlc pT^vt'in in an eacli^tire k*p: at & coostant temperatare 
of M ^ *C Tn^ *3i:'»-»:v;::«^» are expressed in ?raai calories of heat lost per second, per 



ov*r thT Vrmpera: 


•jre of th* <tnrrouiwiin^«. 
Surface polished 






TetQperaHjre of 


Sarfaee poli.shed 
brifrht and 


Sarfaee thinly 
eoated 


Iflofj* lb ''C 


!> right 


thinly lacquered 


with lampblack 


31 


IfM X 10"* 


246 X 10~* 


278 X 10-^ 


33 


170 


250 


281 


3:1 


174 


254 


284 


34 


178 


257 


287 


35 


181 


260 


290 


3H 


184 


263 


293 


37 


187 


265 


296 


3H 


19() 


268 


299 


39 


1 192 


271 


301.5 


90 


194 


273 


304.5 . 


81 


196 


276 


307 


83 


198 


278 


310 


88 


! 199.5 


280 


313 


84 


201 


282.5 


316 


85 


202 


285 


320 


86 


203.5 


287 . 


323 


87 


205 


290 


326 


8H 


206.5 


292 


329 


W 


207 


294 


332 


40 


208 


297 


335 


41 


1 


299 


338 


42 




301.5 


341 



TAlUiE 22.— Coefficients of Absolute Thermal Condactiyitj. 

k nipnsscnlH ihf; numbor of gram calories of heat transmitted per second by a plate 
of thM Kiveii malcrlal 1 cm. thick and 1 sq cm. in area when the difference in tempera- 
tun*, t)f the opposite faiMj.s Is 1' C. Those values are to be regarded only as average 
valiH^H for U'lnporatures below 100* C. 



SwhsUmc*' 



Aliiiiiiniinn 

lirass ( rt'd ) 

( vol low ) 

CtMIUMlt 

Coppor 

lC>)<)nito 

Kir (alonK- fibres). . . . 
(across " ).... 



0.344 

0.283 

0.254 

().(KK)2 

1.040 

0.0004 

0.(K)05 

0.0(K)3 



Substance 


k 


German Silver 

Iron ( wroug-ht) 

( hard steel ) 

lycad 


0.088 
0.158 
0.062 
079 


Plaster of Paris 

Silver 


0.0013 
1 096 


Tin 


0.153 


Zinc 


0.255 
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TABLE 23.— Specific Heat of Solids and Liquids. 

Unless otherwise stated, the following values express the mean specific heat from 
0" to 100° C. 



Substance 


Sp. Heat 


Substance 


Sp Heat 


Alutniniutn 


0.219 

0.685 

0.050 

0.030 

0.093 

0.250 

0.093 

0.316 

0.095 

0.576 

0.161. 

0.117 

0.193 

0.108 

0.117 


lyead 


0.032 


Alcohol, ethyl 

AntimonY 


Mercury 

Marble 


0.033 
0.216 


Bismuth 


Nickel 


0.113 


Brass 


Paraffin (solid 0°-40°) 

(liquid 50-100°) 

Platinum 


0.560 


Calcium sulphate 

Copper 


0.710 
0.033 


^^^'rr ..••• ••• 

Copper sulphate 


Rock salt 


0.219 


German silver 


Sandstone 


0.224 


Glycerin (15°— 50"^ C).. 
Glass ( crown ) 


Silver 


0.056 


Suerar 


0.304 


(flint) 


Turpentine 


0.467 


\ ****■» •■/ •• 

Granite 


Tin 


0.056 


Iron (wroug-ht) 

(steel) 


Vulcanite 


0.331 


Zinc 


0.094 



TABLE 24.— Specific Heat of Aqueous Suintions at IS"" G. 

n indicates the number of gram molecules of water in which is dissolved one gram 
molecule of the substance. From Julius Thomsen— Thermochemische Untersuchungen. 



Substance 


Formula 


Specific Heat 




n = 10 


v=20 


»=.')0 


«=100 


«=200 


Sulphuric anhydride . . . 

Hydrochloric acid 

Nitric acid 

Ammonium chloride. . .. 

Ammonium nitrate 

Copper sulphate 

Ferrous sulphate 

Magnesium sulphate . . . 
Potassium chloride 


SO3 * 

H CI 


0.700 
.749 
.768 
.778 

.791 
.769 


0.821 
.855 
.849 

.859 

.744 

.863 
.884 


0.918 
.932 
.930 
.937 
.929 

.857 
.904 
.942 
.931 
.918 
.938 

.916 
.901 


0.956 
.964 
.963 
.966 
.962 

.917 
.948 
.968 
.962 
.950 
.965 

.954 
.942 


0.977 
.979 


H NO3 

NH4CI 

NH4 NO3.... 

Cu SO4 

Fe SO4 

MgS04 

K CI 


.982 
.982 

.953 
.951 
.952 
.970 


Sodium hydrate 

Sodium chloride 

Sodium nitrate 


NaOH 

Na CI 

Na NO3 

Na C2H3O2. 

K2 SO4 

KOH 

KNO3 

Zn SO4 


.983 
.978 
.975 


Sodium acetate 

Potassium sulphate 

Potassium hydrate 

Potassium nitrate 

Zinc sulphate 


.983 
.940 
.975 
.966 
.947 



♦Since one molecule of sulphuric anhydride added to one molecule of water combine 
to form one molecule of sulphuric acid, it follows that the specific heat of a solution of 
one gram molecule of sulphuric anhydride in n gram molecules of water equals tho 
specific heat of a solution of oce gram molecule of sulphuric acid in (n- 1) gram mole- 
cules of water. 



19 
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TABLE 25.— Meltingr Points and Heat Eqeiralents of Fusion. 



Substance 



Bees wax 

Benzol 

Bismuth 

Bromine 

Cadmium 

Glycerin 

Ice 

Iodine 

Iron, cast (grey). 

(white) 

Ivead 



Melt- 
ing 
Point 



Heat 
Equiv. 

of 
Fusion 



•c 


Cat. 


61.8 


42.3 


5.4 


30. 


266.8 


12.6 


—7.3 


16.2 


320.7 


13.7 


13. 


42.5 


0.0 


80. 


115. 


11.7 


200. 


23. 


100. 


33. 


326. 


5.4 



Substance 



Mercury . . 
Napthalin 

Nickel 

Palladium 
Paraffin . . 
Phenol . . . 
Platinum . 
Silver . . . . 
Sulphur. . 

Tin 

Zinc 



Melt- 
ing 
Point 



—39. 

79.9 
1450. 
1500. 
52.4 
25.4 
1779. 
999. 
115. 
233. 
415. 



Heat 
Equiv. 

of 
Fusion 



Cal. 

2.8 
35.7 

4.6 
36.3 
35.1 
24.9 
27.2 
21.1 

9.4 
14.3 
28.1 



TABLE 26.— Boilingr Points and Heat Eqniyalents of Yaporization. 



Substance 



Acetic acid . . . . , 

Acetone , 

Analin 

Alcohol, ethyl . 
methyl 



Boiling 
Point 



'C 

188. 

56.6 
182.5 

78. 

64.5 



Heat 

Equiv. 

of Vap. 



Cal. 

84.9 
125.3 

93.3 
205. 
267.5 



Substance 



Benzol 

Chloroform . 
Ether, ethyl 
Mercury. . . . 
Water 



Boiling 
Point 



79.6 
61. 

35. 
350. 
100. 



Heat. 

Equiv. 

of Vap 



Cal. 
93.5 
58.5 
90.5 
62. 
536. 



TABLE 27.— Cryohydric Temperatures of yarions Salts. 

/ represents the cryohydric temperature in Centigrade degrees: m represents the 
mass of anhydrous salt in 100 parts of water. 



Salt 


/ 


m 


Salt 


/ 


m 


Ammonium chloride. 
Ammonium nitrate. . . 
Ammonium sulphate. 


-15.8 
-17.4 
-19.1 


22.9 
70.0 
62.2 


Sodium chloride 

Sodium nitrate 

Potassium chloride . 


-21.9 
-18.5 
-11.1 


29.6 
58.5 
24.6 
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TABLE 28.— Heats of Solution and Dilution of Sulphuric, Nitric and 

Acetic Acid* 

From Julius Thomsen— Thermochemische Untersuchungen. 

Quantities of heat are expressed in gram calories, n represents the number of 
gram molecules of water in which is dissolved one gram molecule of the acid. 



(H2 S04 , n H2O) 


(H NO3 , n H2O) 


(C2 H4 O2 . « H2O) 


n 


Heat of Solution 


n 


Heat of Solution 


n 


Heat of Solution 


1 


6379 


1 


3285 


1 


—152 


2 


9418 


5 


6665 


2 


—156 


5 


13108 


10 


7318 


4 


—111 


10 


15400 


20 


7458 


8 


~ 2 


20 


16320 


40 


7436 


20 


173 


50 


16690 


80 


7421 


50 


278 


100 


16860 


100 


7439 


100 


335 


200 


17065 


160 


7450 


200 


375 



TABLE 29.— Heat of Dilution of Tarious Salts. 

From Julius Thomsen, Thermochemische Untersuchungen. 
The following table gives the heat in gram calories developed when a solution of 
one gram molecule of an anhydrous salt in n gram molecules of water is farther diluted by 
the addition of «' gram molecules of water. 



Substance 


n 


« + «* 




20 


50 


100 


200 


CaCh 


10 ' 
10 
10 
60 
10 
10 
20 
20 
20 
20 
5 
10 
20 


1639 

1606 

940 

2307 
412 

3152 
1148 


2225 

3308 

904 

3242 
404 
279 

1068 

664 
5317 
1203 

318 


2355 
4052 

776 

41 

3526 

364 

324 

1380 

—1056 

832 
6809 
1111 

377 


2515 


Cu CI2 


4510 


CU(N03)2 

Cu SO2 


729 
116 


McCU 


3761 


Mgr(NO;02 

Mc so* 


370 
393 


NiCU 


1584 


2fNaCl) 


1310 


2(NaC2H3 O2) .. 
ZnCU 


936 
7632 


Zn(N03)2 

ZnS04 


1071 
390 
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TABL£ 30.— Heat of Solution of Chemical Substances. 

From Julius Thomsen.— Thermochemische Untersuchungea. 
n indicates the number of gram molecules of water in which is dissolved one gram- 
molecule of the substance. The solutions are made at ordinary room temi)eratures' 
The heats of solution are expressed in gram calories. 



Substance 



Ammonia g^as 

Carbon dioxide gas . . , 
Hydrochloric acid gas, 

Sulphuric acid , 

Nitric acid 

Calcium chloride , 



(( 



(t 



Cupric sulphate. 



(( 



n 



Ferrous chloride. 



(( 



sulphate 

Mercuric chloride 

Nickel sulphate 

** nitrate 

Potassium chloride 

chlorate. 

dichromate< 

hydrate 

nitrate 

sulphate 

permanganate . . . . 

Silver nitrate 

Sodium acetate 

chloride 

hydrate 

nitrate , 






n 






sulphate 



(( 



Zinc chloride . 
Zinc sulphate 



Formula 




(( 



(( 



NH3 

CO2 

HCl 

H2 SO4 

H NO3 

CaCla 

CaClz .6H2O 

CUSO4.H2O 

CUSO4. 5 H2 O.... 

Fe CI2 

FeCl2. 4H2 O 

FeS04.7 H2O 

HgCl2 

Ni SO4. 7H2O 

Ni(N03)2 .6H2O... 

K CI 

KCIO3 

KzCrzOy 

KOH 

KNO3 

K2SO4 

K2 Mn2 Os 

2 (AgN03) 

NaC2H302 . 3H2O 

Na CI 

NaOH 

Na NO3 

Na2S04 .H2O 

Na2 S04- IOH2O.. 

Zn CI2 

Zn SO4. HaO...... 

Zn SO4. 7H2O.... 



200 
1500 
300 
1600 
300 
300 
400' 
400 
400 
350 
400 
400 
300 
800 
400 
200 
400 
400 
250 
200 
400 
lOOQ 
400 
400 
100 
200 
200 
400 
400 
300 
400 
400 



H atof Soln. 



- 8430 

- 5880 
-17315 

17850 

7480 

17410 

- 4340 
9320 

- 2750 
17900 

2750 

- 4510 

- 3300 

- 4250 

- 7470 

- 4440 
-10040 
-16700 

13290 

- 8520 

- 6380 
-20780 
-10880 

- 4810 

- 1180 
9940 

- 5030 

- 1900 
18760 
15630 

9950 

- 4260 
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TABLE 31.— Heat of Neutralization of dilate Acids and Bases. 

From Julius Thomsen-Thermochemische Untersuchungen. 

The dilution employed is one gram equivalent of acid or base in 200 gram mole-^ 
cules of water : e.g. (NaOQ + 200 HjO), (H, SO^ + 400 HjO). The mixtures are made 
at ordinary room temperatures. The heats of neutralization are expressed in gram 
calories. 

(a) Monobasic adds* 



Substance 



Bromic acid 

Chloric acid 

Hydrobromic acid . . . 

Hydrochloric acid 

Hydrofluoric acid 

Hypochlorous acid. . . 
Hypophosphorus acid 
Metaphosphoric acid . 

Nitric acid 

Perchloric acid 



Q 



HBrOa 

HCIO3 

HBr 

HCl 

HFl 

HCIO 

H PH2O2 

HPO3 

HNO3 

HCIO 



(NaOH Aq , Q Aq) 



13780 
13760 
13750 
13740 
16270 
9980 
15160 
14380 
13680 
14080 



(b) Dibasic acids* 



Substance 



Hydrofluosilicic acid 

Phosphorous acid 

Selenic acid 

Selenous acid 

Silicic acid 

Stannic acid 

Sulphuric acid 

Sulphurous acid 

Tetraboric acid 



Q 



H2 SiFlfl 
Ha PHO3 
H2 Se04 
H2 Se03 

H2 Si03 

H2 Sn03 
H2 SO4 
H2 SO3 
H2 B2O4 



(2 Na OH Aq, Q Aq) 



26620 
28450 
30390 
27020 
5230 
9570 
31380 
28970 
20010 





(c) Bases* 




Q 


(Q. HzSOi Aq) 


(Q. 2 HCl Aq) 


(Q. 2 HNO3 Aq) 


2 KOH Aq 


31290 


27500 


27540 


2 NaOH Aq 


31380 


27490 


27360 


2 UOnAq 


31290 


27700 




2 TIOH Aq 


31130 


27520 


27380 


Sr(OH)2^(? 


30710 


27639 




Ca(OH)2 Aq 


31140 


27900 
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TABLE 32. — The Atomic Weight and Yalencies of the principal Elements, 

According to the latest determinations* 

H = 1. 



Name 



Aluminium . 
Antimony. . . 

Arsenic 

Barium 

Beryllium.. . 

Bismuth 

Boron 

Bromine .... 
Cadmium . . . 

Caesium 

Calcium 

Carbon 

Cerium 

Chlorine .... 
Chromium . . 

Cobalt 

Copper 

Didymium . . 

Erbium 

Fluorine 

Gallium 

Gold 

Hydrogen . . . 

Indium 

Iodine 

Iridium 

Iron 

L/anthanum. 

Lead 

Lithium 

Magnesium . 
Manganese . 

Mercury 

Molybdenum 



Sym- 
bol 



Al. 

Sb. 

As. 

Ba. 

Be. 

Bi. 

Bo. 

Br. 

Cd. 

Cs. 

Ca. 

C. 

Ce. 

CI. 

Cr. 

Co. 

Cu. 

D. 

E. 

F. 

G. 

Au. 

H. 

In. 

I. 

Ir. 

Fe. 

L/a. 

Pb. 

U. 

Mg. 

Mn. 

Hg. 

Mo. 



Valerce 



4 
3,5 
3,5 

2 

2 
3,5 

3 
1,5- 

2 

1 

2 

4 

3,4 
1,5 
4,6 
2,4 

2 

3 

3 

1 

4 
1,3 

1 

4 

1,5 
2,4,6 
2,4,6 

3 
2,4 

1 
2,4,6 

2 

2 
2,4,6 



At. Wt 



26.99 

120.29 

74.92 

136.76 

9.03 

207.64 

10.94 

79.77 

111.95 

132.58 

39.99 

11.98 

139.9 

35.37 

52.09 

58.74 

63.30 

142.32 

165.89 

18.98 

68.85 

196.8 

1.00 
113.4 
126.56 
192.9 
56.0 
138.6 
206.47 
7.01 
24.31 
54.93 
199.71 
%.18 



Name 



Nickel . . . 
Niobium . 
Nitrogen. 
Osmium . . 
Oxygen.. 
Palladium . 
Phosphorus 
Platinum . . 
Potassium . 
Rhodium.. . 
Rubidium . . 
Ruthenium. 
S*amarium . 
Scandium . . 
Selenium . . 

Silicon 

Silver 

Sodium . . . . 
Strontium. . 

Sulphur 

Tantalum .. 
Tellurium .. 
Terbium . . . 
Thallium. . . 
Thorium . . . 

Tin 

Titanium... 
Tungsten . . 
Uranium . . . 
Vanadium. . 
Ytterbium . 

Yttrium 

^inc 

Zirconium . 



Sym- 
bol 



Ni. 

Nb. 

N. 

Os. 

O. 

Pd. 

P. 

Pt. 

K. 

Ro. 

Rb. 

Ru. 

Sm. 

Sc. 

Se. 

Si. 

Ag. 

Na. 

Sr. 

S. 

Ta. 

Te. 

Tb. 

Tl. 

Th. 

Sn. 

Ti. 

W. 

U. 

V. 

Yb. 

Y. 

Zn, 

Zr. 



Valence 



2,4 
5 

3,5 

2,4,6 

2 

2,4 

1,3,5 

2,4 

1 

2,4,6 

1 

2,4,6 

3 

3 

2,4,6 

4 

1 

1 

2 

2,4,6 

5 

2,4,6 

3 

1,3 
4 

2,4 

2,4 

4,6 

4,6 

3,5 

3 

2 

3 

4 



At. Wt. 



58.56 

93.8 

14*2 

191.0 
15.96 

105.74 
30.96 

194.85 
39.03 

103.24 
85.25 

101.3 

150.02 
43.17 
78.80 
28.33 

107.67 
23.00 
87.37 
31.98 

182.14 

126.7 

160. 

203.71 

231.09 

117.7 
47.85 

184.04 

239.0 
51.26 

172.73 
89.02 
65.11 
90.40 
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TABLE 33.— Degree of Dissociation of Tarious Substances in 1% 

Aqueous Solution. 

From Arrhenius' Electrochemistry. 

The results obtained from the electrical conductivity method are given under the 
eadin^ a' and the values from the freezing point method are given under the heading 
The solution consists of 1 gm. of substance to 100 gms. of water. 



/ t 



Non-Electrolytes 



Methyl alcohol 
Ethyl alcohol . . 

Glycerol 

Mannitol 

Cane sugar 

Phenol 

Acetone 

Ethyl ether..., 
Ethyl acetate . . 
Acetamide 



a' 



0.00 
0.00 
0.00 
0.00 
0.00 
0.00 
0.00 
0.00 
0.00 
0.00 



>" 



Bases 



0.06 
0.06 
0.08 
0.03 
0.00 
0.16 
0.08 
0.10 
0.04 
0.04 



Barium hydroxide . . . 
Calcium hydroxide. . . 
L/ithium hydroxide . . 
Sodium hydroxide . . . 
Potassium hydroxide 

Ammonia 

Methylamine 

Ethylamine 

Propylamine 

Analin 



0.84 
0.80 
0.83 
0.88 
0.93 
0.01 
0.03 
0.04 
0.04 
0.00 



0.85 
0.80 
1.02 
0.% 
0.91 
0.03 
0.00 
0.00 
0.00 
0.17 



Acids 


a' 


a" 


Salts 


a' 


fl" 


Hydrochloric acid 

Nitric acid 


0.90 
0.92 
0.91 
0.60 
0.00 
0.00 
0.03 
0.01 
0.25 
0.07 


0.98 
0.94 
0.97 
0.53 
0.04 
0.11 
0.04 
0.01 
0.13 
0.08 


Potassium chloride . . 
Potassium nitrate... 
Potassium acetate . . . 
Potassium carbonate 
Potassium sulphate. . 

Sodium nitrate 

Barium chloride 

Lead nitrate 


0.86 
0.81 
0.83 
0.69 
0.67 
0.82 
0.77 
0.54 
0.35 
0.05 


0.82 
0.67 


Chloric acid 


0.86 


Sulphuric acid 

Hydrogen Sulphide . . . 
Boric acid 


0.63 
0.56 
0.82 


Kormic acid 


0.81 


But vric acid 


0.51 


Oxalic acid 


Copper sulphate 

Mercuric chloride 


-0.03 


Malic acid 


0.11 
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INDEX 



Acceleration, Instantaneous 50 

Alrjfiholimeter 74 

Area by planimeter 56 

Arw^meter 74 

Air Thermometer 17i> 

Ani^H iation HH 

Aii^Jht*H Psyr-hrometer 194 

ISaeklash of Mjrew 15 

IJalance, The 33 

HalliMtic p<*ndulum 50 

Jiarorneter Hcale, Verification of 16 

Belt, Friction of 86 

lUH:knninn*H apparatus for mo- 
lecular weight (letermina- 

tioriH 25;)-258 

Heckmann'H Tliermometer . . . . 140 
Harotiietric lleadiiigK, Reduc- 
tion of ir>5 

Boiling Point of a Holution. .220 
Bomb, llemperH combuHtion. . .244 

Brittlene»» 100 

}iunHitn*n cfTuHiometer 81 

Burette, Calibration of 63 

( 'alorimetry 190 

('alorimeter. The water 213 

The Hteam 219 

Th(» conibuHtion 

bomb 244 

.lunker'rt 248 

(Calibration of a thermometer 

141, 148 

Calibration of a set of stand- 
ard masses 40 

( 'arnot's cycle 172 

Cath(!iometer, The, described. 13 

AdjiiHtinciit of a 17 

(Chronograph, The 43 

( 'ocfbcient of linear expansion . \T)7 
Coincidences, Method of 45-55 



Computation, Rules for 4 

Coulomb's Method for deter- 
mining >iscosity 134 

Conductivity, Relative thermal. 167 

( 'old test of an oil 220 

Curvature of spirit level vial.. 19 

Curves, Rules for plotting 6 

Curvature of spherical sur- 
faces 26 

Damped vibrations 121 

Daniell's dew point hygrometer 

". 192 

Datum circle of planimeter 62 

Density 70 

Densimeter 75 

Den.sity of unsaturated vapors. 186 
Density and molecular weight. 

Relation between 189 

Depressed zero of thermome- 
ters 137, 147 

Deviation measure 3 

Dissociation 190, 263 

Dividing Engine, The 9 

Dnuble weighing 38 

Eccentricity of a divided circle 29 
Efficiency of a reversible engine. 171 

Eff usiometer, Bunsen's 81 

Elasticity 99 

Elastic limit 100 

Emissivity, Thermal 204 

Empirical equations 47-104 

Errors, Discussion of 2 

Erron. of thermometers 137 

Eyepiece Micrometer, The 11 

Expansion of solids and liquids 

153, 157, 162,164 

Expansion of gases 176 

Expansion of gases. Work done 

during 170 



Indgx 
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Flash testy fire test and cold 

test of an oil 223 

Flexure, Study of 104 

Flexure, Young's Modulus by.. 108 
Filar Micrometer Microscope.. 10 

Freezing points 228 

Friction, Coefficient of 84 

Friction of a belt 86 

Friction of a journal 88 

Fundamental law of gases.... 107 
Fusion, Heat equivalent of . . . .230 

Gauss' method of weighing 38 

Gases and solutions. Properties 
of 1()7 

Graduation of a scale 15 

Gram molecule 168, 236 

Gram equivalent. 236 

Guillaume's hypsometer . ...... 145 

Heat equivalent of fusion 230 

of condensation. .. .219 
of vaporization . 220, 233 

Heat of dilution 240 

solution 238 

neutralization 241 

Heat value of a solid 242 

gas or liquid . . . 248 

Hydrometer -. 74 

Hygrometry 191 

Hypsometer 145 

Humidity 192 

Jolly's air thermometer 177 

Joly's steam calorimeter 219 

Junktrs gas calorimeter 248 

Joule's equivalent 270 

"Latent heat" 230, 233 

•Level testing 19 

Logarithmic decrement 126 

Micrometer screw gauge. The. 9 
Mechanical equivalent of heat. 270 

Melting points 228 

Mohr-Westphal balance. The . . 72 

Moment of Inertia 91 

Molecular weight and density. 

Relation between 189 

Mueller's optical lever 158 



Molecular weight by boiling 

point method. .252 
by freezing point 
method 258 

New York State board of 

health oil tester 224 

Normal salt 241 

Optical Lever 23-102 

Oil tetter 224 

Optical lever 23, 102, 158 

Osmotic pressure 169 

Parallax 17 

Passages, Method of 44 

Pendulum, Ballistic 50 

Pendulum, Borda's 64 

Percentage deviation 3 

Planimeter, Theory of 56 

Plotting of curves ^ 6 

Platinum resistance thermome- 
ter 148 

Psychrometry 191 

Precision of observations 3 

Poiscuille's method for deter- 
mining viscosity 129 

Pyknometer 66-71 

Radian 117 

Radiation correction 197, 199 

constant 199 

Regnault's hypsometer 145 

method of deter- 
minating vapor 

pressure 184 

method of deter- 
mining expansion 

of liquids 162 

Resilience 119 

Restitution, Coefficient of 52 

Resifetanoe thermometer 148 

Reversible engine, Efficiency of 

the 17i 

Rider for balance 33 

Salinimeter 75 

Scale for plotting. Best 7 

Sensitiveness of 
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